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Introduction

Compact, accurate and affordable; MadgeTech data loggers can measure and record data at many user-specified intervals. The
MadgeTech 4 Data Logging Software requires no programming skills and enables the user to effortlessly select a reading interval,
specify the device’s ID and initiate the start of data collection. Forimmediate use of a data logger, customers can refer to the
specific data logger documentation such as the Product Information Card or Product User Guide that comes standard with any
data logger purchase.
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In addition, all data can be saved in a format easily read by exporting the data to a Microsoft Excel® spreadsheet. MadgeTech
produces data loggers that are accurate, low-cost, easy-to-use products that integrate easily into the user’s working
environment. To better understand a customer’s needs and to accommodate any requests, MadgeTech welcomes and
appreciates any feedback.

Thank you for choosing MadgeTech for all of your data logging needs.

About MadgeTech, Inc.

MadgeTech, Inc. is a global company based in New England and founded on old-fashioned principles, customer service, quality
and trust. MadgeTech’s President, Norman Carlson, started the company in 1996 and charted the growth of the product lines and
services while maintaining those solid core principles.

Our can-do team of engineers and technical staff consistently incorporate new and innovative ideas into our data loggers. In short,
we push the envelope, raising the bar in innovation and quality. Our competitors have praised us by adopting many of our ideas as
their own. Over time, MadgeTech has become the industry standard in the data logger market.

MadgeTech continuously develops new, cutting-edge products, creating solutions for our customers around the world in
industries across the board. Our growing network of distributors has expanded our presence to markets far beyond our home
headquarters in New Hampshire; our products are now sold in over 70 countries around the world.

Our employees are committed to quality and customer satisfaction. Behind the full range of MadgeTech’s products and services
is the cumulative expertise of experienced engineers, manufacturing and electronic professionals and technicians. Our
knowledgeable sales team can offer technical advice to assist in selecting the right product for each application, as well as
providing after-sales support.

MadgeTech is dedicated to providing customers with reliable, affordable products, hassle-free ordering and excellent service,
saving customers time and money. It is our goal to earn your trust in meeting your needs and providing innovative solutions. The
products and services that bear the MadgeTech name come with quality assurance and the best support in the industry today.
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Software Overview

Software Overview

Each class of logger has a unique device type and identifies itself when queried by the host computer. Therefore, only one
software package and manual are required for all MadgeTech data loggers. In certain instances where differences occur, this
manual will answer potential questions and provide clarification.
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The MadgeTech 4 Data Logger Software is designed to streamline the process of downloading data and reviewing it. The
software automatically configures itself specifically to each class of logger by reading the device type with the ability to change
engineering units (dependent upon specific data logger models), conforming to the needs of its user.

Getting Started

System Requirements
MadgeTech 4 Data Logger Software requires an IBM or compatible PC with the following:

« PC-compatible Pentium(R)-class system

« Windows XP SP3 or later

« Color SVGA monitor (1024 x 768 resolution)

« 2GB (or more) RAM

« At least 30MB free hard disk space (for installation)

« CD-ROM (for installation media)

« Available 9 pin male serial (COM) port (for serial logger interface cable)
« Available USB port (for USB logger interface cable)

MAKE SURE NO USB INTERFACES ARE PLUGGED IN UNTIL THE FULL SOFTWARE INSTALLATION IS COMPLETE

(Note: Although the software is designed to work with the Windows Operating Systems listed above, MadgeTech = R
cannot guarantee operation on 0S’s no longer supported by Microsoft Support Life Cycle Policy.) T

_ MADGETECH ()}
-—

Software Installation: Installing the MadgeTech 4 Standard Software I
MadgeTech 4 Standard Software can be downloaded from the MadgeTech website or ‘ ] Ompm,ww =

installed from the provided MadgeTech flash drive. Loy ndons Bpire

X speed up my system
y using Windows ReadyBoost

View more AutoPlay options in Control Panel

To install the MadgeTech software from a flash drive:

1. To begin installation, insert the flash drive labeled MadgeTech Data Logger Software

Version 4.X.X into an available USB port. After a few moments an AutoPlay
box will open. (shown right)

a » Computer » MADGETECH ) »

2. Inthe AutoPlay box, click Open folder to view files to view the contents of )
the 1 S
flash drive. pemret

3. Inthe case that the AutoPlay is disabled, manually browse to the el s 220203520 Appiation
MadgeTech flash drive by clicking on the Start button or Windows Icon, ) _' o
navigate to Computer and double click the drive, MadgeTech, to see -
the contents. s

Double-click the autorun.exe (application) to launch the MadgeTech 4 A

Installer Options. Autorun.exe file located on the MadgeTech USB drive
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Technical Library

The MadgeTech installer options screen (shown right) will launch.

Choose the MadgeTech Software option to install the MadgeTech 4 Standard
Data Logger Software.

Choose the Install USB Interface Drivers option to install drivers for use with USB
interface cables and accessories.

Choose the View Manual option to view the software manual.

Click MadgeTech Software to open the MadgeTech Software options page.
(shown right)

The MadgeTech 4 Software requires the .NET Framework 4.0 to be installed on
the intended PC. The Windows 8 and Windows 10 operating system comes with a
newer version of the .NET Framework already installed. If the .NET Framework
4.0 has not been installed on the PC, click the Install .NET Framework 4.0 option
and walk through the wizard installation steps.

MadgeTech

Software Overview

s 0 =me

MadgeTech 4 Installer Options

MadgeTech Software
Install software components

Install USB Interface Drivers
Install Windows device drivers for MadgeTech USB interfaces

View Manual
View the software manual

MADGETECH
Am

% Exit  Q View Contents

[F=PEn =

MadgeTech Software

Install .NET Framework 4.0
MadgeTech 4 software requires NET Framework 4.0 of later to run
Note: Windows 8 and later come with this component already installed

Install MadgeTech 4
Install MadgeTech 4 Data Logger Software

(Note: If the .NET Framework 4.0 has already been installed and you select the Install NET
Framework 4.0 option, a window asking to Repair or Remove the .NET Framework 4.0 will appear. It is
recommended to select the Cancel button when this page appears.)

After the .NET Framework 4.0 installation has been confirmed, click the Install

MadgeTech 4 option. Select English when prompted for a language selection, gl A@“"Gﬂ"’
then the Installation Wizard will walk through the installation steps to install the _ _ _
software.

The following are examples of the installation windows:

MadgeTech 4 Setu =
Completed the MadgeTech 4 Setup Wizard 7
Installing MadgeTech 4 P 9 P
The Setup Wizard wil install MadgeTech 4 on your computer. dlick Next to continue or Cancel to ER R R iRt
exit the Setup Wizard. Please wait while the Setup Wizard installs MadgeTech 4.
Status: Generating script operations for action:
Launch MadgeTech 4
View release notes

When the Installation Complete screen appears, click Finish to exit the wizard and return to the autorun, then Exit at the bottom
to close the autorun. The MadgeTech 4 Standard Software is now installed on your PC.
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Software Overview

Installing the USB Interface Drivers
The USB interface drivers can easily be installed on the PC if they are not already available and running.

The Install USB Interface Drivers options will install Windows device drivers for the MadgeTech USB interface cable.
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Click Install USB Interface Drivers from the autorun menu.
Click Installin the window that appears.

The following dialog box will appear when the USB interface drivers have been successfully installed. (see below)

Silicon Laboratories
Datalogger Interface

- - i o Installation completed successfully
Installation Location: Driver Version 3.2

I C:\Program Files (x86)\MTI-USE\Datalogger Interface

Change Install Location... | Install I Cancel

Starting the Software

To begin, launch the software by simply double clicking the desktop icon, clicking the icon in the Quick Launch toolbar, or
clicking the icon in the MadgeTech folder within All Programs in the Start Menu. Once the software is open, the user can make
any and all preference changes that are necessary.

EX] MadgeTech4 o ® =

~ e

& & 0° 0

Download | M
Goua oata

ble Cloud_ View
Aitorng Cloud bata

ReadingInteval | StartTime | TimeZone Last Stated _ Battery Level _ Last Calration _Signal Strength.

¥ Deleted Reports

71 Untitled Graph X

Channes s
No open reports

T T T T T T T T

11:2000 AM 112640 AM 113320 AM 114000 AM 114640 AM 105320 AM 120000 M 120640 M

107122019 1071272019 1122019 171272019 1122019 1122019 1122019 1122019
0500 0500 0500 0590 0500 0590 0500 0500

0 Notifications 1171272019 43758 PM
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Software Overview

Shutting Down the Software
There are a few different ways to shut down the software.

Shut Down: File Menu

If the current report has been saved, shutting down the software by using the File menu will keep
the report settings set during that session. If the current report has unsaved report settings or
dataset, the software will prompt the user to save before shutting down.

To shut down the software using the file menu:
1. Click the File tab.
2. Click the Exit Application button in the bottom right corner of the menu.

Shut Down: X Button

Device Report

Options

Exit Application

If the current report has been saved, shutting down the software by clicking the X button will keep the report settings set
during that session. If the current report has unsaved report settings or dataset, the software will prompt the user to save

before shutting down.

To shut down the software using the X button:
1. Click the X button in the top right hand corner of the software screen.

Shut Down: Keyboard Shortcut Unsaved changes

. 2 =

To shut down the software using the keyboard shortcut:

Do you want to save changes to Untitled Report?

1. Simultaneously press Alt+F4 on the keyboard.
2. Ifthe current report has unsaved report settings or dataset, the software will prompt

] [ Cancel

the user to save before shutting down.

Uninstalling the Software

)7 » Con i » A1 o Pt » Prgams nd e

Uninstalling the MadgeTech 4 Standard Software is easy and can be done il o

through the operating system on the user's computer.

To uninstall the MadgeTech software:

1. Click the Start menu.

2. Navigate to and select Control Panel.

o
E3Cisco PEAP Moduie
!

3. Navigate to and select Programs and Features to display a list of
programs currently installed. (shown right)

Use the scroll bar to locate MadgeTech 4 in the list. Then right-click the

s

3me 118
2511770
3490

68368 55
600MB 11550235
600MB 118500168
some 1018
20801420
1002868
1s5m8 2220
suke 1019
138 116
12818 31590736
m6M8 373
00150969
1a6M8 120100
72M8 15102712
24MB 801130
184M8 11101006
WwsMe 123202
184MB 105255

program within the list and select Uninstall. A message will appear.

(Shown I’igh t) Programs and Features screen

Click Yes to uninstall the software. Click No to keep the software and

Programs and Features

cancel the action.

[] 1In the future, do not show me this dialog box

Y ] Areyou sure you want to uninstall MadgeTech 47
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Software Overview

Software Menus and Navigation

Each section of the software will be explained briefly in the following pages. Please refer to the software help menu for more
information or troubleshooting.

Minimize, Full Screen and

Close option buttons
Menu Bar

Tab Options (Changes depending upon the
/ / selected tab)

MadgeTech 4 = =3 =

/

N

Help Button

Connected Devices and Files Panels

Database
Panel

Graph Display Panel

Channels
Panel
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Software Overview

The File Menu

Within the first upper left tab titled File, there are many different options
that appear. Below is a brief description of every item.

H

Recent Documents

Open

« New: Creates a new blank report.

» Open: Opens a report saved outside the software.

« Save: Saves the file to the file database.

« Save To: Saves reports as an MTFF file.

« Import Files: Imports files from locations outside of the software.

« Import Folder: Imports folders from locations outside of the software.

« Print: Prints the selected open report.

« Close: Closes the selected open report.

« Recent Documents: The side bar will show any recent documents that have
been opened or saved.

« Options: Many software settings and defaults can be managed and edited Options | Eit Application
here. File Tab

« Exit Application: Closes the software.
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Save

gZESE

Save To L3

Import Files

Import Folders

Print L4

- § s

Close

The Options Menu
The Options button, located at the bottom right section of the File tab, offers a variety of options that affect the appearance and
default settings of the software.

« Device: Change device settings of a logger in regards to calibration notifications and importing engineering units from the
currently connected devices.
- Display: Edit the default settings when the software opens.
« Page display allows the user to choose what measurement the page display can be: Inches, Millimeters or Centimeters.
« Viewing data allows the user to edit the time format and channel grouping.
+ Cooling flags allows the user to choose the default cooling flags that can be displayed.
« The Layout section allows the user to edit the ability to minimize to the system tray, the overall software color scheme,
and resetting the screen layout.
« File: Change how files are imported and where the preferences and file database are located.
» Reports: Customize default report properties.
« Alarm: Configure pre-defined comments when acknowledging alarms.
« Units: Change the default colors for the various unit types.
« Address Book: Manage the contacts within the software.

« Email Settings: Manage the server address, port and Tm —
email authentication settings. = .
« Communications: Configure and display detected e &;b::;:,mwm P ———
interfaces. | mmm——
« Reporting: Change the software problem and usage 2 Automaticty mpor eninceing urs o connectd dices
reporting preferences. i
+ Wireless: Configure the timeouts of wireless timeouts. e
« Interop: Software built using the Windows -~
Communication Foundation (WCF) can retrieve real time
readings from data loggers connected to the MadgeTech
4 software. —
« Cloud: Login and manage MadgeTech Services Cloud
account.
.« MadgeTech 4 Standard Software Manual | MadgeTech, Inc. | madgetech.com
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MadgeTech

Software Overview

The Device tab, located at the top of the menu bar, contains all of the features for managing devices. Within this tab are four different
sections: Control, Alarms, Information, and Wireless. Below is a list of commands and options found in the device menu.

=

Report

Caontrol

Waorkflows E

& &

View Download
Cloud Data Cloud Data

Ru

les

@ <

Manage Alarm

Log

Alarms

MadgeTech 4

s Engineering | Claim Release Locate
Units

Information Wireless

device(s) in real time mode.

connected.

from the selected device(s).

A

Y= MadgeTech MT4 MadgeTech4 |7
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Custom Start - Start the selected
device(s) using custom settings.

Quick Start - Start the selected
device(s) using the current settings.

Real Time Start - Start the selected

Batch Start - Automatically start
devices of the same type as they’re

Stop - Stop the selected device(s).

Download - Download recorded data

» ®Q

b

i

Reset - Resets the selected device(s).

Workflows - Manage device
automation workflows.

Enable Cloud Monitoring - Enables the
data logger to be connected through
the Cloud Software.

Disable Cloud Monitoring -
Disconnects the data logger from the
Cloud Software.

View Cloud Data - View cloud data
through a web browser.

Download Cloud Data - Download
cloud data as a CSV file.

5 Q °

© Q O
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Manage Rules - Manage real time alarm
rules.

Alarm Log - Displays alarm notification
history.

Properties - View the properties and
settings of the selected device.

Engineering Units - Manage
engineering units.

Claim - Add the selected wireless
device(s) to the network.

Release - Remove the selected wireless
device(s) from the network.

Locate - Find or identify a wireless
device with an audible alarm.
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The Report Menu

MadgeTech

Software Overview

The Report tab, located at the top of the menu bar, contains all of the features and options for managing reports. Within this tab
are five different sections: Graph, Data Table, Statistics, Channels & Readings, and Report Options. Below is a list of commands

and options found in the report menu.

L
A | NA] L BoxZoom | 5 1552
——— RN et -|
2 A Horizontal Zoom =
Generate | |Select| Fit ta Set Lock Vertical Aoxis
| view °.{ Vertical Zoom Scale Seale A Positions

&

&

Timeslice Cooling
- Flags

MadgeTech 4

&

Generate

€& O

Q# Line Thickness: [1 *
* Line Color ~

Value Generate | Add/Re

Lines ¥ Background Color ~ ‘

L@

emove | Time  Device  Math  Re
‘ Markers Properties Channels Cha

ey = Add Annotation * Q
< unit: *C . - -
move Report  ExportTo
&l Channel Grouping ~ ‘ Properties

Excel~ ‘

Generate - Generates a graph based on
the current report, or a blank graph if
no report is open.

Select - Change the cursor function to
select data points.

Fit to View - Zoom out to fit all data
inview.

Box Zoom - Change the cursor function
to zoom in on a selected area.

L Horizontal Zoom - Change the cursor
function to zoom in on a selected
length of time.

Vertical Zoom - Change the cursor
function to zoom in on a selected unit
range.

Set Scale - Set the scale of the graph.

Lock Vertical Scale - Lock the vertical
scale of the graph.

5 Enable Autoscroll - Allow the graph to
g automatically scroll along the time axis
as real time data points are added.

Axis Positions - Change which side of
the graph each axis is positioned.
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Timeslice - Manage timeslice options.

Cooling Flags - Set annotations for
multiple temperature cooling points.

Value Lines - Horizontal lines that are
fixed for Minimum, Maximum & Average
Line values.

Line Thickness - Changes the thickness
of the value lines in the graph.

Line Color - Changes the color of the
value lines in the graph.

Background Color - Changes the
background color of the graph.

Generate - Generate a new grid based
on the current report, or a blank grid if
no report is open.

Generate - Generate a new statistics
view based on the current report, or a
blank view if no report is open.

Add/Remove - Manage custom statistic
information.

Time Markers - Allows graphs to
be displayed with cycle duration
properties.

i
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Device Properties - View the properties
of the selected channel’s associated
device.

Math Channels - Manage channels that
generate values based on specified
calculations.

Remove Channels - Remove the
selected channel from the current
report.

Add Annotation - Add a comment to
the graph.

Unit - Change the unit for the selected
channel.

Channel Grouping - Change how the
channels are grouped; Serial Number,
Device ID and Device name.

Report Properties - View details about
the current report.

Export to Excel® - Copy the data of the
current report to Microsoft Excel®.
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Software Overview

z
2
£ . .
3 Screen Navigation
g
= The MadgeTech 4 software offers a display with nearly limitless report capabilities and customization features. Users now have the
?) opportunity to arrange the display screen to suit specific needs such as size, placement, and information accessibility.
g
- .
0 File Database
0 . . .
0 « The File Database panel contains several different folders where reports —— m
w 1le Uatabase -
= can be saved or deleted. Users can also create new folders to help organize 4 A Datasets i@ A00000
datasets and reports. [ Deleted Datasets [C] Ambient Temperature 1
. Bxample Datasets [@] Thermocouple 1
4 4 Reports .
Chan nels panel J'I" Deleted Reports [C] Arnbient Temperature 2
« The Channels panel displays the different panels within the current open M Themoupie 2
. . [C] Ambient Temperature 3
report. If no report is open, the panel will be blank. e Database Pamel Chammels Panel
Connected Devices Connecied devies
« The Connected Devices panel displays a list of devices that are connected to Seorh £ Search by [Nopreference E[Bonis s
Port DeviceID Model Serial No.
the PC or available through wireless transmission. A device in this panel must uss 1 Ripuse RFPulse20008
be selected in order to enable any device specific features.
Files Connected Devices Panel
« The Files panel displays the contents of the folder selected in the File Datasets
Database panel, Search £ Searchby: | No preference -
DeviceID Model Serial No. Last Calibration Readings
RFPulse RFPulse2000A Wooz273 Never 19 /1
. . qr QuadTemp A00063 Never 2 1041
Users can toggle between the Files panel and Connected Devices panel RROLT ARG Toozn2 a/18/2013 72 10/
. .« e . RFVOLT RFVoIt2000A T00272 9/18/2013 72 10/}
depending on their intended use of the software at that time. RiPuse  APPusc00A w03 Never 1 a1
Front Door Therm.A.Lert X00395 1/31/2012 155 7729
QuadTC QuadTemp AD00D00 MNever 1000 B/1:
H H H H OctTC OctTem, ADDOOD Never 1000 6/1:
On each of the panels header bar there is a downward pointing arrow icon and . e e . Lu0o o
a pin icon. Clicking on the pin icon will cause the panel to auto hide
and become a tab in the left margin. To view the contents when the panel is Files Panel
hidden, hover the mouse over the hidden panel’s header. A context menu is
available with the following options:
- Float
Auto Hide
+ Float: This allows the selected panel to Float and can be moved anywhere ' Dok
on the screen. A panel can also float by clicking on its header, holding and Ne devices are connected R
dragging it anywhere on the screen, then releasing it. (shown below) AT
. . A .. e Clos
« Dock: This option locks the selected panel in its original position. =

« Dock As Document: This option adds a panel to the report tab group. Hovering over the pin icon will - Hovering over the arrow icon will
allow the panel to be hidden show a variety of options

« Auto Hide: This option hides the panel so only the header is visible.
« Close: This option closes the panel.

File Database
4 | |7 Datasets by | Mo preference
&
e ] 1§ Defted Datascts Mode
L | Bxample Datasets
Datasets -
o 2 [ [om P] Sochby Nopwome - 4[4 Reports
'R00000) Device ID Model Serial No. Last Calibration Re -
£ At Temperured o WP wremaor  mom  vwas - |y Deleted Reports
@ Thermocouple 1 240 RFTEMP RFTemp2000A 200272 3013 —
At Tempersare2 MOBSI  RPPusNOA  Woo273 Never
EESIE SRS 2203 MOBips RFPulse2000A 'W00273 Never
Thermocouple 2 Qr QuadTemp A00063 Never
] Ambient Temperature 3 . RFVOLT RFVOIt2000A T00272 9/18/2013
_— RFVOLT RFVolt2000A T00272 9/18/2013
(¥ Thermocouple 3 g MOBipsll RFPulse2000A W00273 Never =
7] Ambient Temperature 4 E FrontDoor  Them.Alet X00395 13172012
QuadTC QuadTem 'A00000 Ne

FR— : e rm———

g octv Octvolt 400000 Never

2 0l g i

3 Hovering over a hidden panel will display the contents of that panel.
Floating Datasets Panel Note: the pin icon now points to the left.
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Software Overview

Rearranging Panels

In addition to the hiding and floating panel options, panels can also be manually rearranged to meet

user preferences.

To rearrange a panel:
1. Click and hold the header of the panel.
2. Move the mouse in the direction of where the panel’s new location will be. A highlighted blue
section will move with the mouse to act as a preview for the panel. Continue to move the mouse
until the following screen appears.

HEmn

Optional Placement of the panels

Move the mouse to the desired option, then release the mouse. The top option will place the selected panel above the panelin
which the image appeared in. The right option will place the selected panel to the right of that panel, the left option will place the
selected panel to the left of that panel, the bottom option will place the selected panel below that panel, and the center option
will place the selected panel on top of that panel. (Note: Not all panels support the center option.) Below are sample screens of the steps to
rearrange the Channels panel. Now the Channels panel is above the chart window instead of to the left as it was originally.

©: 002 2380205
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Restoring Default Windows
The software has an easy way to restore the panels of the software to the default
screen layout.

To restore default windows:
1. Click the File tab and then click Options.
. Click the Display tab.

MadgeTech

Software Overview

=

-
Are you sure you want to reset the screen layout?

The layout will reset when the Options dislog is closed, and the process may take
a couple seconds, I

2
3. Scroll to the bottom and select Reset screen layout. The software will display a prompt to confirm the request. Select Yes.
4. It will return to the options panel, select OK to apply the changes. Any unsaved data will also be prompted by the software to

be saved.

5. Ifthe reportis open and has not been saved, the reset screen layout will not be applied.

The Help Menu

The MadgeTech 4 software offers a comprehensive help menu to answer any questions encountered while using the MadgeTech
software. Users have the ability to search directly using key words or utilize the pre-formulated categories to navigate and find a

solution to the problem at hand.

« Using the contents portion of the help menu, there are various sections that cover the most common topics.

« MadgeTech 4 Help

+ Working with devices s asene
« Managing reports 5 e ﬁ
. i Corterts | ndex | Sea i
Mana‘glngfolders n!;:a:.;:pl MadgeTech 4 Help
«  Working with data %E Working wih devices
. . ®= Managing reports
« Using MadgeTech Cloud Services @ Varsgnataen Working with dsiics

@ Working with data

. Ap pearance [2) Using Madge Tech Cloud Services

= @ Appearance
@ Troubleshoating

« Troubleshooting

« The index portion of the help menu allows
searching for one word.

« The search option of the help menu allows the user to
insert a question or phrase.

For more details about the help section, refer to

Managing reports
Managing folders

Working with data

Using MadgeTech Cloud Senices
Appearance

Troubleshooting

Managing Data, Folders and Reports, Maintenance, and
Troubleshooting
sections of the manual.
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Working With Devices

Working With Devices

In the MadgeTech 4 Software, data can be viewed in graphical or tabular formats as well as summary and statistics views, which
are available for further analysis. The software features exporting to Microsoft Excel®, data annotation, digital

calibration and more. By transitioning information seamlessly from MadgeTech 2 to MadgeTech 4 (CSV files only), users can view
their data like never before.
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Connecting and Disconnecting a Device

Each data logger must be connected to the PC to allow communication with the device. The MadgeTech wireless data logger series
can communicate wirelessly using a MadgeTech transceiver. (sold separately)

The following steps should be used for connecting and disconnecting data loggers using the appropriate interface cable for
that device.

To connect a device:
1. Plugtheinterface cable into an available COM or USB port on the computer.
2. Plugthe stereo jack end of the interface cable into the device, or insert the data logger into the interface docking station.
(Note: The connection from the interface cable to the data logger varies depending on the interface cable and data logger being used.)
3. Once the data logger is connected to the PC, it will appear in the Connected devices panel.

To disconnect a device:

1. Unplug the stereo plug end of the interface cable from the data logger, or remove the data logger from the interface
docking station. (Note: Do not disconnect the data logger while device settings are being applied.)

.« MadgeTech 4 Standard Software Manual | MadgeTech, Inc. | madgetech.com
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Working With Devices

Start a Device

When starting a device to record data, several options and start methods are available. Start settings can be specified before
deploying the device. Choose Custom Start to select or modify logging options or the devices can be started using the current
settings by selecting either Real Time Start or Batch Start. The Real Time Start option allows the devices to report readings back
to the central PC instantly. The Batch Start option allows devices of the same model to be programmed with the same custom
start settings.
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Multiple devices can be selected by holding the Ctrl or Shift key, selecting additional devices, or pressing the arrow keys.
However, the devices selected must all be the same model in order for the start options to become available.

Custom Start
Start method Log time
When starting a device using custom settings, the user can specify © Now e :
%) A5/ .00: = C.DLITSI
when the device starts by choosing to start immediately or having a 2 z‘e'“ | Ve A Mites: 28
. Manua econds:
delayed stailrt and then 'a re.adlng |n.te.rval, WhIFh will vary depending e WaRNING .
on the device and application. Additional options, such as the © Manusl e 3 et psucs momua o auic
stop method and enabling memory wraparound, (overwriting the © Automatic 1/15/2014 62738 PM__ =] | 300 PO e e nancing, encebne
. 3 . . . Specific wamanty and remedy limitstions apply to this
internal memory when the reading capacity is reached) are available P W
depending on the properties of the selected device. (shown right) R
Enable wraparound
Immediate Start

To start a device using custom settings for an immediate start:
1. Inthe Connected devices panel, select the device to start. The device should be highlighted.
2. On the Device tab, in the Control group, click Custom Start. Users can also right-click on the device and select Start, then
Custom Start in the context menu.
3. Specify all desired settings.
Click Start.
5. When the device has been started, the status in the Connected devices panel will read Running.

>

Manual and Delay Start
Depending on the device, the user can manually start a data logger or perform a delayed start using the Custom Start option.

Manual Start
A data logger with the manual start function needs to be programmed in order for a Manual Start to be performed.

To manually start a device:
1. Inthe Connected devices panel, select the device. Confirm that the intended device is highlighted.
2. On the Device tab, in the Control group, click Custom Start. Users can also right-click on the device and select Start, and then
Custom Start in the context menu.
3. Under the Start method section within the Start device screen, select the Manual radio button.
Choose any additional necessary start settings (such as reading interval, memory wraparound, stop method, etc.).
5. Click the Start button. The Start device box will close and the status column in the Connected devices panel will read,
Waiting for manual start.
6. To begin recording, please refer to the manual start method in the product information card provided with the device.

>

.« MadgeTech 4 Standard Software Manual | MadgeTech, Inc. | madgetech.com

i

2 MadgeTech MT4 MadgeTech4 iR & (S 2) - ®ZEAL {2 XtZLICE A2 HM|ZAL AFE 0| mpat HAE 4 UL Ch

TS-TL-MDT-011

— We measure, we calibrate, we validate. EEE - www.tessol.com TS-TL-MDT-011 20/ 80
KOLAS ZX| 32l mH 7|2 - 1ISO/IEC 17025



https://www.tessol.com/?utm_source=datasheet&utm_medium=pdf&utm_campaign=technical_library&utm_content=TS-TL-MDT-011

TESSOL  technical Library MadgeTech

Working With Devices

Delay Start

When using the Delay Start method, the user can decide when the data logger will begin recording by setting a time in the
Custom Start window. This method does not require the user to be present to start the device, as it will automatically start at
the selected time.

To Delay Start a device:
1. Inthe Connected devices panel, select the intended device. Confirm that the intended device is highlighted.
2. Onthe Device tab, in the Control group, click Custom Start. Users can also right-click on the device and select Start, and then
Custom Start in the context menu.
Under the Start method section within the Start device screen, select the Delay radio button.
Click the dropdown menu beside the Delay radio button and choose the intended start date and time.
Choose any other necessary start settings (such as reading interval, memory wraparound, stop method, etc.)
Click the Start button.
The status column in the Connected devices panel will read Waiting to start.

Once the selected start time has passed, click the Refresh Devices button if the device does not appear. (Note: A wireless device will
update on its own, otherwise the duration of the refresh will be long.)

9. The status column in the Connected devices panel will read Running.

Quick Start
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When a device is started using the Quick Start option, it will start immediately using the most recent Custom Start settings. It is
important to make sure that the selected devices are properly configured before using Quick Start.

To Quick Start a device:
1. Inthe Connected Devices panel, select the intended device. Confirm that the intended device is highlighted.
2. Onthe Device tab, in the Control group, click Quick Start. Users can also right-click on the device and select Start, then Quick
Start in the context menu.
3. When the device has properly been started, its status in the Connected devices panel will read Running.

Real Time Start

When a device is started in Real Time, reading data is transferred directly to the software in the form of a dataset and stored in the
software's internal database. The data can be viewed as a report at any time and will automatically update as new readings are
received.

Wireless and non-wireless devices function differently when started in Real Time.
To start a device in Real Time:
1. Inthe Connected devices panel, select the intended device. Confirm that the

intended device is highlighted. e B
2. Onthe Device tab, in the Control group, click Real Time Start. Users can also S o [EETER
right-click on the device and select Start, and then Real Time Start in the Stop Method
context menu. ‘.-"Z”il“ilm ISR TZ0AN
3. Specify device start and stop preferences, as well as the reading interval in the Rending e
Parameters tab. Alarm rules can be
configured in the Alarm Rules tab. (shown right) (Note: For more information about =

adding, changing or removing alarm rules, please refer to the Alarms section of this manual.)
4. Click Start button.
5. If Display a graph when Real Time logging begins is checked in the Display tab of the Options dialog, a graph will
automatically appear containing the real time data of the devices selected.
6. When the device has properly been started its status in the Connected devices panel will read Real Time.
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Working With Devices

A device can also be started in Real Time when it is already running:

Under certain conditions a device can be started in Real Time when it is already running, if it is not a wireless device. The device must be physically
plugged into the computer, wraparound must be disabled and the reading interval must be 2 seconds or slower.

1. Inthe Connected devices panel, select the Running device requiring a Real Time start option. Its status will read Running.
2. Inthe Device tab, in the Control group, click Real Time Start. (Note: The status will now read Real Time.)
3. Inorder to stop the device, Stop must be clicked twice.

Batch Start
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When using the Batch Start option, one device is programmed and will specify the settings that other similar devices will use.
Selecting multiple devices before beginning a batch start is not required. (Note: Only devices of the same model and firmware can be Batch
Started together.)

A Batch Start is useful when a user has many duplicate or same model devices that need to be started with the same settings.
The Batch Start option allows the user to start all of the devices with the push of one button, instead of individually changing the
settings and starting each device individually, saving valuable time and effort.

The Batch Start will have the same start device settings screen as the Custom T e—
Start option. Additionally, after the Start button is clicked, a Batch Start Log = = =

. . ) . ) . . [1/15/2014 2:02:52 PM] Automatically writing settings to and
dialog box will appear to inform the user when each device is starting and when it starting all RFRHTemp20004 devices

. 1/15/2014 2:02:52 PM] Starting 200246
actually has been started. (shown right) [ L

To begin a Batch Start:

1. Inthe Connected devices panel, select the intended device to be used as a
basis for the Batch Start.

2. On the Device tab, in the Control group, click Batch Start. Users can also right-
click on the device and select Start, then Batch Start in the context menu.

3. Configure settings and start the device that is plugged in by clicking Start.

4. Remove the first data logger from the docking station, then place the next
data logger into the docking station. When the devices have properly been ——
started their status in the Connected devices panel will read Running.
Repeat this step until all of the intended devices have been started.

Any devices plugged into the PC that are the same model as the device used to configure the Batch Start will automatically start.
Each device shown as Started or Waiting to Start can then be unplugged.

The device will begin recording data once it has been started. Depending on the stop method selected, the device will continue to

collect data until manually stopped, it reaches memory capacity or it has reached the stop parameters chosen by the user. Once
the device has been stopped, the data collected can be downloaded into a dataset and used to generate any type of report.
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Working With Devices

Stop a Device

When devices are currently recording data, running in Real Time, or waiting to start, users can choose to stop recording. Devices
that are stopped will no longer record data until configured to start again. The stop methods available will vary by model, but can
include: Manual Stop, Automatic Stop, and Readings Stop. These stop methods are designated when the device is started.
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Multiple devices can be selected to stop by holding the Ctrl or Shift key and either selecting additional devices or pressing the
arrow keys. All of the devices that have been selected will be highlighted in the Connected devices panel.

Manual Stop

The Manual stop option is convenient and easy to set up. There is no information that needs to be entered in comparison to the
Automatic or Readings Stop methods. Manual stop is always available even when other stop methods are selected at startup.

To configure Manual Stop during startup:
1. Inthe Custom Start box, select the Manual radio button under the Stop Method section.

To manually stop a device:
1. Inthe Connected devices panel, select the intended device to stop.
2. Onthe Device tab, in the Control group, click Stop. Users can also right-click on the device and select Stop in the context
menu. (Note: With 101A data loggers, the Manual Stop option can enable a pushbutton stop if the Manual Start option is also selected.)

If a device is both recording data and running in Real Time, Stop must be clicked twice in order to stop the device. Clicking Stop
once will only stop the Real Time recording, selecting Stop the second time will stop the data from recording.

Automatic Stop

The Automatic Stop method is time dependent. Users can set a future point in time, to stop a logger from recording. The user
does not need to manually stop the device, as it will stop automatically.

To configure the Automatic Stop method:
1. Inthe Custom Start box, select the Automatic radio button under the Stop Method section.
2. Inthe dropdown menu next to the Automatic radio button, select the time when the device should stop recording.
3. To confirm the device has stopped recording, click the Refresh Devices button in the Connected devices panel. Now the
status column in the Connected devices panel will read Stopped.

Readings Stop Method

The Readings Stop method is dependent on the number of readings the device records. For example, if the duration of 20 is
entered into the readings text box, the device will stop recording once it records 20 readings.

To configure the Readings Stop Method:
1. Inthe Custom devices box, select the Readings radio button under the Stop Method section.
2. Inthe text box next to the Readings radio button, enter the number of readings the data logger should record
before stopping.
3. To confirm the number of readings have been recorded, click the Refresh Devices button in the Connected devices panel.
4. Now the status column in the Connected devices panel will read Stopped and the number of readings listed in the
Readings column will match what was entered in the Start device box.
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Working With Devices

Downloading Data

When the data logger is recording data, it stores the readings in its internal memory. To view the data, it must be downloaded from
the device and viewed as a graph, a data table, or statistics report in the MadgeTech software. Downloaded data will remain stored
on the device until the device is reset or restarted. (Note: The MadgeTech Software will not download the same data more than once.)
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Download Data from a Device

To download data from a device:
1. Inthe Connected devices panel, select the intended device to download data from.
2. Onthe Device tab, in the Control group, click Download. Users can also right-click the device and select Download in the
context menu.

Automatically Display Reports of Data that have just been Downloaded
The user can also choose to have reports automatically appear to display data that have just been downloaded.

To configure the appearance of reports:

. . . . | e Change display options.
1. Click the File tab, then click Options. Geriy
2. From the Options screen, click Display. - o —
3. Inthe Viewing Data section, select the check box next to each report type Vg
the user wants to automatically open when data is downloaded from e EW
a d evice' [¥] Display an empty graph when the software starts

@ Dis
4] Displayt

€] devices, display a single rep

Download While Recording

Display the following when data is downloaded from a device:
[ Graph
Data table
Statistics

Certain devices have the ability to download data in the software while
recording. The reading interval must be 2 seconds or slower, and the memory
wraparound must be disabled.

To download data while the device is still recording:

1. Inthe Connected devices panel, select the intended device to download
data from. Confirm the intended device has been selected by making sure
the device is highlighted.

2. Onthe Device tab, in the Control group, click Download. To the right is an
example of the following dialog box that will appear, asking to stop the device from recording.

3. Click Yes to stop the data logger and download the data. Click No to download the data and have the data logger continue to
record. Click Cancel to neither stop the device nor download any data.

One or more devices are currently running. Would you like to stap recording
before downloading the data?

Reset a Device

When the data stored in a device is no longer needed or resetting the status of alarms and triggers is required, the device can be
reset. If the device is currently recording, it will stop before resetting. Once a device is reset, the stored reading data cannot be
recovered, so always confirm that all data is downloaded and saved before resetting the device.

To reset a device:
1. Inthe Connected devices panel, select the intended device to reset.
2. Onthe Device tab, in the Control group, click Reset. Users can also right-click the device and select Reset in the context menu.
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Workflows

The Workflows feature allows the user to automate tasks to efficiently download data, create reports and more. A Workflow is a
saved set of instructions that tell the software to perform tasks when specified conditions are met. Workflows can be scheduled to
run at specific dates and times or when specific data loggers are connected to the PC. (Note: The MadgeTech Software must be running for a
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scheduled Workflow to execute.)

Adding a Workflow
To add a workflow to the software:
1. On the Device tab, in the Control group, click the Workflows icon.
2. Select New on the right hand side of the window, and do the following:
a. Entera nameinthe Name box
b. Select the conditions that need to be met before the actions occur.
c. Select which actions will occur.
3. Click Ok. |

Changing a Workflow
To change a workflow in the software: N—
1. On the Device tab, in the Control group, click the Workflows icon. e o are e
2. Select the intended workflow to change. (Note: A workflow must be disabled before | “**™** : =
it can be edited) [E
3. Click Properties and change the workflow to fit the desired preferences. o ra e

4. Click Ok. =

Workflow Properties x

Disabling a Workflow
To toggle whether a workflow is enabled or disabled in the software:
1. Onthe Device tab, in the Control group, click the Workflows icon.
2. Select the intended workflow to enable or disable.
3. Click Enable or Disable, depending on the current status of the workflow.

7] Override default workflow settings

Duplicating a Workflow
To duplicate a workflow:
1. On the Device tab, in the Control group, click the Workflows icon.
2. Select the intended workflow to duplicate.
3. Click Duplicate. In the box that appears, change the workflow settings to fit desired preferences.
4. Click Ok.

Manually Running a Workflow
When a workflow needs to be performed prior to meeting the condition requirements that were set, a workflow can be run
manually.

To manually run a workflow in the software:
1. On the Device tab, in the Control group, click the Workflows icon.
2. Select the intended workflow to manually run. (Note: A workflow must be enabled and not already running before it can be manually run.)
3. Click Run.

Deleting a Workflow

To delete a workflow:
1. On the Device tab, in the Control group, click the Workflows icon.
2. Select the intended workflow to remove and select Delete.
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Working With Devices

Calibration

MadgeTech data loggers must be calibrated annually (at minimum). MadgeTech offers custom calibration services or the ability to
calibrate the device through the software. Most data loggers can be calibrated through the software, however depending on the
application, it is recommended that the devices be serviced by the MadgeTech Calibration Lab.
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Calibration parameters, as well as the last calibration date, are stored within the device's non-volatile memory and can be
accessed through the software. The software also allows the device to maintain calibration while being used on any computer.
Most data loggers can be effectively calibrated using a single point to correct an offset. In some cases two points may be used
to correct for gaina nd offset errors. (Note: in most cases a very stable environment and accurate reference are required to perform an accurate
calibration. MadgeTech cannot guarantee the accuracy of any device calibrated outside of MadgeTech.)

There are two methods to input the calibration data into the device. First is the Gain and Offset option, which allows the user to enter
a gain and offset directly when calibrating. Second, the High and Low Values option. The calculation used for calibration is x=(y-b)/m.

The values these letters represent are seen below:
+ x=calibrated value
« y=original device measurement
» b=offset
+ m=gain

Another way of visualizing this calculation is:
« Calibrated value= (reading-offset)/gain

Gain and Offset Values

The default gain of 1 and offset of 0 do not affect the readings the device takes. The device should be set to the default gain of 1
and offset of 0 before taking measurements used for a calibration adjustment.

High and Low Values

The alternative to entering gain and offset values directly is letting the software calculate them by entering device readings at
two reference points using the High and Low Values option. These reference points are called High and Low because devices are
generally tested at a low-range and a high-range value.

Example: A user wants to calibrate a HiTemp150. The low setting the user decides to use is 50 °C and the high setting the user
decides to use is 150 °C. These values are the reference values. At a stable environmental temperature of 50 °C, the device
readings are 50.17 °C. At 150 °C the device is reporting 149.98 °C. The device readings for this example would be 50.17 and 149.98.
Using the above data, the user would fill in the following information on the calibration screen, assuming a unit of °C:
Low

» Reference value: 50

« Device reading: 50.17
High

+ Reference value: 150

» Device readings: 149.98

Using these values, the software calculates the gain and offset values and writes them to the device. The gain and offset values will be
subtracted or added to each reading downloaded from the device, and the data will be correct without any further manipulation.
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8 Calibrating a Device
E l J RFRHTemp2000A
E Devices need to be calibrated on a regular basis to ensure readings are Genera e e
Channels evice ID:
J accurate. If device sensor information or other specifications are provided with Catiration Start dte 171512018 20259 PMEST
. . . Last set stop date: Not set
o the logger, the user can calibrate a device themselves. Devices can also Poer Tl
g be sent back to the MadgeTech Calibration Lab for calibration as well for :'I" i o f—
custom and certified calibrations. bisplay e
Operating range: 20 °C ~ 60 °C (4 °F ~ 140 °F)
For a user to calibrate a device with the software:
1. Inthe Connected devices panel, select the intended device to calibrate.
2. On the Device tab, in the Information group, click Properties. Users 0 T T .
. R 8 . L. -New Template- = || Save Print... oK Cancel
can also right-click on the selected device and click Properties in the

context menu.

3. Click the Calibration tab. (shown right) (Note: If the Calibration tab is missing, the device does not need to be calibrated. Recording the current values
is recommended, so the original calibration values can be restored if desired.)

4. Click the Calibrate button.

A series of Calibrate a device windows will
appear. If the device has more than one
channel, select the intended channels to Solict danncie o calibrate
calibrate. (shown right) -

Humidity

How do you want to input your calibration data?

2 High and low values
< Gain and offset
Next, decide how to input the calibration data.
Refer to the explanations previously outlined in
this section to choose the appropriate

option.

Select the input of the calibration data: High/Low
Values or Gain/Offset.

Select the intended channels to calibrate. If there is
more than one, select all that apply.

If the High and Low values option is selected, the following screens will appear:
(Note: Depending on the device, the number of screens and (
units shown will be different based on the different channels

=
(=]
[
a]
b3
-1
1
w
-

the devices have.)
Define calibration for channel 1 - Temperature Define calibration for channel 2 - Humidity
Relative Humidity (% RH)
R DO R DO
Lo Lo
s s
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TS-TL-MDT-011

TESSOL

When the Confirm Calibration Settings screen appears, click Write and the following message will be displayed:

Technical Library

SR )

Confirm calibration settings
Ensure the information below is correct, then click Write.
Reference Device
emperature
Low: 20 °C 20 °C
High: 60 °C 60 °C
Humidity
Low: 0 %RH 0 %RH
High: 95 %RH 95 % RH
Enter a calibration date: | 2/17/2014 5] ‘

If the Gain and offset option is selected, the following screens will appear:
(Note: Depending on the device, the number of screens and units shown will be different because of the different channels each device has.)

How do you want to input your calibration data?

+ High and low values

(§&E£g!llllllllllih.

| < Gain and offset

[x==x/

Define calibration for channel 1 - Temperature

O —
B C—

e (o]

MadgeTech

Working With Devices

Define calibration for channel 2 - Humidity

When the Confirm calibration settings screen appears, click Write and the following message will appear:

a

2! MadgeTech MT4 MadgeTech4 H|F2
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Confirm calibration settings

Ensure the information below is correct, then click Write.

Temperature

Gain: 1 Offset: 0 °C
Humidity

Gain: 1 Offset: 0 % RH

2/17/2014

Enter a calibration date:

|
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Software Alarm Rules

There are two types of alarm settings: Software Alarm Rules and Device Alarm Rules. To find out more information on alarms that
can be modified through the device, please refer to the Device Alarm Rules section of this manual.

Alarm Rules
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When a device is started in real time, Software Alarm rules can be set to notify individuals when certain conditions are met. This
option is only available when a data logger is communicating with the software and started in Real Time.

The Alarm Rules option allows the high and low thresholds to be set, and high and low warning thresholds can be set if the
device has this feature. A visual alarm notification will be triggered within the software when the alarm parameters are exceeded.
Alarm rules can also be configured to send email notifications (or text messages via email) if the email server settings have been

configured.
Adding an Alarm Rule Real Time Alerm Sering= [N
To add an Alarm Rule: Rules are applied in the following order:

1. Onthe Device tab, in the Alarms group, click Manage Rules. The Real Time Name Enabled

Alarm Settings screen will appear.
2. Click the New button. The Alarm Rule box will appear, complete one of the
following steps: —

a. Enteranamein the Rule name box. ————

b. Select whether notifications will be sent when All conditions are met Commni]
or Any condition is met.

c. Select the conditions to meet before notifications occur.

d. Select which notifications will occur. An example of a Real Time Alarm Settings box

e. Select whether notifications will only occur once or on a regular basis.

f. If notifications need to be received by email or text message, click

Email settings and make sure the correct information has been o Tt © oy coin e

entered. (Note: If the email settings are incorrect, email and text message
notifications will not be received.)

3. Click the OK button. The Ok button will be disabled if the Rule name box =

is empty.

0

Changing an Alarm Rule :

To change an Alarm Rule: ) =
1. On the Device tab, in the Alarms group, click Manage Rules. o An example of an Alarm Rule box.

Click the alarm rule to change.

Click the Edit button.

Change the alarm rule settings to fit application preferences.

Click the OK button.

AE I

Enable or Disable an Alarm Rule
To enable or disable an Alarm Rule:
1. On the Device tab, in the Alarms group, click Manage Rules.
2. Click theicon in the Enabled column for the rule specified to toggle.
3. An Enabled rule will notify the user based on the conditions the user specified. A Disabled rule will not notify the user
when its conditions are met. The order of alarms can be rearranged by selecting an alarm and using the Move Up or Move
Down buttons.
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Removing an Alarm Rule
To remove an Alarm Rule:
1. Onthe Device tab, in the Alarms group, click Manage Rules.
2. Click the alarm rule to change.
3. Click the Delete button. To delete all the alarm rules, click the Delete All button.
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Dismissing an Alarm Rule Notification
If a notification is received that an alarm rule has triggered, users can choose to dismiss the alarm.

To dismiss an Alarm Rule notification: ", e, =
1. Onthe Device tab, in the Alarms group, click Alarm Log. R
2. Click the notification that needs to be dismissed.

3. Click the Dismiss button.
4. To dismiss all the notifications, click the Dismiss All button. (shown right)

Alarm Acknowledgement e — e

When logging data in real time and an alarm notification appears, users An example of an Alarm Log box.

can choose to acknowledge it. This will allow the user to specify an action in oy W)

response to the alarm and add comments. Pre-defined comment templates can also P

be Comment template: | -

configured for consistency and workflow efficiency. Comments: S e

temperature, I've increased the overall temp of the plant
through the thermostat to counteract. - BR

To acknowledge a software alarm:

1. S’Eart the dat%a logger |r_1 real tlm? and keeR the report open. When an alarm is - -
triggered while recording data, in the Device tab, select the Alarm Log button.

2. Inthe Alarm Log dialog box, choose the alarm from the list displayed and m
select Acknowledge. Enter a title for the action, add an additional comment ‘
or select a comment template for re-occurring alarm triggers if desired. \L e (e it o 0 o

3. Select Ok. An annotation will now appear on the graph report highlighting ﬂ e
where the alarm was triggered and display the added comment. -L(l/ vl o e e

4. If there is more than one alarm, users can select multiple alarms by holding .

down the CTRL key and then select Acknowledge all. Selecting Acknowledge
all will apply the same response to all selected alarms. To apply different responses to multiple alarms, they must be selected
individually.

Stopping Repeated Notifications for an Alarm Rule with a No Readings Condition
When setting up an alarm rule to continually notify when a device stops reporting readings, then the device becomes
disconnected, users can choose to ignore further notifications until the device reconnects.

To stop repeated notifications for an Alarm Rule with a no readings condition:
1. Onthe Device tab, in the Alarms group, click Manage Rules.
2. Select the checkbox next to Ignore dismissed no readings notifications until the device reconnects.
3. Alternatively, the alarm rule that is sending the notifications can be disabled. However, disabling the alarm rule also means
that the user will not receive notifications if any other device meets its conditions.
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Adding a Comment Template for Software Alarm Rules

MadgeTech

Working With Devices

Adding a standard comment template within the software will decrease time spent typing the same comment repeatedly and

allow users to manage and track response options when an alarm is triggered.

Adding a comment template for software alarm rules:

1. Click the File tab, then click Options.

2. From the Options screen, click Alarms.

3. To create a new template click New. The Template name and Comments
fields can now be edited. Insert the desired template name and enter the
comments you would like to appear, then select Ok.

4. The list of pre-defined templates will be available to the user and
displayed in the Alarm Log window when Acknowledge is selected.

aaaaa
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S Device Properties
c
15
O . . . . . . . .
g The Device Properties box is where all of the device information and settings are located, and where changes to those settings can
4 be made. The following general information (varies by model and usage) can be found in the device properties:
0
0
w « Revision J =
= .

+ DeviceID

« Start date

Channels DeviceID: MultiChannel
» Lastset stop date Calibration Start date: 4/18/2018 2:19:18 PM EST
. Last set stop date: Mot set
« Time Zone last started powe Tene some ot k. T
. Alarm Readings: 3
¢ Readlngs Trigger Battery level; 100%
o Battery level Reading interval: 1 second
. . Wraparound: off

+ Reading interval — Notset

« Memory Wraparound status Operstingrange:  40°C.80°C (40F - 176°F)

« Thermocouple type

« Password

-NewTemplate- ][ Save ] [ Pint. | [ Ok [ Cancel ][ Apply

« Environmental Range
An example of the device properties box.
Other device specific settings such as Calibration, Channels, Power, Wireless Information, and Alarm and Trigger settings can be
viewed or changed by accessing the Device Properties. The Properties feature can be found on the Device tab in the Information
group. Device properties can be viewed but not changed for devices that are currently recording or running in Real Time. (shown
above)

General Settings: Properties of a Specific Device

To view the properties of a specific device:
1. Inthe Connected devices panel, select the intended device to view the properties.
2. On the Device tab, in the Information group, click Properties. Users can also right-click on the device and select Properties in
the context menu.

Many of the device properties require a reset before applying any of the changes made to the settings. Ensure that any data that
needs to be saved is downloaded and stored before resetting the device.

Checking the Power Status of a Device 2 vionn i

| RHTempl01A E10005 I

Information about the power status of each device can be found in the Device

Properties box. The Power tab will provide

information such as the battery level, external power sources (varies by model), catbration e e
. . Waiting to start: Ne.

and if or when the device was last reset. == |

Recording: No
Alarm

General 100%

Battery level:

Channels

Trigger

To view the power status information of a device:
1. Inthe Connected devices panel, select the intended device to view its
power properties.
2. Inthe Device tab, Information group, click Properties.
3. Select the Power tab. In the Power tab, all of the power properties
available can be viewed for the selected device. (shown right)

[-NewTemplate- =] save | [ Pint. | [ ok |[ Cancel ][ Apply

An example of the power tab in the device properties box.
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Changing the Thermocouple Type of a Device

Athermocouple is made of two dissimilar conductors that are connected. When heated, they produce a voltage that can be
correlated back to temperature. There are different thermocouple types that refer to the contrasting metal combinations. Each
thermocouple type has a specific environment in which it can operate. If a device has a thermocouple, the type of thermocouple
used for recording can be changed. The thermocouple type of the device must match the probe type or the recorded data will not
be accurate.
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To change the thermocouple type of a device:
1. Inthe Connected devices panel, select the intended device that requires changing.
2. Onthe Device tab, in the Information group, click Properties. Users can also right-click on the device and select Properties
in the context menu.
3. Onthe General tab, change the Thermocouple type in the dropdown. If the Thermocouple type dropdown is missing, the
device does not have a thermocouple.
4. Click Apply.

Add, Change, or Clear the Password of a Device
A password of a device that supports password capabilities can be set to protect it from being altered by unauthorized users. If the
device does not have password capabilities, no password information will be displayed on the Device Properties screen.

Setting the Password of a Device
Setting the password of a device is easy and simple. To the right is an example of the Properties box with no password set.

To set the password of a device:
1. Inthe Connected devices panel, select the intended device to choose a

password.
2. Onthe Device tab, in the Information group, click Properties. Users can :hi. — e
also right-click on the device and select Properties in the context menu. Catbration St 211772014 104904 AMEST
. Last set stop date: Not set
3. Onthe General tab, click the Set password button. Power Time zone last tarted: 5T
. . . Alarm Readings: 3
4. Enter and confirm the password in the box that appears, and then click OK. . Batterylevel s% @my
. Reading interval: 5 Seconds
Below is an example of the box. Engineeing it || rapmene orf
5. The software will display the message below when the password has been passworc: Mot set
Successfu“y Written Operating range: -40 *C ~ 80 °C (-40 °F ~ 176 °F)
_ -New Template- = |[  Save | [ prnt. | [ ok |[ cancel
Password - MultiChannel (P02
Password: Password successfully written,
Confirm password:
An example box of creating a password.
=
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© Now that a password is set for the selected device, all users will be required

E to enter the correct password before performing any tasks with the protected

15 .

0 data logger. (shown right) [ Genera | revsion: 318

& Channels Device ID: MultiChannel
4 . . Calibration Start date: 2/17/2014 10:49:04 AM EDT
9) Changing the Password of a Device e ik Sl i

0 . . 3

) At any time, users are able to change the password of a device that has Alarm Resdiney :

w Battery level: 100% (3310
=

i
ngger Reading intervak 5 seconds

currently has a password.

Engineering Unit || Wraparound: off

To change the password of a device: Opetingrange;  40°C~80°C (40°F - 176 )
1. Inthe Connected devices panel, select the intended device to change the
password.
2. On the Device tab, in the Information group, click Properties. Users can hislempiniomt) wmSsteam) [Pt s O] [mmConcel

also right-click on the device and click Properties in the context menu.
3. On the General tab, click the Change password button.
Enter the old password and confirm a new password in the box that appears, and then click OK.
5. The following message will appear when a new password has been successfully written.

>

I Password - MultiChannel (P02673)

Old password:

Password successfully written,
MNew password:

Confirm new password:

Clearing the Password of a Device
The password that is set on a device can be cleared at any time.

To clear the password of a device:
1. Inthe Connected devices panel, select the intended device to clear the password.
2. Onthe Device tab, in the Information group, click Properties. Users can also right-click on the device and select Properties in
the context menu.
3. Onthe General tab, click the Clear password button. A Password box will appear.
Enter the correct password and click OK.
5. The following message will appear when the password has been successfully cleared:

>

[ Password - MultiChannel (P

Enter password:
Password cleared

Saving a Device Template
Users can save commonly used device property settings as templates that can be applied to other data loggers of the same model
for future, repeated use.

To save a device template:
1. Inthe Connected devices panel, select any device.
2. On the Device tab, in the Information group, click Properties. Users can also right-click on the

device and select Properties in the context menu. TE(MHMM i
3. Enterin all desired properties for the device. In the dropdown located at the bottom left of the

Properties box, choose New Template.
4. Select Save and a box will prompt to name the device template. Enter a name and select OK. -
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Channel Settings

Channel settings in the Device Properties box refer to the renaming of channels. This feature is only available with the QuadTCTemp,
OctTCTemp, QuadTCTemp2000 and OctTCTemp2000 data loggers and the CTL2000. There are two channel types for the QuadTCTemp
and OctTCTemp data loggers, Thermocouple and Ambient. The setting to enable data recording is always inactive for the Ambient
channel and cannot be selected because it works in conjunction with the corresponding thermocouple channel. (Note: Disabling a
thermocouple channel will also disable the corresponding ambient channel.)

Changing the Channel Name of a Device
To change the channel name of a device:
1. Inthe Connected devices panel, select the intended device to change the name of the thermocouple channel.
2. On the Device tab, in the Information group, click Properties. Users can also right-click on the device and select Properties in
the context menu.
3. Onthe Channel tab, click the Use custom name checkbox to change the name of the thermocouple. Below are examples of
the Channels tab, with default settings and custom settings. (Note: Only the thermocouple channel name can be changed.) If there is no
option to use a custom name, the device does not have the option to rename a thermocouple channel.

© MuttiChannel Propert © MuttiChanne! Propert
0 : A00000 0 B A00000
— = —_— z
General ‘Ambient Temperature 1 General Ambient Temperature 1
Channels Ensble dats recording H Channels Enable data recording H
Calibration Range:  -20-~60°C Calibration Range: 20 -60°C
Resolution: 0.01 °C Resolution: 0.01 °C
Power Power
— —
Thermocouple 1 Type K 123123 TypeK

[F] Use custom name Enable data recording me

Enable data recording
Range:  -270~1370°°C Range: -270 ~ 1370 °C

Resolution: 0.1 *C

—
Ambient Temperature 2

Enable data recording

Range:  -20~60°C
Resolution: 0.01 °C
—_— o
[-NewTemplate- =|[ Save | [ Prnt. | [ ok |[ Cancel |

Resolution: 0.1 *C

—
Ambient Temperature 2
Enable data recording
Rangs  -20~60°C
Resolution: 0.01 °C

_— ~

[-NewTemplate- =|[ Save | [ Pin. |[ ok |[ Cancel |

An example of the default settings for the thermocouple channels.

An example of the Use custom name checkbox selected and a desired
thermocouple name applied.
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Device Alarm Rules

There are two types of alarm settings: Software Alarm Rules and Device Alarm Rules. To find out more information on alarms that
can be modified in the software, please refer to the Software Alarm Rules section of this manual.

Changing the Device Alarm Rules
To change the Alarm Settings of a device:
1. Inthe Connected devices panel, select the intended device to change the alarm settings.
2. On the Device tab, in the Information group, click Properties. Users can also right-click on the device and select Properties in
the context menu.
3. Click the Alarm tab. If the Alarm tab is missing, the device does not have any alarm settings.
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Configure the Alarm Settings: T

1. The High and Low settings indicate reading thresholds at which the alarm - ﬁ
becomes active. p— P

2. The Warn high and Warn low settings indicate reading thresholds at which Channels
the alarm warning becomes active. Caltision

3. The Delay setting indicates how long to wait before the alarm becomes R —
active after passing an alarm threshold. Trgger Use comulatve alarm dely 7

4. The Use cumulative alarm delay checkbox indicates whether or not the
alarm delay should reset when reading values fall back within the alarm
threshold. (shown right) (Note: Available settings vary per model.)

5. Click the Apply button.

[C] Enable alarm settings
High: 187 mbar]

Power Low: 187 mbar|

‘ Alarm

Alarm

-NewTemplate- =|[  Save | [ pint. | [ ok || Cancal

Clearing an Active Device Alarm or Alarm Warning on a Device
To clear an active device alarm or alarm warning on a device:
1. Inthe Connected devices panel, select the intended device’s alarm to change.
2. Onthe Device tab, in the Information group, click Properties. Users can also right-click on the device and select Properties in
the context menu.
3. Click the Alarm button. If the Alarm tab is missing, the device does not have any alarm settings.
4. Inthe Alarm tab, do any of the following:
a. Click the Clear alarm button to clear the alarm so it is no longer active.
b. Click the Clear warning to clear the alarm warning so it is no longer active.
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Trigger Settings

Trigger settings can be configured to allow a device to automatically begin and stop recording data when certain reading
thresholds are reached. The trigger capabilities of a device may vary. To change the trigger settings of a device, please refer to
the steps below.

Change the Trigger Settings of a Device
To change the Trigger Settings:
1. Inthe Connected devices panel, select the intended device to change the settings.
2. On the Device tab, in the Information group, click Properties. Users can also right-click on the device and select Properties
in the context menu.
3. Click Trigger. If the Trigger tab is missing, the device does not have any trigger settings.
4. Configure the Trigger settings.
a. Window Mode
« After a device is started, recording begins when a reading is below the Low setpoint value or above the High
setpoint value. If either trigger is disabled, the respective setpoint value is ignored. Disabling both the high and
low triggers causes all readings to be recorded. This applies to devices that support the disabling of both triggers.
« The Trigger sample count indicates how many readings each trigger sample should contain. When the indicated
number of readings is recorded within the current sample, recording ends until a setpoint value is exceeded again.
If the Fill memory on first trigger checkbox is checked, the sample count is set to the maximum number of
readings the device can record.
b. Two Point Mode
« The Start range indicates when recording begins. A reading must be above the Start high setpoint value or below
the Start low setpoint value to begin recording. The Stop range indicates when recording ends. A reading must
be above the Stop low setpoint value or below the Stop high setpoint value to end recording.
+  When recording ends, any reading outside the Start range will cause recording to start again.
c. Tri-axial Recorders
+ Recording begins when a reading from any axis exceeds the setpoint value of the axis in either the positive or
negative direction.
5. Click Apply. The following images are Trigger screen examples:

"} MultiChannel Prop 3| [ Multichannel Pro =)
General Trigger Mode General Trigger Mode
Channek @ Window () Two Point Chariicls ) Window @ Two Point
Calibration [T Enable high trigger Calibration [Z] Enable high trigger
High setpoint 24 V| Start high setpoint pL V|
Power Power .
Enable low trigger Stop high setpoint 8 v
Alarm Low setpoint 44565 v Ll Enablelow trigger _
Engineering Unit Trigger sample count 1 Engineering Unit Stop low setpoint | 66045 v
Start Stop
-New Template- ~ || Save | [ pint. | [ ok [ Cancel |[ Apply NewTemplate- «|[ Save | [ Pint. | [ oK || Cancel |[ Apply
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Engineering Units

Engineering units display readings in a user selected custom unit of measurement. Engineering units that are stored for use with
reports can be added, changed, or removed. There are two types of Engineering unit levels: Software and Device. Users are able
to create or change the engineering units in both the software level and device level. The user can manipulate the software level
engineering units whenever the software is running, but the device level editing is only available when the connected device
supports the desired engineering units.
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The options that are available for creating or changing engineering units include Gain and Offset and High and Low values for
specified conversions. Specification sheets are often available and provide conversions and/or gain and offset values for the
sensor being used.

Software Level

This MadgeTech software feature allows the customization of Engineering units. Software level units (saved in the software
specific to the user’s PC, not the device) and functions are the same as non-customized units. The software level’s engineering units
are located on the Device tab in the Information group. When using the software level engineering units feature with a supported
device, users can create a unit and apply it to a device.

Device Level
This feature is only available when the connected device supports engineering units. The device level engineering units feature is
located in the Engineering Unit tab in the Properties screen.

There are two methods available for adding an engineering unit: Manually, and using the Engineering Unit Wizard.

Adding an Engineering Unit

Adding an Engineering Unit manually: Engineerng Ui
1. On the Device tab, in the Information group, click Engineering Units. e i =
Reference it
2. Click the Add button. For rate conversions, use the Engineering Unit Wizard.
3. Enter engineering unit information. i e -
4. Click the Save changes button. ke |
5. Now the new engineering unit will be saved. (shown right) (Note: Adding an Low scaepoin: :0 “: }U m}
High scale point: |1 Pulses| = (1 mph
Engineering Unit will require a device reset, which erases all stored data.) Gg ’
et
Add‘mg an En.glne(‘ermg FJmt‘Usmg the‘Eng[neerlr?g L!nlt Wizard — -
Adding an Engineering Unit using the Engineering Unit Wizard:

1. Onthe Device tab, in the Information group, click Engineering Units.
2. Click the Wizard button.
3. Complete the wizard steps. Below are examples of the Engineering Unit wizard.

() Create ar Apply Engineering Unit @ Create or Apply Engineering Unit (L) Create or Apply Engineering Unit

Getting Started Do you want to apply an engineering unit? Wizard Complete

An example of entering an engineering unit manually.

Before you begin, you must have: . Click Close to exit the wizard.
-Infermation on the sensor used for the unit > Yes, apply to a device
-A datasheet containing unit information

Click Next to continue.
¥ No, just create a unit
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Changing the Engineering Unit of a Device
The engineering unit of a device can be changed to automatically display readings in a custom unit when downloading data. There
are two methods available for changing the engineering unit; the Properties screen, and using the Engineering Unit Wizard.

Changing Engineering Units: properties screen (Note: Only data loggers that support engineering units can perform this task)
1. Inthe Connected devices panel, select the intended device to change engineering units.
2. Onthe Device tab, in the Information group, click Properties. Users can also right-click on the device and select Properties
in the context menu.
Click the Engineering Unit tab. If the Engineering Unit tab is missing, the device cannot use an engineering unit.
Make sure the check box next to Enable engineering unit for this device is selected.
Select a Unit.
Click the Apply button. Now the selected device will display readings in the user selected unit.

o v kMW

Changing the Engineering Units: Engineering Unit Wizard
1. Onthe Device tab, in the Information group, click Engineering Units.
Click Wizard.
Click the Next button, and then Yes, apply to a device.
Select a unit from the list, or configure an alternative unit.
Complete the wizard. Below is an example of the engineering unit screen and engineering unit wizard screen.

o

Getting Started

Before you begin, you must have:

Click Next to continue.

Do you want to apply an engineering unit? Apply to Device

Select a connected device:

< Yes, apply to a device
> No, just create a unit

All readings will be cleared before applying engineering unit.

6. Atthe Select unit screen, choose a different engineering unit that has already been created, it will be located in the Select

unit list box.
Select unit
Curent engineeing unitused )
=» Create a new unit
.‘ MadgeTech 4 Standard Software Manual | MadgeTech, Inc. | madgetech.com
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6. Atthe Confirm Unit Settings screen, click Write, and the following message will appear. (Note: keep in mind that when a device is reset,
all of the stored data is lost.)

Confirm unit settings
Ensure the information below is correct, then click Write.
Unit Reference unit: Volts
ov=ou 1v=1u The device will be reset before the engineering unit is written. Are you sure you
want to continue?
Yes No

8. From the Select unit screen, new units can be created by clicking the Create a new unit option. The following wizard screens
will appear:

Select unit

Current engineering unit used: , ()

Unit (U)
N83349 ()

=¥ Create a new unit

]

9. When the Select measurement screen appears, input the unit data. Refer to the explanations about the two options in the
calibration section to choose the appropriate option.

Select measurement Select destination unit How do you want to input your unit data?
Degrees Celsius (*C) .
Pressure (absolute) Degrees Fahrenheit (°F) < High and low values
Pressure (gage) Kelvin (K)
Rainfall D Ranki “R) -
Rainfall rate egrees Rankine (F) < Gain and offset
‘Water Level
Flow
Velocity
Strain
Mass
Force
Energy
Power
Torque
co2
pH
< My unitisn't listed
) () () () [ | o]
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\s)  Create or Apply Enginesring Uni

10.When the High and low option is selected, the following screens will appear:
. =

MadgeTech

Working With Devices

\o}  Create or Apply Enginesring Uni

How do you want to input your unit data?

2 High and low values

- Gain and offset

T ] G

Define unit scale

Reference unit

Reference value Device reading
Low: [0 v fo -d
High  [1 vt °d

Confirm unit settings

Ensure the information below is correct, then click Write,

Degrees Celsius

ov=0°C

Reference unit: Volts

1v=1°C

all of the stored data is lost.)

11.At the Confirm unit settings screen, click Write, and the following message will appear. (Note: Keep in mind that when a device is reset,

The device will be reset before the engineering unit is written, Are you sure you
want to continue?

12.When the Gain and offset option is selected from the screen below, the Confirm unit setting screen will appear.

How do you want to input your unit data?

2 High and low values

- Gain and offset

=) o)

Define unit scale

Confirm unit settings

Ensure the information below is correct, then click Write,

Degrees Celsius

Gain: 1

Reference unit: Volts

Offset: 0 °C

13.Click Write, and the following message will appear to confirm a reset of the device. (Note: Keep in mind that when a device is reset, all of
the stored data is lost.)

The device will be reset before the engineering unit is written. Are you sure you
want to continue?
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Removing an Engineering Unit
Engineering units can be removed at any time.

To remove an Engineering Unit:

1.

oS

Working With Devices

Are you sure?
On the Device tab, in the Information group, click Engineering Units.

Select an engineering unit to remove.

Click the Delete button.

The following message will appear. (shown right)

Clicking Yes will delete the engineering unit, clicking No will keep the engineering unit.

Display Settings

MadgeTech offers a variety of data loggers that are equipped with an LCD screen. The Display settings refer to the physical display
on the device itself.

To change the display setting of a device:

1.
2.

5.

a

2 MadgeTech MT4 MadgeTech4 IR Z(FR) - ®ZEAL 2 XtZLICE A2 F|ZAL AFE O w2t H A

In the Connected devices panel, select the intended device to change the display settings.
On the Device tab, in the Information group, click Properties. Users can also right-click on the device and select Properties in
the context menu.
Click the Display tab. If the Display tab is missing, the device does not have any display settings.
Configure the display settings. The number and type of settings displayed may vary depending on the device model. The
following are examples of settings that might be available:
« Display mode indicates when the device display should appear.
« Display auto off interval indicates when the device display should automatically shut off.
« Update mode indicates when the device display should update. If Custom is selected, the Display update interval
indicates how often the display should update.
« Channelsize indicates the text size of channel names on the device display.
« Backlight mode indicates when the backlight should be on.
« Pixel mode indicates whether the device display uses inverted colors.
« Enable LEDs setting indicates whether the device LEDs should activate.
« Enable buzzer setting indicates whether the device buzzer should be triggered.
Click Apply.
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Managing Wireless Devices

Managing wireless devices is simple through the use of the MadgeTech software. All MadgeTech wireless data loggers require the
use of an interface cable or wireless transceiver to transmit the data back to the software.
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Claiming a Wireless Device to the Network

The RFC1000 transceiver connects to the computer and provides the wireless network access for the data loggers. The RFC1000
may pick up signals from nearby wireless devices other than the target data logger. To avoid this problem, users can add wireless
devices to the specific network by claiming them. Multiple RFC1000s may be used to extend the range of the network.

To add a wireless device to the network:
1. Inthe Connected devices panel, ensure that the Only show claimed wireless devices checkbox is unchecked. All wireless
devices that the RFC1000 is picking signals up from will be displayed in the Connected devices panel.
2. Select the intended device to claim.
On the Device tab, in the Wireless group, click Claim.
4. Now the selected device will be a part of the connected devices panel and users are able to record data/change device settings.

w

Unless Only show claimed wireless devices is selected in the Connected devices panel, the list of wireless devices will remain
in the Connected devices panel and the claimed device will remain highlighted. Once the Only show claimed wireless devices
checkbox is checked, only the claimed wireless devices will be displayed in the Connected devices panel.

Connected devices

.Sear::'.‘ £ Search by |—N0 preference '—! [C] Only show claimed wireless devi

Port Device ID Model Serial No. Stavtus Re

Mo devices are connected

Removing a Wireless Device
When a user no longer needs access to a wireless device, the device may be released.
To release a wireless device:

1. Inthe Connected devices panel, select the intended device to release.

2. On the Device tab, in the Wireless group, click Release.
3. Now the wireless device will no longer be claimed.
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Changing the Communication Channel of a Wireless Device

To change the frequency at which a wireless device communicates, the user can change the wireless channel.
(Note: After changing the wireless channel, communication with the device will be lost until all connected RFC1000s are configured to use the same channel.)

To change the channel of a wireless device:

1.
2.

>

Ph

Certain wireless devices can produce a repeated tone to help locate them. O 3' o 2
To locate a claimed wireless device in network: Claim Release Locate
1. Inthe Connected devices panel, select the intended device(s) to locate.

2.

In the Connected devices panel, select the intended device to change.

On the Device tab, in the Information group, click Properties. Users can also right-click the device and select Properties in
the context menu.

Click the Wireless tab. If the Wireless tab is missing, the device does not have any wireless settings.

Change the value in the Wireless Channel dropdown menu to the desired setting.

Click the Apply button. (Note: To change the selected wireless channel on the RFC1000 transceivers, please refer to the RFC1000 product documentation.

ysically Locate a Claimed Wireless Device

Wireless

On the Device tab, in the Wireless group, click Locate. Users can also right-click on the device and
select Locate in the context menu.

The selected device will sound with the repeated tone for a few moments and then it will stop. This action can be repeated as
many times as necessary in order to locate the device(s). If the Locate button is disabled, one or more of the selected devices
do not have this f
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Managing Data, Folders and Reports

When utilizing the MadgeTech 4 software, users have the ability to manipulate the data, folders and reports to streamline analysis.
This chapter provides assistance in achieving optimum organization by outlining steps to create, move, delete or recover folders
and reports. This section will also highlight ways to manage reports and datasets.
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Data

MadgeTech data loggers can collect a variety of information, and the goal is to make working with the recorded data as seamless
as possible. There are many ways within the software to organize data to accommodate the user. All of those processes will be
outlined in this section.

CSV Files

The MadgeTech 4 software has the ability to import a CSV file that was saved in MadgeTech 2. Not all CSV files can be imported. For
more information on A CSV File Failed to Import, please refer to the FAQ section of this manual.

To import a CSV file:
1. Click the File tab, then click Import Files.
2. Inthe screen that appears, select the intended files to be imported, then click Open.

To import a folder containing CVS files:
1. Click the File tab, then click Import Folders.
2. Inthe screen that appears, select the intended folders to be imported, and then click Select Folder.

To customize the CSV import settings:
1. Click the File tab, then click Options.
2. Click the File button.
3. Under the Importing header, complete one of the following steps:
a. Check Include subfolders to also import CSV files in all subfolders, when selecting a folder in the Import Folders option.
b. Inthe dropdown menu next to When importing folders, select the storage method to use when importing folders.

.« MadgeTech 4 Standard Software Manual | MadgeTech, Inc. | madgetech.com

212! MadgeTech MT4 MadgeTech4 M|\ (F2) - HZ=AL 212 A2 ILICH AFES M| AL AFE O e}

i

4 slgLich

TS-TL-MDT-011

— We measure, we calibrate, we validate. EEE - www.tessol.com TS-TL-MDT-011 45/ 80
KOLAS ZX| 32l mH 7|2 - 1ISO/IEC 17025



https://www.tessol.com/?utm_source=datasheet&utm_medium=pdf&utm_campaign=technical_library&utm_content=TS-TL-MDT-011

>
Z
(1]
2
Q
-
©
(%]
c
15
[¢]
(]
st
-
o
0
n
w
=

TS-TL-MDT-011

TESSOL  technical Library MadgeTech

Managing Folders and Reports

Folders

All of the folders can be found in the File Database panel. The folders are available for organization of reports and datasets.
Folders can be created, renamed, moved to different locations, and deleted.

Create a New Folder

To create a new folder:
1. Inthe Files Database panel, select the location to contain the new folder.
2. Right-click in the location and select New Folder.

Rename a Folder

To rename a folder:
1. Inthe File Database select the intended folder to rename.
2. Complete one of the following steps:
a. Click on the name of the folder, enter a new name, and press Enter.
b. Right-click on the folder and select Rename Folder in the context menu. Enter a new name and press Enter.

Move a Folder

To move a folder:
1. Inthe File Database panel, select the intended folder to move.
2. Hold and drag the folder into a different folder.

Delete a Folder

To delete a folder:
1. Inthe File Database panel, select the intended folder to delete.
2. Complete one of the following steps:
a. Pressthe Delete key.
b. Right-click the folder and select Delete Folder.
c. Hold and drag the folder to the appropriate recycle bin.
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Managing Reports

Reports can be generated in the form of a Graph, Data table, or Statistics view and will be displayed in the chart window. All
saved, example, and deleted reports (as long as they haven’t been permanently deleted) will be located in one of the folders in the
File Database panel. There are many ways to create and manipulate types of reports to fit the user’s need, which will be detailed
in this section.
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Creating a New Blank Report
Users can create a blank graph, data table, or statistics view when creating a new report.

To create a blank report:
1. Click the File tab, then hover or click the expander arrow next to New.
2. Select the type of report to create. Users can also click the Generate button located in the Graph, Data Table, and Statistics
groups of the Report tab. (Note: A report is automatically generated when double-clicking on a dataset in the Files panel.)

Generating a Report from Another Report

To view the data of a report in a different format, users can generate a new report using the same data. The reports are then
linked, which means that any changes applied to one report are also applied to other reports that are using the same data. To
create a new report using the same data as the selected report without linking them, users will need to create a blank report and
add the data manually.

To generate a report from another report:
1. Open the original report or select the tab or window that contains it.
2. Onthe Report tab, complete one of the following steps:
a. Inthe Graph group, click Generate to create a new graph report based on the data of the selected report.
b. Inthe Data Table group, click Generate to create new data table report based on the data of the selected report.
c. Inthe Statistics group, click Generate to create a new statistics view based on the data of the selected report.

Opening a Report
There are two locations available from which a report can be opened: the internal database or from a file on the user’s computer.

To open a report from the database:
1. Onthe File Database panel, click the folder that contains the report.

~ | 43 || Search Faverites »

2. Inthe Files list, double-click the name of the report to open it. Users can - " Erom 1m0,

also right-click on the report and select Open report in the context menu. B o
To open a report from a file:

1. Click the File tab, and then click Open. This will display the Open dialog
box.

2. The keyboard shortcut to display the Open dialog box is Ctrl+0. S
(shown right). e sl

3. Inthe Navigation pane, browse to the Folder, Drive, Removable media D
(such as flash drive, CD, or DVD), or Internet location that contains the file.

4. Select the file, and the click Open.

The Recent Documents list is available from the File tab and can be used to open recent reports. Reports can also be opened through
Windows Explorer by double clicking the icon. If the software is not running, it will be started and the report will be displayed.
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Saving a Report

Areport can be saved to a file or to the internal database. By default, new reports are saved to the Reports folder of the internal
database. A report that has already been saved will be saved to its previous save location.

To save a report:
1. Click the tab or window containing the report to save.
2. Click the File tab, then click Save. The keyboard shortcut to save a report is Ctrl+S.
New unsaved reports will now be saved to the internal database.
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SaveTo

To save a report to afile:
1. Click the tab or window containing the report to save.
2. Click the File tab, and then click Save To. (shown right)
3. Select Save To and click File. The keyboard shortcut to open the Save As dialog box
is ALT+F+A.
4. Inthe File name box, enter a name for the file.
5. Click Save. The report will now be saved to the selected destination.

Import Eiles

ShgESB

Import Folders

Print

‘4],

| Close

Optjons | | Exit Application

I

. | saveacopy orthe current report

T Fie
Save the current report as 3 file

Hew

To save a report to the internal database:
1. Click the tab or window containing the report to save.
2. Click the File tab, Save To and click File database. (shown right)
3. Thereport will now be saved and located in the Datasets folder within the File
Database panel.

pen
iy File database
Save the current report to the file
< database.

ave

EES®SR

SaveTo

Import Files

AT

Import Folders

Closing a Report

Erint

‘-&]/

To close a window containing a report, use either the File menu or the report window.

| Close

Options | Exit Application

To close a report:
1. Toclose a report from the file menu, with the report window selected, click the File tab, and then choose Close.
2. To close a report from the chart window, on the Report header, click the X.

Changing How a Report Title is Generated

By default, a new report uses a generic title until it is renamed. Users can change what appears in the title so reports can be

recognized.
To change how a report title is generated: e
1. Click the File tab, and then click the Options button located at the bottom e
of the menu.

2. Click the Reports tab.
3. Select a Title generation method: SRS
a. None uses a generic title for new reports. stgmnicor [
b. Prompt asks for a title for new reports. w“ ‘.
c. Automatic creates a title for new reports based on the selectable s st e iy et O s |
options under Include the following in automatic title generation. —
Users can choose to check any and/or all of the following options in
this section: (shown below)
«  Model (Device Type)
« Serial Number
» DevicelD
» Download Time

ok Cancdl
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Renaming a Report

Renaming a report changes the title of the report. There are two ways to rename a report. A report stored in the internal database
can be renamed without opening it. The report must be closed before it can be renamed in the database.

To rename a report in the database:
1. Inthe File Database panel, select the folder that contains the report to rename.
In the File list panel, select the report to rename.
Click on the name of the report in the Title column twice. The current title will now be highlighted and can be edited.
Be careful not to double-click on the report, which will open the selected report.
Enter a new name for the report.
Press the Enter key. The report will now have a new name and will retain that name until it is renamed again.
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Renaming an Open Report
Areport can also be renamed while it is opened. The report must be saved after it has been renamed in order for the new name to
be applied once the report is closed.

To rename an open report:
1. Double-click the tab containing the report to rename. The current title will now be highlighted and can be edited.
2. Ifthereportisin a floating window, right-click the title bar of the report window and select Rename in the context menu.
3. Enter a new name for the report.
4. Press the Enter key, or click OK if using the right-click method.

Exporting a Report to Microsoft Excel®

To see report data in a spreadsheet, users can export reports to Microsoft Excel®. (Note: Only Microsoft Excel® 2003 and later are supported.

Exported data cannot be re-imported.)

Export All Data to Microsoft Excel®

If multiple versions of Microsoft Excel® are installed, the version that was most recently installed will be used to display the data.
All of the data included in the report can be exported to Microsoft Excel®, or only a selected portion of the data if desired. If there
are more than 1 million readings to export, Microsoft Excel® will display the data spanning multiple sheets within a workbook as
necessary.

To export all data to Microsoft Excel®:
1. Select the tab or window containing the report to export data from.
2. On the Report tab, in the Report Options group, click Export to Excel®, then click
Export All Data To Excel®.
3. The Would you like a chart to be displayed? message will appear before Microsoft | [ cancel
Excel® opens:
« Click Yes: A chart and spreadsheet will open and be located in the Chart and Data tabs respectively.
« Click No: Only a spreadsheet will open, it will be located in the Data tab.

« Click Cancel: The command will be canceled and no data will be exported to Microsoft Excel®. (Note: The title of the graph does
not carry over to the Microsoft Excel® display chart.)
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Exporting Graph Timeslice Data to Microsoft Excel®
Graph data can be selected using a timeslice in order to export only selected data.

To export graph Timeslice data to Microsoft Excel®:
1. Select the tab or window containing the report to export.
2. Select the data to export by creating a Timeslice. (Note: The Timeslice icon is located on the Report tab in the Graph group. For more
information on creating a timeslice, refer to Create a Timeslice with a Graph section of this manual.)
3. Onthe Report tab, in the Report Options group, click the expander button below Export to Excel®, and then click Export
Selected Data to Excel®.
4. The Would you like a chart to be displayed? message will appear before Microsoft Excel® opens
« Click Yes: A chart and spreadsheet will open and be located in the Chart and Data tabs respectively.
« Click No: Only a spreadsheet will open, located in the Data tab.
« Click Cancel: The command will be canceled and no data will be exported to Microsoft Excel®. (Note: The title of the graph

carries over to the Microsoft Excel® display chart.)
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Printing a Report

There are a few different methods available to print reports that will be discussed in this section. There is also a print preview
option available in order to preview what is planned to print before performing the actual print command.

Viewing a Print Preview of a Report
The print preview option allows users to preview what the actual printed report will resemble.

To view a print preview of a report:
1. Open or click the tab or window containing the report.
2. Click the File tab, then choose Print and then click Print Preview. The keyboard shortcut to display the print preview dialog
box is Ctrl+F2.

In the print preview screen, under the Print Preview tab, Margins, Page orientation, Page size, and Zoom of the report can
all be adjusted. The user can also print directly from the print preview screen by clicking the Printicon in the Print group on
the Print Preview tab.

Printing a Report without Using the Print Screen

Using the Quick Print option allows users to print a report without using the print screen. The report will automatically print to
the PC's default printer and will print with the previously selected settings. When Quick Print has been selected there will not be
an opportunity to change any print settings in the print dialog box because it will not appear.

To print a report without using the print screen:
1. Open or click the tab or window containing the report to print.
2. Click the File tab and then hover or click the arrow button next to print, then select Quick Print.

Adding a Dataset to a Report
When a user wants to display additional data within the same view, a dataset can be added to a report.
To add a dataset to a report:
1. Open areport or select the tab or window containing the report.
2. Inthe Files Database panel, select the folder that contains the required dataset. The user can select multiple datasets by

holding the Ctrl or Shift key and either selecting additional datasets or using the arrow keys.
3. Right-click the dataset and click Add to current report. Datasets can also be dragged into the report window.
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Organizing Channels
In the MadgeTech 4 software, users can customize how channels are organized within the Channels panel.

To change how channels are organized in a report:
1. Select a report to customize.

2. Onthe Report tab, in the Channels & Readings group, click Channel Grouping and select one of

the following options: :|T| Serial Humber
« Serial Number |_ . I
. Device ID
« DevicelD

Device Name

« Device Name

Setting the Default Channel Grouping
Setting a default channel grouping means that all new reports will use that channels organization setting.

To set the default channel grouping:

1. Click the File tab and then click Options. CONEE o
2. Click the Display tab. . o o
3. Click the Group channels by dropdown menu and select one of the Lo
following options: (shown right) - — e
« Serial Number o Timeormat
+ DevicelD .
« Device Name EZZ::ZiZW i .

@] Statistics

Math channels allow data to be displayed as a calculation of other channels,
such as an average or sum. Users are able to Add, Change, and Remove math
channels.

An example of the Options box and the Display tab.

To add a Math Channel to a report:
1. Click the tab or window containing the report to add a math channel to. T e =)
2. Onthe Report tab, in the Channels & Readings group, click Math Mt Channels ChannelPropertes

Channels. A Manage math channels box will open. (shown right). Users

can also right-click on a channel in the Channels panel and select Math

Channels in the context menu. . |
3. Click the Add button. A Manage math channels box will appear. A list of ) e e elcted

available math channels will appear in the Math Channels box. |
4. Select a channel from the list that appears and click the OK button. When

a channelis selected, its description is shown to the right of the channel

title under Channel Properties.

Add

5. Click the Close button. The new math channel will now be displayed
under the Channels panel and in the open report to which it was added. An example of the Manage math channel box.
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z
2
2
-
© Changing a Math Channel in a Report 3 Marage math channet forUnitea Recor AN |
E To change a Math Channel in a report: ey e ere
o 1. Click the tab or window containing a report with a math channel.
- 2. On the Report tab, in the Channels & Readings group, click Math
é Channels. Users can also right-click on a channelin the Channels panel |
u and click Math Channels in the context menu.
= 3. Click the math channel to be changed. Make the applicable property edits

to the selected math channel. e

4. The user can make changes to the math channel properties in the right — I i
side of the box. (shown right)

. An example of the Manage math channels box properties.
Removing a Math Channel from a Report

To remove a Math Channel from a report:
1. Click the tab or window containing the report to remove a math channel.
2. On the Report tab, in the Channels & Readings group, click Math Channels. Users can also right-click on a channel in the
Channels panel and select Math Channels in the context menu.
3. Select the intended math channel to remove.
4. Click Remove. The selected math channel will no longer be listed under the Channels panel or shown on any reports.
5. Click Close.

Changing the Display Unit of a Channel in a Report
The display unit of a channel can be changed in order to modify how the readings are displayed.

To change the display unit of a channel in a report:
1. Inthe Channels panel, select the intended channel to change the display unit.
2. Multiple channels can be selected in the Channels panel by holding the Ctrl or Shift key and either selecting additional
channels or using the up and down arrow keys.
3. Onthe Report tab, in the Channels & Readings group, click the Unit dropdown menu. Select a specific unit from the available
list. The selected channel will now be displayed in the selected unit in any report.

Removing a Channel from a Report

When data is no longer needed from a channel, it can be removed from the report. However, if a report only contains one channel,
that channel cannot be removed.

To remove a channel from a report:
1. Inthe Channels panel, select the intended channel to remove.
2. Multiple channels can be selected by holding the Ctrl or Shift key and either selecting additional channels or using the up
and down arrow keys.
3. Onthe Report tab, in the Channels & Readings group, click Remove Channel. Users can also right-click on the intended
channel and select Remove Channel in the context menu.
4. To add the channel again, re-add the dataset containing the channel to the report.
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Selecting All Channels of the Same Type in a Report
When a report contains multiple channels of the same type, the user can choose to automatically select them all.

To select all channels of the same type in a report:
1. Inthe Channels panel, select the intended channel with the desired type.
2. Right-click the selected channel and select Select Like Channels in the context menu.
3. This step can be applied to multiple channels by holding the Ctrl key and selecting a channel of another type before
right-clicking.
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Renaming a Channel in a Report

A channel can be renamed in a report to help distinguish it from other similarly named channels. Naming channels is beneficial to
keep things organized.

To rename a channelin a report:
1. Inthe Channels panel, select the intended channel to rename.
2. Click the channel name text. Users can also right-click the channel and select Rename in the context menu.
3. Enter a new name for the channel.
4. Press the Enter key.

Viewing Device Properties of a Channel in a Report

To see more information about the device associated with a channel, view the device properties. Device properties cannot be
viewed if the selected channels are associated with different devices.

To view the device properties of a channel in a report:
1. Inthe Channels panel, click a channel to select.
« Ifthereportisa graph, users can also click the channel line.
2. Onthe Report tab, in the Channels & Readings group, click Device Properties.
Viewing the Properties of a Report

Viewing the properties of a report allows users to see more information about the report. Report properties can also be printed.

To view the properties of a report: 24 untiea report . ==

1. Click the tab or window containing the intended report. Report Prapertics

2. Onthe Report tab, in the Report Options group, click Report Properties. Title: Untitled Report

. . Created by: Test User

3. The Created by and Last modified by fields are based on the name of the e 2/17/2014 10:1025 AM

computer user account that was logged in at the time of report creation or mockhied by: s leer

. ) . Modified Date: 2/17/201410:10:16 AM

mOd |f|Cat|On. (ShOWn rlght) Start Time: 12/19/2013 3:52:46 PM

End Time: 12/19/2013 2:52:54 PM

Devices: 1

Channels: 2

Datapoints: 10

An example of the Report Properties box
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Optional Sterilization Data in Report Properties
To view FO and AQ sterilization data in report Properties, it can be added through the Add/Remove icon in the Statistics group,
located in the Report tab.

To set sterilization properties of a report:

1. Open or click the tab or window containing the statistics report.

2. Onthe Report tab, in the Statistics group, click the Add/Remove icon. A Manage statistics box will appear.

3. Click the Add button. An Add statistic box will appear.

4. Add either A0 and/or FO. Scroll down to the bottom of the options box to the right of the Current Statistics choices. There will
be a check box to Display sterilization data in report properties, make sure this is selected and hit Close.

5. Onthe Report tab, in the Statistics group, select Report Properties. The sterilization data for the report will now be
displayed.
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Moving a Dataset or Report to another Folder
For optimal organization, reports and datasets can be moved to any folder.

To move a dataset or report to another folder:
1. Inthe File Database panel, select the intended folder that contains the dataset or report to move.
2. Within the selected folder, choose the dataset or report to move. The user can select multiple datasets or reports by holding
the Ctrl or Shift key and either selecting additional datasets or using the arrow keys.
3. Complete one of the following steps:
a. Right-click on the dataset or report and select Move to folder in the context menu, then select the destination folder.
b. Hold and drag the dataset or report into a different folder.

Deleting a Report

Reports and datasets can be deleted at any time. Deleted datasets and reports are moved to the Deleted Reports folder and are
able to be recovered. Once a report or dataset is deleted from the Deleted Reports folder, it is permanently deleted and cannot
be recovered.

To delete a dataset or report:
1. Inthe File Database panel, select the intended folder containing the dataset or report to be deleted.
2. Inthe Files list, select the relevant report or dataset to delete. To select multiple reports, hold the Ctrl or Shift key and either
selecting additional datasets, or use arrow keys.
3. Complete one of the following steps:
a. Pressthe Delete key.
b. Right-click the dataset or report and select Delete.
c. Dragthe dataset or report to the recycle bin.
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Recovering a Dataset or Report from a Recycle Bin

Deleted datasets and reports are sent to the software Recycle Bins within the File Database panel. This allows users to recover
them as long as they haven't been permanently deleted.

To recover a dataset or report from the software recycle bin:
1. Inthe File Database panel, select the appropriate recycle bin, depending on whether a dataset or report is being recovered.
2. IntheFiles list, select the intended report or dataset to recover.
3. Select multiple datasets or reports by holding the Ctrl or Shift key and either selecting additional datasets or using the
arrow keys.

4. Complete one of the following steps:

a. Right-click on the dataset or report and select Restore in the context menu.

b. Dragthe dataset or report into a different folder.

c. Allof the contents of a recycle bin can be restored by right-clicking the recycle bin and clicking Restore Deleted Items in

the context menu.

Permanently Delete a Dataset or Report from a Recycle Bin

Users can permanently delete datasets and reports from the internal database one at a time or empty a recycle bin to delete all of
its contents at once.

To permanently delete a dataset or report from the software recycle bin:
1. Inthe Files Database panel, select the appropriate recycle bin, depending on whether a dataset or report is being deleted.
2. Inthe Files list panel, select the intended report or dataset to permanently delete.
3. Select multiple reports by holding the Ctrl or Shift key and either selecting additional datasets, or using the arrow keys.
4. Complete one of the following steps:
a. Pressthe Delete key.
b. Right-click on the dataset or report and select Delete.
c. The entire contents of a recycle bin can be permanently deleted by right-clicking the recycle bin and selecting Empty
Deleted Items in the context menu.
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Graph Reports

Annotations

An annotation provides additional information about a graph or reading. Annotations can contain general information about the
graph or information about a specific reading. An annotation can be titled by double clicking on its header and changing the text.
Annotations in locked graphs cannot be altered. (Note: Annotations are visible when a graph report i printed but not visible when the report is exported
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to Microsoft Excel®).

Adding an Annotation to a Graph
A graph annotation is not associated with a reading. Users can add multiple annotations. (shown below)

To add an annotation to a graph report:
1. Select the graph report requiring the annotation. ~_
2. Onthe Report tab, in the Channels & Readings group, click the Add

Annotation dropdown, and then select Add Annotation to Graph. Users can
also right-click on the graph report and select Add graph annotation in the
context menu. R
3. Annotations added to a graph report can be toggled on and off for visibility
purposes by clicking the pin icon on the top right of the annotation.

Adding an Annotation to a Reading in a Graph
Users can annotate a specific graph point to provide reading-specific information. An example of a Graph annotation.
Only one annotation can be added to each reading. (shown right)

To add an annotation to a reading in a graph:
1. Click the point on a graph to annotate. ——
2. On the Report tab, in the Channels & Reading group, click Add Annotation,
and then select Add Annotation to Selected Point. Users can also right-click
on the graph and select Annotate selected point in the context menu.

3. Annotations added to a reading in a graph report, can be toggled on and
off for visibility purposes by clicking the pinicon on the top right of the
annotation.

Mew Annotation

Creating a Timeslice with a Graph

An example of a Reading-specific annotation.

To see data based on a portion of a graph, a Timeslice can be created. This will
allow data tables and statistic reports to be viewed with only the timeslice data
present.

To create a timeslice with a graph:
1. Open or click the tab or window containing the graph of which to create a timeslice.
2. On the Report tab, in the Graph group, click Timeslice.
3. Select the check box next to Enable Timeslice.
4. The size of the highlighted area can be adjusted by doing one of the following:
a. Dragan outer edge of the Timeslice.
Change the Start or End value.
Drag the timeslice to move the highlighted area.
Choose Select all to highlight all the data on a graph.
Choose Select Current Time Scale to highlight all the data within the current time scale of the graph.

PoonoT
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Cooling Flags

Cooling flags are automatic reading annotations that specify when certain
temperature thresholds are met. Users can set the default cooling flags, as
well as manage cooling flags that have already been created.

Managing the Cooling Flags of a Graph

Managing the cooling flags of a graph allows the user to freely adapt the
graph to meet requirements and simplify the search for changes in the data
regarding the variations of temperature.

To manage the cooling flags of a graph:
1. Select the intended graph to manage the cooling flags.
2. Onthe Report tab, in the Graph group, click the Cooling Flags icon.
3. Do any of the following:

a. Check or Uncheck the Display cooling flags checkbox to toggle when the cooling flags

are displayed.

b. Configure the names and thresholds of the cooling flags to display. The number of

flags to display can be adjusted with the Add and Remove buttons.

4. Set the cooling flags to be the default for all new graphs by clicking Set as default.

Setting the Default Cooling Flags

Setting default cooling flags means that all new graphs will automatically use the cooling flags

chosen.

To set the default cooling flags:
1. Click the File tab, and then click Options.
2. Click the Display tab.

MadgeTech

Managing Folders and Reports

dow (maximum of 4)
When downlosding dsts from multple selected device, display  single report

o
Graph
Dato table
Statistcs

Cooling Fiags
E (Coolingflags..]

Layout

£ Minimize to ystem tray

iyt

Cooling flags o M

Display cooling flags

Degrees Celsius (°C) s

Narne Threshold
Flagl 50

3. Click the Set Cooling Flags button and set the intended cooling flags, click OK. (shown right)
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Value Lines

AValue Line is a visual horizontal line on a graph report representing a specific calculation or user selected value within
the recorded data. There are 5 options for Value Line types; Minimum, Maximum, Average, Mean Kinetic Temperature (MKT)
or Fixed Value.
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A Fixed Value line represents a specific value on a graph report that is selected by the user and can be changed at any time.
Minimum, maximum, average or MKT values are calculations based on the recorded data for that parameter. Existing Value Lines
will automatically be converted when the graph unit changes. For example, the value line with an initial value of 0 °C will
automatically recalculate to +32 °F when the user changes the units from Celsius to Fahrenheit. When a unit conversion is not
possible, the line will not be displayed. Value Lines are saved along with a graph report and are available to the user when that
report is reopened. (Note: When recording data in real time, calculated value lines will automatically recalculate to reflect the new data.)

To add a value line to a graph: = L]
1. Open or click the tab or window containing the graph report of which to fotasa :
add avalue line. | —
2. Onthe Report tab, in the Graph group, click the Value Lines icon. Users R
can also right-click on the graph report and hover over Value lines and S
select Add value line in the context menu. D
3. Selecta line type in the dialog that appears and click OK.
i
L (Seectlike channels ] _Cleoral ]
To change a value line in a graph: - I
1. Open or click the tab or window of the graph report with Value Lines
to be edited.

2. On the Report tab, in the Graph group, click the Value Lines icon. Users can also right-click on the graph report and hover
over Value lines and select Manage value lines in the context menu.

3. Select the value line to be changed from the left pane, then make the applicable property modifications and click Close. (Note:
Users can toggle the visibility of value lines by right-clicking on the graph report, clicking Value lines, then clicking a line in the list. Up to six value lines can
appear in the context menu.)

To remove a value line from a graph:
1. Open or click the tab or window of the graph report with Value Lines to be removed.
2. Onthe Report tab, in the Graph group, click the Value Lines icon. Users can also right-click on the graph report and hover
over Value lines and select Manage value lines in the context menu.
3. Select the value line to be deleted from the left pane and click Remove.
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Time Markers

A Time Marker is a visual representation of a specific time within the recorded data. It appears as a vertical line on a graph report
or a colored row in a data table. Time markers are organized into collections. Modifications to the properties of a collection will

apply settings to all Time Markers within that collection.

To add a time marker in a graph or data table:

Manage time markers for report RHTemp101A.

Time markers
New Marker Collection

1. Open orclick the tab or window containing the report to add a time marker.

2. On the Report tab, in the Channels & Readings group, click the Time
Markers icon.

3. Click Add. Users can also right-click on a graph report and hover over Time
markers and select Add time marker in the context menu. (Note: To add a
time marker to a data table, right-clicking is not an option. Use the Time Markers icon in the

Channels & Readings group on the Report tab.)
4. Select the desired properties and click Close.

Properties
(] Display markers
Alow draggi

Name: N

Thickness: |2 3

Label Time Label Position
6/26/201221337 PM

Start of Day
End of Day. 6/21/20126:3935 AM ] [Left =

To change a time marker in a graph or data table:
1. Open or click the tab or window containing the report to change a time marker.
2. On the Report tab, in the Channels & Readings group, click the Time Markers icon. Users

= | Annotate selected point
= | Add graph annotation

[ | Cursor select

can also right-click on a graph report and hover over Time markers and select Manage time | Box zoom
markers in the context menu. (shown right) (Note: To add a time marker to a data table, right-clicking is not “  Horizontal zoam

an option. Use the Time Markers icon in the Channels & Readings group on the Report tab.)

3. Click the time marker to change, then make the applicable property modifications and click

Close. (Note: Users can toggle the visibility of time marker collections by right-clicking on the graph, clicking Time
markers, then clicking an item in the list. Up to six collections can appear in the context menu.)

To remove a time marker in a graph or data table:
4. Open or click the tab or window containing the report to remove a time marker.

1 Vertical zoom

4 | Fit to view

ke | Set scale

"ka | Toggle vertical scale lock

#& | Toggle autoscrol

Value lines r

Time markers 3

5. Onthe Report tab, in the Channels & Readings group, click the Time Markers icon. Users can also right-click on the graph
report and hover over Time markers and select Manage time markers in the context menu. (shown right) (Note: To remove a time
marker in a data table, right-clicking is not an option. Use the Time Markers icon in the Channels & Readings group on the Report tab.)

6. Click the time marker collection to remove, or when in a time marker collection, click the time marker to delete then select Remove.

Automatically Scroll a Graph during Real Time Recording

When a device is recording in real time, a graph displaying the data can be set to automatically scroll horizontally so the most

recent readings are always displayed.
To automatically scroll a graph during real time recording:

1. Select the intended graph report.
2. Onthe Report tab, in the Graph group, click Enable Autoscroll.
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Showing or Hiding the Time Zone on the Horizontal Axis of Graphs

Users can choose to show or hide the time zone on the horizontal axis of graphs. This will display the time zone in which the
current graph report was downloaded.
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To show or hide the time zone on the horizontal axis of graphs:
1. Click the File tab, and then click Options.
2. Click Display, then Check or Uncheck the Display time zone on the horizontal axis of graphs checkbox, click OK.

Locking the Vertical Scale of a Graph

The vertical scale of a graph can be locked to prevent any automatic adjusting from occurring when new data is added. Any values
that lie outside the displayed range will not resize the graph view.

To lock the vertical scale of a graph: [seaem e . ==
1. Select the intended graph report. s
2. Onthe Report tab, in the Graph group, click Lock Vertical Scale. Endtime
3. The Vertical scale will be locked and unable to be scrolled. o
Temperature (°C) Minimum value:

i i i Mesimurn valus
Setting the Vertical or Horizontal Scale of a Graph
Users can set the value, unit, and time on the vertical or horizontal scale of a graph.

To set the vertical or horizontal scale of a graph:
1. Select the intended graph report to customize.
2. Onthe Report tab, in the Graph group, click Set Scale. The following Set graph scale box appears.
3. Complete one of the following steps:
a. Change the Time Scale values to determine how the horizontal axis should be displayed.
b. Change the Vertical Scale values to determine how the vertical axis should be displayed.
c. Change the Unit to convert the vertical axis and all associated channels to the selected unit.
4. Click OK.
Moving a Vertical Axis of a Graph
To move a vertical axis to the left or right side of a graph: wi s it ==
1. Open theintended graph report, or select it if it is already open. Degrees Cebius (°C) Relative Humidity (% RH)

2. Onthe Report tab, in the Graph group, click Axis Positions. An Axis
Alignment box will open. (shown right)
3. Complete one of the following steps:
a. To move an axis to the right side, select one or more axes in the list on
the left, and then click the Move right button.
b. To move an axis to the left side, select one or more axes in the list on
the right, and then click the Move left button.
c. Dragone or more axis to or from either list for desired display location.
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Independently Set the Scale Units of a Graph

This feature allows users to independently edit the scale and position of individual channels within a graph report to optimize
presentation. Scaling preferences are saved along with the graph and are applied when the report is reopened. (Note: Exporting the

graph to Microsoft Excel® will not retain the set scale modifications due to how Microsoft Excel® translates the data.)

To independently set the scale units of a graph:
1. Opentheintended graph report, or select it if it is already open.

2. Hover over the vertical axis of a graph report and hold the CTRL key. Click and drag up or down to set the scaling of each

channel separately.

Setting the Units and Colors Used to Display Readings

Reading data is normally displayed in the units and colors defined by each channel of a device. Setting unit preferences means
that any new data downloaded will initially display in the selected units. Existing data will remain unchanged, and users are also

able to clear any preferences previously set.

To set display units and colors:
1. Click the File tab, and then click Options.
2. Click the Units tab.
3. Select the unit options to use for new data by clicking the dropdown menus
under the Preferred Unit column.
4. Select a preferred color to use for new data by clicking the colored square
under the Color column. (shown right)

Clearing Unit Preferences
All unit preferences can be cleared so that the original default units and colors are used.

To clear unit preferences:
1. Click the File tab, and then click Options.
2. Click the Units tab.
3. Click the Clear unit preferences button.
4. The units and colors will be returned to the default.

Graph Line Preferences and Background Color

Changing the Background Color of a Graph
A graph’s background color can be changed to customize how a graph is visually represented.

To change the background color of a graph:
1. Select the intended graph to customize.
2. Onthe Report tab, in the Graph group, click Background color and select a color. (shown
right) If the intended color is not present, click More Colors... and the following box will
appear to customize a hue. (shown below)
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Setting the Default Graph Background Color
Setting a default graph background color means that all new graphs will be visually represented in the selected color.

To set the default graph background color:
1. Click the File tab, and then click Options.
Click the Reports tab.
Click the color square next to Background color, a Choose a color box will appear.
Select the desired color, and then click OK.
The default graph background color will now be the new selection, and all new graphs will appear with this color background.
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Changing the Color of a Line in a Graph
Along with changing the background color of a graph, users are also able to change the color of a specific line in a graph.

To change the color of a line in a graph: ) Chooze a coor L. ™ ===)

1. Inthe Channels panel, select the intended channel to change the color.

2. Multiple channels can be selected in the Channels panel by holding the Ctrl or Shift key
and either selecting additional channels or using the up and down arrow keys.

3. Onthe Report tab, in the Graph group, click Line Color and select a color. The following
color options are available. Above is an example of the Background color options.

4. If the intended color is not present, click More Colors... and the following box will appear
to customize a hue. (shown right)

5. Now the selected channel will be displayed on the graph in the new selected color.

|

R: 255 "
—

fe: 255 s

Line Thickness 8255 °
In addition to changing the color of a line in a graph, the thickness of a line in a graph can be
changed in order to make it stand out more or less. This is helpful when there are many

channels displayed on one graph.

Changing the Thickness of a Line in a Graph
To change the thickness of a line: =
1. Inthe Channels panel, select the intended channel, or click the line in the graph. Line Thickness 1 -
2. Multiple channels can be selected in the Channels panel by holding the Ctrl or Shift key and either selecting additional
channels or using the up and down arrow keys.
3. Onthe Report tab, in the Graph group, type or select a number between 0.5-20 in the Line thickness box.
4. The thickness of the selected line will change according to the chosen setting.

Setting the Default Line Thickness
Setting a default line thickness means that all channels of a dataset added to a graph use the line thickness setting chosen.

To set the default line thickness: N
1. Click the File tab, and then click Options. Line Thickness 1 -
2. Click the Reports tab.

3. Choose the line thickness using the selector on the line thickness scale. (shown right)
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8 Changing the Application Color Scheme
c
1=
E Appearance of the software can be changed by selecting a different color scheme.
-
o To change the application color scheme: St avor s s s
o 1. Click the File tab, and then click Options. o
. 2. Click the Display tab, and then select a theme from the dropdown menu
next to Color scheme in the Layout section. The image to the right is an s (]
example screen of the Options, Display tab and Layout section. Dy
st vindow sz o 73em Theme W )
Setting the Default Language ==

Users can set the default language for the MadgeTech 4 Software.

To change the default language:
1. Click the File tab, and then click Options.
2. Click the Display tab, scroll down to the bottom where language is located. Select the default language from the dropdown
menu and select Ok. (Note: MadgeTech 4 currently supports English, Japanese, Finnish and Portuguese.)

Data Table Reports

Using a data table report allows the user to view the data and channels from the current graph or statistics report in a data table
format. In addition, data table reports can also be exported to Microsoft Excel®. Users are also able to generate a blank data report
if there is no current report open. For more information on how to generate a data table report, please refer to the Create a New
Blank Report and Generating a Report from Another Report sections of this manual.

Data table reports can also display Time Markers. Time Markers can be added while the data table report is open by clicking the
Time Markers icon in the Report tab under the Channels & Readings group.
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ks = 6/27/2012 6:12:37 AM 0400 +15:5%:00 29 500
6/27/2012 0400 +16:00:00 298 500
Date Time Time Zane Deta Temperature (°C) Humidity (% RH) 6/21/2012 0400 +16:01:00 2498 500
13 6/27/2012 0400 +16:02:00 .98 500
D R 6/27/2012 -04:00 +16:03:00 298 500
6/26/2012 213:37 PM -04:00 -00:00:00 2490 501 6/27/2012 “04:00 +16:00:00 58 500
6/26/2012 214:37 PM -04:00 +00:01:00 2490 501 6/27/2012 “04:00 116:05:00 297 500
6/26/2012 21537 PM -04:00 +00:02:00 2490 501 6/27/2012 0400 116:06:00 98 500
6/26/2012 216:37 PM 0400 +00:03:00 2491 501 6/27/2012 0400 1 16:07:00 297 500
6/26/2012 217:37 PM -04:00 +00:04:00 2491 501 6/27/2012 0400 1 16:08:00 297 199
6/26/2012 218:37 PM -04:00 +00:05:00 2492 500 6/27/2012 0400 116:00:00 297 500
6/26/2012 210:37 PM -04:00 +00:06:00 2491 501 /2772012 0400 116:10:00 %6 500
6/26/2012 220:37 PM -04:00 +00:07:00 2492 501 6/27/2012 “04:00 H16:11:00 207 500
6/26/2012 22137 PM -04:00 +00:08:00 2492 501 6/27/2012 “04:00 116:12:00 296 500
6/26/2012 22231 PM 0400 +00:03:00 2482 o1 6/27/2012 6:26:37 AM 04:00 +16:13:00 296 500
6/26/2012 E5:37[EM 0100 0 10:00) 2L ol 6/21/2012 6:27:31 AM 0400 +16:14:00 29% 500
6/26/2012 BT REE I 52 EE 6/27/2012 6:28:37 AM 0400 +16:15:00 295 50.0
6/26/2012 £25 3750 LEERD 700 2453 500} 6/27/2012 6:29:37 AM 0400 +16:16:00 2495 500
6/26/2012 el s +00:13:00 i 501 6/27/2012 6:30:37 AWM -04:00 +16:17:00 .95 4.3
6/26/2012 22737 PM -04:00 +00:14:00 2493 501 6/27/2012 63137 AM “04:00 116:18:00 20 199
6/26/2012 2.28:37 PM -04:00 +00:15:00 249t 500 6/27/2012 6:32:37 AM “04:00 116:10:00 290 500
6/26/2012 225:31[EM RO100 o0 16:00] 2258 ol 6/27/2012 6:33:37 AM -04:00 +16:20:00 295 499
6/26/2012 230:37PM 0400 +00:17:00 ELL s01 6/27/2012 6:3437 AM -04:00 +16:21:00 2494 499
6/26/2012 E3L1/[EM LEED 1800 2Ly 500} 6/27/2012 6:35:37 AM -04:00 +16:22:00 2494 499
6/26/2012 BT Rz ] 2454 £ 6/27/2012 6:36:37 AM -04:00 +16:23:00 2493 499
6/26/2012 253:37/0 = 04:00) RO0:20:00) 2198 il 6/27/2012 6:37:37 AM -04:00 +16:24:00 2494 48
6/26/2012 23437 PM -04:00 +00:21:00 2494 500 6/27/2012 6:38:37 AM “04:00 116:25:00 203 109
6/26/2012 23537 PM -04:00 +00:22:00 2495 500
6/26/2012 236:37 PM -04:00 002300 2495 500 e
1 ous v n2s00 10 0
An example of a Time Marker made in a Data Table Report to show An example of a Time Marker in a Data Table Report to show the end
the beginning of a time frame. of a time frame.
—
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Managing Folders and Reports

Statistics Reports

When using a statistics report, statistic calculations can be added, changed, or removed from the report. This will provide optimal
information about the report readings and the relationship between the readings.

Adding a Statistic
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To add a statistic:

1. Open or click the tab or window containing the statistics report.

2. Onthe Report tab, in the Statistics group, click Add/Remove. A Manage
statistics box will appear. (shown right)

3. Click the Add button. An Add statistic box will appear. =

4. Select the statistic to add, and then click the OK button. When a statistic
is selected, the description is show to the right of the statistic title.

5. Click the Close button. —

6. Anew statistic will now be displayed in the selected statistics report. T

Setting Default Statistics

Options.

The number of points n the dataset

Setting the default statistics allows the user to select the statistics that appear by default when creating a report. Default statistic
are stored in the MadgeTech 4 Software preferences on the local PC being used and can be modified or deleted by other users with
access to the software.

To set default statistics:
1. Click the File tab, and then click Options.
2. Click the Reports tab, and then select Default Statistics.
3. From the Default Statistics box, select the desired statistics by either Adding or Removing. To change how they appear in
order of importance, highlight the statistic and use the up and down arrows.

Changing the Properties of a Statistic

To change the properties of a statistic:
1. Open or click the tab or window containing the statistics report to change.
2. Onthe Report tab, in the Statistics group, click Add/Remove.
3. Select the intended statistic to change the properties of from the Current Statistics list.
4. Enter the information into the appropriate section under the statistic title. If no parameters are listed, the selected statistic
does not require additional information.
5. Click the Close button.

Removing a Statistic

To remove a statistic:
1. Open or click the tab or window containing the statistics report.

2. On the Report tab, in the Statistics group, click Add/Remove.
3. Select the intended statistic to remove.
4. Click the Remove button.
5. Click the Close button.
6. The selected statistic will no longer be listed on the statistics report.
.« MadgeTech 4 Standard Software Manual | MadgeTech, Inc. | madgetech.com
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Managing Folders and Reports

Time to Threshold Statistic

The Threshold statistic option allows users to add statistics regarding the duration of time it took to reach a specific
measurement, one value for ascending and one for descending. Multiple statistics can be added.

To add threshold statistics:

1.

AR

Open or click the tab or window containing the statistics report.

On the Report tab, in the Statistics group, click the Add/Remove icon. A Manage statistics box will appear.

Click the Add button at the bottom to display the Add statistic box.

Scroll down the list to Time to Threshold (ascending) or (descending), select and then click the Ok button to add either one.
Click the Close button. A new statistic will now be displayed in the selected statistics report.

Sterilization Data

Optional FO and A0 sterilization data can be added to a statistics report.

To add sterilization data to a statistics report:

1.

2
3.
4

A

212! MadgeTech MT4 MadgeTech4 M|\ (F2) - HZ=AL 212 A2 ILICH AFES M| AL AFE O e}

Open or click the tab or window containing the statistics report.

. Onthe Report tab, in the Statistics group, click the Add/Remove icon. A Manage statistics box will appear.

Click the Add button. An Add statistic box will appear.

. Add either A0 and/or FO. Scroll down to the bottom of the options box to the right of the Current Statistics choices. There will

be a check box to Display sterilization data in report properties, make sure this is selected and hit Close. Sterilization data
will now be visible in the statistics report.
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Using MadgeTech Cloud Services

Using MadgeTech Cloud Services

The MadgeTech Cloud Hosted data logging platform provides continuous logging and monitoring of temperature, pressure,

and humidity data and more, while giving users instant access from any location. With MadgeTech Cloud Services, a wireless data
logger system can securely transmit data in real time to be viewed on any internet or data enabled device such as a computer,
tablet, or cell phone.
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Logging into a Cloud Services Account Z
@R MadgeTech Cloud Services

Emat [] Providingnstant accessto your

To log into a cloud services account: e ey it

forgot my password  View Data From Anywhere

1. Inthe MadgeTech software, click the File tab, and then click Options. (Crotesceom | o

¥ Quick & Essy Setup

2. Click the Cloud tab. Mo clssuppon
3. Enter the username and password, then click Log in.

Logging out of a Cloud Services Account

To log out of a cloud services account:
1. Inthe MadgeTech software, click the File tab, and then click Options.
2. Click the Cloud tab.
3. Under the username and password, click Log out.

Enabling Cloud Monitoring for a Device

To enable cloud monitoring for a device:
1. Inthe MadgeTech software, select a device that is not currently cloud-enabled.
2. Onthe Device tab, in the Control group, click Enable Cloud Monitoring. Users can also right-click on the device and click
Enable Cloud Monitoring in the context menu.
3. After cloud monitoring is successfully enabled, a cloud icon will appear in the Cloud column of the device list. If the device is
running in real time, the icon will be colored, otherwise it will appear gray.

Disabling Cloud Monitoring for a Device

To disable cloud monitoring for a device:
1. Inthe MadgeTech software, select a device that is currently cloud-enabled.
2. Onthe Device tab, in the Control group, click Disable Cloud Monitoring. Users can also right-click on the device and click
Disable Cloud Monitoring in the context menu.
3. After cloud monitoring is successfully disabled, a cloud icon will disappear in the Cloud column of the device list.

.« MadgeTech 4 Standard Software Manual | MadgeTech, Inc. | madgetech.com
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Using MadgeTech Cloud Services

Viewing and Monitoring Cloud Data

Options for viewing and monitoring cloud data: . S

1.

Do

From a mobile device or remote PC, navigate to http://cloud.madgetech.com. Type in m3FE Spsk )
the username and password and click Login. i

From a mobile device, scan the QR code in the Cloud Options menu within the E|
MadgeTech 4 Software.

In the MadgeTech 4 Software, on the Device tab, in the Control group, click View Cloud View Your Data on
Data. Users can also right-click on a cloud enabled device and select View Cloud Data e cloud

in the context menu.

wnloading Cloud Data S

mobile device to access your data.

cloud.madgetech.com

To download cloud from a device:

1.
2.

3.

A

212! MadgeTech MT4 MadgeTech4 M|\ (F2) - HZ=AL 212 A2 ILICH AFES M| AL AFE O e}

— We measure, we calibrate, we validate.

In the MadgeTech software, on the Device tab, in the Control group, click Download Cloud Data .
Do any of the following:

« Click Select all to select all data from all loggers.

» Select a Start time and End time, then click Update to select data within the time range.

» Click a checkbox next to a logger to select or deselect it.

Click OK to download the selected data.
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Maintenance

Maintenance

MadgeTech data loggers do not require a great deal of maintenance. Like most high-tech devices, they do require services in order
to extend the life of the data logger. Information regarding Firmware updates will all be detailed in this section.
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Software and Firmware Updates
Periodic updates to the latest, free standard software and device firmware are available on the MadgeTech website.
Updating the MadgeTech Software

Updating the MadgeTech 4 Software using the MadgeTech website:
1. Navigate to the MadgeTech website and hover over the Products option

on the top menu row, and select MT4 from the Software list. Free,Easy-To-Use, Windows.ased Softwars
2. Toinstall the latest MadgeTech 4 Standard software, click the Download s . . o
button at the top of the page. 5 o

3. Apop-up screen will prompt to either open the .zip file or save it. It is
recommended to open the file using the default settings, otherwise,
double click on the file called MTInstaller.msi.

4. Follow the installer prompts on the screen to complete the software

Learn More About MadgeTech 4

MadgeTech 4 Data Logger

Software Ouerview

instal lat|qn . . . . Screenshot of the MadgeTech Data Logger Software download page.
(Note: If the installer presents the following set of options: Repair the software or Remove
(madgetech.com/software)

the software, this indicates that the latest version of MadgeTech 4 Software has already been
installed. You can choose to cancel the installation, remove the existing installation or repair
the software. Choosing Repair will ensure all files are present and up to date.)
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Firmware Upgrade for Data Loggers
Required before the upgrade:
> A good battery installed in the device
> Access to a computer with:

« MadgeTech 4 Data Logger Software installed

« Theinterface cable necessary for that device (with necessary drivers installed)

« The appropriate firmware upgrade image file (xxxx_###.MTFirmwarelmage)
for the device.
(found at madgetech.com/resources/firmware)

Upgrading the firmware on the data logger:

1.

o usWw

Once the correct firmware file is downloaded and saved to the computer, launch
the MadgeTech software.
Connect the data logger to the PC using the USB interface cable or docking

E%ﬂ

5 1%

o |

B

Z

MadgeTech

Maintenance

(=]

pen

ave

Save To

Import Files

Impart Folders

Print

Close

Recent Documents
»

Options | | Exit Application

station for that device. For wireless data loggers, ensure that the wireless setting is set to OFF mode.

In the MadgeTech Software choose File > Options (shown right).

With the Options screen open, hold down the Shift + Alt keys at the same time and click OK.
A password dialog box will appear. Type technicalsupport in the password field then click OK.
Locate the device to be upgraded in the connected devices list, right-click the device and choose Update Firmware from the

context menu.

Browse to the file that was downloaded in step 1 and click Open.

. Aprompt will appear, saying that the firmware will be updated on the device and to keep the device plugged in, select OK.

When the process is complete, a brief message will be displayed and the logger will be removed from the list until the

software is restarted.

10.Quit and restart the MadgeTech Software.

Firmware Upgrade for Interface Cables and Transceivers
Required before the upgrade:
> Access to a computer with:

» Microsoft .NET Framework 4.0 (or higher) installed

« The Windows 8 and Windows 10 operating system comes with 4.5 .Net Framework already installed, however, if the .Net 4.0

Framework has not been installed on the PC, it can be downloaded at:
http://www.microsoft.com/en-us/download/details.aspx?id=17851

« The appropriate firmware upgrade .zip file for the device (found at madgetech.com/resources/firmware)

Upgrading the firmware:

1.

oOus LN

8.
9.

10.

11.

a

2 MadgeTech MT4 MadgeTech4 IR Z(FR) - ®ZEAL 2 XtZLICE A2 F|ZAL AFE O w2t H A

Download the correct firmware file and save it to the computer.

Launch the MadgeTech software.

Connect the interface cable or transceiver to the PC.

In the MadgeTech Software choose File > Options (shown right)

Navigate to the Communication tab on the left column.

In the Detected interfaces box, locate the interface cable or transceiver and select
Update.

A prompt will appear, saying that the firmware will be updated on the device and
to keep the device plugged in, select OK.

Browse to the file that was downloaded in step 1 and click Open.

Wait for the firmware upgrade process to complete.

Repeat these steps for each interface cable or transceiver that needs to be
updated.

Once the process is complete, quit and restart the MadgeTech Software.

save To

Import Files

Impart Folders

Print

Close

Recent Documents
»

Options | | Exit Application
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Troubleshooting

Troubleshooting

This section of the manual contains information that will help users answer questions to correct common connection
missteps or other errors while using the software or devices.

Why are my Devices not Appearing?

Sometimes a device connected to the computer does not appear in the Connected devices panel. This is often due to a minor
connectivity issue. If a data logger does not show up in the Connected devices panel, or an error message is received while using a
data logger, try the following:

1. Check that the interface cable is properly connected to the PC and the data logger.

2. Ensure that the battery in the data logger is not discharged. For best voltage accuracy, use a voltage meter or multi-meter
connected to the battery of the device. Alternatively, try swapping out the battery of a device that is connecting successfully, if
one is available.

3. Ensure that no other data logging software is running.

4. Ensure that the Connected devices panel is large enough to display devices. This can be verified by positioning the cursor
on the edge of the Connected devices panel until the resize cursor appears, then dragging the edge of the panel to resize
as necessary.

|s this Device Supported?

While many of the MadgeTech data loggers are supported in the MadgeTech 4 Software, there are a few that are not. The following
is a list of all the devices that are not supported in the software:

« BTIF1000 (Discontinued)
« PRTemp1l01 (Discontinued)
« SVR101

.« MadgeTech 4 Standard Software Manual | MadgeTech, Inc. | madgetech.com
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Troubleshooting

Interface Cables

Check that the software recognizes the interface cable. If a device is not appearing in the Connected devices panel, it may be that
the interface cable is not properly connected.

Check that the Software Recognizes the Interface Cable

To check that the software recognizes the interface cable:

Change which interfaces are used to search for devices.

1. Inthe software, click the File button, and then click Options. e e sion
2. Inthe Options window, click the Communications tab. (shown right) - R et o i
3. The Detected Interfaces box will list all of the available communication gt

IFC200: MTI_1105-20140519131353-B82818

interfaces. If an interface cable is listed, the software has correctly
recognized it and is ready to be used.

Check that Windows Recognizes the Interface Cable

If the software does not recognize the interface cable, there may be a problem
with Windows or the USB drivers.

To check that Windows recognizes the interface cable:
1. Onthe Windows desktop, click Start, right-click Computer and choose Properties. Windows+Break can be selected as a
keyboard shortcut.
2. Click Device Manager.
3. Inthe Options window, click Communications. Depending on the type of interface cable in use, choose one of the following
steps accordingly:

« Interface cables that use MadgeTech drivers:
(old IFC200, IFC300, IFC400, RFC1000)
1. Click Universal Serial Bus Controllers.
2. Look for an entry for Data Logger Interface.
« Ifthe entry is present, and there are no warning messages or icons, then windows has correctly recognized
the interface cable.
« Ifthe entryis not present, or has an exclamation pointicon next to it, USB drivers may need to be installed.

« Interface cables that use Windows drivers:
(new IFC200/202)
1. Click Human Interface Devices.
2. Look for one or more entries listed as HID-compliant device. If there are no entries, Windows has not recognized the
interface cable.
Right click the entry and choose Properties.
In the Properties window click the Details tab.
From the Property combination box, choose the Hardware ID's item.
Verify that the Hardware ID string HID/VID_10C4&PID_8748 is present.
« Ifthe entry is present, and there are no warning messages or icons, then windows has correctly recognized
the interface cable.
« Ifthe entryis not present, or has an exclamation pointicon next to it, USB drivers may need to be installed.

oA Ww
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Troubleshooting

Ensure that the USB end of the Interface Cable is Securely Connected to the
Computer

To ensure that the USB end of the interface cable is securely connected to the computer:

1.

o s

Identify the type of interface cable being used.

Locate the USB-A plug of the interface cable.

If the interface cable is connected to the PC, unplug it.

Wait ten seconds, and then reinsert it.

Check to make sure that the blue LED is lit, indicating a successful connection.

Installing the Interface Cable Drivers

1.

o

Identify the type of interface cable.
For assistance in identifying the interface cable type, see Interface Cable Types on the previous page.
If the interface cable is one of the following types, drivers must be installed for it:

« IFC200 (box style)

- |IFC300
- |FC400
- |FC406
- RFC1000

Navigate to the download page of the MadgeTech website.
Click Download USB Drivers.
Save the zip file to the computer, open it and click the file preinstaller.exe and follow the steps of the installer.
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FAQ

What is the Difference between a Dataset and a Report?

« ADataset is the data downloaded from a device. This data cannot be altered.
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« AReportis what is displayed when a dataset is opened: a visual representation of the data that can be changed as necessary.
Any changes to the report, such as removing channels or using the timeslice feature, are not applied to the underlying
datasets. Available report types are graph, data table, and statistics view.

How can a Composite Graph be Generated?

A Composite graph can be created by adding multiple datasets to any open graph. For more information on composite graphs,
refer to the Adding a Dataset to a Report section of this manual.

How are Engineering Units Specified between Software based and Portable
Engineering Units?

Only portable engineering units are supported. This is to ensure that engineering units will be recognized from any location
without needing to transfer software settings.

A CSV File Failed to Import

A CSV file might fail to import if it:
« Already exists in the software’s file database
« Was saved in Microsoft Excel®
+ Has been edited after being saved in MadgeTech 2
« Was exported
« Isempty
« Has noreadings
« Was saved in a version of MadgeTech software earlier than 2.02

How is a Collection of Reports Saved?
Report collections are currently not supported but will be installed in a future release.
Resetting the Screen Layout
To restore all windows to their original positions, reset the screen layout.
To reset the screen layout:
1. Click the File button, and then click Options.

2. Click Display.
3. Click the Reset screen layout button.
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Troubleshooting

&
E
Q0
i
[ Retrieving the Version Number of the Software and Other Components
c
1=
E Users can check which version of the software is installed and obtain information about other software components.
-
0 i .
0 To get.the vers.lon number of the software a.s well as other components: e %
w 1. Click the File button, and then click Options. _
. 2. Click the About button. e
y ersion: 4.21.0
3. The following information is available in the About window: NN DI o 1250
« Version is the software version. —/-\_ USB driver version: 302.00.00
A USE file version: ~ 3.02.00.00

« DLL version is the version of the software component that allows
device communication.

MadgeTech, Inc. Phone: (603) 456-2011

« USBdriver version is the version of the driver that detects USB- 6 Warner Road Fac  (603)456-2012
based device communication cables. Warner, NH03278  Web:  http//www.madgetech.com
. L ) USA Email:  info@madgetech.
« USB file version is the version of the software component that R B R rr=dget=ch.com
allows communication between the software and USB-based device

communication cables.
« The contact information of the company
« Registered user
« Thereis abutton available to view the legal notice. (shown right)

Error Messages

Error messages could potentially appear when using the MadgeTech software. To resolve any error message that is not listed here,
please contact a member of the MadgetTech Customer Support team.

"Configuration Update Timed Out"

The Configuration update timed out message means that the software sent a request to the data logger but did not receive a
response.

The following suggestions may help solve the problem:
1. First, attempt to retry the operation. Due to the ultra-low power nature of the data logger, some communications may be
missed and will need to be retried.
2. Check that the device is properly connected to the interface cable. For more information, please refer to the Why are my
Devices not Appearing? section of this manual.
3. Restart the software.
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Warranty

Warranty

Products manufactured by MadgeTech, Inc., are warranted against defective material and workmanship for a period of one year,
starting from the date of shipment. In the event that a MadgeTech product is found to be defective, MadgeTech will repair or
replace the product at its sole discretion. Such repair or replacement shall be the sole remedy of this warranty.
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This warranty extends only to the original purchasing customer and does not apply to any unit, which in our sole judgement, has
been subjected to:

Operating or environmental conditions in excess of our written specifications or recommendations:

Damage, misuse or neglect; Improper installation, repair or alteration.

This warranty excludes batteries.

Except as to title, this is our only warranty for the products. MadgeTech, Inc. expressly disclaims all other warranties,

guarantees or remedies whether expressed or implied or statutory including any implied warranty of merchantability or

fitness for a particular purpose. We also disclaim any implied warranty arising out of trade usage or out of a course dealing or
course of performance. We do not guarantee the integrity of data or warranty that the products will operate uninterrupted or
error-free. MadgeTech data loggers and their associated software have been thoroughly tested and the documentation reviewed.
However, MadgeTech does not warrant the performance of its products, or that the products or their associated software will
operate as described in this manual.
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Terms and Conditions

Terms and Conditions

All products furnished by MadgeTech, Inc. (“Seller”) shall be in accordance with the following terms and conditions unless
otherwise stated in writing:
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These Terms and Conditions (“Terms and Conditions”) govern (a) all sales quotations and sales of components, equipment,

parts, and other products (“Product”) from, and (b) all service proposals and provisions of services by Seller to the buyer of the
Products (“Buyer”). These Terms and Conditions shall take precedence over any terms and conditions which appear on Buyer’s
order or other form or any other writing or electronic transmission from Buyer. Any terms or conditions on any of Buyer’s forms,
recordings, electronic transmissions, or orders that are different from or in addition to these Terms and Conditions are specifically
rejected. Any modification to these Terms and Conditions must be agreed to and executed in writing by Seller. Seller’s failure to
object to provisions contained in any communication from Buyer shall not be construed as a waiver of these Terms and Conditions
or as an acceptance of any such provision. Trade custom, trade usage and past performance are superseded by these terms and
conditions and shall not be used to interpret these terms and conditions. In the event that Product includes software, the software
is licensed to Buyer in object code form only in accordance with Seller’s standard Software License Terms that are included below.

Limited Warranty

A. Seller Manufactured Products and Seller Provided Services. Seller warrants to Buyer that (i) Seller manufactured
Software (as defined in Section 23 below) shall execute the programming instructions provided by Seller, and (ii) Seller
manufactured Product and consumables and Seller provided services shall be free from material defects in material and
workmanship under normal uses and care, in each case until the expiration of the applicable warranty period specified below.
Seller manufactured Product is warranted for the shorter of twelve (12) months from the date of initial installation or fifteen (15)
months from the date of shipment by Seller. Seller manufactured consumables and Software, and Seller provided
services are warranted for a period of ninety (90) days from the date of shipment or completion, as applicable. If Buyer
discovers any warranty defect and notifies Seller thereof in writing during the applicable warranty period, Seller shall, at its
option, promptly correct any defects that are found by Seller, or repair or replace F.0.B. point of manufacture that
portion of the Seller manufactured Products, consumables or Software found by Seller to be defective, or refund the price of the
defective portion of the Seller manufactured Products, consumables or Software, or of the defective portion of the Seller provided
services. All replacements or repairs necessitated by inadequate maintenance, normal wear and usage, unsuitable power sources,
unsuitable environmental conditions, accident, misuse, improper installation, modification, repair, storage or handling, or any
other cause not the fault of Seller are not covered by this limited warranty, and shall be at Buyer’s expense. Seller shall not be
obligated to pay any costs or charges incurred by Buyer or any other party except as may be agreed upon in writing in advance by
an authorized representative of Seller. All costs of dismantling, re-installation and freight, and the time and expenses of Seller’s
personnel for site travel and diagnosis under this limited warranty shall be borne by Buyer
unless accepted in writing by Seller. Seller manufactured Products, consumables and Software, and Seller provided services,
repaired, replaced or corrected during the applicable warranty period shall be in warranty for the greater of the remainder of
the applicable original warranty period or ninety (90) days. THE FOREGOING STATES THE SOLE AND EXCLUSIVE WARRANTY
AND LIABILITY OF SELLER. FOR BREACH OF WARRANTY AND IS IN LIEU OF ALL OTHER REPRESENTATIONS, WARRANTIES AND
COVENANTS, EXPRESSED OR IMPLIED, IN REGARD THERETO. EXCEPT FOR THE EXPRESS LIMITED WARRANTY SET FORTH IN
THIS SECTION, SELLER DOES NOT MAKE AND HEREBY DISCLAIMS ANY AND ALL OTHER REPRESENTATIONS AND WARRANTIES
OF ANY KIND WHATSOEVER, WHETHER EXPRESSED, IMPLIED OR STATUTORY, INCLUDING, WITHOUT LIMITATION, ANY IMPLIED
WARRANTIES OF MERCHANTABILITY, FITNESS FOR A PARTICULAR PURPOSE, NONINFRINGEMENT OR ACCURACY, ADEQUACY OR
COMPLETENESS OF DATA MEASUREMENT, WITH RESPECT TO ANY OF THE SELLER MANUFACTURED PRODUCTS, CONSUMABLES OR
SOFTWARE, OR ANY OF THE SELLER PROVIDED SERVICES. Any drawings submitted with the Products are only to show the general
style, arrangement, and approximate dimensions of the Products.
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Terms and Conditions

B. Equipment, Consumables, Software and Services Manufactured or Provided by Others. SELLER DOES NOT MAKE,
AND HEREBY DISCLAIMS, ANY AND ALL REPRESENTATIONS AND WARRANTIES OF ANY KIND WHATSOEVER, WHETHER EXPRESSED,
IMPLIED OR STATUTORY, INCLUDING, WITHOUT LIMITATION, ANY IMPLIED WARRANTIES OF MERCHANTABILITY PARTICULAR
PURPOSE, NONINFRINGEMENT OR ACCURACY, ADEQUACY OR COMPLETENESS OF DATA MEASUREMENT, WITH RESPECT TO
ANY EQUIPMENT, COMPONENTS, PARTS, CONSUMABLES, SOFTWARE OR SERVICES SOLD TO BUYER BY SELLER THAT ARE NOT
MANUFACTURED OR PROVIDED BY SELLER. Seller shall assign the manufacturer’s or service provider’s warranty applicable to such
equipment, components, parts, consumables, Software and services to the extent permitted, to Buyer. Seller will provide Buyer
with available warranty information.
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Limitations

IN NO EVENT, REGARDLESS OF THE FORM OF THE CLAIM OR CAUSE OF ACTION (WHETHER BASED IN CONTRACT, INFRINGEMENT,
NEGLIGENCE, STRICT LIABILITY, OTHER TORT OR OTHERWISE), SHALL SELLER’s LIABILITY EXCEED THE PRICE ACTUALLY PAID BY
BUYER TO SELLER FOR THE SPECIFIC PRODUCTS, CONSUMABLES AND/OR SOFTWARE MANUFACTURED, AND/OR SERVICES
PROVIDED, BY SELLER GIVING RISE TO THE CLAIM OR CAUSE OF ACTION. SELLER SHALL NOT, UNDER ANY CIRCUMSTANCES, BE
LIABLE FOR ANY LOSS OF REVENUE, LOSS OF PROFITS OR ANY INCIDENTAL, INDIRECT, SPECIAL, EXEMPLARY OR CONSEQUENTIAL
DAMAGES, WHETHER OR NOT FORESEEABLE. NO ACTION, REGARDLESS OF FORM, ARISING OUT OF ANY TRANSACTION GOVERNED
BY THESE TERMS AND CONDITIONS, MAY BE BROUGHT BY EITHER PARTY MORE THAN TWO (2) YEARS AFTER THE CAUSE OF
ACTION HAS ACCRUED. The foregoing allocation of risk and limitation of liability has been agreed to by the parties and forms the
basis of their willingness to enter into any accepted order.

Software Licensing Agreement

SOFTWARE
MadgeTech Data Logger Software

LICENSE
MadgeTech, Inc. ("MadgeTech") grants you a non-exclusive license to use the software listed in the section above (“software"”) if you
follow all restrictions in all sections of this agreement.

TITLE
Title, ownership rights, and intellectual property rights in the software shall remain with MadgeTech. This software is protected by
copyright laws and treaties.

SCOPE OF GRANT
You may:
1. Install and use the software on any number of computers;
2. Allow any number of users to make use of the software (each user must run an individual instance of the software);
3. Usethe software over a network;
4. Make a copy of the software for archival purposes, if required.

You may not:
5. Copy the printed documentation which accompanies the software;
6. Sublicense, rent or lease any portion of the software covered by this
7. license; reverse engineer, decompile, disassemble, modify, translate, make any attempt to discover the source code of the
software, or create derivative works from the software or documentation;
Remove or alter any trademark, logo, copyright or other proprietary notices, legends, symbols or labels in the software;
9. Use the software in any manner not authorized by this license.

®
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Terms and Conditions

MISCELLANEOUS
MadgeTech reserves the right to change the terms of this agreement at any time without making those changes retroactive to past
releases. MadgeTech provides free upgrades to the latest version of this software through our web site.

ERROR REPORTING

MadgeTech software contains error reporting facilities to help identify causes of software problems. Error reports are
automatically transmitted securely to MadgeTech's servers. Transmission is anonymous and no personally identifiable
information is transmitted. The MadgeTech error reporting program can be disabled through the software options menu.
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USAGE REPORTING

MadgeTech software contains usage information reporting facilities to help improve the features and quality of the software.
Transmission is anonymous and no personally identifiable information is transmitted. Usage reporting can be disabled through
the software options menu.

SOFTWARE WARRANTY AND LIMITATION OF LIABILITY

THIS SOFTWARE IS PROVIDED "AS IS" AND WITHOUT WARRANTY OF ANY KIND, EXPRESSED OR IMPLIED. THE ENTIRE RISKAS TO

THE QUALITY AND PERFORMANCE OF THE SOFTWARE IS BORNE BY YOU. IN NO EVENT SHALL MADGETECH, INC. BE HELD LIABLE
FOR ANY DIRECT, INDIRECT, INCIDENTAL, SPECIAL, EXEMPLARY, OR CONSEQUENTIAL DAMAGES ARISING IN ANY WAY OUT OF THE
USE OF THIS SOFTWARE, EVEN IF ADVISED OF THE POSSIBILITY OF SUCH DAMAGE.

MANUFACTURER
MadgeTech, Inc.
6 Warner Road,
Warner, NH 03278

For questions, write to the above address, email info@madgetech.com, or call 1 (603) 456-2011.

(Note: For full details on Terms and Conditions go online to madgetech.com.)
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Contact Information

For further information described in this manual, please contact the Sales Department at MadgeTech by phone, email or mail:
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Mailing Address
MadgeTech, Inc.

6 Warner Road
Warner NH 03278
USA

Phone and Fax
Sales & General Inquiries: (603) 456-2011
Toll Free: (877) 671-2885

Email

General Information: info@madgetech.com
Sales: sales@madgetech.com

Customer Support: support@madgetech.com

Website
Web: madgetech.com
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MADGETECH
A WE BUILD DATA LOGGERS

MadgeTech, Inc

6 Warner Road, Warner, NH 03278
(603) 456-2011
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