TfSSﬂl Technical Library Pendulum

pendulum
"t e s 0o @ °

Timer/Counter/Analyzer
CNT-90, CNT-91

Frequency Calibrator/Analyzer
CNT-91R

Microwave Counter/Analyzer
CNT-90XL

User's Manual

<
NS
S
-
[a]
a
I_—‘ Y2 Pendulum CNT-90XL A A A - HZ=ALHZE A2 JLICE AFL2 FZAF AP O w2t HEE 5 A SL T
")
-
— We measure, we calibrate, we validate. FEE - www.tessol.com TS-TL-PDL-014 1/189

KOLAS =2 A5l E 7|2 - ISO/IEC 17025


https://www.tessol.com/?utm_source=datasheet&utm_medium=pdf&utm_campaign=technical_library&utm_content=TS-TL-PDL-014

TESSOL  technical Library Pendulum

>
Z
(1]
2
Q
-
©
(%]
c
15
[¢]
(]
st
-
o
0
n
w
=

4031 600 90001

2020- 22 Edition

© 2020, Pendulum Instruments

)

A= Pendulum CNT-90XL AL EE N - H[ZEAL RIE X2 LICE AFL2 HIZEAL APFOf| w2} HEE 4 AL

TS-TL-PDL-014

— We measure, we calibrate, we validate. EHZE - www.tessol.com TS-TL-PDL-014 2/189
KOLAS ZX| 32l mH 7|2 - 1ISO/IEC 17025



https://www.tessol.com/?utm_source=datasheet&utm_medium=pdf&utm_campaign=technical_library&utm_content=TS-TL-PDL-014

>
Z
(1]
2
Q
-
©
g
=
15
[¢]
(]
st
-
o
0
n
w
=

TS-TL-PDL-014

TESSOL

Technical Library

Table of Contents

GENERAL INFORMATION ......ccceenneen. 1-VII
About this Manual ..........................e 1-VIiI
Wwarranty ....cccceveeeeiiiiei 1-VII
Declaration of Conformity................... 1-VIII

1 Preparation for Use

Preface......ooveieieieieeeeee s 1-2

Introduction ... 1-2
Powerful and Versatile Functions......... 1-2
No Mistakes ..........cevviieeiiiiiiiiiin, 1-3

Design Innovations...........ccccccceiiiiiiinniinninn, 1-3
State of the Art Technology Gives
Durable Use........ccccvuiiiieiiiiiiiiieieaeee, 1-3
High Resolution.........c..ccooviiiiininnnn. 1-3

Remote Control.........cceveeviiiiiiieeiieiiee, 1-4
Fast GPIBBUS........cccccovviiiiiieiiiee, 1-4

Safety....ccccciiiii e 1-5

Introduction ........cccoeeeeiiiiiiiir 1-5

Safety Precautions............c.ccoccvveveeinnnnen 1-5
Caution and Warning Statements........ 1-6
SYyMbOIS ... 1-6
If in Doubt about Safety....................... 1-6
Disposal of Hazardous Materials......... 1-6
Environmental Considerations............. 1-6

Unpacking ......ccooevvmmmmnininncnnineeennnn 1-7

Check List ...coviiiiiiiiiiiee e 1-7

Identification ... 1-7

Installation.........ccccovieeiiiiiiiie e 1-8
Supply Voltage........ccccvvveveeeieirieeeeeenn, 1-8
Battery Supply......ccocvvviiveeiiiiiiieee 1-8
Grounding .....cveeeeiiieeeeiiee e 1-8
Orientation and Cooling ..................... 1-8
Fold-Down Support.........ccceeeeeveiieinnne. 1-9
Rackmount Adapter .......cccccvvveveeeennnnn. 1-9

2 Using the Controls

Basic Controls............coooeveviiiiciiieniineeeen, 2-2

Secondary Controls..........cccccovvieeeeennnnnnn 2-4
Connectors & Indicators............c...e... 2-4
Rear Panel........ccccccovvvceieiii, 2-5
Rear Panel (CNT-91R/71B)................. 2-6

Description of Keys ........cccccovvviieeiiiinninen. 2-7
POWET . 2-7
Select Function ...........ccceeviieeiennns 2-7
Autoset/Preset ........ccooeeiiiiiiiiinee 2-8
MOVE CUISOF ......uueiiiiiiiiiiiieeieieaae e, 2-8
Display Contrast............ccooveeiviiinennnns. 2-8
Enter. ..o, 2-8
Save & EXit..ooovvvveeeeiieiiieie, 2-8

l

Don't Save & EXit.......cccevvviieeeiiiennenn. 2-8
Presentation Modes.............ccceeneeenn. 2-9
Entering Numeric Values................... 2-10
Hard Menu Keys........cccccooeeevenennn. 2-10
Default Settings .......ccvveveveieiiiiiieee e 2-19
3 Input Signal Conditioning
Input Amplifier........ccoooeviieii e, 3-2
Impedance ........cccccovvoeeeieiiniiiiiees 3-2
Attenuation .........ccccooiiii 3-2
(0700 o110 To [ 3-3
Filter e 3-3
Man/Auto..........oeeviiiiieee e 3-4
I 4T S 3-5
How to Reduce or Ignore Noise and
Interference .........cccooeveeeieiiniiieee e 3-6
Trigger Hysteresis ..........cccceeeeveveninnens 3-6
How to use Trigger Level Setting........ 3-7

4 Measuring Functions

Introduction to This Chapter........... 4-2
Selecting Function ..........cccoccociiiiiiienn. 4-2
Frequency Measurements .............. 4-3
FREQA, B 4-3
FREQ C...oeveeeeeeee e 4-4
CNT-90/91(R)..ccveeeeeiiiieieee e 4-4
CNT-90XL ..o 4-4
RATIO A/B, B/A, C/A,C/B ...cooiieeeee 4-4
BURST A, B, C .o 4-4
1-g Triggering..................... e, 4-4
Burst Measurements using Manual
Presetting.......cvvvvveiiiis 4-5
Frequency Modulated Signails................... 4-6
Carrier Wave Frequency fo ........oceeees 4-6
Tk ceerrrrrreeeerrrre e e e e e e e a e e e 4-7
TN <=seeeeeeeesaasnnaneeseaaannraeeeesaanreneeeeeaares 4-7
Afpep oo 4-8
Errors in fmax, fmin, @nd Afpp..eeeeeeiiinii, 4-8
AM Signals ..........oooeveiiiiiiiiiiee 4-8
Carrier Wave Frequency..................... 4-8
Modulating Frequency .........cccccc......... 4-9
Theory of Measurement...............cccceeees 4-9
Reciprocal Counting ...........cccoveeeennnns 4-9
Sample-Hold..............cccoooiiiiiii, 4-10
Time-Out ... 4-10
Measuring Speed ...........ccooceeveeennnnns 4-10
PERIOD......coiiiiiiiiee e 4-13
Single A, B&Avg. A,B,C................ 4-13

— We measure, we calibrate, we validate. EHZE - www.tessol.com TS-TL-PDL-014 3/189



https://www.tessol.com/?utm_source=datasheet&utm_medium=pdf&utm_campaign=technical_library&utm_content=TS-TL-PDL-014

>
Z
(1]
2
Q
-
©
g
=
15
[¢]
(]
st
-
o
0
n
w
=

TS-TL-PDL-014

r"'ssnl Technical Library

Single A, B Back-to-Back................... 4-14
Frequency A, B Back-to-Back ........... 4-14
Time Measurements ...................... 4-15
Introduction ..........coooiiiiiiii 4-15
TrQering....ccoecveeeeeiiiiee e 4-15
Time Interval ........cccoooeeeiiiiiiiiiiie, 4-16
Time Interval AtoB.......ooooiiiienns 4-16
Time Interval Bto A.......ccccniiiiiieeeeen. 4-16
Time Interval Ato A,BtoB............... 4-16
CNT-91(R): Time Interval Error (TIE)....... 4-16
Rise/Fall TIMe A/B ......ccveeviiiiiieeeee 4-16
Pulse Width A/B .......ccvvvieeeieieee e, 4-17
Duty Factor A/B........cccouveeiiiiiieeiecee 4-17
Measurement Errors..........ccccoveeevenenen.n. 4-18
Hysteresis ........cuvviiiiniieieeeeeiis 4-18
Overdrive and Pulse Rounding.......... 4-18
AUto THGGEr ... 4-19
o T L1 - N 4-20
What is Phase?......cccceeeeeviiiiiiiiiiiinn, 4-20
Resolution...........ccoovvviiiiiiiiiii e, 4-20
Possible Errors.........cooevviiicciieiiieiieeieeee, 4-20
Inaccuracies.........ccoccveeeeeeeeieeenenenenn. 4-21
Totalize [CNT-91(R) only].............. 4-24
Totalize in General ..........c..ccceevveevvvvennnee. 4-24
TOT AMAN ..o 4-24
TOT B MAN ..o 4-24
TOTA+B MAN ... 4-24
TOTA-BMAN ... 4-25
Applications ..........coevvvieiiiiiiiiiiieeeee 4-25
TOT A/BMAN ... 4-25
Totalize & Arming.......cccccvvveeveeieiiieieeeeenn. 4-25
Examples......cccoooiiiiiiiieeeeee 4-25
Voltage.......coovmmmmrrmrirmnnnnsiinsnnnnneeeen 4-27
VMAX! VMINa Vpp ......................................... 4-27
V/RMS «vveeeeeesnnnneeesannnnnneeeeeaaseeeeaeseaannsnneesans 4-28
Pulsed Signals
[CNT-90XL option 28 only]........ccceecuvvnen. 4-29
Frequency in Pulse..........cccccoocieiiineennns 4-30
Selecting Pulsed RF Measurements........ 4-30
PRI e 4-31
PREF . 4-32
Pulse Width Pos........cccceiiiiiiiiee, 4-32
Pulse Width Neg .........ccoceviiiiiiiece 4-32
Duty Factor Pos.........ccccceeevvciiiiiee e, 4-32
Duty Factor Neg ......ccooevvvvviiiiiiiiiiie. 4-32
Power On.......cooiiiiiieieeeee e 4-32

— We measure, we calibrate, we validate.

5 Measurement Control

About This Chapter .........cccccceveeeeiiiiiinnn. 5-2
Measurement Time .........cccccceeeeeeeenn. 5-2
Gate Indicator .......cccooeeeveiiviviiiiiiiinnn. 5-2
Single Measurements .............ccccceee. 5-2
Hold/Run & Restart ...........ccccoeoiieeen. 5-2
AMMING o 5-2
Start Arming.........coooeeeiiieeee 5-3
StOp Arming .......ccooeveieiireeeeeee 5-3

Controlling Measurement Timing... 5-4

The Measurement Process ....................... 5-4
Resolution as Function of Measurement
TiME. e 5-4
Measurement Time and Rates ............ 5-5
What is Arming?.............oooeiiiiiiiinnns 5-5

Arming Setup TIMe ......coeveveveeeeeiiieiiiiiinn, 5-9

Arming Examples..........cccccciiiiiiiiiiinnnns 5-9
Introduction to Arming Examples......... 5-9
#1 Measuring the First Burst Pulse...... 5-9
#2 Measuring the Second Burst
PUISE....o e 5-11
#3 Measuring the Time Between Burst
Pulse#1land#4 ......cccoooiiiiiiiiiee 5-12
#4 Profiling ..o 5-13

6 Process

Introduction...........ccoovvviiiiiiicie 6-2
AVEraging ......ceeeeeinniieeieniieeee e 6-2

Mathematics .........coovvveciiieiieiiiii, 6-2
Example: ... 6-2

Statistics ... 6-3
Allan Deviation vs. Standard Deviation 6-3
Selecting Sampling Parameters.......... 6-3
Measuring Speed .........ccccoevviieieeennnns 6-4
Determining Long or Short Time
Instability ..........ooovviiiii 6-4
Statistics and Mathematics ............... 6-5
Confidence Limits...........cccceviiiiennennns 6-5
Jitter Measurements........................... 6-5

LimitS ..o 6-6
Limit Behavior...........cccovvvvviiieeeneeeen. 6-6
Limit Mode......ccoeeeeeeiieiiiiiceeeeee, 6-6

Limits and Graphics..............coooeiiiinnnnns 6-7

7 Performance Check

General Information.............cccooeeeeiiien. 7-2
Preparations ..........cviiiiiiie, 7-2
Test Equipment ... 7-2
Front Panel Controls.................eeeeeiennnnn. 7-3
Internal Self-Tests ..........ccovvvveeeeiinnnnn. 7-3
Keyboard Test..........ccoooevvvviiviiiiiieen, 7-3

@ElE - www.tessol.com TS-TL-PDL-014

4 /189


https://www.tessol.com/?utm_source=datasheet&utm_medium=pdf&utm_campaign=technical_library&utm_content=TS-TL-PDL-014

<
-
7
|
a]
o
|
7
(]
-

r"'ssnl Technical Library

g Short Form Specification Test................... 7-5 Input and Output Specifications................. 8-6
B Sensitivity and Frequency Range ....... 7-5 Inputs Aand B ........cevvveeeeeiiiiieeeeeeee, 8-6
- Voltage .....oooviiiiiie 7-6 Input C (Option 10)......cccevveeiiiiiiiieneenne 8-7
38 Trigger Indicators vs. Trigger Levels... 7-7 Input C (Option 13)....ccccvvveviveiiiiiiiin, 8-7
£ Input Controls..........ccvveveeiiiiiiiieiens 7-8 Input C (Options 14 & 14B) ................. 8-8
E Reference Oscillators (not CNT-91R) . 7-8 Rear Panel Inputs & Outputs............... 8-8
y Rubidium Oscillator (CNT-91R and Auxiliary Functions ............ccoccoeiiiiiinen. 8-8
0 CNT-91R/7T1AB) weeveeeieeeeee e 7-8 Trigger Hold-Off .........cccooveeiiiiiiiieeene 8-8
a Resolution Test ........coevvevivveeeeeiinnnn. 7-9 External Start/Stop Arming.................. 8-8
- Rear Inputs/Outputs............ccoecvveeeeeeinne. 7-9 Statistics .....ooocveeeeiee 8-8
10 MHz OUT (all models) 0.1, 1, 5 & 10 Mathematics ..........ccccceeiiiiiieeneie, 8-9
MHz OUT(CNT-91R/71B Other Functions ..........cccccooviieieinnns 8-9
EXT REF FREQ INPUT ..oovvviiiiii 7-9 Display.......ccooieii e 8-9
EXT ARMINPUT ..o 7-10 GPIB Interface .......cccceeeeeevevieeiiniinnnnen, 8-9
Measuring Functions ............c.cccccveveuene... 7-10 usB Ir)terfTe“\nce ------------------------------- 8-10
Check of HOLD OFF Function ... 7-10 TlmeV|.ew ...................................... 8-10
RE IOPULS oo 7-12 Battery Unit.......oooooiirrns 8-10
Checking INPUt C evveerooeeoeeeoo 712 Option 23/90........ B 8-10
Power Measurement Measurement Uncertainties.................... 8-11
(CNT-90XL ONlY)...oovvvvovvvrerassssssssss 7-13 Random Uncertainties (10)............... 8-11
Systematic Uncertainties................... 8-11
Performance check procedure of Total Uncertainty (26) .....ccoeeevevvveeen.n. 8-11
Option 28 Pulsed RF 4 Time Interval, Pulse Width, Rise/Fall Time
................................................................. - 811
Frequency in Pulse..........cccccooeee. 7-15 Frequency & Period ..........ccccceonenee. 8-11
Sensitivity.....ccooevii 7-15 Frequency Ratio fi/ffo....cccvvveeeiinnnnen. 8-12
Accuracy without Phase ... 8-12
short-pulse compensation........... 7-16 Duty Factor ... 8-12
Accuracy with Calibration.........ccocceeiiiiiiiie 8-13
short-pulse compensation........... 7-16 Definition of Terms...........ccccveveennenn 8-13
Pulse width measurements............... 7-18 General Specifications ..............ccccccunnnee 8-13
PRI measurements.......oooeeeeeeeeeeei, 7-19 Environmental Data........................... 8-13
Power measurement.............c.c.co..... 7-19 Power Requirements........................ 8-13
Power sensitivity...........cccccoveeienenns 7-20 DllmenS|ons &_ WEIGNE. .o 8-14
POWET ACCUTACY .......eveeeseeeeeee 7-20 Ordering Information ................ccccoceenn. 8-14
Battery SUPPIY c.eveeeeeeeeeeeeeeeeeeeereseesens 7-21 Timebase Opt|ons ................................... 8-15
Option 23/90 for CNT-90 & CNT-90XL Explanations........cccccccceiiiiiieiieiiinnne, 8-15
ONIY Lo 7-21 (o4 VI I 11) 4 R 8-16
8 Specifications Introduction............ccooiiiiiiiiii 8-17
Measurement Functions ......................... 8-17
CNT-90. .............................................. 8-2 Frequency A, B, C .....ooovveevoeeoerree... 8-17
|ntr0dUCtI0n ............................................... 8'3 Frequency Burst A, B _______________________ 8_17
Measurement Functions............cccccceverennn. 8-3 Period A, B, C Average..................... 8-17
Frequency A, B, C....coooviiiiiiiine, 8-3 Period A, B Single ......c.cccevevevveenn. 8-17
Frequency Burst A, B, C.........coovveeee. 8-3 Ratio A/B, B/A, C/A, C/B.....ccovon..... 8-17
Period A, B, C Average........cc.ccccco....... 8-3 Time Interval Ato B,Bto A, Ato A,Bto B
Period A, B Single.............c.c.oceni B4 s 8-17
Ratio A/B, B/A, C/A, C/B ... 8-4 Pulse Width A, B......c.oovveeiiiiieeeeee 8-18
Time Interval Ato B, Bto A, AtoA,Bto B Rise and Fall Time A, B........cccococ..... 8-18
........................................................... 8-4 Phase ARel.B,BRel. A .................. 8-18
Pulse Width A, B .....ooeieieee, 8-4 Duty Factor A, B ........ceeueeverereene. 8-18
Rise and Fall Time A, B........c.............. 8-4 Vimaxs Vinins Vo Ay B o 8-18
Phase ARel. B,BRel. A..................... 8-5 POWET C ..o 8-18
Duty FaCtOI' A, B .................................. 8'5 Pulsed RF parameters |nput C
Vinaxs Viminy Vpp A, B 8-5 (option 28 only)......ccovvcuviiiieeeeeeeie, 8-19
Timestamping A, B, C ..o 8-6 Timestamping A, B ........ccoccceiiiiinies 8-19
Auto Set / Manual Set.............cccco.... 8-6 Auto Set / Manual Set...........cccove.... 8-19

— We measure, we calibrate, we validate. EHZE - www.tessol.com TS-TL-PDL-014 5/189



https://www.tessol.com/?utm_source=datasheet&utm_medium=pdf&utm_campaign=technical_library&utm_content=TS-TL-PDL-014

>
Z
(1]
2
Q
-
©
g
=
15
[¢]
(]
st
-
o
0
n
w
=

TS-TL-PDL-014

Technical Library

TESSOL

Auxiliary FUNCtioNnsS...........ccovvveeeiiiieenens
Trigger Hold-Off......ooooviiiiiiiiie,
External Start/Stop Arming ...............
Statistics.....cvvveviiiiee
Mathematics........c.ccooviiieeiiiinniiiien,
Other Functions...........cccoceiiinenne
Display ......cccveeiriiieeiee e
GPIB Interface.......ccccccvviiiiieeneennnns
USB Interface........cccoecvveeeeeeeeeennnen,
TimeView™ ...,

Battery Unit........cccoeveviiiee e,
Option 23/90.......cccovveveeeeiiiieeeee

Measurement Uncertainties....................
Random Uncertainties (10)...............
Systematic Uncertainties ..................
Total Uncertainty (26).......ccccveevvnennn.
Time Interval, Pulse Width, Rise/Fall Time
Frequency & Period A, B .................
Frequency & Period C ......................
Frequency Ratio fa/fg or fg/fa .............
Frequency Ratio fc/fa or fc/f .............
Phase.....cccoovvvveeiiiiiiiii
Duty Factor...........eeevevveeeveeiiieeeieeneenn,

Calibration ........cccoooiiiiiiee
Definition of Terms ...........ccccocceeee.

General Specifications...........ccccccecenne
Environmental Data..........................
Power Requirements .............c..........
Dimensions & Weight ...............c.......

Ordering Information...........cccccceveviienens

Timebase Options...........cccccvveeieiiiinnnen.

Explanations .........ccoceeiviiiiiiiiicinnn,

(0d Ut I s {3
Introduction ............ooooiiiiiiiii
Measurement Functions.........................
Frequency A,B, C..ooovvrrrvriniie.
Frequency Burst A, B, C....................
Period A, B, C Average......................
Period A, B Single.......vvveeeveeeenenan.
Period A, B Back-to-Back..................
Ratio A/B, B/A, C/IA,C/B ...................
Time Interval AtoB, BtoA,Ato A,Bto B
Pulse Width A, B ......oovvveeiieeeies
Rise and Fall Time A, B.....................

Time Interval Error (TIE) A, B

Phase ARel.B,BRel. A..................
Duty Factor A, B.......ooovviiiiiiieeii
Vmaxs Vimin, Vop A, B
Totalize A, B, A+B, A-B,A/B .............
Timestamping A, B.......ovviiiiiiinnn
Auto Set / Manual Set ..............c.c.....

— We measure, we calibrate, we validate.

1

Input and Output Specifications............... 8-35
Inputs Aand B ..o, 8-35
Input C (Option 10)..........cceeeviiinnnnns 8-35
Input C (Option 13)..........cceeiiiinnns 8-36
Input C (Options 14 & 14B) ............... 8-36
Rear Panel Inputs & Outputs............. 8-36

Auxiliary Functions ..........cccccciviinieneens 8-37
Trigger Hold-Off ..........oovviiiiiiiees 8-37
External Start/Stop Arming................ 8-37
Statistics .ovvvvveeieieeee 8-37
Mathematics ........ccccccveieeeeveeernnnne.n. 8-38
Other Functions .........ccccccevvveveeeeennn. 8-38
Display........cccooviveiiiie e 8-38
GPIB Interface ........ccccccevvviiieeneennnne 8-38
USB Interface........ccccccceeiiiiiieeneennnnee 8-39
TimeView™ ... 8-39

Measurement Uncertainties.................... 8-40
Random Uncertainties (1o) ............... 8-40
Systematic Uncertainties................... 8-40
Total Uncertainty (26) .........ccceeeeeeenns 8-40
Time Interval, Pulse Width, Rise/Fall Time

......................................................... 8-40
Frequency & Period .........ccccceeeee. 8-41
Frequency Ratio fi/fy ..o, 8-41
Phase ..., 8-41
Duty Factor.......cooevvciiiiiiiiiieiieeeees 8-41

Calibration..........ccociieiiiii e 8-42
Definition of Terms...........cccveeeennee 8-42

General Specifications .............ccccceveeeees 8-42
Environmental Data........................... 8-42
Power Requirements.................ccc.... 8-43
Dimensions & Weight........................ 8-43

Ordering Information ..............ccocoeeeeenns 8-43

Timebase Options CNT-91...................... 8-44
Explanations ..........ccccccviiiiieeiennnne 8-44

Timebase Specifications CNT-91R ......... 8-45
Explanations.........ccccccoeiiiiiiinneennnns 8-45

CNT-91R/71B.....ccooeeeereeeereeeeeeeeeee 8-46

Introduction............ccoooeeiiiiiiiiice e 8-47

Measurement Functions ......................... 8-47
Frequency A,B, C....cccccvvrrrnrreninnnnn. 8-47
Frequency Burst A, B, C.........coc....... 8-47
Period A, B, C Average..................... 8-47
Period A, B Single ........c.cccoviieeeeenns 8-48
Period A, B Back-to-Back ................. 8-48
Ratio A/B, B/A, C/A, C/B................... 8-48
Time Interval AtoB,Bto A,Ato A,Bto B
......................................................... 8-48
Pulse Width A, B......ccoeeviiiieeeee 8-48
Rise and Fall Time A, B.................... 8-48
Time Interval Error (TIE) A, B ........... 8-49
Phase ARel.B,BRel.A................. 8-49
Duty Factor A, B....ccevieeiiiiiiiees 8-49
Vimaxs Viminy Vop Ay B oo 8-49
Totalize A, B, A+B, A-B, AB............. 8-50
Timestamping A, B ......coovvvvviivinnnnn. 8-50
Auto Set/ Manual Set....................... 8-50

@EIE - www.tessol.com

TS-TL-PDL-014 6/189


https://www.tessol.com/?utm_source=datasheet&utm_medium=pdf&utm_campaign=technical_library&utm_content=TS-TL-PDL-014

TESSOL  echnical Library Pendulum

E Input and Output Specifications .............. 8-51
3 Inputs Aand B..........coooeiiiiiinis 8-51
- INpUt C..oe e, 8-51
3 Rear Panel Inputs & Outputs ............ 8-52
£ Auxiliary Functions.............cccevviiiiieennnn. 8-52
o Trigger Hold-Off.........ccoiiiiiii 8-52
; External Start/Stop Arming ............... 8-52
o) Statistics ..o 8-52
& Mathematics .............ococvveveveveeeenn. 8-53
= Other Functions..........ccccccveeviiiineenn. 8-53
Display .....cuvveviieiieiieeee 8-53
GPIB Interface..........ccccccoeeiiiiiiiinnes 8-53
USB Interface..........ccccooeiiiiiiiiiinees 8-54
TimeView™ ..., 8-54
Measurement Uncertainties .................... 8-55
Random Uncertainties (16)............... 8-55
Systematic Uncertainties .................. 8-55
Total Uncertainty (26)......ccccoovcveeeenn. 8-55
Time Interval, Pulse Width, Rise/Fall Time
......................................................... 8-55
Frequency & Period.............ceeeeeeee... 8-56
Frequency Ratio fi/fo.....uvveieverinnnnnnn. 8-56
Phase.......iii, 8-56
Duty Factor.........ccccoviiiieeiiiiiieeen 8-56
Calibration .........ccccooiiiin 8-57
Definition of Terms .........ccccoevviieeen. 8-57
General Specifications............................ 8-57
Environmental Data.............cccceeeeen. 8-57
Power Requirements.............cccccc..... 8-58
Dimensions & Weight ..............cc....... 8-58
Timebase Specifications CNT-91R/71B..8-59
Explanations..........ccccovvviiiviciiinnnnn. 8-59
9 Index

10 Service

Sales and Service Office........coceeennen. 10-2

11 Appendix
New LoOK......cccooiiiiiieeee 11-2

vil

A= Pendulum CNT-90XL AL EE N - H[ZEAL RIE X2 LICE AFL2 HIZEAL APFOf| w2} HEE 4 AL

<
-
7
|
a]
o
|
7
(]
-

— We measure, we calibrate, we validate. EE - www.tessol.com TS-TL-PDL-014 7 /189
KOLAS = M| 3¢l m 7|2k - ISO/IEC 17025



https://www.tessol.com/?utm_source=datasheet&utm_medium=pdf&utm_campaign=technical_library&utm_content=TS-TL-PDL-014

TESSOL  echnical Library Pendulum

GENERAL INFORMATION

>
Z
(1]
2
Q
-
©
g
=
15
[¢]
(]
st
-
o
0
n
w
=

About this Manual

This manual contains directions for use that apply to the Timer/Counter/Analyzers CNT-90 and
CNT-91 as well as the Frequency Calibrator/Analyzer CNT-91R and CNT-91R/71B and the Mi-
crowave Counter/Analyzer CNT-90XL.

In order to simplify the references, these instruments are further referred to throughout this
manual as the '9X', whenever the information applies to all types. Differences are clearly
marked.

Examples:

¢ CNT-90 means CNT-90 and CNT-90/XL
¢ CNT-90/91 means CNT-90 and CNT-91
e CNT-91(R) means CNT-91, CNT-91R and CNT-91R/71B

Chapter 8; Specifications is divided into four separate sections to increase legibility. Much of
the contents is common, so redundant data is the price in this case.

Warranty

The Warranty Statement is part of the folder Important Information that is included with the
shipment.

Declaration of Conformity

The complete text with formal statements concerning product identification, manufacturer and
standards used for type testing is available on request.

Vil
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Introduction —CNT-90(XL):
Optional built-in Li-Ion battery supply
Congratulations on your choice of instrument. ~ realizes instant high-prescision measurements
It will serve you well and stay ahead of most in the field and true UPS operation.
competition for many years to come. —Integrated high performance GPIB inter-
. . . . fi i PI .
Your instrument is designed to bring you a ace using SCPT commands
new dimension to bench-top and system —A fast USB interface that replaces the tra-
Counting‘ It gives Signiﬁcantly increased dltlonal but SIOWCI‘ RS'232 Serial interface.
performance compared to traditional —Timestamping; the counter records the rel-
Timer/Counters. The '9X' offers the following ative position in time of measurements
advantages: with high resolution and accuracy.
—12 digits of frequency resolution per sec- —A high measurement rate of up to 250
ond and 50 or 100 ps resolution, as a result k readings/s to internal memory.
of high-resolution interpolating reciprocal
counting. Powerful and Versatile
—Optional oven-controlled timebase oscilla- Functions
tors, except the CNT-91R & ' _
CNT-91R/71B, which have a fixed ultra- A unique performance feature in your new
stable rubidium oscillator. instrument is the comprehensive arming
possibilities, which allow you to characterize
—CNT-90, CNT-91(R): . .
; ) . virtually any type of complex signal
A variety of RF prescaler options with upper . .
o ‘ concerning frequency and time.
frequency limits ranging from 3 GHz to 20
GHz. For instance, you can insert a delay between
__CNT-91R/71B: the external arming condition and the actual
5 Reference frequency outputs covering 100 arming of the counter. Read more about
kHz, 1 MHz, 5 MHz and 10 MHz. Arming in Chapter 5, "Measurement
— CNT-90XL- Control".
A number of microwave inputs with upper
frequency limits ranging from 27 GHz to 60
GHz.
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Preface

In addition to the traditional measurement
functions of a timer/counter, these
instruments have a multitude of other
functions such as phase, duty factor,
rise/fall-time and peak voltage. The counter
can perform all measurement functions on
both main inputs (A & B). Most measurement
functions can be armed, either via one of the
main inputs or via a separate arming channel

(E).

By using the built-in mathematics and statis-
tics functions, the instrument can process the
measurement results on your benchtop, with-
out the need for a controller. Math functions
include inversion, scaling and offset.
Statistics functions include Max, Min and
Mean as well as Standard and Allan
Deviation on sample sizes up to 2*10°.

No Mistakes

You will soon find that your instrument is
more or less self-explanatory with an intuitive
user interface. A menu tree with few levels
makes the timer/counter easy to operate. The
large backlit graphic LCD is the center of in-
formation and can show you several signal
parameters at the same time as well as setting
status and operator messages.

Statistics based on measurement samples can
easily be presented as histograms or trend
plots in addition to standard numerical mea-
surement results like max, min, mean and
standard deviation.

The AUTO function triggers automatically on
any input waveform. A bus-learn mode sim-
plifies GPIB programming. With bus-learn
mode, manual counter settings can be trans-
ferred to the controller for later
reprogramming. There is no need to learn
code and syntax for each individual counter
setting if you are an occasional GPIB bus
user.

Design Innovations

State of the Art Technology
Gives Durable Use

These counters are designed for quality and
durability. The design is highly integrated.
The digital counting circuitry consists of just
one custom-developed FPGA and a 32-bit
microcontroller. The high integration and low
component count reduces power
consumption and results in an MTBF of
30,000 hours. Modern surface-mount
technology ensures high production quality.
A rugged mechanical construction, including
a metal cabinet that withstands mechanical
shocks and protects against EMI, is also a
valuable feature.

High Resolution

The use of reciprocal interpolating counting
in this new counter results in excellent
relative resolution: 12 digits/s for all
frequencies.

The measurement is synchronized with the
input cycles instead of the timebase. Simulta-
neously with the normal "digital" counting,
the counter makes analog measurements of
the time between the start/stop trigger events
and the next following clock pulse. This is
done in four identical circuits by charging an
integrating capacitor with a constant current,
starting at the trigger event. Charging is
stopped at the leading edge of the first
following clock pulse. The stored charge in
the integrating capacitor represents the time
difference between the start trigger event and
the leading edge of the first following clock
pulse. A similar charge integration is made
for the stop trigger event.

USER MANUAL e CNT 9x Series ® Rev.22 February 2020 1-3
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When the "digital" part of the measurement
is ready, the stored charges in the capacitors
are measured by means of Analog/Digital
Converters.

The counter's microprocessor calculates the
result after completing all measurements, i.e.
the digital time measurement and the analog
interpolation measurements.

The result is that the basic "digital resolution'
of + 1 clock pulse (10 ns) is reduced to 100 ps
for the CNT-90 and 50 ps for the CNT-91(R).

Since the measurement is synchronized with
the input signal, the resolution for frequency
measurements is very high and independent
of frequency.

The counters have 14 display digits to
ensure that the display itself does not restrict
the resolution.

Remote Control

This instrument is programmable via two in-
terfaces, GPIB and USB.

The GPIB interface offers full general func-
tionality and compliance with the latest stan-
dards in use, the IEEE 488.2 1987 for HW
and the SCPI 1999 for SW.

In addition to this 'native' mode of operation
there is also a second mode that emulates the
Agilent 53131/132 command set for easy ex-
change of instruments in operational ATE
systems.

The USB interface is mainly intended for the
lab environment in conjunction with the op-
tional TimeView™ analysis software. The
communication protocol is a proprietary ver-
sion of SCPIL.

Fast GPIB Bus

These counters are not only extremely
powerful and versatile bench-top
instruments, they also feature extraordinary
bus properties.

The bus transfer rate is up to 4000
triggered measurements/s in CNT-91(R).
Array measurements to the internal
memory can reach 250 k measurements/s.

This very high measurement rate makes new
measurements possible. For example, you
can perform jitter analysis on several tens of
thousands of pulse width measurements and
capture them in less than a second.

An extensive Programmer's Handbook helps
you understand SCPI and counter program-
ming.

The counter is easy to use in GPIB environ-
ments. A built-in bus-learn mode enables
you to make all counter settings manually
and transfer them to the controller. The
response can later be used to reprogram the
counter to the same settings. This eliminates
the need for the occasional user to learn all
individual programming codes.

Complete (manually set) counter settings can
also be stored in 20 internal memory
locations and can easily be recalled on a later
occasion. Ten of them can be user protected.

1-4 USER MANUAL e CNT 9x Series e Rev.22 February 2020
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Unpacking

Safety

Introduction

Even though we know that you are eager to
get going, we urge you to take a few minutes
to read through this part of the introductory
chapter carefully before plugging the line
connector into the wall outlet.

This instrument has been designed and tested
for Measurement Category I, Pollution
Degree 2, in accordance with EN/IEC
61010-1:2001 and CAN/CSA-C22.2 No.
61010-1-04 (including approval). It has been
supplied in a safe condition.

Study this manual thoroughly to acquire ade-
quate knowledge of the instrument, especially
the section on Safety Precautions hereafter
and the section on Installation on page 1-7.

Safety Precautions

All equipment that can be connected to line
power is a potential danger to life. Handling
restrictions imposed on such equipment
should be observed.

To ensure the correct and safe operation of
the instrument, it is essential that you follow
generally accepted safety procedures in
addition to the safety precautions specified in
this manual.

The instrument is designed to be used by
trained personnel only. Removing the cover
for repair, maintenance, and adjustment of
the instrument must be done by qualified
personnel who are aware of the hazards
involved.

The warranty commitments are rendered
void if unauthorized access to the interior
of the instrument has taken place during
the given warranty period.

Y& Pendulum CN
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Caution and Warning
Statements

CAUTION: Shows where incorrect
procedures can cause damage to, or
destruction of equipment or other
property.

WARNING: Shows a potential danger that
requires correct procedures or practices
to prevent personal injury.

Symbols

@ Shows where the protective ground

terminal is connected inside the instrument.
Never remove or loosen this screw.

This symbol is used for identifying
the functional ground of an 1/O signal. It is
always connected to the instrument chassis.

A Indicates that the operator should

consult the manual.

One such symbol is printed on the instrument,
below the A and B inputs. It points out that
the damage level for the input voltage
decreases from 350 Vpto 12Vms when you
switch the input impedance from 1 MQ to

50 Q.

If in Doubt about Safety

Whenever you suspect that it is unsafe to usc
the instrument, you must make it inoperative
by doing the following:

—Disconnect the line cord

—Clearly mark the instrument to prevent its
further operation

z_ZZ'_

@
F

/7

Fig. 1-1 Do not overlook the safety instructions!

— Inform your Pendulum representative.

For example, the instrument is likely to be un-

safe if it is visibly damaged.

Disposal of Hazardous
Materials

m CNT-90 & CNT-90XL only

If your instrument was ordered with a built-in
battery supply (Option 23/90), it contains 12
Li-Ion cells arranged as a fixed battery pack
with internal protection circuitry.

Even though this type of cell does not cause
environmental damage in the same way as
NiCd, for instance, you should dispose of a
worn-out battery pack at an authorized recy-
cling station or return it to Pendulum.

Note: Individual cells cannot be replaced.
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This section provides information about the environmental impact of the product.

Product End-of-Life Handling

Observe the following guidelines when recycling an instrument or component:

Equipment recycling

Production of this equipment required the extraction and use of natural resources. The
equipment may contain substances that could be harmful to the environment or human health
if impropely handled at the product's end of life. To avoid release of such substances into the
environment and to reduce the use of natural resources, we encourage you to recycle this
product in an appropriate system that will ensure that most of the materials are reused or
recycled appropriately.

This symbol indicates that this product complies with European Union
requirements according to Directives 2012/19/EU and 2006/66/EC on waste
electrical and electronic equipment (WEEE) and batteries.
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Unpacking

Check that the shipment is complete and that
no damage has  occurred  during
transportation. If the contents are
incomplete or damaged, file a claim with the
carrier immediately. Also notify your local :
Pendulum sales or service organization in .
case repair or replacement may be required.

* Getting Started Manual
* User's Manual
Programmer's Handbook

Service Manual (CNT-91R/71B
only)

Check List

The shipment should contain the following:

— Counter/Timer/Analyzer CNT-90/91 or
Frequency Calibrator/Analyzer CNT-91R
or CNT-91R/71B or Microwave Coun-
ter/Analyzer CNT-90XL

— Line cord

— Printed version of the Getting Started
Manual

— Brochure with Important Information
— Certificate of Calibration

— Options you ordered should be installed.

See Identification below.
— CD including the following

documentation in PDF:

Identification

The type plate on the rear panel shows type
number and serial number. See illustrations
on page 2-5 and 2-6. Installed options are
listed under the menu User Options - About,
where you can also find information on
firmware version and calibration date. See
page 2-15.

The CNT-91R/71B version is identified by a
unique identification marking, or UID. This

permanent tag contains a barcode and allows
customers to track easily their inventory and

property.
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Installation

Supply Voltage

m Setting

The Counter may be connected to any AC
supply with a voltage rating of 100-240 Vac,
50-400 Hz (Nom.). The counter automatically
adjusts itself to the input line voltage.

m Fuse

The secondary supply voltages are electroni-
cally protected against overload or short cir-
cuit. The primary line voltage side is
protected by a fuse located on the power
supply unit. The fuse rating covers the full
voltage range. Consequently there is no need
for the user to replace the fuse under any
operating conditions, nor is it accessible from
the outside.

CAUTION: If this fuse is blown, it is likely
that the power supply is badly damaged.
Do not replace the fuse. Send the counter
to the local Service Center.

Removing the cover for repair, maintenance
and adjustment must be done by qualified
and trained personnel only, who are fully
aware of the hazards involved.

The warranty commitments are

rendered void if unauthorized access to
the interior of the instrument has taken
place during the given warranty period.

Battery Supply

m CNT-90 & CNT-90XL only

It is possible to run the counter from an op-
tional battery supply, Option 23/90.

You must charge the battery before use or
storage. The counter charges the battery
automatically when connected to line power
or an external DC source, whether the
instrument is in standby or turned on. See the
specifications for charging time in different
modes of operation.

Grounding @

Grounding faults in the line voltage supply
will make any instrument connected to it dan-
gerous. Before connecting any unit to the
power line, you must make sure that the pro-
tective ground functions correctly. Only then
can a unit be connected to the power line and
only by using a three-wire line cord. No other
method of grounding is permitted. Extension
cords must always have a protective ground
conductor.

CAUTION: If a unit is moved from a cold to
a warm environment, condensation may
cause a shock hazard. Ensure, therefore,
that the grounding requirements are
strictly met.

WARNING: Never interrupt the grounding
cord. Any interruption of the protective
ground connection inside or outside the
instrument or disconnection of the
protective ground terminal is likely to
make the instrument dangerous.

Orientation and Cooling

The counter can be operated in any position
desired. Make sure that the air flow through
the ventilation slots at the top, and side panels
is not obstructed. Leave 5 centimeters (2
inches) of space around the counter.
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Fold-Down Support

For bench-top use, a fold-down support is
available for use underneath the counter. This
support can also be used as a handle to carry
the instrument.

Mo
i -

wdof
'Eé]\,?' i .l'l?
| !
b By
Fig. 1-2  Fold-down support for comfortable

bench-top use.

Rackmount Adapter

2D
g™

Fig. 1-3 Dimensions for rackmounting hardware.

If you have ordered a 19-inch rack-mount kit

for your instrument, it has to be assembled after
delivery of the instrument. The rackmount kit

consists of the following:

— 2 brackets, (short, left; long, right)
— 4 screws, M5 x 8

— 4 screws, M6 x 8

WARNING: Do not perform any internal
service or adjustment of this instrument
unless you are qualified to do so

Before you remove the cover, disconnect
mains cord and wait for one minute.

Capacitors inside the instrument can hold
their charge even if the instrument has

been separated from all voltage sources.

Fig. 1-4 Fitting the rack mount brackets on the

counter.
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&2 Pendulum CNT-90XL AFE M H A

m Assembling the Rackmount Kit

— Make sure the power cord is
disconnected from the instrument.

— Turn the instrument upside down.
See Fig. 1-5.

Fig. 1-5 Remove the screws and push the counter

out of the cover.

— Undo the two screws (A) and remove
them from the cover.

— Remove the rear feet by undoing the
two screws (B).

— Remove the four decorative plugs (C)
that cover the screw holes on the right
and left side of the front panel.

— Grip the front panel and gently push at the
rear.

— Pull the instrument out of the cover.

— Remove the four feet from the cover.

Use a screwdriver as shown in the following
illustration or a pair of pliers to remove the
springs holding each foot, then push out the
feet.

|

LA
&/

e -
"> 1«@ i [—> \ ‘
J ,:] r
f P

'\.\_.//" \7

Fig. 1-6 Removing feet from the cover.
— Push the instrument back into the cover.

See Fig. 1-5.

— Mount the two rear feet with the screws
(B) to the rear panel.

— Put the two screws (A) back.

— Fasten the brackets at the left and right
side with the screws included as illustrated
in Fig 1-6

— Fasten the instrument in the rack via
screws in the four rack-mounting holes

The long bracket has an opening so that cables
for Input A, B, and C can be routed inside the
rack.

m Reversing the Rackmount Kit

The instrument may also be mounted to the
right in the rack. To do so, swap the position
of the two brackets.
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Basic Controls
-
A more elaborate description of the front and survey, the purpose of which is to make you
rear panels including the user interface with familiar with the layout of the instrument.
its menu system follows after this See also the appendix.
introductory
INPUT A INPUT B SETTINGS
Opens the menu from which Opens the menu from which Select measurement pa-
you can adjust all settings you can adjust all settings for rameters such as mea-
for Input A like Coupling, Input B like Coupling, surement time, number of
Impedance and Attenuation. Impedance and Attenuation. measurements, and so on.
7 R\
CNI-90  TIMER / COUNT:R / ANALYZER 100ps / 300MHz pendulum
7 =\ freee®”

OO OOOO
Looocomoooo

'NPUT A INPUTB  SETTINGS MAH/Ln  USER OFT hol™/RUN RESTAR

Ve

STANDBY LED STANDBY/ON MATH/LIMIT USER OPT.
The LED lights up when the Toggling secondary Menu for selecting one  Controls the following
counter is in STANDBY mode, power switch. Pressing  of a set of formulas for  items:
indicating that power is still this button in standby modifying the
applied to an internal optional mode turns the counter measurement result. 1. Settings memory
OCXO, if one has been ON and restores the Three constants can 2. Calibration
installed, or to the rubidium settings as they were at  be entered from the 3. Interface
oscillator in the CNT-91R. power-down. keyboard. 4. Self-test
5. Blank digits
Numerical limits can 6. About
also be entered for
status reporting and
recording.
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presentation
modes. Switching

presentation mode
with one main

surement function.
You can use the

automatically to the
optimum levels for

2

- Using the Controls

O

‘c

<

o

&

o STAT/PLOT VALUE MEAS FUNC AUTO SET CURSOR
ﬁ Enters one of three  Enters the normal Menu tree for Adjusts input trigger - cONTROL
= statistics numerical selecting mea- voltages

The cursor position,
marked by text
inversion on the

between the modes  parameter and a seven softkeys the chosen .
. . - display, can be
is done by toggling number of auxiliary  below the display measurement moved in four
the key. parameters. for confirmation. function. _—
. directions.
Double-click for
default settings.
7 N
CNI-Q0  TIMER / COUNTER / ANAC/ZER 1000s / 300M 'z pendulum
7 =\ T gt

=

OO OOO
DEEDRADEED N ED

SETIINGS MAH/LM USER O°7 HOLD /P'.« RESTAR

O
J ™

1
]
INPUTA  INPUTB

o

HOLD/RUN
Toggles between
HOLD (one-shot)
mode and RUN

RESTART
Initiates one new

measurement if

HOLD is active.

EXIT/OK
Confirms menu
selections and
moves up one level
in the menu tree.

CANCEL

Moves up one
menu level without
confirming

ENTER
Confirms menu
selections without
leaving the menu

(continuous) mode. selections made. level.
Freezes the result Exits REMOTE
after completion of a mode if not
measurement if LOCAL
HOLD is active. LOCKOUT.
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Secondary Controls
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Connectors & Indicators

GRAPHIC DISPLAY SOFTKEYS
320 x 97 pixels LCD with backlight for showing The function of these seven keys is menu de-
measurement results in numerical as well as pendent. Actual function is indicated on the LCD.
graphical format. The display is also the center of the Depressing a softkey is often a faster alternative to
dynamic user interface, comprising menu trees, moving the cursor to the desired position and then
indicators and information boxes. pressing OK.
CNT-90  TIMER / COUNTER ANALYZER 100ps / 300M¥iz pendulum

RF/MICROWAVE

TRIGGER IN- GATE INDI- MAIN INPUTS INPUT
DICATORS CATOR - CNT—90/91.(R): A
The two identical DC number of optional RF
i coupled channels A& B, prescalers are
Blinking LED in- A pending mea- are used for all types of available.
dicates correct surement causes  measurements, either
7 ; the LED to light i
triggering. 9 one at a time or both CNT-90XL: One of a

up. together.
9 number of microwave

converters is mounted.

NUMERIC INPUT KEYS

Sometimes you may want to enter numeric values like the constants ~ CONN- type dep. on

and limits asked for when you are utilizing the postprocessing frequency spec.
features in MATH/LIMIT mode. These twelve keys are to be used for
this purpose.
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Pendulum

Rear Panel Optional Main Input Connectors (not
with Option 23/90)
Type Plate The front panel inputs can be moved to the rear

Indicates instrument
type and serial number.

panel by means of an optional cable kit. Note
that the input capacitance will be higher.

Pulse Output Fan
[CNT-91(R) only] A temp. sensor controls the speed
User definable to serve of the fan. Normal bench-top use
as output for built-in means low speed, whereas
pulse generator, gate rack-mounting and/or options may
indicator or alarm. result in higher speed.

Protective Ground
Terminal
This is where the protective
ground wire is connected
inside the instrument. Never
tamper with this screw!

Line Power Inle
AC 100-240 Vac, 50-400 Hz
(Nom.) no range switching
needed.

PULSE QU1
L v}

Reference Output 10
MHz derived from the
internal or, if present,
the external reference.

External Arming Input
See page 5-7.

External Reference Input
Can be automatically selected
if a signal is present and
approved as timebase source,
see Chapter 9.

GPIB Connector
Address set via User Options
Menu.

USB Connector
Universal Serial Bus (USB)
for data communication with
PC.

Ext. DC Connector
Part of Option 23/90 for
CNT-90(XL).

Range: 12-18 V Note the
polarity.

USER MANUAL e CNT 9x Series ® Rev.22 February 2020
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§ Rear Panel Additional output frequencies

w CNT-91R/71B Connectors .

. ( Tvoe Plate ) These connectors provide additional output Protective Ground
N yp . . frequencies which are, from left to right, 100kHz, Terminal
tn ica eds lns.rlIJmenb 1MHz, 5MHz and 10MHz. This is where the protective
ype and serial numboer. ground wire is connected

inside the instrument. Never
tamper with this screw!
Pulse Output Fan
User definable to serve A temp. sensor controls the speed
as output for built-in of the fan. Normal bench-top use
pulse generator, gate means low speed, whereas Line Power Inlet
indicator or alarm. rack-mounting and/or options may AC 100-240 Vac, 50-400
result in higher speed. Hz (Nom.), no range

switching needed.

Reference Output External Arming Input USB Connector
10 MHz derived from the See page 5-7. Universal Serial Bus (USB)
internal or, if present, the for data communication with
external reference. PC.
External Reference GPIB Connector
Input Address set via User Options
Can be automatically Menu.

selected if a signal is present
and approved as timebase
source, see Chapter 9.

2-6 USER MANUAL e CNT 9x Series e Rev.22 February 2020

<
-
7
|
a]
o
|
7
(]
-

— We measure, we calibrate, we validate. FEE - www.tessol.com TS-TL-PDL-014 25/189



https://www.tessol.com/?utm_source=datasheet&utm_medium=pdf&utm_campaign=technical_library&utm_content=TS-TL-PDL-014

>
Z
(1]
2
Q
-
©
g
=
15
[¢]
(]
st
-
o
0
n
w
=

TS-TL-PDL-014

TESSOL

Technical Library

Using the Controls

Description of Keys

Power

The ON/OFF key is a toggling secondary
power switch. Part of the instrument is always
ON as long as power is applied, and this
standby condition is indicated by a red LED
above the key. This indicator is consequently
not lit while the instrument is in operation.

m CNT-91R and CNT-91R/71B only

While the rubidium oscillator is warming up, an
open padlock symbol labeled RB is flashing at
the top right corner of the display, indicating
that the control loop is not locked. Normal time
to lock is about 5 min. Do not start measuring
until the unlock symbol disappears.

New Message Box

Information exchange between the rubidium
oscillator and the CPU takes place over a serial
bus. Any malfunction in the UART-con-trolled
communication link will be reported in a pop-up
message box on the display.

m CNT-90(XL) w. Option 23/90

The User Interface Screens have two indica-
tors near the upper right corner of the display.
One is a power supply status indicator and
the other is a battery charging level indicator.

The status indicator shows:

« afixed battery symbol when the internal
battery is the active power source

* acharging battery symbol when the internal
battery is being charged

« apower plug symbol when the mains is the
active power source

« apower plug symbol on top of a battery
symbol when the instrument has been
prepared for UPS operation and charging is
not going on

The charging level indicator shows:

« the relative charging level in percent

Select Function

This hard key is marked MEAS FUNC.
When you depress it, one of the menus
below will open.

Froguoncuy A: MEAZ

9.999999 953 m.

Measure function:
Period Pulse

Time ‘ Phase Uolt

Fig. 2-1  CNT-90: Select measurement function.

Frequency A: Ll

9.933 336 68 -

Measure function:
Pariod Pulsa
Pouers
Time Phase Uolt

Fig. 2-2 CNT-90XL: Select measurement
function.

Frequency A: L

d.333 333 386 wu-

Heasuvre function:
Period Pulse Totalize

l ‘ Uolt

Freq | Time

Fig. 2-3 CNT-91(R): Select measurement
function.

The current selection is indicated by text in-
version that is also indicating the cursor posi-
tion. Select the measurement function you
want by depressing the corresponding softkey
right below the display.

Alternatively you can move the cursor to the
wanted position with the RIGHT/LEFT arrow
keys. Confirm by pressing ENTER.

A new menu will appear where the contents
depend on the function. If you for instance

USER MANUAL e CNT 9x Series ® Rev.22 February 2020 2-7
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have selected Frequency, you can then select
between Frequency, Frequency Ratio and
Frequency Burst. Finally you have to decide
which input channel(s) to use.

Autoset/Preset

By depressing this key once after selecting
the wanted measurement function and input
channel, you will most probably get a
measurement result. The AUTOSET system
ensures that the trigger levels are set
optimally for each combination of
measurement function and input signal
amplitude, provided relatively normal signal
waveforms are applied. If Manual Trigger has
been selected before pressing the AUTOSET
key, the system will make the necessary
adjustments once (Auto Once) and then
return to its inactive condition.

AUTOSET performs the following functions:

« Set automatic trigger levels

*  Switch attenuators to 1x

* Turn on the display

« Set Auto Trig Low Freq to
m 100 Hz, if f, >100Hz, or to
m fin, if 10<fin<100 Hz, or to
m 10 Hz, if fin <10Hz

A higher value means faster settling time.

By depressing this key twice within two sec-
onds, you will enter the Preset mode, and a
more extensive automatic setting will take
place. In addition to the functions above, the
following functions will be performed:

+ SetMeas Time to 200 ms

«  Switch off Hold-Off

« Set HOLD/RUN to RUN

«  Switch off MATH/LIM

- Switch off Analog and Digital Filters

« Set Timebase Ref to Auto
+  Switch off Arming

m Default Settings

An even more comprehensive preset functior
can be performed by recalling the factory de
fault settings. See page 2-16.

Move Cursor

There are four arrow keys for moving the
cursor, normally marked by text inversion,
around the menu trees in two dimensions.

Display Contrast

When no cursor is visible (no active menu se-
lected), the UP/DOWN arrows are used for
adjusting the LCD display contrast ratio.

Enter

The key marked ENTER enables you to con-
firm a choice without leaving your menu
position.

Save & Exit

This hard key is marked EXIT/OK. You will
confirm your selection by depressing it, and
at the same time you will leave the current
menu level for the next higher level.

Don't Save & Exit

This hard key is marked CANCEL. By de-
pressing it you will enter the preceding menu
level without confirming any selections made
at the current level.

If the instrument is in REMOTE mode, this key
is used for returning to LOCAL mode, unless
LOCAL LOCKOUT has been programmed.
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Presentation Modes

= VALUE

Frequency A: Maas

50.000 001 76 m-

Umax: 1.4624V Umin:-2.528 4 U Up=-p: 3.990 § U

Fig. 2-4 Main and aux. parameters.

Value mode gives single line numerical pre-
sentation of individual results, where the main
parameter is displayed in large characters with
full resolution together with a number of
auxiliary parameters in small characters with
limited resolution.

Frequency A: MEAE

43.333 333 BE iz
&)

50.100 D00 0O0OMHz
Up=p: 4.019 0

49.900 000 000MHz
Umax: 1.4%0 U Umin:-2.529 U

Fig. 2-5 Limits presentation.

If Limit Behavior is set to Alarm and Limit
Mode is set to Range you can visualize the de-
viation of your measurements in relation to the
set limits. The numerical readout is now com-
bined with a traditional analog pointer-type in-
strument, where the current value is
represented by a "smiley". The limits are
presented as numerical values below the main
parameter, and their positions are marked with
vertical bars labelled LL (lower limit) and UL
(upper limit) on the autoscaled graph.

If one of the limits has been exceeded, the
limit indicator at the top of the display will be
flashing. In case the current measurement is
out of the visible graph area, it is indicated by
means of a left or a right arrowhead.

m STAT/PLOT

If you want to treat a number of measurements
with statistical methods, this is the key to
operate. There are three display modes
available by toggling the key:

*  Numerical

« Histogram

¢ Trend Plot

Numerical

Fpequencg A MEAH: MEAS

10.000 041 617 9 .

H: 1536 of 2000000000 (0%)

Max: 10.000 041 96 MHz P=P: 0.79 Hz
Min: 10.000 041 17 MHz Adey: 0.12 Hz
Std: 0.12 Hz

Fig. 2-6 Statistics presented numerically.

In this mode the statistical information is dis-
played as numerical data containing the fol-
lowing elements:

*  Mean: mean value

* Max: maximum value

e Min: minimum value

* P-P: peak-to-peak deviation

* Adev: Allan deviation

« Std: Standard deviation

I_-Iistogram

Fraguency fA: mEAz

100 mHz/div 10.000 041 2 MHz 0%

Fig. 2-7 Statistics presented as a histogram.

The bins in the histogram are always
autoscaled based on the measured data. Limits,
if enabled, and center of graph are shown as
vertical dotted lines. Data outside the limits are
not used for autoscaling but are replaced by an
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arrow indicating the direction where
non-displayed values have been recorded.

Trend Plot

Frequency A:

WWMWW«

4.999 999 939 0 MHz 0.05 Ms

Fig. 2-8 Running trend plot.

This mode is used for observing periodic fluc-
tuations or possible trends. Each plot terminates
(if HOLD is activated) or restarts (if RUN is
activated) after the set number of samples. The
trend plot is always autoscaled based on the
measured data, starting with O at restart. Limits
are shown as horizontal lines if enabled.

m Remote

When the instrument is controlled from the
GPIB bus or the USB bus, the operating mode
changes to Remote, indicated by the label
REM on the display. All front panel keys ex-
cept CANCEL are then disabled. See also page
2-8 for more information on this key.

Entering Numeric Values

Sometimes you may want to enter constants
and limits in a value input menu, for instance
one of those that you can reach when you
press the MATH/LIMIT key.

You may also want to select a value that is no
in the list of fixed values available by pressing
the UP/DOWN arrow keys. One example it
Meas Time under SETTINGS.

A similar situation arises when the desired
value is too far away to reach conveniently by
incrementing or decrementing the original
value with the UP/DOWN arrow keys. One

example is the Trig Lvl setting as part of the
INPUT A (B) settings.

Whenever it is possible to enter numeric val-
ues, the keys marked with 0-9;. (decimal
point) and =+ (stands for Change Sign)take on
their alternative numeric meaning.

It is often convenient to enter values using the
scientific format. For that purpose, the
rightmost softkey is marked EE (stands for
Enter Exponent), making it easy to switch be-
tween the mantissa and the exponent.

Press EXIT/OK to store the new value or
CANCEL to keep the old one.

Hard Menu Keys

These keys are mainly used for opening fixed
menus from which further selections can be
made by means of the softkeys or the cur-
sor/select keys.

= Input A (B)
7 Frequency A: neas |
10.000 040 45 w.
Input A:
8 i e fwte  Trig Filter

I AC son 1x Man oy (0ff

Fig. 2-9 Input settings menu.

By depressing this key, the bottom part of the
display will show the settings for Input A (B).

The active settings are in bold characters and
can be changed by depressing the correspond-
ing softkey below the display. You can also
move the cursor, indicated by text inversion, to
the desired position with the RIGHT/LEFT
arrow keys and then change the active setting
with the ENTER key.

The selections that can be made using this
menu are:
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«  Trigger Slope: positive or negative, indicated
by corresponding symbols

*  Coupling: AC or DC
« Impedance: 50 Q or 1 MQ
«  Attenuation: 1x or 10x

- Trigger:" Manual or Auto

«  Trigger Level:* numerical input via front panel
keyboard. If Auto Trigger is active, you can
change the default trigger level manually as a
percentage of the amplitude.

. Filter:®> On or Off

Notes: 1  Always Auto when measuring
risetime or falltime

2  The absolute level can either be
adjusted using the up/down arrow keys
or by pressing ENTER to reach the
numerical input menu.

3  Pressing the corresponding softkey or
ENTER opens the Filter Settings menu.
See Fig. 2-10. You can select a fixed
100 kHz analog filter or an adjustable
digital filter. The equivalent cutoff
frequency is set via the value input
menu that opens if you select Digital LP
Frequency from the menu.

| Frequency A: Heas

00.000 001 76 m-

Input A:Filter:

fAinalog LP Digital LP
100 kHz Digital LP Freq
Off off 100 kHz

Fig. 2-10 Selecting analog or digital filter.

m InputB

The settings under Input B are equal to those
under Input A.

m Settings

This key accesses a host of menus that affect
the measurement. The figure above is valid
after changing the default measuring time to 10
ms.

Frequency A: HEAZ

10.000 040 61 m-
Settings:
Burst Trigger Timebase

MeasTime Hold Off Stat Ref Misc

10 ms Wi | nb

Fig. 2-11 The main settings menu.
Meas Time

HII"I"'E'II.IEI'IGQ I';I: 'h'l'eas .

50.000 001 76 wi-

Settings:

MeasTime: EI] ms
us .-

Fig. 2-12 Submenu for entering measuring time.

This value input menu is active if you select a
frequency function. Longer measuring time
means fewer measurements per second and
gives higher resolution.

Burst

Frequency A: Meas

20.000 001 76 m=

Settings:Burst:
Frequency

Start delay  Meas time Limit
200uvs | 200 us 200 us 300 MHz

Fig. 2-13 Entering burst parameters.

This settings menu is active if the selected
measurement function is BURST - a specia
case of FREQUENCY - and facilitates mea
surements on pulse-modulated signals. Botl
the carrier frequency and the modulating fre
quency - the pulse repetition frequency (PRF) -
can be measured, often without the support o
an external arming signal.
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Arm start. A typical use is to clean up signals gen-
erated by bouncing relay contacts.
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| Frequency f: Meas |

00.000 001 76 -

wettings:Arm:

Startii &l Start Arm Stop Stop
Chan JE1[T-1 delay Chan Slope
| OFf | I 200 vs DFf I

Fig. 2-14 CNT-90 & CNT-90XL: Setting arming
conditions.

Frequency A: MEAS

4.187 045 BB5 2 wi:
Settings:Arm:
(L Start Start Start Stop Stop Stop
On Chan Slope Delay Delay Chan Slope
(Sample)fiig3] I 0s 0s (OFF) i

Fig. 2-15 CNT-91(R): Setting arming conditions.

Arming is the general term used for the means
to control the actual start/stop of a
measurement. The normal free-running mode is
inhibited and triggering takes place when
certain pretrigger conditions are fulfilled.

The signal or signals used for initiating the
arming can be applied to three channels (A, B,
E), and the start channel can be different from
the stop channel. All conditions can be set via
this menu.

NOTE: Stop Delay can only be used for realizing the
function Timed Totalize in the CNT-91(R).

Trigger Hold-Off

Fraquency fA: $illzmeEns

200.1339 457 252 w-

Sattings:TriggerHold OFf:
Trigger

Hold OFF Hold Off
OfF 200 us

Fig. 2-16 The trigger hold-off submenu.

A value input menu is opened where you can
set the delay during which the stop trigger
conditions are ignored after the measurement
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-
-
O . 0
o Statistics
=
Frequency in Burst fA: A
4.134 663 B m-
Settings:5tat:
Ho. OF Ho. Of Pacing
Samples Bins Pacing Time
100 20 Off is

Fig. 2-17 Entering statistics parameters.

In this menu you can do the following:
* Set the number of samples used for calculation
of various statistical measures.
* Set the number of bins in the histogram view.

« Pacing
The delay between measurements, called
pacing, can be set to ON or OFF, and the time
can be set within the range 2 ps - 500 s.

Timebase Reference

Frequencuy fA: MEAE

4,134 664 464 w.

Settings:TimebaseRef:

Int Ext Auto

Fig. 2-18 Selecting timebase reference source.

Here you can decide if the counter is to use an
Internal or an External timebase. A third al-
ternative is Auto. Then the external timebase
will be selected if a valid signal is present at
the reference input. The EXT REF indicator at
the upper right corner of the display shows that
the instrument is using an external timebase

reference.
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Miscellaneous

Frequency fi: F0XMEAS

248.663 081 321 -

Settings:Misc:

Interp Smart fAvuto Trig
Calib Meas Low Freq
on | (0Ff) 100, Hz

Fig. 2-19 CNT-90: The 'Misc' submenu.

Fraquency A: Y05k MEAS

24B.337 522 698 mr

Sattings:Misc:

Interp Smart Auto Trig Input C
Calib Meas Timeout Low Freq ficg
on | (OFf) 100 Hz [Autnl
Fig. 2-20 CNT-90XL: The 'Misc' submenu.
Fraquency A: EHE Pk
REM
9.999 993 393 9 w:-
Settings:Misc:
Interp BG83 Auto Trig
[N} Meas Timeout Low Freg TIE
On | (0Ff) 100 Hz (Autol

Fig. 2-21  CNT-91(R): The 'Misc' submenu.

The options in this menu are:

. Smart Measure with submenus:

m  Smart Time Interval (valid only if the
selected measurement function is Time
Interval)

The counter decides by means of
timestamping which measurement channel
precedes the other.

m  Smart Frequency (valid only If the selected
measurement function is Frequency or
Period Average) By means of continuous
timestamping and regression analysis, the
resolution is increased for measuring times
between 0.2 s and
100 s.

* Input C Acquisition (CNT-90XL only) Auto
means that the whole specified frequency range
is scanned for valid input signals.

Fraquency A:

¥95% MEAT

248.267 648 103 m:

Settings:Misc:lnput C Acq:

Freq C
Centre Acquisition
300 MHz Auto

Fig. 2-22 CNT-90XL: The 'Input C Acquisition'

NOTE:

submenu.

Manual means that a narrow band around the
manually entered center frequency is monitored
for valid input signals. This mode is compulsory
when measuring burst signals but is also rec-
ommended for FM signals, when the ap-
proximate frequency is known. An additional
feature is that the measurement results are
presented much faster, as the acquisition
process is skipped.

Signal frequencies outside the manual
capture range may cause erroneous results.
In order to draw the operator's attention to this
eventuality, the sign "M.ACQ" is visible in the
upper right corner of the display.

«  Auto Trig Low Freq
In a value input menu you can set the lower
frequency limit for automatic triggering and
voltage measurements within the range 1 Hz -
100 kHz. A higher limit means faster settling
time and consequently faster measurements.

* Timeout
From this submenu you can activate/deactivate
the timeout function and set the maximum time
the instrument will wait for a pending
measurement to finish before outputting a zero
result. The range is 10 ms to 1000 s.

« Interpolatator Calibration
By switching off the interpolator calibration, yor
can increase the measurement speed at the
expense of accuracy.

e TIE (CNT-91 only)
From a submenu you can either let the counter
choose the reference frequency automatically
(Auto) or enter it manually.

— We measure, we calibrate, we validate.
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é = Math/Limit The display tells you that the Math function is
0 M | not active, so press the Math Off key once to
= Frequency f: MHeas R
ED nu D DD 1 77 open the formula selection menu.
. MHz
s bt Select one of the five different formulas,
E%!ﬂ Lim‘its where K, L and M are constants that the user
| can set to any value. X stands for the current
Fig. 2-23 Selecting Math or Limits parameters. non-modified measurement result.
You enter a menu where you can choose be- | Frequency a: HATS BRAR
tween inputting data for the Mathematics or the 50‘9?5 81 3 548 MH2Z
Limits postprocessing unit. Math/Limit:Math:
[ Math K L 4]
Frequency RA: HERR 1E0 0 ED 1E0

4.1 54 573 593 MHz ;:ig. 2-26  Selecting formula constants.

Math/Limit:Math:

Math K L ] Each of the softkeys below the constant labels
(0FF) 1E0 0E0 1E0 : }
opens a value input menu like the one below.

Fig. 2-24 The Math submenu. .
Frequency A: Meas

The Math branch is used for modifying the ED.DDD Du 1 TE MHz

measurement result mathematically before Mlathl i Liath:
presentation on the display. Thus you can make RS

the counter show directly what you want

without tedious recalculations, e.g. Fig. 2-27  Entering numeric values for constants.
revolutions/min instead of Hz.

EE X0

Use the numeric input keys to enter the man-
The Limits branch is used for setting numerical tissa and the exponent, and use the EE key to
limits and selecting the way the instrument will toggle between the input fields. The key
report the measurement results in relation to marked Xo is used for entering the display
them. reading as the value of the constant.

Let us explore the Math submenu by pressing  The Limit submenu is treated in a similar way,
the corresponding softkey below the display. and its features are explored beginning on
' | page 6-6.

Frequency A: bk

4.222 931 86 wz

Math/Limit:Math:Math:
K*84L  Kes4L

K*Rel KiRel M MR-

Fig. 2-25 Selecting Math formula for
postprocessing.
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m User Options

Frequency A: HEA

10.000 000 000 4 w2

User options:
Calibrate Test Digits

Save | Blank
Recall Interface 0 About

Fig. 2-28 CNT-90: The User Options menu.

Frequency fA: MATH ¥ 1Y% HEAS

248.027 886883 mi.

User options:

Calibrate Test Digits
Save ‘ Blank
Racall Interface 0 About

Fig. 2-29 CNT-90XL & CNT-90 with Option 23/90:

The User Options menu.

Frequancy A: MATH MEAZ

999939993936 m.

User options:

Calibrate Test Digits
Save Blank
Recall Interface [} About

Fig 2-30 CNT-91(R): The User Options menu.

From this menu you can reach a number of
submenus that do not directly affect the
measurement. You can choose between a
number of modes by pressing the
corresponding softkey.

Save/Recall Menu

Twenty complete front panel setups can be
stored in non-volatile memory. Access to the
first ten memory positions is prohibited when
Setup Protect is ON. Switching OFF Setup
Protect releases all ten memory positions si-
multaneously.

The different setups can be individually la-
beled to make it easier for the operator to re-
member the application.

[Frequency A: Heas |

50.000 001 77 w.

User options:Save Recall:

Save Setup
current Recall Modify protect
setup setup labels OH

Fig. 2-32 The memory management menu
after pressing Setup.

The following can be done:

« Save current setup

[Frequency a: Meas

00.000 001 77 miz

User options:Save Recal l:Save current setup:
? 2 G 4 3
| I [ | Hext
Fig. 2-33 Selecting memory position for saving
a measurement setup.

Browse through the available memory positions
by using the RIGHT/LEFT arrow keys. For
faster browsing, press the key Next to skip to
the next memory bank. Press the softkey below
the number (1-20) where you want to save the

Fraquency A: main ¥ ke setting.
230.034 423 23 w-
User options:Save Recall:
Total
Setup) Dataset Reset
Fig. 2-31 The menu appearance after pressing
Save/Recall.
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+  Recall setup Dataset Menu
?Frequancg A: Haaﬁ Frequency fA: MATH b 4EH I'I':::
50.000 001 76 mu: 300.208 256 73 w-
User options:Save Recall:Recall setup: User options:Save Recall:Dataset:
5 2 a £ &
| | | I I | Hext m Recall Erase
Fig. 2-34 Selecting memory position for recalling Fig. 2-36 The memory management menu after
a measurement setup. pressing Dataset.
Select the memory position from which you This feature is available in statistics mode
want to retrieve the contents in the sa;ne way only, and if HOLD has been pressed prior to
as under Save current setup above. You can initiating a measurement with RESTART. Up
also choose Default to restore the . .
preprogrammed factory settings. See the O 8 different dataset.s f:an be saved in FLASH
table on page 2-19 for a complete list of memory, each containing up to 32000 samples.
these settings. If the pending measurement has more than
+  Modify labels 32000 samples, only the last 32000 will be
Select a memory position to which you want saved. A default label will be assigned to the
tSo asign al:ab'il' Ses the c,i\lescnptlons undter dataset. It can be changed in a similar way as
ave/Recall setup above. Now you can enter .
alphanumeric characters from the front panel. the setup labels. See Modify labels above.
See the figure below. . Save
I::dseven softkeys below the display are Select a memory position, accept or change the
for entering letters and digits in the same name, and press OK.
way as you write SMS messages on a cell *  Recall
phone. Select a memory position and press
*  Setup protection OK.
Toggle the softkey to switch between the «  Total Reset
ON/OFF modes. When ON is active, The safety screen below will appear. Pressing
the memory positions 1-10 are all OK will restore all factory settings and erase all
protected against accidental overwriting. user information.
Fraquency Az NEAZ
This will reset settings to default, erase all
4_ 1 54 674 BD 1 MHz saved data (including protected setup) and
User options:Save Recall:Modifu Labels: measurement results. and reboot the instrument.
Setup 1 label: FNLE Would you like to continue?
labc 2def 3chii 4kimn Sopgr stuy  wauz 0K Cancel
O 1 1 L] i ]
| d) a T L ] ] a
= Fig. 2-37 The Total Reset safety screen.
Fig. 2-35 Entering alphanumeric characters.
Calibrate Menu
This menu entry is accessible only for calibra-
tion purposes and is password-protected.
USER MANUAL e CNT 9x Series ® Rev.22 February 2020 2-17
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Interface Menu

Frequency fi: e

4134 667 535 iz

Usapr options:Interfaca:
GPIB
GPIB Mode Address

{GPI1B) (Hative) 10

Fig. 2-38 Selecting active bus interface. Bus Type

Select the active bus interface. The alternatives
are GPIB and USB. If you select GPIB, you are
also supposed to select the GPIB Mode and the
GPIB Address. See the next two paragraphs.

GPIB Mode
There are two command systems to choose

from.

* Native
The SCPI command set used in this mode fully
exploits all the features of this instrument series.

*  Compatible
The SCPI command set used in this mode is adapted
to be compatible with Agilent 53131/132/181.

GPIB Address
Value input menu for setting the GPIB address.

Test

A general self-test is always performed every
time you power-up the instrument, but you can
order a specific test from this menu at any time.

Frequency A: HEAS

4134 663 437 -

User options:Test:

Test
mode Start
(Al test

Fig. 2-39 Self-test menu.

Press Test Mode to open the menu with avail-
able choices.

Frequency f: Ly

4.134 663 038 -

User options:Test:Testmode:

Ml RaM  ROM Logic Display

| Interface
Fig. 2-40

Selecting a specific test.

Select one of them and press Start Test to run
it.

Digits Blank

Jittery measurement results can be made easier
for an operator to read by masking one or
more of the LSDs on the display.

Place the cursor at the submenu Digits Blank
and increment/decrement the number by means
of the UP/DOWN arrow keys, or press the soft
key beneath the submenu and enter the desired
number between 0 and 13 from the keyboard.
The blanked digits will be represented by
dashes on the display. The default value for the
number of blanked digits is 0.

Misc (CNT-90XL & CNT-90 with Option
23/90)

The CNT-90XL without Option 23/90 has a
single submenu called Units. By pressing this
softkey you get to the submenu Power. Press
Power and then select dBm or W as the unit of
measurement, when either of the functions
Frequency C or Power C is selected from the
MEAS FUNC menu.

The CNT-90 with Option 23/90 has a single
submenu called Use Battery in Standby. By
toggling this softkey you can decide if the in-
ternal OCXO will remain powered or not when
you turn off the instrument in battery operation
mode.
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The CNT-90XL with Option 23/90 has a
combination of the two submenus mentioned
above. See the figure below.

Frequency RA: HATH ¥14% HEAS

249.878 015573 m.

User options:Misc:
Use Battery
in Stand=Bu
Ho
The 'Misc' submenu for
CNT-90XL with battery option.

Fig. 2-41

Output [CNT-91(R) only]
The rear panel pulse output can be used for
three different purposes:

*  pulse generator

» gateindicator

e alarm

Press the softkey Output to open the submenu
below.

Frequency A: MEAS

10.000000 000 ez

User options:Qutput:

Pulse Period Pulse Width
(0Ff) 100.ns 50 ns

Fig. 2-42 Selecting output mode and pulse parameters.

Off is the default mode and inhibits all activity
on the output connector.

The pulse generator parameters Period and
Width can be entered by first pressing the
corresponding softkeys, then setting the
numerical values as usual. By placing the
cursor over the parameter, you can also set the
values directly in 1-2-5 steps with the
UP/DOWN arrow keys.

Press Output Mode to enter the mode selection
menu below:

*  Gate Open indicates to external equipment
when a measurementis in progress.

*  Pulse Generator activates a continuous pulse
train having the parameters entered in the
previous menu.

* Alarm can be set to be active low or active
high. The MATH/LIM menu is used for setting
up the behavior and the numerical limits that
trigger the alarm.

Frequency A: HEnE

9.999999399 8 m.

User options:Qutput:Output Mode:

Gate Puls Alarm Alarm
Dpen Gen High Low

Fig 2-43 Output Mode selection menu.
The amplitude is fixed at TTL levels into
50 Q irrespective of the output mode.

About
Here you can find information on:

*  model

* serial number

* instrument firmware version

» timebase option & calibration date

m  The CNT-91R reports "Rubidium" in this
field.
* RFinput option

m  The CNT-90XL reports the upper
frequency limit.

m Hold/Run

This key serves the purpose of manual arming.
A pending measurement will be finished and
the result will remain on the display until a
new measurement is triggered by pressing

the RESTART key.

m Restart

Often this key is operated in conjunction with
the HOLD/RUN key (see above), but it can also
be used in free-running mode, especially when
long measuring times are being used, e.g. to
initiate a new measurement after a change in
the input signal. RESTART will not affect any
front panel settings.
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Default Settings

See page 2-16 to see how the following prepro-
grammed settings are recalled by a few key-

= We measu

strokes.
PARAMETER VALUE/SETTING PARAMETER VALUE/SETTING
Input A & B Math Constants K=1, L=0, M=1
Trigger Level AUTO Limits
Trigger Slope POS Limit State OFF
Impedance 1 MQ Limit Mode RANGE
Attenuator 1x Lower Limit 0
Coupling AC Upper Limit 0
Filter OFF Burst
Arming Sync Delay 400 ps
Start OFF Start Delay 0
Start Slope POS Meas. Time 200 ps
Start Arm Delay 0 Freq. Limit 400 MHz
Stop OFF Miscellaneous
Stop Slope POS Function FREQA
Hold-Off Smart Frequency AUTO
Hold-Off State OFF Smart Time Interval OFF
Hold-Off Time 200 ps Meas. Time 200 ms
Time-Out Auto Trig Low Freq 100 Hz
Time-Out State OFF Timebase Reference AUTO
Time-Out Time 100 ms Blank Digits 0
Statistics Interpolator calibration ON
Statistics OFF Output (CNT-91(R)) OFF
No. of Samples 100
No. of Bins 20
Pacing State OFF
Pacing Time 20 ms
Mathematics
Mathematics OFF
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Input Amplifier
10.000 040 45 wx-
The input amplifiers are used for adapting Inpf't . ; -
the widely varying signals in the ambient iﬁ: ?.f;f %f; . ?,::“.f T.;:Jg F(H;?f
world to the measuring logic of the Fig.3-2  Input settings menu.
timer/counter.
These amplifiers have many controls, and it Impedance
is essential to understand how these ) )
controls work together and affect the signal. The input impedance can be set to 1 MQ or 50
Q by toggling the corresponding softkey.
The block diagram below shows the order in
which the different controls are connected. CAUTION: Switching the impedance to 50
It is not a complete technical diagram but when the input voltage is above 12 VRMS
in- tended to help understanding the may cause permanent damage to the input
controls. circuitry.
The menus from which you can adjust the Att ti
settings for the two main measurement enuation
channels are reached by pressing INPUT A The input signal's amplitude can be attenuated
respectively INPUT B. See Figure 3-2. The by 1 or 10 by toggling the softkey marked
active choices are shown in boldface on 1x/10x.
the bottom line. ) ] .
Use attenuation whenever the input signal ex-
ceeds the dynamic input voltage range +5 V or
IMP CROSSPOINT MEASURING  MICRO-
IMP ATT COUPL CONV FILTER SWITCH COMP LOGIC CONTROLLER
g_ N T e T _T”T . e
NREINIE;
= SLOPE MATH
HoLDOFF| | LM
ARMING STAT
B ETC. PLOT
»—f— [:: I [| | R [ ETC.
. o ‘ }
IMP ATT COUPL IMP FILTER COMP
CONV TRIGLVLA® —
TRIG LVLEB
Fig. 3-1 Block diagram of the signal conditioning.
USER MANUAL e CNT 9x Series e Rev.22 February 2020 3-2
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else when attenuation can reduce the influence of
noise and interference. See the section dealing
with these matters at the end of this chapter.

Coupling

Switch between AC coupling and DC coupling
by toggling the softkey AC/DC.

DC Coupling

N -". AC Coupling

’A\ 'A\ .fA\ IIA‘
oV LA W W Y

Fig. 3-3 AC coupling a symmetrical signal.

Use the AC coupling feature to eliminate un-
wanted DC signal components. Always use
AC coupling when the AC signal is superim-
posed on a DC voltage that is higher than the
trigger level setting range. However, we rec-
ommend AC coupling in many other measure-
ment situations as well.

When you measure symmetrical signals,
such as sine and square/triangle waves, AC
cou- pling filters out all DC components.
This means that a 0 V trigger level is always
cen- tered around the middle of the signal
where triggering is most stable.

= .
~
| hY

P
I =g

3
- .

Fig. 3-4 Missing trigger events due to AC coupling
of signal with varying duty cycle.

Signals with changing duty cycle or with a
very low or high duty cycle do require DC
coupling. Fig. 3-4 shows how pulses can be
missed, while Fig. 3-5shows that triggering

does not occur at all because the signal ampli-
tude and the hysteresis band are not centered.

NOTE: For explanation of the hysteresis band, see
page 4-3.

Il I

Fig. 3-5 No triggering due to AC coupling of signal
with low duty cycle.

Filter

If you cannot obtain a stable reading, the sig-
nal-to-noise ratio (often designated S/N or
SNR) might be too low, probably less than 6 to
10 dB. Then you should use a filter. Certain
conditions call for special solutions like
highpass, bandpass or notch filters, but usually
the unwanted noise signals have higher
frequency than the signal you are interested in.
In that case you can utilize the built-in lowpass
filters. There are both analog and digital
filters, and they can also work together.

| Frequency A: Meas |

00.000 001 76 m:-

Input A:Filter:

Analog LP Digital LP
100 kH=z Digital LP Freq
OfFf i Off 100 kHz |

Fig. 3-6 The menu choices after selecting FILTER.

m Analog Lowpass Filter

The counter has analog LP filters of RC type,
one in each of the channels A and B, with a
cutoff frequency of approximately 100 kHz,
and a signal rejection of 20 dB at 1 MHz.

Accurate frequency measurements of noisy LF
signals (up to 200 kHz) can be made when the
noise components have significantly higher
frequencies than the fundamental signal.

Pendulum
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O
IE
15
o
g
é high (>2 times the input frequency) also leads
0 m Digital Lowpass Filter to a stable reading. Here one noise pulse is
<
The digital LP filter utilizes the Hold-Off counted for each half-cycle.
function described below. Use an oscilloscope for verification if you are
With trigger Hold-Off it is possible to inserta 1 dogbt abOPt the frequency and waveform of
deadtime in the input trigger circuit. This your input signal.
hmeans thatbthedlnput (')fth?bcoEnt.er lghores ?H The cutoff frequency setting range is very
ys.teres1s an grossmgs y the 1np}1t signa wide: 1 Hz - 50 MHz
during a preset time after the first trigger :
event.
When you set the Hold—Off tlme to approx. ¥ s o 4 T
75% of the cycle time of the signal, erroneous ¢ = il ! "
triggering is inhibited around the point where
the input signal returns through the hysteresis
band. When the signal reaches the trigger point ; s
of the next cycle, the set Hold-Off time has J Hold-off time
elapsed and a new and correct trigger will be '
initiated. : :
_I Correct I
Instead of letting you calculate a suitable Hold- measurement
Off time, the counter will do the job for you by — ] —
. Fig. 3-8 Digital LP filter operates in the measuring
converting the filter cutoff frequency you enter loqi . : .
X X ogic, not in the input amplifier.
via the value input menu below to an
ivalent Hold-Off time.
¢c.11-.nva en : 0 ime . Man/Auto
Frequency A: Meas . .
50 UDD l:ll:l 1 77 Toggle between manual and automatic trigger-
oot A it MHe ing with this softkey. When Auto is active the
Digital LP Frea: I kHz counter automatically measures the
Hz  MH=z peak-to-peak levels of the input signal and sets
1 0
Fig. 3-7 Value input menu for setting the cutoff the trlgger 1§V61 to 50% of tha‘? value. The
frequency of the digital filter, attenuation is also set automatically.
o At rise/fall time measurements the trigger lev-
You should be aware of a few limitations to be . o A
L i els are automatically set to 10% and 90% of
able to use the digital filter feature effectively
) ) the peak values.
and unambiguously. First you must have a
rough idea of the frequency to be measured. A When Manual is active the trigger level is set
cutoff frequency that is too low might give a in the value input menu designated Trig. See
perfectly stable reading that is too low. In such  pelow. The current value can be read on the
a case, triggering occurs only on every 2nd, display before entering the menu.
3rd or 4th cycle. A cutoff frequency that is too
USER MANUAL e CNT 9x Series e Rev.22 February 2020 3-4
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m Speed

The Auto-function measures amplitude and
calculates trigger level rapidly, but if you aim
at higher measurement speed without having
to sacrifice the benefits of automatic trigger-
ing, then use the Auto Trig Low Freq func-
tion to set the lower frequency limit for volt-
age measurement.

If you know that the signal you are interested
in always has a frequency higher than a cer-
tain value fiow , then you can enter this value
from a value input menu. The range for fiow is
1 Hz to 100 kHz, and the default value is 100
Hz. The higher value, the faster measurement
speed due to more rapid trigger level voltage
detection.

Even faster measurement speed can be
reached by setting the trigger levels
manually. See Trig below.

Follow the instructions here to change the
low-frequency limit:
- Press SETTINGS — Misc — Auto

Trig Low Freq.

- Use the UP/DOWN arrow keys or the nu-
meric input keys to change the low fre-
quency limit to be used during the trigger
level calculation, (default 100 Hz).

- Confirm your choice and leave the SET-
TINGS menu by pressing EXIT/OK three
times.

Trig

A blinking underscore indicates the cursor po-
sition where the next digit will appear. The
LEFT arrow key is used for correction, i.e.
deleting the position preceding the current
cursor position.

5IIIIJEIEI 004 B

Trig: -2.45_ U
muU

Fig. 3-9 Value input menu for setting the trigger

level.

NOTE: It is probably easier to make small ad-
justments around a fixed value by using the
arrow  keys  for  incrementation  or
decrementation. Keep the keys depressed for
faster response

NOTE: Switching over from AUTO to MAN Trigger

Level is automatic if you enter a trigger level
manually.

m Auto Once

Converting "Auto" to "Fixed"

The trigger levels used by the auto trigger can
be frozen and turned into fixed trigger levels
simply by toggling the MAN/AUTO key. The
current calculated trigger level that is visible
on the display under Trig will be the new fixed
manual level. Subsequent measurements will
be considerably faster since the signal levels
are no longer monitored by the instrument.
You should not use this method if the signal
levels are unstable.

&

NOTE: You can use auto trigger on
one input and fixed trigger levels on

= We measu

Value input menu for entering the trigger the other.

level manually.

Use the UP/DOWN arrow keys or the numeric

input keys to set the trigger level.
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To ensure reliable measuring results, the coun-
How to Reduce or £

ter has the following functions to reduce or

Ignore NOise and eliminate the effect of noise:
- 10x input attenuator
Interference put atienuat
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- Continuously variable trigger level

Sensitive counter input circuits are of course - Continuously variable hysteresis for some
also sensitive to noise. By matching the functions
signal amplitude to the counter's input - Analog low-pass noise suppression filter

sensitivity, you reduce the risk of erroneous
counts from noise and interference. These
could otherwise ruin a measurement.

- Digital low-pass filter (Trigger Hold-Off)

To make reliable measurements possible on
very noisy signals, you may use several of the
above features simultaneously.

Optimizing the input amplitude and the trigger
level, using the attenuator and the trigger con-
trol, is independent of input frequency and
useful over the entire frequency range. LP fil-
ters, on the other hand, function selectively
over a limited frequency range.

) Trigger Hysteresis

Fig. 3-10  Narrow hysteresis gives erroneous The sign.al needs to Cross the 20 mV input .
triggering on noisy signals. hysteresis band before triggering occurs. This

hysteresis prevents the input from self-oscil-

lating and reduces its sensitivity to noise. Other
NW%

Fig. 3-12 Erroneous counts when noise passes

names for trigger hysteresis are "trigger
sensitivity" and "noise immunity". They ex-
Fig. 3-11 Wide trigger hysteresis gives correct hysteresis window.
triggering.

plain the various characteristics of the hyster-
esis.

Fig. 3-10 and Fig. 3-12 show how spurious
signals can cause the input signal to cross the
trigger or hysteresis window more than once
perinputcycleandgiveerroneouscounts.
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Fig. 3-13 Trigger uncertainty due to noise.

Fig. 3-13 shows that less noise still affects the
trigger point by advancing or delaying it, but
it does not cause erroneous counts. This trig-
ger uncertainty is of particular importance
when measuring low frequency signals, since
the signal slew rate (in V/s) is low for LF sig-
nals. To reduce the trigger uncertainty, it is
desirable to cross the hysteresis band as fast
as possible.

Fig. 3-14 Low amplitude delays the trigger point
Fig. 3-14 shows that a high amplitude signal
passes the hysteresis faster than a low ampli-
tude signal. For low frequency measurements
where the trigger uncertainty is of
importance, do not attenuate the signal too
much, and set the sensitivity of the counter

In practice however, trigger errors caused by
erroneous counts (Fig. 3-10 and Fig. 3-12) are
much more important and require just the op-
posite measures to be taken.

To avoid erroneous counting caused by spuri-
ous signals, you need to avoid excessive input
signal amplitudes. This is particularly valid
when measuring on high impedance circuitry
and when using 1 MQ input impedance. Under
these conditions, the cables easily pick up
noise.

External attenuation and the internal 10x
attenuator reduce the signal amplitude, includ-
ing the noise, while the internal sensitivity
control in the counter reduces the counter's
sensitivity, including sensitivity to noise. Re-
duce excessive signal amplitudes with the 10x
attenuator, or with an external coaxial
attenuator, or a 10:1 probe.

How to use Trigger Level
Setting

For most frequency measurements, the optimal
triggering is obtained by positioning the mean
trigger level at mid amplitude, using either a
narrow or a wide hysteresis band, depending
on the signal characteristics.

Fig. 3-15 Timing error due to slew rate.

When measuring LF sine wave signals with
little noise, you may want to measure with a

high. high sensitivity (narrow hysteresis band) to re-
duce the trigger uncertainty. Triggering at or
3-7 USER MANUAL e CNT 9x Series e Rev.22 February 2020
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é close to the middle of the signal leads to the and the AUTO trigger function determines the
o smallest trigger (timing) error since the signal trigger level once and enters it as a fixed
= slope is steepest at the sine wave center, see trigger level.
Fig. 3-15. .
m  Manual Trigger
When you have to avoid erroneous counts Switchine to Man Trig al N
due to noisy signals, see Fig. 3-12, expanding witching to an 1rig also means Narrow
the hysteresis window gives the best result if ~ /Zvsteresis at the last Auto Level. Pressing
you still center the window around the middle =~ AUTOSET once starts a single automatic
of the input signal. The input signal trigger level calculation (Auto Once). This cal-
excursions beyond the hysteresis band should  culated value, 50 % of the peak-to-peak am-
be equally large. plitude, will be the new fixed trigger level,
. from which you can make manual adjustments
m Auto Trigger ifneed be.
For normal frequency measurements, i.e. L. .
without arming, the Auto Trigger function m  Harmonic Distortion
chgngi}sl t(LAL:tO (Wide) sly stetr els_ zs,btlius wid- Ag rule of thumb, stable readings are free from
ening the hysteresis window to lie between noise or interference
70 % and. 30 % of the peak-to-peak ampli- '
tude. This is done with a successive approxi- However, stable readings are not necessarily
. . Lo
mation method, by which the signal's MIN. correct; harmonic distortion can cause errone-
and MAX. leve'ls are 1d§nt1ﬁed, 1.e., the ' ous yet stable readings.
levels where triggering just stops. After this
MIN./MAX. probing, the counter sets the Sine wave signals with much harmonic distor-
trigger levels to the calculated values. The tion, see Fig. 3-17, can be measured correctly
%fgult rellatlveAtrlg%g(l)ezels aie 1ndi§at1§}c11 by by shifting the trigger point to a suitable level
7o on Input A an A’. on Input B. These or by using continuously variable sensitivity,
values can be manually adjusted between 50 see Fie. 3-16. You can also use Tricoer
% and 100 % on Input A and between 0 % Hold %ff . th tgg It is not
and 50 % on Input B. The signal, however, is . O, St 1n case the mea.suremen result1s no
only applied to one channel. in line with your expectations.
P o ¥
Before each frequency measurement the AN 15\
o . . . y4 7
counter repeats this signal probing to identify ean
L y 4 \ A 1
new MIN/MAX values. A prerequisite to 4 N /7
enable AUTO triggering is therefore that the e
input signal is repetitive, i.e., >100 Hz Fig. 3-16 Variable sensitivity
(default). Another condition is that the signal 7
amplitude does not change significantly after / \ / \ '
the measurement has started. L r— o~ —.
NOTE: AUTO trigger limits the maximum measuring / \/ L
rate when an automatic test system makes
Flg 3-17 Harmonic distortion.
many measurements per second. Here you
can increase the measuring rate by
switching off this probing if the signal
amplitude is constant. One single command
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Chapter 4

Measuring Functions
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Introduction to This Chapter

This chapter describes the different Se I eCti n g F un Cti on

measuring functions of the counter. They

have been grouped as follows: See also the front panel layout on page 2-3 to
find the keys mentioned in this section together

Frequency measurements with short descriptions.

— Frequency

Press MEAS FUNC to open the main menu for

— Period selecting measuring function. The two basic
— Ratio methods to select a specific function and its
— Burst frequency and PRF. subsequent parameters are described on page
2-7.
- FM
- AM
, Meas || [ auTo |
Time measurements FUNC J| | SET )
— Time interval. —%
— Pulse width. e | 0K
— Duty factor.
- Rise/ Fall tlme CNI-P0  TMER / QOUNTER / ANAIVER: 100ps /2D0MH: .‘\\ P,‘{n.hi:lf“ I

Phase measurements

Voltage measurements

— VMAX, VMIN. /)
— Vpp.
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Frequency Measurements

FREQA, B

The counter measures frequency between 0
Hz and 400 MHz on Input A and Input B. The
Auto Trig function operates from 1 Hz
(default 100 Hz) to 300 MHz.
The Manual Trig covers the whole frequency
range
Frequencies above 100 Hz and up to 300
MHz are best measured using the Default
Setup. See page 2-16. Then Freq A will be
selected automatically. Other important
automatic settings are AC Coupling, Auto
Trig and Meas Time 200 ms. See below for
an explanation. You are now ready to start
sing the most common function with a fair
chance to get a result without further
adjustments

Summary of Settings for Good
Frequency Measurements

— AC Coupling, because possible DC offset
is normally undesirable.

— Auto Trig means Auto Hysteresis in this
case, (comparable to AGC) because
superimposed noise exceeding the normal
narrow hysteresis window will be
suppressed.

— Meas Time 200 ms to get a reasonable

tradeoff between measurement speed and
resolution.

Some of the settings made above by recalling
the Default Setup can also be made by
activating the AUTOSET key. Pressing it once
means:

— Auto Trig. Note that this setting will be
made once only if Man Trig has been se-
lected earlier.

Pressing AUTOSET twice within two seconds
also adds the following setting:

— Meas Time 200 ms.

Hysteresis band (SENS)

Trigger level offset(—nru—u)
Trigger points
N ’ ;

pat >

| it |

ov — I

/ Reset points

Fig. 4-1 Frequency is measured as the
inverse of the time between one

trigger point and the next;

f=
t
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FREQ C

CNT-90/91(R)

With an optional prescaler the counter can
measure up to 3, 8, 15 or 20 GHz on Input C.
These RF inputs are fully automatic and no
setup is required.

CNT-90XL

The four versions cover the frequency ranges
27,40, 46 and 60 GHz by means of an
automatic down-conversion technique
described on page 4-12. Faster (manual)
acquisition is an alternative if the measured
frequency is fairly known. Then its nominal
value can be entered via the keyboard as a
fixed starting point for the acquisition process.

Note: Some frequencies may not be acquired
correctly with Auto Acquisition. If so, switch
to Manual Acquisition instead.

An additional feature is the possibility to
measure signal power with high resolution.

RATIOA/B, B/A, C/A,
C/B

To find the ratio between two input frequen-
cies, the counter counts the cycles on two
channels simultaneously and divides the result
on the primary channel by the result on the
secondary channel.

Ratio can be measured between Input A and
Input B, where either channel can be the pri-
mary or the secondary channel. Ratio can also
be measured between Input C and Input A or
between Input C and Input B. Here Input C is
the primary channel.

Note that the resolution calculations
are very different as compared to
frequency measurements. See page
8-55 for details.

BURSTA, B, C

A burst signal as in Fig. 4-2 has a carrier
wave (CW) frequency and a modulation
frequency, also called the pulse repetition
frequency (PRF), that switches the CW signal
on and off.

Both the CW frequency, the PRF, and the
number of cycles in a burst are measured
without external arming signals and with or
without selectable start arming delay. See
Chapter 5 "Measurement Control" for a fun-
damental discussion of arming and arming de-
lay.

The general frequency limitations for the re-
spective measuring channel also apply to
burst measurements. The minimum number of
cycles in a burst on Input A or Input B is 3
below 160 MHz and 6 between 160 MHz and
400 MHz (using Manual Trigger). Burst mea-
surements on Input C involve prescaling, so
the minimum number of cycles will be 3 x
prescaling factor. The 3 GHz option, for ex-
ample, has a prescaling factor of 16 and re-
quires at least 48 cycles in each burst.

The minimum burst duration is 40 ns below
and 80 ns above 160 MHz.

Triggering

Bursts with a PRF above 50 Hz can be mea-
sured with auto triggering on.

The out-of-sync error described under heading
"Possible errors" on page 4-6 may occur more
frequently when using Auto Trigger.

When PRF is below 50 Hz and when the gap
between the bursts is very small, use manual
triggering.
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fg, Always try using AUTOSET first. Then the — Press Start Delay and enter a value longer
'; Auto Trigger and the Auto Sync functions in than the transient part of the burst pulse.
o combination will give satisfactory results — Select Frequency Limit (160/400 MHz) if
g without further tweaking in most cases. Some-
times switching from AUTO to MANual trig-
gering in the INPUT A/B menus is enough to Biifst MMMMM
get stable readings. The continually calculated Signal
trigger levels will then be fixed. Sync. delay

Input C has always automatic triggering and  Fjg 4-3  Set the sync delay so that it expires
AUTOSET only affects the burst synchroni- in the gap between the bursts.

zation.

Use the low limit if possible to minimize the
Ccw
A number of cycles necessary to make a

Burst IMWW f‘ﬁﬁm w”ﬂ“% measurement.

A W A Mi — Press EXIT/OK to measure

PR 1\ M\ [\ )

All relevant burst parameters can be read on
the display simultaneously.

Fig. 4-2 Burst signal.

Arm Start delay

Burst Measurements using \ Measuring time

. 1 ‘
Manual Presetting N _p,‘[fim
You can measure the frequency on Input A _/\/ ‘J If ‘.‘ l; L 'IiI.

and Input B to 400 MHz and on Input C with |
limited specifications to the upper frequency LB urst Sync detay;
limit of the prescaler with the internally syn-

chronized BURST function as follows:

Fig. 4-4 Three time values must be set to
— Select Freq Burst under the Freq menu measure the correct part of a burst

— Select A, B, or C as measurement input.

— Press SETTINGS and Burst. Select a Meas
Time that is shorter than the burst duration =~ The measurement time must be shorter than the
minus two CW cycles. duration of the burst. If the measurement

continues during part of the burst gap, no mat-

ter how small a period of time, then the mea-
surement is ruined. Choosing a measurement
time that is too short is better since it only re-
duces the resolution. Making burst frequency

— Press Sync Delay and enter a value longer  meagurements on short bursts means using
than the burst duration and shorter than the  ghort measurement times, giving a poorer

m Selecting Measurement Time

If you do not know the approximate burst pa-
rameters of your signal, always start with a
short measurement time and increase it gradu-
ally until the readout gets unstable.

inverse of the PRF. See Fig. 4-3. resolution than normally achieved with the
counter.
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m  How Does the Sync Delay Work?

The sync delay works as an internal start arm-
ing delay: it prevents the start of a new mea-
surement until the set sync delay has expired.
See Fig. 4-5.

After the set measurement time has started,
the counter synchronizes the start of the mea-
surement with the second trigger event in the
burst. This means that the measurement does
not start erroneously during the Burst Off
du-ration or inside the burst.

__IMeasure

lll.
\i q .
\Sync-delay | \ v Y

Gate Time

Fig. 4-5 Measuring the frequency of the
carrier wave signal in a burst.

m Possible Errors

Before the measurement has been synchronized
with the burst signal, the first measurement(s)
could start accidentally during the presence of
a burst. If this would happen and if the
remaining burst duration is shorter than the set
measurement time, the readout of the first
measurement will be wrong. However, after
this first measurement, a properly set
start-arming sync delay time will synchronize
the next measurements.

In manually operated applications, this is not a
problem. In automated test systems where the
result of a single measurement sample must be
reliable, at least two measurements must be
made, the first to synchronize the measurement
and the second from which the measurement
result can be read out.

Frequency
Modulated Signals

A frequency modulated signal is a carrier
wave signal (CW frequency = f;) that changes
in frequency to values higher and lower than
the frequency fo. It is the modulation signal
that changes the frequency of the carrier
wave.

The counter can measure:
fo= Carrier frequency.

fmax = Maximum frequency.
fmin = Minimum frequency.

Af = Frequency swing = fmax -fo.

Carrier Wave Frequency f

To determine the carrier wave frequency
measure fmean Which is a close approximatior
of fo.

Press STAT/PLOT to get an overview of all
the statistical parameters.

Select the measurement time so that the coun-
ter measures an integral number of
modulation periods. This way the positive
frequency deviations will compensate the
negative deviations during the measurement.

Example: If the modulation frequency is 50
Hz, the measurement time 200 ms will make
the counter measure 10 complete modulation
cycles.

If the modulation is non-continuous, like a
voice signal, it is not possible to fully
compensate positive deviations with
negative deviations. Here, part of a
modulation swing may remain
uncompensated for, and lead to a
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measuring result that is too high or too low.

- >
i Duration, where |
s » |
ol i Ll
[ fmean - fO |
|
fmax - _: B " Y W R .
| (3]
| [y
A flTIEiK : 'ET]’)
]
o
| O o
fo "° ISR
i S ©
: =0
. 3 g
! = .E
Fi — 1

Fig. 4-6 Frequency modulation

In the worst case, exactly half a modulation
cycle would be uncompensated for, giving a
maximum uncertainty of:

Afmax

fo - fmean=
tmeasuring X fmodulation X7

For very accurate measurements of the carrier
wave frequency fo, measure on the
unmodulated signal if it is accessible.

m Modulation Frequencies above 1 kHz
— Turn off SINGLE.

— Set a long measurement time that is an
even multiple of the inverse of the modu-
lation frequency.

You will obtain a good approximation when
you select a long measurement time, for in-
stance 10 s, and when the modulation fre-
quency is high, above 1000 Hz.

m Low Modulation Frequencies

Press SETTINGS — STAT and make the No. of
samples parameter as large as possible
considering the maximum allowed mea-
surement time. Press STAT/PLOT and let the
counter calculate the mean value of the sam-
ples.

You will usually get good results with 0.1 s
measurement time per sample and more than
30 samples (n 30). You can try out the opti-
mal combination of sample size and measure-
ment time for specific cases. It depends on the
actual foand Afmax.

Here the sampling frequency of the measure-
ment (1/measurement time) is asynchronous
with the modulation frequency. This leads to
individual measurement results which are ran-
domly higher and lower than fo. The statisti-
cally averaged value of the frequency finean
approaches fo when the number of averaged
samples is sufficiently large.

When the counter measures instantaneous fre-
quency values (when you select a very short
measurement time), the RMS measurement
uncertainty of the measured value of fj is:

jf) _‘fh’:aau =fr—x A.fl‘-‘-.ﬂx

{

20

where n is the number of averaged samples of
f.

fmax

— Press SETTINGS — STAT and set No. of
samples to 1000 or more.

— Press Meas Time and select a low value.
— Press STAT/PLOT and watch fmax.

fimin

— Press SETTINGS — STAT and set No. of
samples to 1000 or more.

— Press Meas Time and select a low value.

— Press STAT/PLOT and watch fmin.
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Afpp

— Press SETTINGS — STAT and set No.of
samples to 1000 or more.

— Press Meas Time and select a low value.
Press STAT/PLOT and watch Afj,_,,.

A]:n-p = fmax = f min = 2 x Af.

Errors in fmax, f min,and Afpp

A measurement time corresponding to 1/10cy-
cle, or 36° of the modulation signal, leads to an
error of approx. 1.5%.

Select the measurement time:

. T
10 X f‘mod!gf.'m:m

tmnmﬂ;n". -_—

f 4 | <0.007B
Modulation F

N 4
signal m !

Fig. 4-7 Error when determining fax

To be confident that the captured maximal fre-
quency really is fmax, you must select a suffi-
ciently large number of samples, for instance n
>1000.

AM Signals

The counter can usually measure both the car-
rier wave frequency and modulation
frequency of AM signals. These measurements

like the burst measurements described earlier
in this manual.

Carrier Wave Frequency

The carrier wave (CW) is only continuously
present in a narrow amplitude band in the
middle of the signal if the modulation depth is
high. If the sensitivity of the counter is too low,
cycles will be lost, and the measurement
ruined.

STITIETR

=

Fig. 4-8 Effects of different sensitivity wher
measuring the CW Frequency of ar
AM signal.

To measure the CW frequency:
— Enter the INPUT A menu.

— Select a measurement time that gives you
the resolution you want.

— Turn on Manual trigger.

— Press Trig level and enter 0 V trigger level
(press the numeric key 0 and EXIT/OK).

— Select AC coupling.

— Select 1x attenuation to get a narrow hys-
teresis band.

— If'the counter triggers on noise, widen the
hysteresis band with the 'variable hyster-
esis' function, i.e. enter a trigger level >0 V
but <Vp-pmin. See Fig. 4-8.

are much
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Modulating Frequency

The easiest way to measure the modulating
frequency is after demodulation, for instance
by means of a so-called RF-detector probe
(also known as a demodulator probe, e.g.
Pomona type 5815) used with AC-coupling of
the input channel. If no suitable demodulator
is available, use the Freq Burst function to
measure the modulation frequency in the same
way as when measuring Burst PRF.

Sync. delay

Measured cycles

Fig. 4-9 Measuring the modulating fre-

quency.

— Press MEAS FUNC and select Freq
Burst A.

— Press SETTINGS — Burst — Meas Time
and enter a measurement time that is
approximately 25 % of the modulating
period.

— Press Sync Delay and enter a value that
is approximately 75 % of the
modulating period. See Fig. 4-3.

— Press INPUT A and turn on Manual trig-
ger.

— Press Trig and enter a trigger level that
makes the counter trigger according to
Fig. 4-9.

Even though the main frequency reading may

now be unstable, the PRF value on the display

will represent the modulating frequency.

Theory of
Measurement

Reciprocal Counting

Simple frequency counters count the number
of input cycles during a preset gate time, for
instance one second. This leads to a = 1 input
cycle count error that, at least for low-fre-
quency measurements, is a major
contribution to uncertainty.

However, the counters described here use a
high-resolution, reciprocal counting tech-
nique, synchronizing the measurement start
with the input signal. In this way an exact
number of integral input cycles will be
counted, thereby omitting the +1 input cycle
error.

Set Measuring Time

i tg .

Actual Gate® -
Time

Fig. 4-10 Synchronization of a

measurement.

After the start of the set measurement time,
the counter synchronizes the beginning of the
actual gate time with the first trigger event
(t1) of the input signal. See also Fig. 4-10.

In the same way, the counter synchronizes
the stop of the actual gate time with the input
signal, after the set measurement time has
elapsed. The multi-register counting
technique allows you to simultaneously
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measure the actual gate time (tg) and the
number of cycles (n) that occurred during this
gate time.

Thereafter, the counter calculates the fre-

quency according to Mr. Hertz's definition:
n

s

Iﬂ

The '9X' measures the gate time, tg, with a
resolution of 100 ps, independent of the mea-
sured frequency. Consequently the use of
prescalers does not influence the quantization
error. Therefore, the relative quantization
error is: 100 ps/tg.

For a 1-second measurement time, this value
is:

’0;) PS _100x1072 =1x107"°
Y

Except for very low frequencies, tgand the set
measurement time are nearly identical.

Sample-Hold

If the input signal disappears during the mea-
surement, the counter will behave like a volt-
meter with a sample-and-hold feature and will
freeze the result of the previous measurement.

Time-Out

Mainly for GPIB use, you can manually select
a fixed time-out in the menu reached by press-
ing SETTINGS — Misc — Timeout. The range
of the fixed time-out is 10 ms to 1000 s, and
the default setting is Off.

Select a time that is longer than the cycle time of
the lowest frequency you are going to measure;
multiply the time by the prescaling factor of the
input channel and enter that time as time-out.

When no triggering has occurred during the
time-out, the counter will show NO SIGNAL.

Measuring Speed

The set measurement time determines the
measuring speed for those functions that uti-
lize averaging - Frequency and Period Avg.
For continuous signals,

1
Speed ~- 00 readings/s when Auto
‘

& e
£

trigger is on and can be increased to:

-readings/s

Speed ~- !
t, +0001

when Manual trigger is on, or via GPIB:

Speed = readings/s

1
t, +0,00012

m Average and Single Cycle
Measurements

To reduce the actual gate time or measuring
aperture, the counters have very short mea-
surement times and a mode called Single for
period measurements. The latter means that
the counter measures during only one cycle
of the input signal. In applications where the
counter uses an input channel with a
prescaler, the Single measurement will last as
many cycles as the division factor. If you
want to measure with a very short aperture,
use an input with a low division factor.

Averaging is the normal mode for frequency
and period measurements when you want to
reach maximum resolution. There is always a
tradeoff between time and precision,
however, so decide how many digits you
need and use as short a measurement time as
possible to arrive at your objective.
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m CNT-90/91(R): Prescaling May Function Prescaling
Influence Measurement Time Factor
FREQ A/B (400 MHz) 2
Prescalers do affect the minimum measure- BURST A/B (<160MHz) 1
ment time, inasmuch as short bursts have to BURST A/B (>160MHz 2
. I . PERIOD A/B AVG (400 MHZz) 2
cogtam a m.1n1mum number of carrier wave PERIOD A/B SGL (400 MHz) 3
periods. This number depends on the FREQ C (3 GH2) 16
prescaling factor. FREQ C (8 GHz) 256
FREQ C (15 & 20 GHz) 128
All other functions 1

y f i
signal | '
After 116
prescaler

! 16 periods
Fig. 4-11 Divide-by-16 Prescaler.

Fig. 4-11 shows the effect of the 3 GHz
prescaler. For 16 input cycles, the prescaler
gives one square wave output cycle. When the
counter uses a prescaler, it counts the number
of prescaled output cycles, here f/16. The dis-
play shows the correct input frequency since
the microcomputer compensates for the effect
of the division factor d as follows:

. nxd
f=-

Prescalers do not reduce resolution in recipro-
cal counters. The relative quantization error is
100 ps

still: i

See Table 4-1 to find the prescaling factors
used in different operating modes.

m LF Signals

Signals below 100 Hz should be measured
with manual triggering, unless the default set-
ting (100 Hz) is changed. See page 2-13. The
low limit can be set to 1 Hz, but the measure-
ment process will be slowed down consider-
ably if auto triggering is used in conjunction
with very low frequencies.

Table 4-1 Prescaling factors.

When measuring pulses with a low repetition
rate, for example a 0.1 Hz pulse with a
non-prescaled function like PERIOD SGL, the
measurement will require at least the duration
of one cycle, that is 10 seconds, and at worst
nearly 20 seconds. The worst case is when a
trigger event took place just before the begin-
ning of a measurement time (Fig. 4-12). Mea-
suring the frequency of the same signal will
take twice as long, since this function involves
prescaling by a factor two.

Possible trigger events

Y Y

) S

el measuring |
|

i lime :
i Gate {ime |

—I Time for one measurement I—

Fig. 4-12

Measurement Time.

Even if you have chosen a short measurement
time, this measurement will require between 20
and 40 seconds (for this example).

4-11 USER MANUAL e CNT 9x Series ® Rev.22 February 2020
3
S
-
[a]
a
|__‘ 212 Pendulum CNT-90XL AF2HEHA - H|Z=AL HE A ALICH AP | A APEO| et HAE & U ESL|C)
")
-
— We measure, we calibrate, we validate. EE - www.tessol.com TS-TL-PDL-014 59 /189

KOLAS =2 A5l E 7|2 - ISO/IEC 17025



https://www.tessol.com/?utm_source=datasheet&utm_medium=pdf&utm_campaign=technical_library&utm_content=TS-TL-PDL-014

>
Z
(1]
2
Q
-
©
g
=
15
[¢]
(]
st
-
o
0
n
w
=

rfssnl Technical Library

Pendulum

Measuring Functions

n CNT-90/91(R): RF Signals

As mentioned before, a prescaler in the
C-in-put divides the input frequency before it is
counted by the normal digital counting logic.
The division factor is called prescaler factor
and can have different values depending on the
prescaler type. The 3 GHz prescaler is designed
for a prescaling factor of 16. This means that an
input C frequency of, e.g., 1.024 GHz is
transformed to 64 MHz.

Prescalers are designed for optimum perfor-
mance when measuring stable continuous RF.
Most prescalers are inherently unstable and
would self-oscillate without an input signal. To
prevent a prescaler from oscillating, a
"go-detector" is incorporated. See Fig. 4-13.

The go-detector continuously measures the =
. . . SIGNAL | 1 BASE UNIT
level of the input signal and simply blocks the F erEcoR [ ] i
prescaler output when no signal, or a signal that - i
: s . L3 "'- F i
is too weak, is present. IR 3 N T AMPLFER | | I COUNTER
10-200 MHz i
i W i
| To counting Lt i
o—> N & — logic L P
VF CONY :
CcoMB 1
TR | GENERATOR i
i LOCAL o —
f, WEMCRY T
1
Fig. 4-13 Go-detector in the prescaler. ‘ ! *
sv'fﬁr-c HERGE:

The presence of a burst signal to be measured
makes certain demands upon the signal itself.
Regardless of the basic counter's ability to
measure during very short measurement times,
the burst duration must meet the following
minimum conditions:

Burst,,;, > (presc. factor) x (inp. cycle time) X 3
or at least 80 ns

Normally the real minimum limit is set by other
factors, like the speed of the GO-detector. This
speed depends on the specific input option
used.

m CNT-90XL: Microwave Conversion

Measuring frequencies up to 20 GHz is possi-
ble with the top-performance prescaler option
14B. The general principles of prescalers are
described in the preceding paragraph.

The different versions of the CNT-90XL are
intended for applications with upper frequency
limits between 27 GHz and 60 GHz.

Here another technique is utilized, down
conversion by means of mixing the unknown
signal with known LO frequencies until there
is a signal present within the passband of the
IF amplifier, in this case 10 - 200 MHz.

A simplified block diagram can be seen in Fig.
4-14.

o 10 MHz

i
i
i
i
! REF.

Fig. 4-14 Microwave acquisition in the
CNT-90XL.

The basic LO frequency range is 430 - 550
MHz and is divided into a number of discrete
frequencies fetched from a look-up table. The
LO output is fed to a comb generator that cre-
ates a harmonic spectrum covering the whole
specified microwave range.

The automatic process of calculating the input
frequency consists of the following steps:
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— Preacquisition
The purpose of this process is to find out
if there is a measurable signal present at
the input, and if so, fix the LO frequency
that gives rise to an IF signal above a cer-
tain threshold level. This is done by se-
quentially stepping the LO from the
highest value in the look-up table to the
lowest value and applying the resulting
comb generator spectrum to the mixer.
The process is stopped when the signal
detector outputs a status signal to the
processor.

— Acquisition
We don't know yet which harmonic
generates the IF signal. First we measure
the IF with the counter. Then we decrease
the LO frequency by 1 MHz and measure
the IF once more. If, for instance, the
difference between the two values is 5
MHz, then we know that the fifth
harmonic is the origin. By examining the
sign of the difference, we can decide if
the original IF should be added to or
subtracted from the calculated harmonic
in order to arrive at the final value.

— Frequency modulation causes an unstable
'n' value calculation. Action: increase the
measuring time.

Power measurement

Another feature in this instrument is the abil-
ity to measure power with high resolution and
moderate accuracy over the entire frequency
range, achieved by storing individual fre-
quency dependent power correction factors in
a memory located inside the conversion unit.
This memory is also used for storing other in-
formation about the converter like identifica-
tion data.

PERIOD

Single A, B & Avg. A, B, C

From a measuring point of view, the period
function is identical to the frequency function.
This is because the period of a cyclic signal
has the reciprocal value of the frequency (1/f).

In practice there are two minor differences.
1. The counter calculates FREQUENCY

— Final RF calculation (always AVG) as:
Now we know the LO frequency, the
multiplication factor 'n' and the sign. f= numberofcvc?les
. . actual gate time
What remains to be done is to count the
IF during a measurement time while it calculates PERIOD AVG as:
corresponding to the desired resolution,
and then the result is used for calculating . actualgatetime

the final value to be presented on the
display as: f=nx fio* IF
There are a number of conditions that can
complicate the acquisition process. All of
them are handled by measures taken by the
instrument firmware. Two examples:

— One of the step frequencies produces an
IF but not its shifted value. Action: go to
the next table value.

number of cycles
2. In the PERIOD SINGLE mode, the counter
uses no prescaler.

All other functions and features as described
earlier under "Frequency" apply to Period
measurements as well.

4-13
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Single A, B Back-to-Back

= CNT-91(R) only

This function benefits from the basic
time-stamping calculation method utilized by
this series of counters to obtain consecutive
measurement results without dead time.

Every positive or negative zero crossing (de-
pending on the selected slope) up to the maxi-
mum frequency (125 kHz with interpolator
calibration ON or 250 kHz with interpolator
calibration OFF) is time-stamped. For every
new time stamp the previous value is sub-
tracted from the current value and displayed.

In VALUES mode the display is updated ev-
ery new period if the period time exceeds 200
ms. For shorter times every second, third etc.
result is displayed due to the limited updating
rate.

In STATISTICS mode the graphs and
statisti-cal data contain all periods up to
the maxi-mum input frequency (see above).
For higher frequencies the average period
time during the 4 or 8 us observation time
is displayed. So, for higher frequencies the
actual function is rather Period Average Back-
to-Back.

The main purpose of this function is to make
continuous measurements of relatively long
period times without losing single periods due
to result processing. A typical example is the
1-pps timebase output from GPS receivers.

Frequency A, B

Back-to-Back
m CNT-91(R) only

This is the inverse function of Period
Back-to-Back. In STATISTICS mode mea-
surement time is used for pacing the time
stamps. The pacing parameter is not used in
this case.

Thus a series of consecutive frequency aver-
age measurements without dead time can be
made in order to fulfil the requirements for
correct calculation of Allan variance or
deviation. These statististical measures are,
for instance, widely used by oscillator
manufacturers to describe short-term
stability.
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Time Measurements

Introduction Triggering

The set trigger level and trigger slope define

Measuring the time between a start and a stop i .
the start and stop triggering.

condition on two separate channels is the basis
for all time interval measurements. In addition  |f Auto is on, the counter sets the trigger level
to the fundamental function Time Interval Ato o 50% of the signal amplitude, which is ideal

B, the counters alsO Offer Other Channel for most tlme measurements.

combinations and derived functions like Pulse

Width and Rise/Fall Time. m  Summary of Conditions for Reliable
HyStGFBSiS band (SENS) Time Measurements:

— Auto Once, that is freezing the levels de-
termined by Auto Trig, is normally the
best choice when making time measure-

Trigger level offset( —ru—v
Trigger points

" t T ments. Choose Man Trig and press
% /_ N\ »1_ AUTOSET once.
r 4.4 a4
}V [f — DC coupling.
k oV / 4 : / ( — 1x Attenuation. Selected automatically if
- / /e AUTOSET was used before to set the
; trigger levels.
/ Reset points  / o
— High signal level.
Fig. 4-15 Time is measured between the — Steep signal edges.
trigger point and the reset point. Accurate Even though the input amplifiers have high
measurements are possible only if the sensitivity, the hysteresis band has a finite

hysteresis band is narrow. value that would introduce a small timing

error for signals with different rise and fall
times, for instance asymmetrical pulse signals
like the one in Fig. 4-15. This timing error is
taken care of by using hysteresis compensation
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that virtually moves the trigger points by half . H
the hysteres}i/s band. P g C N T-g 1 (R) . TI me
Interval Error (TIE)

TI me I nte rval This function can be found under the function

menu Time and is only applicable to clock
signals, not data signals.
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All time interval functions can be found under

the function menu Time. TIE measurement uses continuous
time-stamping to observe slow phase shifts
(wander) in nominally stable signals during
extended periods of time. Monitoring distrib-
uted PLL clocks in synchronous data trans-
mission systems is a typical application.

The toggling SLOPE keys (marked with a
positive _~ or negative =_ edge symbol)
under the menus INPUT A/B decide which edge
of the signal will start resp. stop the measure-
ment.

The frequency of the signal to be checked can
Time Interval A to B be either manually or automatically set. Auto
detects the frequency from the first two sam-
-~ X ~ ples. The value is rounded to four digits, e.g.
'condmon on input A and a stop condition on 2.048 MHz and is output on the bus when a
input B. query is sent. It is also displayed as an auxil-

iary parameter in VALUE mode.

The counter measures the time between a start

Time Interval B to A . L
TIE is measured as the time interval between

The counter measures the time between a start  the input signal and the internal or external

condition on input B and a stop condition on timebase clock. These signals are not

input A. phase-locked, so irrespective of the real time
interval value at the start of a measurement, the

Time Interval Ato A, Bto B result at t = 0 is mathematically nulled. Thus

the graphic representation in STATIS-TICS

When the same (common) signal source sup- mode starts at the origin of coordinates.

plies both start and stop trigger events, connect
the signal to either input A or input B.

These functions can be used for measuring RiselFa" Time AIB

rise and fall times between arbitrary trigger

levels. )
evels These functions can be found under the func-

tion menu Time.

Rise and fall time can be measured on both in-
put A and input B.

By convention, rise/fall time measurements
are made with the trigger levels set to 10 %
(start) and 90 % (stop) of the maximum pulse
amplitude, see Figure 4-16.

USER MANUAL e CNT 9x Series ® Rev.22 February 2020 4-16

TS-TL-PDL-014

— We measure, we calibrate, we validate. EHZE - www.tessol.com TS-TL-PDL-014 64 /189



https://www.tessol.com/?utm_source=datasheet&utm_medium=pdf&utm_campaign=technical_library&utm_content=TS-TL-PDL-014

>
Z
(1]
2
Q
-
©
g
=
15
[¢]
(]
st
-
o
0
n
w
=

rfssnl Technical Library

Pendulum

Measuring Functions

The counter measures the time from when the
signal passes 10 % of its amplitude to when it
passes 90 % of its amplitude. The trigger lev-
els are calculated and set automatically.

Auxiliary parameters shown simultaneously
are Slew Rate (V/s), Vmaxand Vmin

100%

Trigger Level B 90%
Input A/ Common
Trigger Level A 10%
d ,,,,,,,,,,,,,,,,,,,,,,,,,,,

Fig. 4-16 Trigger levels for rise/fall mea-
surements.

For ECL circuits, the reference levels are 20
% (start) and 80 % (stop). In this case you can
use either of two methods:

1. Select the general Time Interval function
described above and set the trigger levels man-
ually after calculating them from the absolute
peak values. Then you can benefit from the
auxiliary parameters Vmax and Vmin. For
measurements made on input A, use the fol-
lowing settings:

Rise

Time:

Trig Level A = Vimin +0.2(Vmax - Vimin)

Trig Level B = Vmin +0.8(Vmax - Vmin)

Fall Time:

Trig Level A = Vmin +0.8(Vmax -

'V min)

Trig Level B =Vmin +0.2(V pax = Vinin)
2. Select one of the dedicated Rise/Fall Time
functions, and exploit the possibility to man-

See the paragraph on Auto Trigger (page 4-19)
to find out how overshoot or ringing may 71B-
fect your measurement.

Pulse Width A/B

The function menu designation is Pulse.
Either input A or input B can be used for mea-
suring, and both positive and negative pulse
width can be selected.

— Positive pulse width means the time be-
tween a rising edge and the next falling
edge.

— Negative pulse width means the time be-
tween a falling edge and the next rising
edge.

The selected trigger slope is the start trigger
slope. The counter automatically selects the
inverse polarity as stop slope.

Duty Factor A/B

The function menu designation is Pulse.
Either input A or input B can be used for mea-
suring, and both positive and negative duty
factor can be selected. See the preceding para-
graph for a definition of positive and negative
in this context.

Duty factor (or duty cycle) is the ratio between
pulse width and period time. The counter
determines this ratio by first making a pulse
width measurement, then a period mea-
surement, and calculates the duty factor as:

i i i in ¢ Pulsewidth
ually adjust the'relatlv-e trlgger levels (11} %) Duty factor = 4w
when Auto Trigger is active. Both input Period
channel menus are used for entering the levels,
but only one channel is the active signal input.
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The total measurement time will be
@ doubled compared to a single

measurement, because "Duty"

requires 2 measurement steps.

Measurement Errors

Hysteresis

The trigger hysteresis, among other things,
causes measuring errors, see Figure 4-17. Ac-
tual triggering does not occur when the input
signal crosses the trigger level at 50 percent of
the amplitude, but when the input signal has
crossed the entire hysteresis band.

Start
Channel A
‘\
et Trigger level
o
St L
Ct?apnnm B Measured Time Interval

Fig. 4-17 Trigger hysteresis

The hysteresis band is about 20 mV with at-
tenuation 1x, and 200 mV with attenuation
10x.

To keep this hysteresis trigger error low, the
attenuator setting should be 1x when possible.
Use the 10x position only when input signals
have excessively large amplitudes, or when
you need to set trigger levels higher than 5 V.

Overdrive and Pulse

Rounding

Additional timing errors may be caused by
triggering with insufficient overdrive, see Fig-
ure 4-18. When triggering occurs too close to
the maximum voltage of a pulse, two phenom-
ena may influence your measurement uncer-
tainty: overdrive and rounding.

Trigger level q t\

A\
\ Actual triggering
Crossing trigger level

Fig. 4-18 Insufficient overdrive causes

Trigger Error.

Overdrive: When the input signal crosses the
hysteresis band with only a marginal
overdrive, triggering may take some
100 ps longer than usual. The specified
worst case 500 ps systematic trigger
error includes this error, but you can
avoid it by having adequate overdrive.

Rounding: Very fast pulses may suffer from
pulse rounding, overshoot, or other
aberrations. Pulse rounding can cause
significant trigger errors, particularly
when measuring on fast circuitry.
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Auto Trigger

Auto Trigger is a great help especially when
you measure on unknown signals. However,
overshoot and ringing may cause Auto to
choose slightly wrong MIN and MAX signal
levels. This does not affect measurements like
frequency, but transition time measurements
may be affected.
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Therefore, when working with known signals
such as logic circuitry, set the trigger levels
manually.

Always use manual trigger levels if the signal
repetition rate is > 300 MHz or drops below
100 Hz (default), or below the low frequency
limit set by entering a value between 1 Hz and
50 kHz in the menu Auto Trig Low Freq. You
can reach it by pressing SETTINGS — Misc.
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Phase

What is Phase?

Phase is the time difference between two sig-
nals of the same frequency, expressed as an
angle.

A B
/il
-

Phase?

Fig. 4-19 Phase delay.

The traditional method to measure phase de-
lay with a timer/counter is a two-step process
consisting of two consecutive measurements,
first a period measurement and immediately
after that a time interval measurement. The
phase delay is then mathematically calculated
as:

360°x (Time Interval A-B)
Period

or in other words:
Phase A -B = 360°x Time Delay x FREQ

A somewhat more elaborate method is used in
these counters. It allows the necessary mea-
surements to be performed in one pass by us-
ing time-stamping. Two consecutive
time-stamps from trigger events on channel A
and two corresponding time-stamps from

channel B are enough to calculate the result,
including sign.

Resolution

_Period(T)
® A Aiﬂu
TimedeaM) V
—_———» e (p=At =360
T

Fig. 4-20 Traditional phase definition.
The frequency range for phase is up to 160
MHz and the resolution depends on the
frequency. For frequencies below 100 kHz
the resolution is 0.001° and for frequencies
above 10 MHz it is 1°. It can be further
improved by averaging through the built-in
statistics functions.

Possible Errors

Phase can be measured on input signal fre-
quencies up to 160 MHz. However, at these
very high frequencies the phase resolution is
reduced to:

100ps x 360° x FREQ

Y2 Pendulum CN

= We measu
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Inaccuracies

The inaccuracy of Phase A-B measurements
depends on several external parameters:

— Input signal frequency

— Peak amplitude and slew rate for input
signals A and B

— Input signal S/N-ratio

Some internal parameters are also important:

— Internal time delay between channel A
and B signal paths

— Variations in the hysteresis window be-
tween channel A and B

Let us look deeper into the restrictions and
possibilities of using phase measurements.

Inaccuracy: The measurement errors are of
two kinds:

— Random errors
— Systematic errors

The random errors consist of resolution
(quantization) and noise trigger error.

Systematic errors consist of "inter-channel
delay difference" and "trigger level timing"
errors. Systematic errors are constant for a
given set of input signals, and in general, you
can compensate for them in the controller
(GPIB-systems) or locally via the MATH/LIM
menu (manual operation) after making cali-
bration measurements. See Methods of Com-
pensation on page 4-23.

m Random Errors
The phase quantization error algorithm is:
100 ps x FREQ x 360°

For example, the quantization error for a 1
MHz input signal is thus:

100 ps x 1 x 10° x 360° ~ 0.04°

The trigger noise error consists of start and
stop trigger errors that should be added. For
sinusoidal input signals each error is:

360°

s, ‘ati
2n x %, ratio

Let's use the example above and add some
noise so that the S/N ratio will be 40 dB. This
corresponds to an amplitude ratio of 100
times (and power ratio of 10000 times). Then
the trigger noise will contribute to the random
error with:

360°

| e '30'6!)
2 x100

The sum of random errors should not be
added linearly, but in an "RMS way", because
of their random nature. Let's do so for our
examples above.

Random error =

.

\e’lquam. err. + start irg. er‘f‘.z + stop irg. err.:
The total random errors are thus:

V004% + 06" +06° ~085° (single-shot)

What about random errors caused by internal
amplifier noise? Internal noise contribution is
normally negligible. The phase error caused
by noise on the signal, whether internal or ex-
ternal, is:

360°

ET'—- X %\- ratio

For an input signal of 250 mV ;s and the typi-
cal internal noise figure of 250 uVrms gives us
a S/N-ratio of a minimum of 60 dB (1000
times). This gives us a worst case error of
0.06°. Increasing the input signal to 1.5 Vs
decreases the error to 0.01°.

Another way to decrease random errors is to
use the statistics features of the instrument

Y& Pendulum CN
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and calculate the mean value from a number
of samples.

m Systematic Errors in Phase
Measurements

Systematic errors consist o f3 elements:

— Inter-channel delay

difference.

propagation

— Trigger level timing errors (start and

stop), due to trigger level uncertainty.
The inter-channel propagation delay differ-
ence is typically 500 ps at identical trigger
conditions in both input channels. Therefore,
the corresponding Phase difference is:

<0.5 ns x360°x FREQ

See the following table.

160 MHz 28.8°

100 MHz 18.0°
10MHz 1.8°

1MHz 0.18°

100 kHz 0.018°

10 kHz and below 0.002°
Table 4-2 Phase difference caused by

inter-channel propagation delay difference

Trigger level timing error

The "trigger level timing error" is depending
on two factors:

— The actual trigger point is not exactly
zero, due to trigger level DAC uncertainty
and comparator offset error.

— The two signals have different slew rates
at the zero-crossing.

Every counter has input hysteresis. This is
necessary to prevent noise to cause erroneous
input triggering. The width of the hysteresis
band determines the maximum sensitivity of
the counter. It is approximately 30 mV, so
when you set a trigger level of 0 V, the actual
trigger point would normally be +15 mV and

the recovery point -15 mV. This kind of tim-
ing error is cancelled out by using hysteresis
compensation.

Hysteresis compensation means that the mi-
crocomputer can offset the trigger level so
that actual triggering (after offset) equals the
set trigger level (before offset). This general
hysteresis compensation is active in phase as
well as in time interval and rise/fall time
measurements. There is a certain residual
uncertainty of a few mV and there is also a
certain temperature drift of the trigger point.

The nominal trigger point is 0 V with an un-
certainty of £ 10 mV.

A sine wave expressed as V(f) = Vpxsin (2 7T

AV
ft), has a slew rate Al of Vpx 2 fclose to

the zero-crosssing. That gives us the
systematic time error when crossing 10 mV,
instead of crossing 0 mV.
10mV ,
(s)

(Ve x2n x FREQ)

And the corresponding phase error in
degrees is:
10mV % 360° x FREQ

Vy x2n x FREQ

) 06 .,
which can be reduced to: ?( )
P

This error can occur on both inputs, so the
worst case systematic error is thus:
06 06 .
—te— (")
Vi(Ad) Ve(B)
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error (examples).

Methods of Compensation

The calculations above show the typical un-
certainties in the constituents that make up the
total systematic error. For a given set of input
signals you can compensate for this error
more or less completely by making
calibration measurements. Depending on the
acceptable residual error, you can use one of
the methods described below. The first one is
very simple but does not take the
inter-channel propagation delay difference
into account. The second one includes all
systematic errors, if it is carried out
meticulously, but it is often not practicable.

Common settings for the two inputs are:

2

5

= Measuring Functions

O

£ Vpeak (A) | Vpeak (B)| Worst case calibration has to be repeated if the
9 systematic error frequency or the amplitude changes.

J 150 mV 150 mV 4°+4° . 8°

o 1.5V 150 mV 0.4°+4°=4.4° Method 2:

a 1.5V 1.5V 0.4°+0.4°=0.8° .

= Table 4-3 Systematic trigger level timing Connect one of the signals to be measured to

both Input A and Input B via a 50 {2 power
splitter or a BNC T-piece, depending on the
source impedance. Make sure the cable
lengths between power splitter / T-piece and
instrument inputs are equal. Select the func-
tion Phase A rel B and read the result. Enter
this value as a correction factor in the same
way as described above for Method 1.

In order to minimize the errors you should
also maintain the signal amplitudes at the in-
puts, so that the deviation between
calibration and measurement is kept as small
as possible.

The same restrictions as for Method 1
regarding frequency and amplitude apply to
this method, i.e. you should recalibrate
whenever one of these signal parameters
changes.

Slope: Pos or Neg
Coupling: AC . . .
Impedance: 1 MQ or 50 Q depending on Residual Systematic Error:

source and frequency By mathematically (on the bench or in the
Trigger: Man : . :
Trigger Level: oV controller) applying corrc?ctlons according to
Filter: Off one of the methods mentioned above, the

systematic error will be reduced, but not

Method 1: fully eliminated. The residual time delay

Connect the test signals to Input A and Input
B. Select the function Phase A rel A to find
the initial error. Use the MATH/LIM menu to
enter this value as the constant L in the for-
mula K*X+L by pressing Xo and change sign.

error will most probably be negligible, but a
trigger level error will always remain to a
certain extent, especially if the temperature
conditions are not constant.

Now the current measurement result (Xo) will
be subtracted from the future phase measure-
ments made by selecting Phase A rel B.A
considerable part of the systematic phase er-
rors will thus be cancelled out. Note that this
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Totalize [CNT-91(R) only]

Totalize in General

The Totalize functions add up the number of
trigger events on the two counter inputs A
and B. Several combinations of them are
theoretically possible. Five have been realized
and made available by entering the Totalize
menu.

In addition to controlling the gate manually
by toggling HOLD/RUN you can also open
and close the gate by using the arming
facilities under SETTINGS. The different
functions are described below.

The display is updated continually while the
gate is open. Events are accumulated during
consecutive open periods until RESTART is
pressed.

&

The manual Totalize functions can
not be used in conjunction with the
Statistics functions and parameters
like block and pacing. Nor does Auto
Trigger work the normal way. An Auto
Once is performed instead before the
start of a measurement in order to
calculate suitable trigger levels once.

TOT A MAN

This mode enables you to totalize (count) the
number of trigger events on Channel A.
Aux- iliary calculated parameters are A-B
and A/B. Start/Stop is manually controlled
by toggling the key HOLD/RUN, and the
counting regis- ters are reset by pressing
RESTART.

TOT B MAN

This mode enables you to totalize (count) the
number of trigger events on Channel B.
Aux- iliary calculated parameters are A-B
and A/B. Start/Stop is manually controlled
by toggling the key HOLD/RUN, and the
counting regis- ters are reset by pressing
RESTART.

TOT A+B MAN

This mode enables you to calculate the sum
of trigger events on Channel A and Channel
B. Auxiliary parameters are A and B.
Start/Stop is manually controlled by toggling
the key HOLD/RUN, and the counting
registers are reset by pressing RESTART.
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TOT A-B MAN

This mode enables you to calculate the
difference between trigger events on Channel
A and Channel B. Auxiliary parameters are A
and B. Start/Stop is manually controlled by
toggling the key HOLD/RUN, and the
counting registers are reset by pressing
RESTART.

Applications

The TOT A-B MAN makes it possible, for
instance, to make differential flow measure-
ments in control systems.

Example: the number of cars in a parking lot
equals the number of cars passing the entrance
(A) gate, minus the ones passing the exit (B)
gate.

TOT A/B MAN

This mode enables you to calculate the ratio
of trigger events on Channel A and Channel
B. Auxiliary parameters are A and B.
Start/Stop is manually controlled by toggling
the key HOLD/RUN, and the counting regis-
ters are reset by pressing RESTART

Totalize & Arming

By using Arming together with Totalize you
can open and close the gate with an external
signal applied to one of the channels A, B or
E. In this way you can realize a host of func-
tions like TOT A START/STOP by B, TOT
A-B Gated by E and TOT B Timed by A,
simply by selecting channel, slope and delay
time for Start/Stop.

Unlike the manual Totalize functions, the
armed variants resemble the other measure-
ment functions inasmuch as they allow block
and pacing control. Consequently all the Sta-
tistics functions are available. A new result is
displayed after each stop condition.

Examples

The comprehensive Arming features can be
found under SETTINGS — Arm.

In order to set up the Totalize functions
above, do the following:

m TOT A START/STOP by B

—Select Totalize from the MEAS FUNC
menu and then A.

— Connect the signal to be measured to
Input A.

— Set the trigger level for Input A
manually to a suitable value.

— Connect the control signal to Input B.

— Set the trigger level for Input B
manually to a suitable value.

— Go to the Arming menu (SETTINGS —
Arm) and set the seven parameters:

— Arm on Sample/Block
Decide if each event or each block
of events
(STATISTICS mode)
armed.

should be

— Start Channel
Select
B.

— Start Slope
Select POS (marked by a rising
edge symbol).

— Start Delay
Decide if you need to insert a delay
(10 ns - 2 s) between the control signal
and the actual opening of the gate.
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§ _ Stop Delay — Stop Channel
. Decide if you need to insert a delay (10 Select E.
é ns - 2 s) during which the gate will not — Stop Slope
“ respond to the control signal on the Select NEG (marked by a falling edge
- Stop Channel. The main application is symbol).

to prevent relay contact bounces from

closing the gate prematurely. u TOT B Timed by A

— Stop Channel —Select Totalize from the MEAS FUNC

Select B. menu and then B.

— Stop Slope . — Connect the signal to be measured to Input
Select POS (marked by a rising edge B
symbol). .

— Set the trigger level for Input B manually
m TOT A-B Gated by E to a suitable value.

—Select Totalize from the MEAS FUNC

— Connect the control signal to Input A.
menu and then A-B.

— Set the trigger level for Input A manually
to a suitable value.

— Go to the Arming menu (SETTINGS —
Arm) and set the six parameters:

— Connect the signals to be measured to In-
puts A and B.

— Set the trigger levels for Inputs A and B

manually to suitable values.

— Connect the control signal (TTL levels) to

Input E.

— Go to the Arming menu (SETTINGS —

Arm) and set the seven parameters:

— Arm on Sample/Block
Decide if each event or each block of
events (STATISTICS mode) should be
armed.

— Start Channel
Select E.

— Start Slope
Select POS (marked by a rising edge
symbol).

— Start Delay
Decide if you need to insert a delay (10
ns - 2 s) between the control signal and
the actual opening of the gate.

— Stop Delay
Decide if you need to insert a delay (10

— Arm on Sample/Block
Decide if each event or each block of
events
(STATISTICS mode) should be armed.

— Start Channel
Select A.

— Start Slope
Select POS (marked by a rising edge
symbol).

— Start Delay
Decide if you need to insert a delay (10
ns - 2 s) between the control signal and
the actual opening of the gate.

— Stop Delay
Set the measurement time between 10
nsand 2 s.

— Stop Channel
Select Time.

ns - 2 s) during which the gate will not
respond to the control signal on the Stop
Channel. The main application is to
prevent relay contact bounces from
closing the gate prematurely.

With this function you can synchronize the
start of an accurate gate time to an external
event.
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Voltage

VMAX, Vmin, VPP

Press MEAS FUNC — Volt. The counter can
measure the input voltage levels VMAX , VMIN
and Vrpon DC-input voltages and on repetitive

signals between 1 Hz and 400 MHz.

Fig. 4-21

The default low frequency limit is 20 Hz but
can be changed via the SETTINGS —
Miscellaneous menu between 1 Hz and 50
kHz. A higher low-frequency limit means
faster measurements.

The voltage capacity is -50 V to +50 V in two
automatically selected ranges.

For LF signals the measurement has "voltmeter
performance", i.e. an accuracy of about 1 % of
the reading.

You can select any one of the parameters to be
the main parameter that is displayed in large
digits and with full resolution, while the others
are displayed simultaneously at the bottom of
the display in smaller characters.

The voltage is determined
by making a series of trigger
leve settings and sensing
when the counter triggers.
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VRMS

When the waveform (e.g. sinusoidal, triangu-
lar, square) of the input signal is known, its
crest factor, defined as the quotient (Qcr) of
the peak (Vp) and RMS (Vrms) values, can be
used to set the constant K in the mathematical
function K*X+L. The display will then show
the actual Vms value of the input signal,
assuming that Vpp is the main parameter.

1
K-W- b=t e prp

CE
EXAMPLE: A sine wave has a crest factor of

1.414 (2 ), so the constant in the for-
mula above will be 0.354.

Press MATH/LIM and after that Math—
Math(Off) ->K*X+L Press K= and enter
0.354 via the NUMERIC ENTRY keys.
Check that the L constant is set to its
default setting 0. Confirm your choices
with the softkeys below the display. If
the input is AC coupled and V,,
selected, the display will now show the
RMS value of any sine wave input.

If the sine wave is superimposed on a DC
voltage, the RMS value is found as: 0.354*Vpp
+ Vpc. If Ve is not known it can be found as:
V _ FyMA.V(" il I/&1']""\-"

ne— YT =

2

To display the rms value of a sine wave super-
imposed on a DC voltage, follow the example
above, but set L = VDcC.
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Pulsed Signals
[CNT-90 XL option 28 only]

I N T RO D U C T I 0 N Start Delay: internal signals may need some time to be properly
established. Start delay is useful to skip initial signal transient
The option 28, named Pulsed RF option, allows the CNT-90XL response to make sure that measurement starts when signal is stable.
counter to measure pulsed RF signal charactﬁeristics‘ A pulsed signal Measurement time is the time during which the measurement is
can be defined by some parameters, as described below. actually done. NOTE that measurement time must be shorter than the
FP pulse width with some margin.
>H€ Pulse Sensitivity setting ; High/Medium/Low, corresponds to the

trigger level selected for the internal pulse envelope detector signal.
This setting depends on the RF signal power level.

e . > RECOMMENDED SETTINGS

P In most cases, best values to use for start delay and measurement
time are respectively 10% and 80% of pulse width.

Frequency Ain pulseA(FP): ?‘ISO known as canierA frequency or NOTE: Measurement time should end min. 40 ns before end of pulse!
frequency in burst is the signal frequency within the pulse. Example: For a 100ns pulse, the recommended start delay is 10 ns

Pulse Width (PW): it is the pulse duration. and Meas. Time is 50ns

Sensitivity settings:

Pulse Repetition Interval (PRI): it is the pulse period of repetition.
Pon < -8dBm HIGH sensitivity

Pulse Repetition Frequency (PRF): it is the reciprocal of the PRI.
-8dBm < P,y <-3dBm [ MEDIUM sensitivity

Pulse Power level (Poy) is the signal level and is showed in dBm.

Pon > -3dBm LOW sensitivity

SETTINGS
To be able to measure pulsed signal main characteristics, the N EEDED S ETTINGS

CNT-90XL option 28 has a special set of measurement settings.
Depending on selected measurement, some parameters need to be

. i properly defined to get a correct result. The following table
" | V " : summarizes needed settings for each measurement function.

RF Input Signal:

o
! L
Intermediate Frequency obtained after mixing: % g
T —— 8l |
Al : 2| |z
_.1 - 2| &gl
I | — | 2| 2=
! | | S ol s| 5
. u 18 clel|l 8l @
| 1l ol ol 2| &
H i =S I
Envelope detection signal: 1
i Frequency in Pulse X | X[ X[ X
EI" sensibility Pulse Width X X
i L Pulse repetition interval X X
i
. T ! Power in pulse X| X[ X
Start Delay Measurement Time
4-29 USER MANUAL e CNT 9x Series ® Rev.22 February 2020
¢
.-
<
-
a]
o
'
I_—‘ A= Pendulum CNT-90XL AL EE N - H[ZEAL RIE X2 LICE AFL2 HIZEAL APFOf| w2} HEE 4 AL
'
wn
-
— We measure, we calibrate, we validate. EE - www.tessol.com TS-TL-PDL-014 77 /189

KOLAS = XSl w3 7|2 - ISO/IEC 17025



https://www.tessol.com/?utm_source=datasheet&utm_medium=pdf&utm_campaign=technical_library&utm_content=TS-TL-PDL-014

TfSSﬂl Technical Library Pendulum

Measuring Functions

Frequency in Pulse

Note: For very short pulses (nanoseconds and lower microseconds), the resolution is limited in a single shot measurement (Values mode). To
improve resolution, you should switch to STAT mode and do Statistical measurements and read the Mean Frequency value. For example
100 samples average will give one additional display digit and 10000 samples will give two additional digits.
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There is also a systematic error of <200ps/Meas_time, that will be significant for very short pulses. This systematic error cannot be eliminated by
averaging. To improve frequency accuracy for very short pulses, use the simple method below to compensate for the systematic error.

Device Under Test

or 18 GHz CW generator >| CNT-S0XL

1. Before the actual pulse measurement, set up a CW generator with the same nominal frequency and level as the actual pulsed signal. That can
very well be the DUT itself, if it can provide both a CW output and a pulsed output.

2. Set up the counter for CW measurements, using manual acquisition. Measure the CW mean frequency at 1sec measuring time with 10
samples. Note the value as the reference value F1.

3. Measure the CW mean frequency with a measuring time equal to the pulse width minus 40 ns. E.g. if the pulsed signal has 500 ns wide
pulses, this CW measurement should be measured with 460ns measuring time.
Use STAT mode with 10 000 samples, still using manual acquisition. Note the value as the “short gate” value F2.

4. The difference F2-F1 is the systematic error for a 500 nsec pulse.
Enter this value as the math constant L in the counter’s Math settings and select “K*X-L”.

5. Perform the final pulsed RF frequency measurement with a compensated systematic error (via Math) to get a reading with minimum error.

SELECTING PULSED RF FREQUENCY IN PULSE
M EAS U R E M E N TS Select Frequency measurement via the menu
- MEA Pul RF F in Pul
If Option 28 is installed in CNT-90XL, the Pulsed RF measurements S — Pulsed RF — Freq in Pulse - C
are found by pressing the MEAS key and selecting Pulsed RF: Freq In Pulse C: Ach  MEAT
Freq In Pulse C: Ach  mEas === =z
Measure function:Pulsed RF:
=== Hz7
Heasure function: Power
Period Pulsa In Pulse Repetition Width On
[ZIEE ] Power & . . . .
Frag Time Phasc ;3 Uolt (this function is also available via the
The various Pulsed RF parameters are thereafter displayed: - MEAS —Frequency in Pulse —Freq in Burst —C menu).
- Frequency in pulse Set corresponding masureent settings in the following menus:
- Repetition (PRI and PRF)
- Width (Pulse Width and Duty Factor) - SETTINGS — Pulsed RF
- Power On (the power in Pulse during On time) Freq In Pulse C: RLG  MEAS
=== Hz7
MANH
Freq In Pulse C: AGR i Settings:
— Pulsed BF Trigger Timebase
Hz MeasTime Arm Hold Off S5tat Ref Hisc
Measure function:Pulsed RF: 100 ms | [OFf) | (Autol
In Pulse Repatition Width n
\1‘ .
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0
c
c
[¢]
o
-
4 - SETTINGS — Pulsed RF —> Start Delay (this function is also available via the
o
o - SETTINGS — Pulsed RF — Meas Time - MEAS - Repetition - PRI —C menu).
w
= - SETTINGS — Pulsed RF — Sensitivity Set corresponding masureent settings in the following menus:
TR T neas - SETTINGS — Pulsed RF
=== Hz PRI C: Ach  SING
Settings:Pulsed RF:
Sunc Start Meas Pulse Freq A.B il =
Delay Delay Time Sensitivity Limit Settings:
400us 05 200us 300MH=z Trigger Timebase
MeasTime Arm Hold Off S5tat Ref HMisc
Fraa InTOTEE T e hias 2ms | wn | aute
H - SETTINGS - Pulsed RF — Sensitivity
=== HZ7
Settings:Pulsad RF:PulseSensitivitu: PRI C: Rcg  SING
: s -——
oy edium ikl Settings:Pulsed RF:
Start HMeas Pulse Freq A.B
And finally select Manual acquisition with a center frequency that Dse"";::; De?;g Time Sensitivity Li?nit
is close to expected frequency (within 500 MHz) L 400ps 0 2 ms (High) 300MHz
- SETTINGS — Misc — Input C Acq — Center frequency PRIC. I ST
—-———
PRI Settings:Pulsed RF:PulseSensitivity:
Select Pulse Repetition Interval measurement via the
P Low Medium High|

- MEAS —Pulsed RF —Repetition —»PRI —C. . . .
And finally select Manual acquisition with a center frequency that is

Set corresponding measurement settings in the following menus:
close to expected frequency (within 500 MHz)

PRI C: AGE  SINE
- SETTINGS — Misc — Input C Acq — Center frequency
=== 5 Laladad
Measure function:Pulsed RF: PRI C: ACQ SING
Freq Power —-——
Lin Pulse  [VYEGEGT Width On Settings:Misc:
PRI C: ACQ  SING Interp Smart Auto Trig Input C
Calib Meas Timeout Low Freq Acq
—-——G [1]1] (Off) 100 Hz (Auto)
Measure function:Pulsed RF:Repetition: PRI C: e ZING
PRE PRI -5
I Settings:Misc:Input C Acq:
PRI C: ACO SING Freq C
Centre ﬂcquisitiun
-_——G 500 MHz Manual
Measure function:Pulsed RF:Repetition:PRI:
™AW
PRI C: aco  SING
| -G

Settings:Misc:Iinput C Acq:Freq C Centre:

Freq C Centre: I MHz

GHz
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PRF

Select Pulse Repetition Frequency measurement via the
- MEAS — Pulsed RF — Repetition - PRF — C.

Set corresponding measurement settings in the following menus:

- SETTINGS - Pulsed RF - Sensitivity.

- SETTINGS — Misc — Input C Acq — Center frequency

PuLse WIDTH Pos

Select Positive Pulse Width measurement via the
- MEAS - Pulsed RF — Width — Pos — C.
Set corresponding measurement settings in the following menus:

- SETTINGS — Pulsed RF — Sen sitivity.

- SETTINGS — Misc — Input C Acq — Center frequency

PuLseE WIDTH NEG

Select Negative Pulse Width measurement via the

-  MEAS — Pulsed RF — Width — Neg — C.
This measure corresponds to pulse off width, or the time between

pulses.

Set corresponding measurement settings in the following menus:

- SETTINGS — Misc — nput C Acq — Center frequency

DuTtYy FACTOR POS

Select Positive duty factor measurement via the

- MEAS —Pulsed RF —Width —Duty Factor Pos —C.
Set corresponding measurement settings in the following menus:
- SETTINGS — Pulsed RF — Sensitivity.

- SETTINGS — Misc — Input C Acq — Center frequency

Positive Duty Factor corresponds to the pulse width divided by the
Pulse Repetition Interval.

DuTY FACTOR NEG

Select Negative duty factor measurement via the
- MEAS — Pulsed RF — Width — Duty Factor Neg — C.

Set corresponding measurement settings in the following menus:

- SETTINGS — Pulsed RF — Sensitivity.
- SETTINGS — Misc — Input C Acq — Center frequency

The Negative Duty Factor corresponds to the negative pulse width
divided by the Pulse Repetition Interval.

PowerR ON

CNT-90XL option 28 is also able to measure the power within pulses
by selecting the function in the appropriate menu:

- MEAS — Pulsed RF - Power ON — C

Set corresponding measurement settings in the following menus:
- SETTINGS — Pulsed RF — Start Delay.

- SETTINGS — Pulsed RF — Measurement Time.

- SETTINGS — Misc — Input C Acq — Center frequency
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Chapter 5

Measurement Control
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About This Chapter

This chapter explains how you can control
the start and stop of measurements and what
you can obtain by doing so. The chapter
starts by explaining the keys and the
functions behind them, then gives some
theory, and ends with actual measurement
examples.

Measurement Time

This parameter is only applicable to the
functions Frequency and Period Average.
Increasing the measurement time gives more
digits, i.e. higher resolution, but fewer mea-
surements per second. The default value is
200 ms but can be changed via SETTINGS
— Meas Time between 20 ns and 1000 s.

The default value gives 11 digits on the dis-
play and 4 to 5 measurements each second.
Varying the measurement time is a
hardware-based averaging method in contrast
to the software-based mean value function
that can be found in the STAT/PLOT menu.

The measurement time changes in 1/2/5 steps
if you use the arrow keys for stepping. By
using the numeric entry keys you can set any
value within the specified range with a
resolution of 10 ns.

V=

To quickly select the lowest mea-
surement time, enter 0. The counter
will select 20 ns automatically.

Gate Indicator

The GATE LED is on when the counter is
busy counting input cycles.

Single Measurements

SINGLE is implicitly the normal measure-
ment mode, which means that the counter
shows the results from a single input cycle.

The exceptions are Frequency and Period
Average.

Single or Average is not relevant for V,,,,
Vmin or Vpp measurements.

Hold/Run & Restart

Pressing HOLD completes the current
measurement and freezes the result on the
display.

Pressing RESTART initiates a new

measurement.

If you are performing a statistics
measurement and press HOLD, the pending
sample will be finished. Then the
measurement will stop, and you can, for
instance, watch the graphic representation of
the samples taken so far.

Pressing RESTART starts a new
measurement from sample 1, and the
measurement will stop when the preset
number of samples has been taken.

Arming

Arming gives you the opportunity to start
and stop a measurement when an external
qualifier event occurs.

Start and stop of the arming function
can independently be set to positive
slope, negative slope, or it can be turned
off. A delay between 10 ns and 2 s can
be applied to the start arming channel to
facilitate certain measurements. The
resolution is 10 ns.

Input E on the rear panel is the normal
arming input, but also input A and input B
can be used. The frequency range for input E
is 80 MHz, whereas it is 160 MHz for the
other inputs.

All the versatile arming functions can
be reached under SETTINGS — Arm.

USER MANUAL e CNT 9x Series  Rev.22 February 2020 5-2

— We measure, we calibrate, we validate.

@EZE - www.tessol.com TS-TL-PDL-014

82/189


https://www.tessol.com/?utm_source=datasheet&utm_medium=pdf&utm_campaign=technical_library&utm_content=TS-TL-PDL-014

TESSOL  echnical Library Pendulum

Measurement Control

Arming is somewhat complicated yet gives
the flexibility to perform a measurement on a
specific portion of a complex signal, like a
frequency measurement on the color burst
contained in a composite video signal.
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Other examples of arming can be found later
in this chapter, starting on page 5-9.

Start
Arming

Start arming acts like an External Trigger
on an oscilloscope. It allows the start of the
ac- tual measurement to be synchronized to
an external trigger event.

In a complex signal, you may want to
select a certain part to perform
measurements on. For this purpose, there is
an arming delay function, which delays the
actual start of measurement with respect to
the arming pulse, similar to a "delayed
timebase" in an oscilloscope.

You can choose to delay start arming by a
preset time.

Start arming can be used for all functions ex-
cept Frequency Burst, Ratio and Volt. If
you use start arming to arm an average mea-
surement, it only controls the start of the first
sample.

Stop Arming

Stop arming prevents the stop of a measure-
ment until the counter detects a level shift on
the arming input. Combining Start and Stop
Arming results in an "external gate" function
which determines the duration of the
measurement.

Stop arming can be used for all functions ex-
cept Frequency Burst, Ratio, Volt and
Rise/Fall Time.

Stop Delay can only be used for realizing the
function Timed Totalize in the CNT-91(R).
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Controlling Measurement
Timing

The Measurement
Process

Basic Free-running Measurements

Since these counters use the reciprocal count-
ing technique, they always synchronize the
start and stop of the actual measuring
period to the input signal trigger events. A
new mea- surement automatically starts when
the previ- ous measurement is finished
(unless HOLD 1is on). This is ideal for
continuous wave signals.

The start of a measurement takes place
when the following conditions have been
met (in order):

— The counter has fully processed the previ-
ous measurement.

— All preparations for a new measurement
are made.

— The input signal triggers the counter's
measuring input.

The measurement ends when the input signal
meets the stop trigger conditions. That hap-
pens directly after the following events:

— The set measurement time has expired (ap-
plies to Frequency and Period Average
measurements only).

— The input signal fulfils the stop trigger
conditions, normally when it passes the
trigger window the second time.

Resolution as Function of
Measurement Time

The quantization error and the number of dig-
its on the display mainly define the resolution
of the counter, that is the least-significant digit
displayed.

As explained on page 4-10 under
Reciprocal Counting, the calculated
frequency fis:

.oon
/=

zf_,’

while the relative rms quantization error Eq=
+100ps/te.

The counter truncates irrelevant digits so that
the rms quantization resolution cannot change
the LSD (least-significant digit) more than £ 5
units. This occurs when the displayed value is
99999999, and the quantization error is worst
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case. The best case is when the displayed
value is 10000000. Then the quantization res-
olution corresponds to = 0.5 LSD units.

@ * 1 unit in 99999999 (=1E8) means 10
times more relative resolution than + 1
unit in 10000000 (=1E7), despite the
same number of digits.

A gradual increase of the measurement time
reduces the instability in the LSD caused by the
quantization uncertainty. At a specific
measurement time setting, the counter is justi-
fied to display one more digit. That one addi-
tional digit suddenly gives ten times more dis-
play resolution, but not a ten times less
quantization uncertainty. Consequently, a
measurement time that gives just one more
display digit shows more visual uncertainty in
the last digit.

For a stable LSD readout, the maximum mea-
surement time selected should be one that still
gives the required number of digits. Such opti-
mization of the measurement time enables the
total resolution to be equal to the quantization
resolution.

Measurement Time and Rates

The set measurement time decides the length of
a measurement if Frequency or Period Average
is selected.

This is important to know when you want to
make fast measurements, for example when
you are using the statistics features, or when
you are collecting data over the GPIB bus.

The so-called "dead time", that is the time
between the stop of one measurement and
the start of the next one in the course of a
block measurement, can be below 2 ps.

A block is a collection of consecutive mea-
surements, the results of which are stored in
local memory for statistics or plotting pur-
poses (STAT/PLOT menu) or for later trans-
fer to a controller over one of the data com-
munication links (GPIB, USB or
ETHERNET).

Additional controls over start and stop of
measurements

Free-running measurements may be easy to
understand, but measurements can get more
complex.

Besides input signal triggering, the start of a
measurement is further controlled by the fol-
lowing elements:

— Manual RESTART, if HOLD is selected.

— GPIB triggering (<GET> or *TRG), if bus
triggering is selected.

— External arming signal, if Start Arming is
selected.

— Expired start arming delay, if Arming
Delay is selected.

In addition to expired measurement time and
stop signal triggering, the stop of measurement
is further controlled by:

— External arming signal triggering, if Stop
Arming is selected.

GPIB triggering is described in the Program-
mer's Handbook.

Now let's look deeper into the concept of
arming.

What is Arming?

Arming is a pretrigger condition ("qualifier")
that must be fulfilled before the counter allows
a measurement to start.
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Arming can also be used to qualify the stop of
a measurement. This is called "stop arming" as
opposed to the more common "start arming".

When you use arming, you disable the normal
free-run mode, i.e. individual measurements
must be preceded by a valid start arming signal
transition.

If you use start arming and stop arming to-
gether you get an externally controlled mea-
surement time, a so-called "External Gate".

m  Manual Arming

The counters have a manual start arming func-
tion called HOLD. Here you manually arm the
start of each individual measurement by
pressing the RESTART key.

Use this manual arming mode to measure sin-
gle-shot phenomena, which are either triggered
manually or occur at long intervals. Another
reason for using this manual arming could
simply be to allow sufficient time to write
down individual results.

m  When Do | Use Start Arming?

Sync M
Pulse
Signal |.|l|l||Jl| llllUllll

Fig. 5-1 A synchronization signal starts the

measurement when start arming i
used.

Start arming is useful for measurements of fre-
quency in signals, such as the following:

— Single-shot events or non-cyclic signals.

— Pulse signals where pulse width or pulse
positions can vary.

— Signals with frequency variations versus
time ("profiling").

— A selected part of a complex waveform
signal.

Signal sources that generate complex wave
forms like pulsed RF, pulse bursts, TV line
signals, or sweep signals, usually also produce
a sync signal that coincides with the start of a
sweep, length of an RF burst, or the start of a
TV line. These sync signals can be used to arm
the counter. See Fig. 5-1.

[ When Do | Use Stop Arming?

You normally use stop arming together with
start arming. That means that the external
gating signal controls both the start and the
stop of the measurement. Such a gating signal
can be used to force the counter to measure the
frequency of a pulsed RF signal. Here the
position of the external gate must be inside a
burst. See Fig. 5-2.

T H Start Arm _H_ Stop Arm
Burst
. —

%

Fig. 5-2 Start and stop arming together is
used for burst signal gating.

Note that burst measurements with access to
an external sync signal are performed in the
normal Frequency mode, whereas burst
measurements without an external sync signal
are performed in the self-synchronizing
Frequency Burst mode.

In time interval measurements, you can
use the stop arming signal as a sort of
"external trigger Hold Off signal." Here you
block stop triggering during the external
period. See Fig. 5-3.
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Stop Arm
Start Arm
res

Fig. 5-3 Using arming as an external Hold
Off.

m  The Arming Input

— Input E is the normal arming input. It is
suitable for arming (sync) signals that have
TTL levels. The trigger level is fixed at
1.4V and cannot be changed. The trigger
slope can be set to positive or negative.
The Input E connector can be found on the
rear panel of the instrument.

— Input A or Input B can also be used as
arming input for all single channel mea-
surements and dual channel measurements
where the arming signal is one of the mea-
suring signals. This input is more suitable
if your arming signal does not have TTL
levels. All input controls such as AC/DC,
Trigger Level, 50 Q /1 MQ etc. can be
used to condition the arming signal.

Using the measuring signal as arming
signal

When performing time or frequency measure-
ments on complex signals having a unique
trigger point, input B arming can be used to
make the measuring signal itself "auto-arm"
the counter, e.g. to measure the frequency of a
signal after it has reached a specified voltage
limit (= set trigger level), see Fig. 5-4.

— Connect the signal to input A.

— Press INPUT A and adjust the settings to
suit the interesting part of the signal.

— Press INPUT B and adjust the settings so
that the unique trigger point can be de-
tected. Normally DC coupling and Manual
trigger level should be preferred.

— Activate start arming with or without delay
on input B via the SETTINGS menu.

The signal on input A will be internally con-
nected to input B, so no external signal tap is
necessary.

m  When Do | Use Arming With Delay?

You can delay the start arming point with re-
spect to the arming signal. Use this function
when the external arming signal does not co-
incide with the part of the signal that you are
interested in.

The time delay range is 20 ns to 2 s with a set-
ting resolution of 10 ns.

m Getting The Whole Picture

The flowchart in Fig. 5-5 illustrates how arm-
ing a trigger hold off enables precise control of
the start and stop of the actual measurement
when you operate the counter from the front
panel. If you control the counter via the GPIB
or USB, read more about bus arming and trig-
gering under the heading "How to use the trig-
ger system" in the Programmer's Handbook.

FREG A

[ [—
& | & |

Sel Measuring Tirme

|
|Trigger |- |
Lavel ; |
| d
B ¢
‘l'-.‘ Loy e o

Trigger sigral
Poirnt B

Fig. 5-4 Auto-arming using the trigger level
on B as qualifier.
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PRESS
RESTART
v
START WAIT FOR Yes
ARMING? EXT SIGNAL,
¥ no nd
WAIT FOR INPUT
SIGNAL TO TRIGGER WAIT PRESET TIME
—i
START OF
MEASUREMENT
TRIGGER >)_/e§_ WAIT PRESET TIME
HOLD-OFF?
v
STOP Yef_‘_ WAIT FOR
ARMNG? EXT. SIGNAL
Y
END OF PRESET
MEASURING TIME
y
WAIT FOR INPUT
SIGNAL TO TRIGGER
v
STOP
MEASUREMENT
v
PROCESS RESULT &
DISPLAY
Fig. 5-5 Measurement control flow diagram.
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Arming Setup Time

The arming logic needs a setup time of about
5 nanoseconds before the counter is really
armed; see Fig. 5-6.

Arming Signal [
Measured Signal? |_L

Arming Examples

Introduction to Arming
Examples

The following arming examples are available:
#1 Measuring the first pulse in a burst
#2 Measuring the second pulse in a burst

#3 Measuring the time between pulse #1 and #4

_ in a burst
Setup Time #4 Profiling
Fig. 5-6 Time from active external control ~ Examples 1 and 2 measure the pulse width of a

edge until measurement is armed:

When arming delay is selected, the setup time
is different; see Fig. 5-7. It illustrates the ef-
fect of the 100 ns delay resolution.

selected positive pulse in a burst. You can,
however, also measure the period, rise time, or
duty factor by changing FUNCTION, and you
can measure on a negative pulse by changing
trigger slope.

If you do not know the basic parameters of the

Arming Signal signal to be measured, we recommend to use
_! an oscilloscope for monitoring. Then you can

,  Programmed estimate roughly how to set trigger slope,
Measured L Delay | _ arming slope and arming delay.

Signal 1 . r
Setup Time:
range from -60 to +40ns

Fig. 5-7 Time from expired time delay until
measurement is armed:. -60 to
+40 ns.

Fig. 5-7 shows that a start trigger signal may
be detected although it appears 60 nanosec-
onds before the programmed time delay has
expired. The start trigger signal must come 40
nanoseconds after the programmed time
delay has expired to guarantee correct start of
the measurement.

#1 Measuring the First Burst
Pulse

Sync E

- | M
Iy B S

Input A

Fig. 5-8 Synchronizing the measurement
so that the pulse width of the first
pulse is measured.

In the first example we will measure the width
of pulse #1 in a repetitive pulse burst. In this
example, a synchronization signal (SYNC)
with TTL levels is also available. See Fig. 5-8.
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m B. Synchronization Using Start Arming

However, the quick and simple method . .
described first does not employ arming at all The SYNC signal can be directly used to arm

but rather draws on the fact that a counter of the measurement. This requires that the leading

this type tends to self-synchronize its internal ~ edge of the SYNC signal occurs more than 5
processes to the input signal. nanoseconds before the leading edge of the

first pulse in the burst. See Fig. 5-9.
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Our task is to synchronize the start of the
measurement (start trigger) to the leading

edge of the first pulse. Depending on the B A i
signal timing, this can be easy, difficult, or ! J_l - M

very difficult. L 2 I I N Wy

w2508

m A. Auto Synchronization Without
Arming

If we are lucky, we can manage without using  Fig. 59  Synchronization using start arming.
the arming function at all. Often, the counter

can automatically synchronize the measure- Do the following steps to perform synchroni-
ment start to the triggering of the first pulse. zation using start arming:

The conditions for success are that the PRF is .

not too high, preferably below 50 Hz and cer- ~— Connect SYNC to input E.

tainly not above 150 Hz. The duration of a — Connect the burst signal to input A.

pulse burst (between first and last pulse)
should be substantially less than the distance :
to the next burst, and the number of pulses in signal under study.

the burst should be more than 100 to avoid __ Press SETTINGS — Arm
occasional miscounts.

— Adjust the trigger level to match the burst

— Select Start Arm Delay = 0 and Start Chan
Do the following steps to perform auto syn- E.
chronization without arming: — Use MEAS/FUNC to select Pulse Width A.

— Connect the burst signal to input A. If there is no (or too little) time difference be-

— Adjust the manual sensitivity and trigger tween the arming signal and the first pulse in
level until the burst signal triggers the the pulse burst, arming must be combined with
counter correctly. a delay. See example C.

— Use the MEAS/FUNC key to select Pulse
Width A. m C. Synchronization Using Start Arming

— Use Pacing Time to select a value that With Time Delay

approaches the time between the bursts. If the pulse bursts have a stable repetition fre-

Absqlute 'synchronization Will not be guaran- quency, you synchronize the measurement us-
teed in .t}'us way, but there is a ,hlg},l , ing Start Arming with Time Delay. Here you
probability that auto-synchronization will use the SYNC pulse belonging to a preceding

work anyway. However, oc casional burst to synchronize the start of measurement.
erroneous values will be displayed. To

achieve guaranteed synchronization, use the
Start Arming function.
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Set the time delay to a time longer than the
duration of a pulse burst and shorter than the
repetition time of the pulse bursts.

See Fig. 5-10.

SyncE f m
Dol | I

Fig. 5-10 Synchronization using start arming
with time delay.

Use the same test setup as in the preceding ex-
ample but enter a suitable Start Arm Delay.

#2 Measuring the Second Burst
Pulse

The next task is to measure the width of the
second pulse in the pulse train from example 1.
How can we now synchronize the measure-
ment start to the start of the second pulse? In
this case auto-synchronization, without the use
of the arming function, cannot work.
Auto-synchronization can be used only to syn-
chronize on the first trigger event in a burst.

Depending on the SYNC signal's position rel-
ative to the burst, and the duration of the
SYNC signal, the measurement can be per-
formed with or without using arming delay.

If the trailing edge of the SYNC signal occurs
after the leading edge of the first pulse but be-
fore the second pulse in the pulse burst, then
normal start arming without delay can be used.
Select triggering on positive slope on input A
and negative slope on input E. The slope for
the active arming channel is set in the
SETTINGS — Arm —Start Slope menu. This
example is shown in the following figure:

If the SYNC-pulse timing is not so suitable as
in the above measurement example, then

ﬂ"— Start Amming H

Fig. 5-11 If the trailing edge of the sync signal
appears before the second pulse
use arming without delay.

arming must be used combined with a time
delay; see the following figure:

SyncE
§:E Start Arminc.; l
Delay

I B

Input A

Fig. 5-12 Use arming with delay if the
trailing edge of the sync signal
appears too late to be useful.

Use the same test setup as in the preceding ex-
ample but enter a suitable Start Arm Delay.

The set delay time must be set to expire in the
gap between pulse #1 and #2.
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#3 Measuring the Time Between period starts synchronously with the start

Burst Pulse #1 and #4 trigger event. The Hold Off time should be set
) o to expire somewhere between pulse number 3
In the previous examples, the synchronization 4 4, see Fig. 5-14.

task has been to identify the start of a mea-
surement and to perform a single-shot time in- _ Start Arm

terval measurement. Now, we will complicate ﬂ

the picture even more. In our next example we

will not only arm the start, but also the stop of , |
a measurement. We will measure the time be- -I Trigger Hold Off
tween the first and the fourth pulse in the Input A

pulse burst. We still have the SYNC signal § | I | l ggl | |

available, see Fig. 5-13.
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Sync E B
Fig. 5-14 If Hold Off expires between pulses
J_| | three and four, the correct time interval is
Input A measured.
:1 2 i ! Use the same test setup as in the preceding
- > examples. Then proceed as follows:
Fig. 5-13  Measuring a time interval insidea — Use the MEAS/FUNC key to select

burst. Time Interval Ato A.

— Press INPUT B and choose positive slope

The measurement function is not Pulse Width . .
and a suitable trigger level.

Abut Time Interval A to A where the settings
for input B are used for controlling the stop — Press SETTINGS —Trigger Hold Off (On)
conditions. The desired start and stop trigger and enter a suitable Hold Off time.

points are marked in the preceding il-
lustration. Our task is now to arm both the
start and the stop of this measurement. The
start arming is already described in example
#1, i.e., synchronize measurement start to the — Measure.
leading edge of the first pulse. The challenge

is to synchronize the stop of the measurement, g B. Using Stop Arming (i.e., External Hold

— Make sure the start arming conditions from
example #1 are maintained, i.e. no arming
delay.

i.e., to arm the stop. If we do nothing, the time

interval measured will be the time between Off) to Delay the Stop

the first and the second pulse. We must thus So far in our examples, the sync signal has been
delay the stop. This can be done in different used exclusively as a start arming signal; i.e.,
ways. we have been concerned only about the leading

edge of the sync signal, and not its duration.

m A. Using Trigger Hold Off to Delay the However, the sync signal can also be used as an

- External Trigger Hold Off when you select stop
Stop a Certain Time . o )

arming on the trailing edge of the sync signal.

Trigger Hold Off is used to inhibit stop trig- If the duration of the sync pulses can be

gering during a preset time. The Hold Off externally varied, we can select a duration that
expires in the gap between pulse #3 and #4.
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Sync E
?f Start Arming %‘F Stop Arming I
|
Input A i

S gy Ll y E—

Fig. 5-15 Using both start and stop
arming to select the part of the
burst that is of interest.

Use the same test setup as in the preceding ex-
ample. Then proceed as follows:

— Press SETTINGS — Arm and select Stop
Chan E and negative Stop Slope.

— Measure.

#4 Profiling

Profiling means measuring frequency versus
time. Examples are measuring warm-up drift
in signal sources over hours, measuring the
linearity of a frequency sweep during seconds,
VCO switching characteristics during milli-
seconds, or the frequency changes inside a
"chirp radar" pulse during microseconds.
These counters can handle many profiling
measurement situations with some limitations.
Profiling can theoretically be done manually,
i.e., by reading individual measurement re-
sults and plotting in a graph. However, to
avoid getting bored long before reaching your
800th or so measurement result, you must use
some computing power and a bus interface. In
profiling applications, the counter acts as a
fast, high-resolution sampling front end, stor-
ing results in its internal memory. These re-
sults are later transferred to the controller for
analysis and graphical presentation. The
TimeView™ software package greatly simpli-
fies profiling.

You must distinguish between two different
types of measurements called free-running and
repetitive sampling.

m Free-Running Measurements

Free-running measurements are performed over
a longer period, e.g., to measure the sta-bility
over 24 hours of oscillators, to measure initial
drift of a generator during a 30-minute warm-up
time, or to measure short-term sta-bility during 1
or 10s. In these cases, measure-ments are
performed at user-selected intervals in the range
2 ps to 1000 s. There are several different ways
of performing the measurements at regular
intervals.

Measurements using the statistics features
for setting the "pacing time"

By setting the pacing time to 10 s for example,
measurements are automatically made at 10 s
intervals until the set number of samples has
been taken. The range is 2 - 2%10 .Use
HOLD/RUN and RESTART if you want to stop
after one full cycle. You can watch the trend or
spread on the graphic display while the
measurement is proceeding.

Using a controller as a "pacer"

As an alternative, the timer in the controller can
be used for pacing the individual measure-ments.
This allows for synchronization with external
events, for instance a change of DUT when
checking a series of components.

Using external arming signals

External arming signals can also be used for
"pacing." For example with an arming signal
consisting of 10 Hz pulses, individual mea-
surements are armed at 100 ms intervals.

Letting the counter run free

When the counter is free-running, the shortest
delay between measurements is approximately 4
us (internal calibration OFF) or 8 us (internal
calibration ON) plus set measurement time. For
example, with a measurement time of 0.1 ms,

5-13 USER MANUAL e CNT 9x Series e Rev.22 February 2020

— We measure, we calibrate, we validate.

EElZ - www.tessol.com TS-TL-PDL-014 93 /189


https://www.tessol.com/?utm_source=datasheet&utm_medium=pdf&utm_campaign=technical_library&utm_content=TS-TL-PDL-014

>
Z
(1]
2
Q
-
©
g
=
15
[¢]
(]
st
-
o
0
n
w
=

TS-TL-PDL-014

TESSOL

Technical Library Pendulum
Measurement Control
the time between each sample is ap-
roximately 104-108 ps. 1
' . ) s, U
m Repetitive Sampling Profiling i
The measurement setup just described will not p—
npul , rm

work when the profiling demands less than 4
us intervals between samples. I] i
How to do a VCO step response profiling oo
with 100 samples during a time of 10 ms. Fig. 5-16 Setup for transient profiling of a
This measurement scenario requires a repeti- VCO.
tive input step signal, and you have to repeat
your measurement 100 times, taking one new e i e e e e e

T Mk T FHEQEERCY T EenSamp

sample per cycle. And every new sample
should be delayed 100 ps with respect to the
previous one.

The easiest way to do this is by means of
a controller, e.g. a PC, although it is
possible but tedious to manually set and
perform all 100 measurements.

The following are required to setup a mea-

surement:

— A repetitive input signal (e.g., frequency
output of VCO).

— An external SYNC signal (e.g., step volt-
age input to VCO).

— Use of arming delayed by a preset time
(e.g., 100, 200, 300 pus).
See Fig. 5-16 and Fig. 5-17.
When all 100 measurements have been made,
the results can be used to plot frequency ver-
sus time. Note that the absolute accuracy of
the time scale is dependent on the input signal
itself. Although the measurements are armed
at 100 ps + 100 ns intervals, the actual start of
measurement is always synchronized to the
first input signal trigger event after arming.

The TimeView™ software package will do
this measurement quickly and easily.

1n.s

sm
Samples

—t

/-m-_.;

/ |

Fig. 5-17

Results from a transient profiling
measurement.
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Introduction

Three different ways to process a measuring
result are available: Averaging, Mathematics
and Statistics. They can be used separately or
all together.

In addition to postprocessing you can also
monitor the measurement results in real time
by setting limits and deciding how to react
when they are crossed.

Averaging

Hardware averaging by means of counting
clock pulses during several full input signal
cycles is only used for the measurement func-
tions Frequency and Period Average. The
parameter to be set by the operator in this case
is Meas Time under SETTINGS, and the range
is 20 ns to 1000 s. Longer measuring times
mean higher resolution.

The other functions employ single cycle mea-
suring, and the method to get average results
is to utilize the statistics features described
later.

Mathematics

The counter can use five
mathematical expressions to process the
measurement result before it is displayed:

enter the constants K, L and M and how to
select the formula that best suits your need.

The default values of K, L and M are chosen
so that the measurement result is not affected
directly after activating Math. Recalling the
default setting will restore these values as
well.

Example:

If you want to observe the deviation from ¢
certain initial frequency instead of the abso:
lute frequency itself, you can do like this:

— Recall the default settings by pressing
USER OPT — Save/Recall — Recall
Setup — Default.

— Connect the signal to be measured to
input A.
— Press AUTO SET to let the counter find

the optimum trigger conditions on its
own.

— Press MATH/LIM— Math — L

— If the current display value is suitable
for your purpose, then press Xo. It will
then be transferred to the constant L.
You can repeat pressing X, until you are
satisfied. The constant will be updated
with the latest measurement result.

— Instead of using X, you can enter any nu-
merical value from the front panel. Let's
assume that 10 MHz is your reference
frequency. The mantissa is marked by
text inversion for immediate editing.
Press1 —>0—>*— EE — 6.

— Confirm by pressing EXIT/OK. Now the

L K*X+L constant L is updated and displayed as

2. KIX+L -10ES.

3. (K*X+L)M — Press Math and choose the expression

;1- (TIX"'L)/ M K*X+L by pressing the softkey below it.
. XIM-1

Press MATH/LIM — Math to enter the first
mathematics submenu. See page 2-14 how to

— Now the display will show the deviation
from the value you have just entered.
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By changing the constant K you can scale the
result instead.

Use the expression X/M-1 if you want the re-
sult to be displayed as a relative deviation.

Statistics

Statistics can  be applied to  all
measuring functions and can also be applied
to the result from Mathematics.

The available statistics functions are as fol-
lows:

X MAX: Displays the maximum value within a
sampled population of N x;-values.

X MIN: Displays the minimum value within a
sampled population of N x;-values.
XP-P: Displays the peak-to-peak deviation

within a sampled population of N x;
values.
MEAN: Displays the arithmetic mean value
(x  of a sampled population of N x;

values and is calculated as:
.. A&
X =- Xi
p3
ST DEV: Displays the standard deviation (s) o
a sampled population of N x-values

and is calculated as:

—1{.i=1
VN

It is defined as the square root of the

variance.

A DEV: Displays the Allan deviation (o) of a
sampled population of N xi-values and
is calculated as:

[ -1 %
‘ 2 ,(X;'-H *Xx)
TV a2y

It is defined as the square root of the
Allan variance.

-

The number N in the expressions above can
assume any value between 2 and 2*10°.

Allan Deviation vs. Standard
Deviation

The Allan Deviation is a statistic used for
characterizing short-term instability (e.g.
caused by jitter and flutter) by means of sam-
ples (measurements) taken at short intervals.
The fundamental idea is to eliminate the
influence of long-term drift due to aging,
temperature or wander. This is done by
making consecutive comparisons of adjacent
samples.

The Standard Deviation, which is probably a
more familiar statistic, considers the effects
of all types of deviation, as all samples in the
population are compared with the total mean
value.

As you can see, both the Allan Deviation and
the Standard Deviation are expressed in the
same units as the main parameter, e.g. Hz or
S.

Selecting Sampling
Parameters

— Press SETTINGS — Stat..

— Press No. of samples and enter a new
value by means of the numerical keys or
the UP/DOWN arrow keys, if you want to
change the default value of 100.

— Proceed in the same way for No. of bins
if you want to present the measurement
results graphically in a histogram.
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@ Note that the six statistic measures are

calculated and displayed
simultaneously only in the non-graphic
presentation mode under STAT/PLOT.

Use the same key for toggling
between the three modes Numerical -
Histogram - Trend.

— Press Pacing time and enter a new value
if you want to change the default value 20
ms. The range is 2 ps - 500 s. The pacing
parameter sets the sampling interval.

— Activate the set pacing time by pressing
Pacing Off. The status is changed to
Pacing On. Status Pacing Off means that
the set number of samples will be taken
with minimum delay.

— Press HOLD/RUN to stop the measuring
process.

— Press RESTART to initiate one data cap-
ture

— Toggle STAT/PLOT to view the measure-
ment result as it is displayed in the differ-
ent presentation modes.

@ Note that you can watch the in-
termediate results update the display
continually until the complete data
capture is ready.

This is particularly valuable if the
collection of data is lengthy.

Measuring Speed

When using statistics, you must take care that
the measurements do not take too long time to
perform. Statistics based on 1000 samples
does not give a complete measurement result
until all 1000 measurements have been made,
although it is true that intermediate results are
displayed in the course of the data capture.
Thus it can take quite some time if the setting
of the counter is not optimal.

— Here are a few tips to speed up the
process:

— Do not use a longer measuring time than
necessary for the required resolution.

— Remember to use a short pacing time, if
your application does not require data
collection over a long period of time.

NOTE: If AUTO trigger is ON, the counter

makes an "AUTO Once" and uses
the found trigger level as fixed
settings until all samples are
captured. Thus the use of auto
trigger does not reduce capture
speed.

Determining Long or Short
Time Instability

When making statistical measurements, you
must select measuring time in accordance
with what you want to obtain: Jitter or very
short time (cycle to cycle) variations require
that the samples be taken as Single
measurements.

Jitter

Time Inlerval
or Frequency

Drift
|

Fig. 6-1 Jitter and drift.

If average is used (Freq or Period Average
only), the samples used for the statistical cal-
culations are already averaged, unless the set
measuring time is less than the period time of
the input signal (up to 160 MHz). Above this
frequency prescaling by two is introduced
anyhow, and as a consequence a certain
amount of averaging. This can be a great ad-
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vantage when you measure medium or long
time instabilities. Here averaging works as a
smoothing function, eliminating the effect of
jitter.

The signal in Fig. 6-1 contains a slower varia-
tion as well as jitter. When measuring jitter
you should use a limited number of samples,
so that the slow variation does not become
noticeable or alternatively use the dedicated
statistic measure for this kind of
measurement, the Allan deviation.

To measure the slower variation you calculate
Max, Min or Mean on a long series of aver-
aged samples. Here averaging eliminates the
jitter in each sample and the long measuring
time and large number of samples means that
the measurement can record very slow varia-
tions. The maximum pacing time is 500 s, the
maximum measuring time for each sample is
1000 s, and the maximum number of samples
is 2*10°, which in effect means that a single
data capture could theoretically span up to
3*10'% s, or more than 95000 years.

Statistics and Mathematics

The counter allows you to perform mathemat-
ical operations on the measured value before
it is presented to the display or to the bus. See
Page 6-2 to get an overview of the four avail-
able equations.

Any systematic measurement uncertainty can
be measured for a particular measurement
setup, and the needed correction constants can
be entered into these equations. Statistics will
then be applied to the corrected measured
value.

Confidence Limits

The standard deviation can be used to calcu-
late the confidence limits of a measurement.

Confidence limits = + ks,

Where:
sx = standard deviation
k = 1 for a confidence level of 68.3% (1o -
limits)
k = 2 for a confidence level of 95.5% (2c
- limits)
k = 3 for a confidence level of 99.7% (3o
- limits)

= Example

A measurement of a time interval of 100 ps is
used to illustrate how the confidence limits
are calculated from the measurement result.

Use the statistics to determine the mean value
and standard deviation of the time interval.
Take sufficient samples to get a stable
reading. Assume further that the start and stop
trigger transitions are fast and do not
contribute to the measurement uncertainties.
The counter displays:

MEAN value = 100.020 us and a STD DEV
= 50 ns, then the 95.5% confidence limits =
+2sx=+2 * 50 ns =£100 ns.

The 3o - limit will then be £3 * 50 ns =
+150 ns

Jitter Measurements

Statistics provides an easy method of deter-
mining the short term timing instability, (jit-
ter) of pulse parameters. The jitter is usually
specified with its rms value, which is equal to
the standard deviation based on single mea-
surements. The counter can then directly
measure and display the rms jitter.

Otherwise, the standard deviation of mean
values can be measured. The rms value is a
good measure to quantify the jitter, but it
gives no information about the distribution of
the measurement values.
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To improve a design, it might be necessary to
analyze the distribution. Such measurements as
well as trend analysis can be performed by
means of the built in graphic capability - tog-
gle the STAT/PLOT key to see the two graphic
presentation modes.

Even higher versatility can be exploited with a
controller and the optional TimeView™
Frequency and Time Analyzing Software
Package.

Limits
The Limits Mode makes the counter an effi-

cient alarm condition monitor with high flexi-
bility as to the report possibilities.

Press MATH/LIM — Limits to enter the first
Limits Menu. See below.

Frequency A: e A

4.134 670 378 m-

Math/Limit:Limits:

Limit Limit Lower Upper

Behavior Mode Limit Limit

({153 (Range] 4E3 6 E3
Fig. 6-2 The Limit Menu, level 1

You can set two levels by entering the
submenus named Lower Limit resp. Upper
Limit. Any numerical value can be entered us-
ing scientific notation. The active keys are the
digits 0-9, the decimal point, the change sign
(£) and the softkey designated EE for toggling
between the mantissa and the exponent.

Typos are erased by pressing the left arrow
key. Confirm by pressing ENTER.

Limit Behavior

Press Limit Behavior to set how the counter
will react on limit crossings. The following
choices exist:

- Off
No action taken. LIM indicator is OFF. In all
other behavior modes, the LIM indicator is
ON and non-flashing, unless the limits set in
the Limit Mode menu have been crossed.

» Capture
The measurements are compared with the
limits set under Lower Limit and Upper
Limit, and the LIM symbol will be flashing
when the active Limit Mode has set the
LIM flag.

Only samples meeting the test criterion will
be part of the population in
statistics presentations.

« Alarm
The measurements are compared with the
limits set under Lower Limit and Upper
Limit, and the LIM symbol will be flashing
when the active Limit Mode has set the
LIM flag.

All samples, i.e. also those outside the limits,
will be part of the population in statistics
presentations.

* Alarm_stop
The measurements are compared with the
limits set under Lower Limit and Upper
Limit, and the LIM symbol will be flashing
when the active Limit Mode has set the
LIM flag.

The measurement process will stop, and
the value that caused the limit detector to
trigge can be read on the display.

Only samples taken before the alarm condition
will be part of the population in statistics
presentations.

The alarm conditions can also be detected via
the SRQ function on the GPIB. See the Pro-
grammer's Handbook.

Limit Mode

The Limit Mode offers three choices:
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* Above
Results above the set lower limit will pass. A
flashing LIM symbol on the display reports that
the measurement result has been below the
lower limit at least once since the measurement
started. Use RESTART to reset the LIM
symbol to its non-flashing state.

* Below
Results below the set upper limit will pass. A
flashing LIM symbol on the display reports that
the measurement result has been above the
upper limit at least once since the
measurement started. Use RESTART to
reset the LIM symbol to its non-flashing state.

* Range
Results inside the set limits will pass. A flashing
LIM symbol on the display reports that the
measurement result has been below the lower
limit or above the upper limit at least once since
the measurement started. Use RESTART to
reset the LIM symbol to its non-flashing state.

| Frequency A: MEAS

43399 999 62 .
@

49,900 000 000MHZz 50.100 000 000MHz
Umax: 1.430 U Unin:=2.529 U Up=p: 4.019 U

Fig. 6-3

The analog limit monitor.

If Range is selected and the presentation mode
is VALUES, a one-dimensional graphic
representation of the current measurement value
in relation to the limits can be seen at the same
time as the numerical value.

The upper limit (UL) and the lower limit (LL)
are vertical bars below the main numerical
display, and their numerical values are dis-
played in small digits adjacent to the bars. See
Fig. 6-3.

This type of graphic resembles a classic analog
pointer instrument, where the pointer is a
"happy smiley" as long as it is positioned inside
the limits and a "sad smiley" when it gets
outside the limits but is still within the display

area. Values that fall outside the display area
are represented by a "<"at the left edge or a ">"
at the right edge.

The location of the bars is fixed, so the "in-
side" range takes up the mid third of the dis-
play area. This means that the resolution and
the scale length are set by the limits that have
been entered by the operator.

Limits and Graphics

Limits can also be applied to the two-dimen-
sional graphics, the trend plot and the histo-
gram. By introducing limits you can inhibit the
auto-scaling and indirectly set the scale length
and the resolution.

Frequencu A: LI noLn
10.000 044 MH=z 100%

b e S i

10.000 040 MHZ ' ) ) ) i uliss

Fig. 6-4 Limits in a trend plot.

Frequency I.fl: s i

X
B

500 mHz/div  10.000 042 0 MH2  100%

Fig. 6-5 Limits in a histogram.
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< = rather, it is concerned primarily with

2 General Info rm atlon those parts of the instrument which are
J essential for determining the function of
§ WARNING: Before turning on the in- the instrument.

o

strument, ensure that it has been
installed in accordance with the In-
stallation Instructions outlined in
Chapter 1 of the User's Manual.

It is not necessary to remove the instrument
cover to perform this procedure.

Preparations

Power up your instrument
at least 30 minutes before
checking to let it reach
normal operating
temperature. Failure to do
so may result in certain test steps not meeting
equipment specifications.

This performance procedure is intended for:
— checking the instrument's specification.

— incoming inspection to determine the ac-
ceptability of newly purchased
instruments and recently recalibrated

instruments.
— checking the necessity of recalibration

after the specified recalibration intervals.
NOTE: The procedure does not check every

facet of the instrument's calibration;

Test Equipment

Type of Equipment Required Specifications

Reference Oscillator 10 MHz, 1*10°° (e.g. 6688) for calibrating the standard oscillator
10 MHz, 1*10~ (e.g. 6689) for calibrating Opt 30/90 & Opt 40/90

Voltage Calibrator DC -50 V to +50 V (e.g. 5500) for calibrating the built-in voltage reference,
alternatively corresponding DC power supply + DVM with uncertainty <0.1 %

LF Synthesizer Square/ Sine up to 10 MHz, 10 Vgrys

Pulse Generator 2 ns rise time, 5 V peak, >10 MHz, continuous & one-shot trigger

Oscilloscope 350 MHz, <3% voltage uncertainty

RF Signal Generator 0.1 to 3, 8, 20, 27, 40, 46, 60 GHz dep. on RF input, 10 MHz ext.ref.

Power Splitter 50 Q) 6dB BNC

T-piece BNC

Termination 50 O feed through BNC

Low-pass Filter 50 kHz (for 1 MQ) load

BNC Cables 5 to 7 pcs of suitable lengths

Table 7-1 Recommended equipment for calibration and performance check.
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Front Panel
Controls

Internal Self-Tests

The test programs forming the self-diagnosis
can be activated from the front panel as fol-
lows:

— Press USER OPT
— Press Test.
— Press Test Mode.

— Select one of the six tests available by
pressing the softkey below the label with
the name of the test function. Five of the
tests (RAM, ROM, Logic, Display, and
Interface) are individual. They are briefly
described below. The sixth, named All,
performs all five individual tests in se-
quence.

» All - all tests performed in sequence
* RAM - test of RAM memory
*  ROM - test of ROM memory

* Logic - test of counter ASIC and other logic
circuits.

» Display - test of graphic display module
* Interface - test of GPIB and USB
— Press Start Test.
— If a fault is detected, an error message ap-

pears on the display and the program
halts. Note any error messages.

— If no faults are detected, the instrument
returns to the normal measurement mode.

Keyboard Test

This test verifies that the timer/counter re-
sponds when you press any key. It is not a
functional test. Such tests are performed later
in this chapter. The important thing here is

that something changes on the display when
you press a key. Consequently you can press
the keys in almost any order without paying
attention to the exact response, but for those
who want to be more systematic there is a ta-
ble overleaf, where all keys are exercised at
least once.

Press the keys as described in the first
column and look at the display for the text in
the second column. Some keys change more
text on the display than described here. The
display text mentioned here is the one mostly
associated with the selected key.

See table below for the complete list of
default settings.

NOTE: For the instrument to respond
correctly, this test must be carried out
in sequence, and you must start with
the DEFAULT setting. See page 2-16.
No signals should be applied to the
input connectors
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Key(s) Display Notes P/F
STANDBY Off Red standby LED On (Key common to ON)
ON Backlight On Red standby LED Off (Key common to
STANDBY)
INPUT A Input A: Menu for setting Slope, Coupling, Impedance etc.
Man
Trig Trig: xy mV Menu for entering numeric values in V or mV
0.123v Trig: 0.123 V
<« (5 times) Trig: _V
4.567 Trig: 4.567 V
<« (5 times) Trig: _V
8.9 Trig: 8.9V
* Trig: -89V
mV Trig: -8.9 mV
\' Trig: -89V
AUTOSET Menu disappears
INPUT B Input B: Menu for setting Slope, Coupling, Impedance etc.
SETTINGS Settings: Menu for setting Meas Time, Hold-Off, Ref.
Source etc.
ENTER Meas Time: 200 ms
A Meas Time: 500 ms
v Meas Time: 200 ms
EXIT/OK Settings: Menu for setting Meas Time, Hold-Off, Ref.
Source etc.
EXIT/OK Menu disappears
MATH/LIM Math/Limit: Menu for selecting post-processing formula and alarm
USER OPT User options: :\I/Int]elrtm for Calibration, Memory Management, Interface
CANCEL Menu disappears =
HOLD/RUN Hold At upper right corner
HOLD/RUN Hold disappears
MEAS FUNC Measure function: Menu for selecting measurement function
> Period Cursor position marked by text inversion
ENTER Single A
EXIT/OK Menu disappears Period Single A: at upper left corner
STAT/PLOT Period Single A Aux parameters: Max, Min, P-P, Adev, Std
USER MANUAL e CNT 9x Series ® Rev.22 February 2020 7-4
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S

o Key(s) Display Notes P/F
2 MEAN:

0 VALUE Stat parameters

e disappear

Table 7-2  Keyboard test

— Set the input impedance to 50 Q on the
S h o rt Fo rm oscilloscope.
S pQCifi catio N Te st — Adjust the amplitude according to the fol-
lowing table. Read the level on the
. oscilloscope. The timer/counter should
SenSItIVIty and Frequency display the correct frequency.
Range — Connect the signal to Input B.
— Recall the DEFAULT settings. — Press INPUT B.
— Press INPUT A. — Select 50 Q input impedance, 1x
— Select 50 Q input impedance, 1x attenuation, MANual trigger and Trigger
attenuation, MANual trigger and Trigger level OV.
level OV. — Press MEAS FUNC — Freq — Freq A
—B

— ignal fi HF
Connect a signa from a HEY generator to — Repeat the measurements above for Input
a BNC power splitter. B

— Connect the power splitter to Input A of
your counter and an oscilloscope.

Frequency Level Pass/Fail
(MHz) mVrms dBm Input A Input B
10 15 -23
50 15 -23
100 15 -23
200 15 -23
300 25 -19

Table 7-3 Sensitivity for inputs A & B at various frequencies
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Voltage

— Recall the DEFAULT settings.
— Press MEAS FUNC — Volt —» Vpp —> A

— Press INPUT A and select DC coupling.
Do not apply an input signal to Input A
yet.

— Press EXIT/OK.

— The display should now indicate
(disregard the main parameter VPp):
VMIN=0=£0.015V and VMAX=0 =+
0.015V

— Adjust the current limit of the voltage
source to <200 mA.

— Connect +2.500 VDC to Channel A, using
the external low-pass filter on the input.

— The display should now
indicate: VMIN = 2.500 & 0.040
V and VMAX = 2.500 £ 0.040 V

— Repeat the measurement with inverted
polarity.

— Press INPUT A and select 10x.

— Press EXIT/OK.

CAUTION: Before the next step, make sure
the input impedance is still 1 MQ.
Applying more than 12 V without proper
current limiting may cause extensive
damage to the main PCB, if the
impedance is set to 50 Q.

— Change the DC level to +50.00 V.

— The display should now
indicate: VMIN = 50.00 + 0.65 V
and VMAax=150.00+0.65V
— Repeat the measurement with inverted
polarity.
— Disconnect the DC voltage from
Channel A.
— Remove the external low-pass filter.
— Press INPUT A and select 1x.

— Press EXIT/OK.

— Connect a sinusoidal signal to Input A
with an amplitude of 4.000 Vpp and a
frequency of 100 kHz.

— The display should now
indicate: 4.000 + 0.150 Vpp.

— Press INPUT A and select 10x.
— Press EXIT/OK.
— Change the amplitude to 18.00 Vpp.

— The display should now
indicate: 18.00 = 0.84 VPP.

— Disconnect the signal from Channel A.
— Press MEAS FUNC — Volt — Vpp —»B

— Press INPUT B and select DC coupling.
Do not apply an input signal to Input B
yet.

— Press EXIT/OK.

— The display should now indicate
(disregard the main parameter VPp):
VMIN=0£0.015 V and VMAX =0 =+
0.015V

— Proceed by repeating the measurements
for Input B as described above for
Input A.
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Trigger Indicators vs. Trigger Levels

Trigger Level Trigger Indicator Pass
(manually set) Input A Input B
+1V off
o0V on
0.5V blinking
Table 7-4 Trigger indicator check.

NOTE: This test must be performed in the verify by pressing EXIT/OK. Check the

sequence given.

— Recall the DEFAULT settings.
— Press INPUT A and select MANual trigger

level, DC coupling, and 50 Q input

impedance.

— Connect the LF synthesizer to Input A.

trigger indicator according to Table 7-4.

— Press the Trig key and enter 0.5 V via the

Use the following settings (into 50 Q): —
Sine, 10 kHz, 0.9 Vpp, and +0.50 V DC.

— Verify that the three modes for the —
trigger indicator are working properly
by changing the trigger level:

— Press the Trig key and enter +1 V via the _

keyboard, then verify by pressing

EXIT/OK. Check the trigger indicator

keyboard, then verify by pressing
EXIT/OK. Check the trigger indicator
according to Table 7-4.

Apply the signal to Input B instead.

Press MEAS FUNC —> Freq — Freq (A)
—>B

Press INPUT B and select MANual trigger
level, DC coupling and 50 Q input
impedance.

Repeat the trigger level settings above to

verify the three trigger indicator modes
for Input B.

according to Table 7-4.
— Press the Trig key and enter 0.0 V via the
keyboard by pressing the * key, then

Settings Vmax Vmin Input A Pass/Fail Input B
INPUT A, DC, 50 Q +950 mV +50 mV
AC +450 mV -450 mV
10X +0.45V -0.45vV
1 MQ >+0.45V <-045V
Table 7-5 Input controls check.
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Input Controls

Recall the DEFAULT settings.

Connect the LF synthesizer to Input A.

Use the same settings as in the previous
test.

Press INPUT A and select DC and 50 Q.
Press EXIT/OK.

Check the first Vmax and Vmin voltage
levels on the display according to the first
row in Table 7-5.

Perform the rest of the settings in se-
quence, and read the corresponding Vmax
and Vmin values. Remember that all these
values are approximate and serve only as
indicators of state changes.

Connect the generator to Input B.

Press MEAS FUNC — Freq — Freq(A) —
B.

Press INPUT B and select DC and 50 Q.
Press EXIT/OK.

Check the first Vmaxand Vmin voltage
levels on the display according to the first
row in Table 7-5.

Perform the rest of the settings in
sequence, and read the corresponding
Vmax and Vmin values.

Reference Oscillators

X-tal oscillators are affected by a number of
external conditions like ambient temperature
and supply voltage. Aging is also an
important factor. Therefore it is hard to give
limits for the allowed frequency deviation.
The user himself must decide the limits
depending on his application, and recalibrate
the oscillator accordingly.

To check the accuracy of the oscillator you
must have a calibrated reference signal that is
at least five times more stable than the
oscillator that you are testing. See Table 7-6
and the list of test equipment on page 7-2. If
you use a non-10 MHz reference, you can use
the mathematics in the timer/counter to
multiply the reading.

— Recall the DEFAULT settings.

— Connect the reference to input A

— Check the readout against the accuracy
requirements of your application.

m Acceptance Test

Table 7-6 can serve as an acceptance test and
gives a worst case figure after 30 minutes
warm-up time. All deviations that can occur
in a year are added together.

Oscillator Frequency Readout Suitable Reference P/F
Standard (UCXO) 10.00000000 MHz + 150 Hz 6688
Option 30/90 (OCXO) 10.00000000 MHz + 1Hz 6689
Option 40/90 (OCXO) 10.00000000 MHz + 0.25 Hz 6689

Table 7-6

Acceptance test for oscillators.
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2
,:., Performance Check
E
e Resolution Test
é — Connect the pulse generator to a power Rea r I n p UtSIO Utp Uts
g splitter.
. . 10 MHz OUT
— Connect one side of the power splitter to '
Input A on the counter using a coaxial ca- ~ — Connect an oscilloscope to the 10 MHz
ble. output on the rear of the counter. Use a

. . ial cabl Q ination.
— Connect the other side of the power split- coaxial cable and 30 £2 termination

ter to Input B on the counter. — The output voltage should be sinusoidal
V. .
Settings for the pulse generator: and >1Vp-p, typically 1Vrms.

— Amplitude = 2 Vpp, (high level +2 V and
low level 0 V) EXT REF FREQ IN

— Period = approx. 1 ms — Recall the DEFAULT settings.
— Connect a stable 10 MHz signal (e.g REF

D ion = . .
uration = approx. 50 ns OUT from another counter) to input A.

— Rise time =2 ns — Connect a 10 MHz, 100 mV gy, (0.28
Restore the timer/counter's default settings Vp-P) signal from the LF synthesizer to
and make the following changes: EXT REF IN.
— Function = Time A-B — Select Ext Ref. by keying in the
— Press STAT/PLOT key to the right of the following sequence:

display SETTINGS — Meas Ref — External
—  Settings for INPUT A and INPUT B: — The display should show 10 MHz.

— Change the external reference frequency

50 Q input impedance to 5and 1 MHz.
MANual trigger level — The counting should continue, and the

display should still show 10 MHz.
Trig level = 0.5V

DC coupling

The standard deviation (Std) should be <100
ps (90 & 90XL) or <70 ps (91).

7-9 USER MANUAL e CNT 9x Series e Rev.22 February 2020
3
S
-
[a]
a
r_l Y2 Pendulum CNT-90XL A A A - HZ=ALHZE A2 JLICE AFL2 FZAF AP O w2t HEE 5 A SL T
")
-
— We measure, we calibrate, we validate. FEE - www.tessol.com TS-TL-PDL-014 111/189

KOLAS Zr|3¢lung7|2 - ISO/IEC 17025



https://www.tessol.com/?utm_source=datasheet&utm_medium=pdf&utm_campaign=technical_library&utm_content=TS-TL-PDL-014

r"'ssnl Technical Library

2

2

Q0

5

= Performance Check

S

IE

S EXT ARM IN

& Selected : ;

- Function Action Display PIF — Proceed from the test above.

-

o RECALL DEFAULT 2 — Select MANual trigger.

T FREQ A 10 MHz (10 dec.) .

w .

= FREQ B 10 MHz (10 dec.) — S'ettlngs for the pulse genergtor.
:'VRBEQ RATIO 1 (4 dec) s1ngl§: shot pulse, manual trigger,
FREQRATIO g0y amplitude TTL =0 - 2 Vypp, and
B/A : : duration = 10 ns.
FREQBtB A7 10 MHz (9 dec.)
FREQBtB B 7 10 MHz (9 dec.) — Connect the pulse generator to Ext Arm
FREQ BURST A 10 MHz (6 dec.) Input
FREQ BURST B 10 MHz (6 dec.) :
PER SINGLE A 100 ns (2 dec.) . . L
PER SINGLE B 100 ns (2 dec.) — Activate start arming by keying in the
gltig SINGLE 100 ns (6 dec.) following sequence:
PER SINGLE SETTINGS — Start Chan —» E
BtBB " 100 ns (6 dec.)
PER AVERAGE 100 — The counter does not measure.
A ns (9 dec.)
FB’ER AVERAGE 100 ns (9 dec.) — Apply one single pulse to Ext Arm Input.
TIME INT A -B 0 ns (2 dec.) — The counter measures once and shows
TIMEINTA-A 0 ns (2 dec.) 10 MHz on the display.
TIMEINTB - A 0ns (2 dec))
TIME INT B - B 0 ns (2 dec.)
SLOPE B
TIMEINTA-B 50 ns (2 dec.) PULSE OUT (CNT-91 only)
RISE TIME A 30 ns (2 dec.)
RISE TIME B 30 ns (2 dec.) C i1 to the pul
FALL TIME A 30 ns (2 dec.) — Connect an oscilloscope to the pulse
FALL TIME B 30 ns (2 dec.) ;
TEAT S e 2 doc Outpl:lt on the rear Panel with a 50 Q
TIEB" 0 ns (2 dec.) coaxial cable terminated at the scope
PULSE W POS A 50 ns (2 dec.) . . .
PULSE W NEG A 50 ns (2 dec.) input with 50 Q (internally or externally).
PULSE W POS B 50 ns (2 dec.) _ o
PULSEWNEGB 50 s (2 dec) Select the pulse output by keying in the
DUTY POS A 0.5 (3 dec.) following sequence: USER OPT —
DUTY NEG A 0.5 (3 dec.)
DUTY POS B 0.5 (3 dec.) Output —» Output Mode — Puls Gen
DUTY NEG B 0.5 (3 dec.) .
RECALL DEFAULT Select Pulse Period and set the value to
PHASE A rel A 0° (360°) 1000 ns.

1B ° (360° .

::2:5 Q ::, A 80 gggoz — Select Pulse Width and set the value to
PHASE B rel B 0° (360°) 500 ns.
TOTA incrementing S X
TOTB incrementing — The output signal should be a pure square
TOT A+B i i . .
TOT A-B '(;1 cremenind wave signal with 1 MHz frequency and
TOT AIB 1.000... 0 ; ;
VOLTPPA 1’5 (3 dec] 50 % duty. cycle. The rise/fall time should
VOLT MAX A 750 mv. be approximately 2 ns. The low and the
VOLT MIN A -750 mV .
VOLT P-PB 1.5 (3 dec.) hlgh level should be <0.2 V resp. >2.4 V.
VOLT MAX B 750 mV
VOLT MIN B -750 mV

Table 7-7 Measuring functions check

Notes: 1) Applies to CNT-91 only; 2) Change default set tings
according to “Measuring Functions” below.
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Technical Library

Performance Check

Additional outputs
(CNT-91R/71B only)

— Connect a DSO with 50 Q inputs to the
BNC connectors, one at time.

— Verify that the four output signals are
sinusoidal and that the voltage is >1Vp-p,
typically 1Vrms.

— Connect the timer/counter and verify that
the frequency is 10MHz + 0.01Hz,
SMHz + 0.005Hz, 1IMHz + 0.001Hz and
0.0MHz + 0.0001Hz respectively.

Measuring Functions

— Connect a 10 MHz sine wave signal with
approx. 1 Vyys amplitude into 50 (Yia a
power splitter to Input A and Input B, e.g
from 10 MHz Out on the rear panel.

— Recall the DEFAULT settings.

Select the following settings for the
timer/counter via INPUT A and INPUT B:

— DC,50Q,Man, 0V

— Check that the timer/counter performs the
correct measurement by displaying the
results shown in the “Display” column of
Table 7-7.

— Select function via MEAS FUNC.

— Note that the results are rounded off and
very approximate. No tolerances are
given for this test.

— The CNT-90 and the CNT-91 with
optional RF inputs as well as the
CNT-90XL with its various microwave
converters all require an external RF
source to verify Input C. A simple
functional check can be performed by
connecting a 1 GHz, -10 dBm signal after

selecting Freq C. No other settings need
to be changed.

— Read 1 GHz on the display and for the
CNT-90XL also the input power level
(about -10 dBm).

Check of HOLD OFF
Function

— Recall the DEFAULT settings.
— Select Period Single A.

Select the following common timer/counter
settings for both Input A and Input B via the
hard menu keys INPUT A and INPUT B:

50 Q2 impedance.

— DC coupling.

— MANoual trigger, x1 attenuation.

— Press SETTINGS and activate Hold Off.
Select Hold Off On and set the Trigger
Hold Off time to the minimum value
20 ns.

— Connect the rear panel output marked
10 MHz OUT to Input A.

— Increase the Trigger Hold Off time in
steps by means of the UP cursor key and
note the results:

If Trigger Hold Off time <100 ns the result is
about 100 ns, i.e. the same value as without
Hold Off.

If Trigger Hold Off time >100 ns the result is

about 100 ns + Trig Hold Off time.

— Connect the signal to Input B, select
Period Single B and repeat the tests
above.

RF Inputs
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CAUTION: Three similar but

incompatible coaxial connector .
standards are used in the CNT-90XL, Frequency Amplitude o/
depending on the frequency range.
Do not mix them up, as abuse might MHz mVRws | dBm
damage the connectors and cause 100-300 20 21
unexpected results. See the
specifications in Chapter 8 of the 300-2500 10 -27
User’s Manual.

2500-2700 20 -21

2700-3000 40 -15

Sensitivity

To verify the specifications of the different
(CNT-90 & CNT-91) o
Microwave (CNT-90XL-xxG)
use the following basic test setup:

RF prescalers
Converters

— Connect the output of a signal generator
covering the specified frequency range to
the RF input (C) of the counter.

— Connect the 10 MHz REF OUT from the
generator to the EXT REF IN on the rear
panel of the counter.

— Choose Meas Ref from the SETTINGS
menu and select External.

— Choose Freq C from the MEAS FUNC
menu.

— Generate a sine wave in accordance with
the data in the relevant table (Table 2-9,
Table 2-13, Table 2-12, Table 2-11 and
Table 2-10).

— Verify that the counter is counting
correctly. (The last digits will be unstable).

Table 7-8 RF input sensitivity, 3 GHz Option.

Frequency Amplitude P/F
MHz mVRMS dBm
300-500 20 -21
500-3000 10 -27
3000-4500 20 -21
4500-6000 40 -15
6000-8000 80 -9

Table 7-9 RF input sensitivity, 8 GHz Option.

Frequency Amplitude P/F
GHz mVRMS dBm
0.25t00.5 20 -21
0.5t0 15 10 -27

Table 7-10 RF input sensitivity, 14 GHz Option.

Frequency Amplitude P/F
GHz mVRMS dBm
0.25t00.5 20 -21
0.5t0 17 10 -27
17 to 20 20 -21

Table 7-11 RF input sensitivity, 20 GHz Option.
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"not CNT-90XL-27G
% not CNT-90XL-27G | 40G
? not CNT-90XL-27G | 40G | 46G

— Verify the data in Table 2-14.
— Check that the auxiliary parameter
“frequency” is displayed correctly at the

2
5
= Performance Check
O
c
G
@ Frequency Amplitude P/F
d GHz mVRMS dBm
; 0.3t0 18 5 -33 Power (CNT-90XL only)
. 18 0 20 8 -29 ) )
Use the same test setup as in the section
201027 10 27 Sensitivity above. Make sure the generator is
27 t0 40 16 -23 well calibrated, and connect it to the DUT
40 to 462 32 -17 with as short a cable as possible to avoid
46 to 602 40 15 losses.
Table 7-12 RF input sensitivity, CNT-90XL. — Choose Power & Volt ® Power ® C
Notes: from the MEAS FUNC menu.

same time.
Manual Acquisition
(C NT-90XL only) Freq. Powe.r (dBm) P/F
(GHz) | Appl. | Displ. | Tol.
— Recall the default settings and select 97 20 20 1
Freq C. p
— Connect 1 GHz, -10 dBm to Input C. 40 1 1 *2
—  Check that the correct result can be read 46° -10 10 2
on the display. 60° -5 -5 +3
— Press SETTINGS — Misc — Input C Table 7-13 Power measurement, CNT-90XL.
Acq Notes:

— Press Freq C Center and change the
default value 300 MHz to 1 GHz.

— Press Acquisition to change Auto to
Manual.

— Note the sign M.ACQ on the display.

" not CNT-90XL-27G
2 not CNT-90XL-27G | 40G
* not CNT-90XL-27G | 40G | 46G

— Sweep the input frequency manually and
observe the lower and upper limits for the
capture range. They should be <925 MHz
and >1075 MHz respectively.
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Performance check procedure of option 28 Pulsed RF

Necessary equipment:
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1. RF Generator to 27or 40 GHz (depending on CNT-90XL model)
with pulse modulation input and external 10 MHz Ref Freq. Input
OR
RF Generator to 27or 40 GHz (depending on CNT-90XL model)
with modulation input and external 10 MHz Ref Freq. Output
2. Waveform/pulse generator.
3. Power meter, with accuracy 0.1 dBm or better, and with a calibrated RF-c (known loss for all test
frequencies)

4. 50 ohm power splitter
Setup:

1. Connect the output of the Pulse Generator to the Pulse or Modulation input of the RF Generator

and enable external modulation mode.
2. Make sure both the RF generator and the CNT-90XL (Device Under Test) use the same
Reference frequency. Either

a. - connect the 10 MHz output (rear panel) of the CNT-90XL to the Ext.
Reference 10 MHz input of the RF generator. This is shown in the picture below
b. - OR connect the 10 MHz output of the RF generator to the Ext. Reference

input of the CNT-90XL (rear panel)

AWG/Pulse generator Power Meter
JL
Pulse out Input
[ ]
Calibrated cable
10 MHz in
10 MHz out
RF generator
CNT-90XL

Modulation input RF output Input C

9 )

— I

Power
. . splitter
Fig. 7-1. Setup for verifying Pulsed RF parameters
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[u—

Setup the pulse generator to generate a pulse signal with Pulse repetition interval of 1ms, Pulse
width = 100ps and signal level from 0 to 1 Volt
2. Set HF generator signal to 1 GHz, - 10dBm
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3. Connect a 50 ohm power splitter to the RF generator output. Connect one output of the splitter
with a short (low loss) cable to the CNT-90XL. Connect the other output to the power meter.
Note the power meter reading as the reference value.

Adjust the RF generator output until the desired output level is read on the power meter,
compensated for the loss in the input cable from the power splitter.

4. Set up the CNT-90XL unit :

a. Set unit to Pulsed RF frequency measurement mode:
“Meas Func => Pulsed RF => Freq in Pulse => C”

b. Set manual acquisition mode ON, and set the center frequency to 1GHz:
“Settings => Misc => Input C Acq => Manual and “Freq C Centre* to 1GHz

c. Setup the measurements parameters:
“Settings => Pulsed RF” and set: “Start delay” to 10us, “Meas Time” to 80us, “Pulse
Sensitivity => High”.

d. Set up Statistics parameters:
“Settings=>Statistics” and set: “No of samples” to 100, Enter “Stat/Plot” viewing
mode.

This will set up the test set to the first frequency measurement.
The following measurements should be made, by changing the required parameters.

Frequency in Pulse: Sensitivity

RF generator Pulse generator Counter
Frequency Tolerance | P/F
Pulse Pul_s? Start Measu- Sensi- Manual measured
Frequency Power width repetition dela rement tivit acq
interval Y time Y frequency
400 MHz -20 dBm 100 1ms 10 ps 80 ps HIGH 400 MHz -1 MHz
us
1 GHz -20 dBm 100 1ms 10 ps 80 ps HIGH 1 GHz 1 MHz
s
10 GHz -20 dBm 100 1ms 10 ps 80 s HIGH 10 GHz 10 MHz
s
27 GHz -20 dBm 100 1ms 10 ps 80 ps HIGH 27 GHz 10 MHz
s
40 GHz -15dBm 100 1ms 10 ps 80 ps HIGH 40 GHz £10 MHz
s
Table 7-14. Sensitivity measurements:
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Frequency in Pulse: Accuracy without short-pulse compensation

Change RF generator output level to -10 dBm
The following measurements should be made, by changing the required parameters.

RF generator Pulse generator Counter
Frequency Tolerance | P/F
Pulse Pulse Start Measu- Sensi- Manual measured
Frequency Power : repetition rement " acq
width ¥ delay . tivity
interval time frequency
1GHz -10 100 1ms 10 ns 50 ns HIGH 1GHz 0.5 MHz
dBm ns
1GHz -10 500 1ms 50 ns 410 ns HIGH 1GHz 64 kHz
dBm ns
1GHz -10 1us 1ms 100 800 ns HIGH 1GHz 32 kHz
dBm ns
1GHz -10 10 ps 1ms 1pus 8 us HIGH 1GHz 3.2 kHz
dBm
1GHz -10 100 1ms 10 ps 80 ps HIGH 1GHz 0.5 kHz
dBm us

Table 7-15. Frequency accuracy measurements without short-pulse compensation

Frequency in Pulse: Accuracy with short-pulse compensation

The systematic error of <200ps/Meas_time, can be significant for very short pulses, below 10 us.
This systematic error cannot be eliminated by averaging, but reduced to <50ps/Meas_Time by
compensation of the systematic error for a specific pulse width.

10 MHz in|
10 MHz out
RF generator
CNT-90XL

Madulation input RF output Input €

d ® Q
Fig. 7-2. Setup for measuring short-pulse systematic error
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1. Setup the RF generator to 1 GHz and -10 dB
2. Set up the CNT-90XL counter for Freq CW measurements:
“Meas Func => Frequency => Freq => C”
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still using manual acquisition.

3. Measure the CW mean frequency at 200 msec measuring time with N=10 samples. Note the value as
the reference value F1 in table 3 below

4. Measure the CW mean frequency with a measuring time equal to 90% of the actual pulse width minus
40 ns. E.g. if the pulsed signal has 500 ns wide pulses, this CW measurement should be measured
with 410 ns measuring time.
Use STAT mode with N =100 000 samples.
Repeat the measurement for PW=100ns, 500 ns, 1 ps and 10 ps

5. Note the value as the “short gate” value F2 in table 3 below.
The difference F2-F1 is the systematic CW error for a short pulse.

6. Enable Math and enter this value -(F2-F1) as the Math constant L in the counter’s Math settings and
select “K*X+L”.
“Math/Limit => Math => K*X+L"”, set L. = -(F2-F1)

7. Perform the final pulsed RF frequency measurement
“Meas Func => Pulsed RF => Freq in Pulse => C”
with N=100 000 samples and a compensated systematic error (via Math K*X+L) to get a reading
with minimum systematic error

AWG/Pulse generator Power Meter
Pulse out Input
9 hd
Calibrated cable
10 MHz in
10 MHz out
RF generator
CNT-90XL

Modulationinput RF output Input €
? Q

I | l

Power

splitter
Fig. 7-3. Setup for verifying Pulsed RF parameters
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RF generator Pulse generator Counter
F1(GHz) | F2 (GHz) | Frequency | Tolerance | P/F
Measu- . Manual measured
Pulse Start Sensi- +F1-F2
Frequency Power width PRI delay rement tivity acq
time frequency

1 GHz -10 100 1ms 10 ns 50 ns HIGH 1 GHz 1£0.15 MHz
dBm ns

1 GHz -10 500 1ms 50 ns 410 ns HIGH 1 GHz j£15 kHz
dBm ns

1GHz -10 1pus 1ms 100 800 ns HIGH 1GHz 7.5 kHz
dBm ns

1 GHz -10 10 ps 1ms 1lps 8 s HIGH 1 GHz 0.8 kHz
dBm

Table 7-16. Frequency accuracy with short-pulse compensation:

Pulse width measurements

Set up Pulsed RF Pulse Width measurement on the CNT-90XL

“Meas Func => Pulsed RF => Width => Pos => C”

The following measurements should be made, by changing the required parameters.

RF generator Pulse generator Counter
Pulse width Tolerance | P/F
Pulse Pul_sg Sensi- Manual acq measured
Frequency Power - repetition o
width - tivity frequency
interval

1 GHz -10 dBm 50 ns 1ms HIGH 1 GHz (12 ns
1 GHz -10 dBm 100 ns 1ms HIGH 1 GHz [-12 ns
1 GHz -10 dBm 1ps 1ms HIGH 1 GHz 112 ns
1 GHz -10 dBm 10 ps 1ms HIGH 1GHz 112 ns
1GHz -10 dBm 100 ps 1ms HIGH 1 GHz 112 ns

Table 7-17. Pulse width measurement
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Set up Pulsed RF PRI measurement on the CNT-90XL
“Meas Func=> Pulsed RF=> Repetition=> PRI =>C”

The following measurements should be made, by changing the required parameters.

RF generator Pulse generator Counter
Pulse width Tolerance | P/F
Pulse Pul_s_e Sensi- Manual measured
Frequency Power width repetition tivit acq
interval Y frequency
1 GHz -10 dBm 30 ns 60 ns HIGH 1 GHz (2.4 ns
1 GHz -10 dBm 500 ns 1lus HIGH 1 GHz 2.4 ns
1GHz -10 dBm 5pus 10 ps HIGH 1GHz 2.4 ns
1 GHz -10 dBm 50 ps 100 ps HIGH 1 GHz }-2.4 ns
1 GHz -10 dBm 500 ps | 1ms HIGH 1 GHz }2.4 ns

Table 7-18. PRI measurement

Power measurement:

Set up Pulsed RF PRI measurement on the CNT-90XL

“Meas Func=> Pulsed RF=> Power On =>C”

The following measurements should be made, by changing the required parameters. Note: Read the power
level on the Power meter, compensated for the loss in the RF cable, not on the RF generator
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ﬂ RF generator Pulse generator Counter
Power Tolerance | P/F
Pulse Measu- Manual measured
Pulse repetitio Start Sensi- dBm
Frequency Power width n delay rement tivity acq
interval time frequency
1GHz -15 dBm 100 ps 1ms 10 ps 80 us HIGH 1GHz +2 dBm
1 GHz -10 dBm 100 ps 1ms 10 ps 80 ps HIGH 1 GHz +2 dBm
1GHz -5dBm 100 ps 1ms 10 ps 80 ps MED 1GHz +2 dBm
1GHz -0dBm 100 ps 1ms 10 ps 80 ps LOW 1GHz +2 dBm
1GHz +10 dBm 100 ps 1ms 10 ps 80 ps LOW 1GHz +2 dBm
Table 7-19. Power sensitivity measurement
Power accuracy:
RF generator Pulse generator Counter
Power Tolerance | P/F
Pulse Measu- . Manual measured
Frequency Power \f)vl:é?ﬁ repetition dSetIe;rt rement ?i/nlf' acq
interval Y time Y frequency
1GHz -10 dBm 50 ps 1ms 5us 44 us HIGH 1 GHz j-1.2 dBm
1GHz -10 dBm 100ps | 1ms 10 ps 80 s HIGH 1 GHz 1.2 dBm
1GHz -10 dBm 1ms 10 ms 100 ps | 800 ps HIGH 1GHz 1.2 dBm
Table 7-20. Power accuracy measurement
7-20 USER MANUAL e CNT 9x Series e Rev.22 February 2020
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Performance Check

Batte ry S u p p Iy — Recall the default settings by pressing

USER OPT — Save/Recall — Recall Setup
— Default.
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Option 23/90 for CNT-90 &

— Connect 10 MHz OUT on the rear panel to

CNT-90XL onIy Input A, and select Freq A.

— Power up the instrument with the power ~ __ Check that the instrument is working and
cord disconnected. shows a value close to 10 MHz.

— The power supply status indicator nextto — Disconnect the power cord, and check that
the left of the charging level indicator in the instrument goes on working.
the upper right corner of the display shall - \qte: The power plug symbol disappears, leav-
now show a battery symbol. It indicates ing the battery symbol alone.
that the internal battery is the active power
source Y vepower Check that the instrument operates >4.5 h

without connection to the mains.
— Press USER OPT — Misc, and select Use

Battery in Standby Yes to make sure the
instrument will continue to operate in case

— Power down the instrument by pressing
the green power switch key.

line power fails. — Check that the red standby LED lights up.
— If the charging level is above 60 %, let the — Power up the instrument again, and check
instrument be running until the level goes that it powers down automatically when the
below 60 %. battery is almost empty.
— Connect the power cord to the mains. — Connect the power cord, and power up the
— The status indicator shall now change to a instrument.
charging battery symbol. — Check that the standby LED goes out.
— Let the battery charge for at least 8.5hin  __ Check that the status indicator shows a
normal operational mode. charging battery symbol.
— When the specified charging time has — Let the battery charge to its full capacity.

elapsed, the level indicator shall show a

value close to 100 % — Power down, wait 10s, and power up
0.

— Press USER OPT — Misc, and select
Use Battery in Standby No to make
sure the instrument will not continue to

— The status indicator shall now show a operate in case line power fails.
power plug.symbol on top of the bat‘Fery Note: The battery symbol disappears, leaving
symbol. This means that the power line the power plug symbol alone.
takes priority but will be replaced by the
battery if the mains voltage drops out.

— Disconnect the power cord and wait 10 s,
then reconnect the power cord.

— Disconnect the power cord, and check that

. ) ) ) the instrument stops working. The standby
Note: Charging will not be resumed until the LED shall not light up.

level goes below about 70 % in order to
cycle the battery more efficiently.
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Specifications
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TS-TL-PDL-014

TESSOL

Technical Library

Specifications

Introduction

Only values with tolerances or limits are guar-
anteed data. Values without tolerances are in-
formative data, without guarantee.

Measurement
Functions

Refer to page 8-55 for uncertainty informa-
tion.

Inputs A and B can be swapped in all modes
except Rise Time and Fall Time.

Display: All measurements are displayed
with a large main parameter value and smaller
auxiliary parameter values (with less
resolution). Some measurements are only
available as auxiliary parameters.

Frequency A, B, C

Frequency Burst A, B, C

Frequency and PRF of repetitive burst signals
can be measured without external control sig-
nal and with selectable start arming delay.

Functions: Frequency in burst (Hz)
PRF (Hz)
Number of cycles in burst
Range A, B, C: See Frequency A, B, C
Min. Burst
Duration: 40 ns (80 ns > 160 MHz)

Min. No. of Pulses

in Burst (Inp A, B): 3 (6 above 160 MHz)
(Inp C): 3 x prescaler factor

PRF Range (see

also Inp C spec):  0.5Hz-1MHz

Start Delay 10 ns - 2 s, resolution 10
Range: ns
m Display:

Frequency in burst
PRF & number of cycles in
burst (Ch A or Ch B only)

Main Parameter:
Aux. Parameters:

= We measu

m Range: )
Period A, B, C Average
Input A: 0.002 Hz - 400 MHz
Input B: 0.002 Hz - 400 MHz m Range:
Input C: 100 MHz - 3 GHz (Opt. 10)
300 MHz - 8 GHz (Opt. 13) Input A, B: 25ns-500's
200 MHz - 15 GHz (Opt. 14) Input C((S?’(?:Z)): ?gg ps - ;03“5
- 2): ps-3.3ns
| 200 .I\/I.Hz 20 GHz (Opt. 14B) (15 GHz): 72 ps-5ns
Resolution: 12 digits/s (20 GHz): 50 ps-5ns
Resolution: 12 digits/s
m Display:
m Display:
Main Parameter: Period Main Parameter: Frequency
Aux. Parameter(A, B):  VimaxViinVop Aux. Parameter (A B): Vimax, Vimin, Vpp
8-3 USER MANUAL e CNT 9x Series ® Rev.22 February 2020
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=
-
= Specifications
O
=
F Period A, B Single m Display:
g
é Range A, B: 3.3ns-1000s Main Parameter: ~ Time interval
3 Resolution: 100 ps Aux. Parameters: None
o
i Pulse Width A, B
m Display: Range: 25ns-10°s
Main Parameter: Period . Input Frequency:  Lp to 200 MHz
Aux. Parameters: Vmax, Vmin, Vp-p Modes: Pos. pulse width or
neg. pulse width
Ratio A/B, B/A, C/A, C/B )
Range: 10°to 10" (one-pass m Display:
measurem., values < 1
with reduced resolution) Main Parameter:  Pulse width
Freq Range A,B: 100 Hz to 400 MHz Aux. Parameters: Vmax,Vmin,Vp-p
Freq Range C: Full input C range
Rise and Fall Time A, B
Range: 1.5 ns - 1000 s
m Display: Input Frequency:  Lp to 160 MHz
(square wave)
Main Parameter: Ratio Trigger Levels: Default 10% and
Aux. Parameters:  Freq 1, Freq 2 90% .
Manually adjustable
Min. Pulse Width: 1.6 ns
Modes: Rise or fall time
Time Interval A to B, B to A, A | Min. Amplitude 100 mVp-p
toA,BtoB .
m Display:
Main Parameter: Rise or fall time
Range (_normal Aux. Parameters:  Slew rate, Vmax,
calculation): Onsto+10%s Vmin
Range (smart
calculation): -10%to +10% s
Resolution
Single Shot: 100 ps
Input Frequency: Lp to 160 MHz
Min. Pulse Width: 1.6 ns
Smart Calculation:  Smart Time Int. w. 4 time
stamps (2 consecutive Trig A
plus 2 consecutive Trig B) to
determine sign (A before B or
A after B)
USER MANUAL e CNT 9x Series e Rev.22 February 2020 8-4
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TS-TL-PDL-014

rfssnl Technical Library

Pendulum

Specifications

Phase A Rel. B, BRel. A

Range: -180° to +360°

Resolution: 0.001° to 10 kHz 0.01° to
1 MHz 0.1° to 10 MHz 1°
>10 MHz Resolution can
be improved by averaging
(Statistics)

Input Frequency: Up to 160 MHz

Min. Pulse Width: 1.6 ns

m Display:

Main Parameter: Phase
Aux. Parameters: Freq (prim. channel),

VA/VE (in dB)

Duty Factor A, B

Range: 0.000001 to 0.999999
Input Frequency 0.1Hz-200 MHz

Min. Pulse Width 2.5ns

Modes: Pos. or neg. duty factor

m Display:

Main Parameter:  Duty factor
Aux. Parameters: Period, pulse width

Vmax, Vmin, Vp-p A, B

Alternative data within parentheses refer to
input attenuator setting x10.

Range: -5V to+5V (-50 V to +50 V)

Input Frequency:  DC, 1Hz - 300 MHz,
100 Hz - 300 MHz default

(higher LF limit means higher
meas. speed)

Mode: V max, V min, V p-p*
Resolution: 3(30) mV
Accuracy (typ.)*:

DC 1% + 15 (150) mV
1Hz-1kHz 1% £ 15 (150) mV
1 kHz - 20 MHz 3% = 15 (150) mV
20 - 100 MHz 10% = 15 (150) mV
100 - 300 MHz 30% % 15 (150) mV

*V p-pis calculated as Vmax - V min, which
means that the maximum absolute error will
be +£30 (300) mV.

m Display:

Main Parameter:  Vmax or Vmin or Vp-p
Aux Parameters:  V min,V p-p or

V max, V p-p or

V min'V max

8-5 USER MANUAL e CNT 9x Series e Rev.22 February 2020

212 pendulum CNT-90XL AF2 M B M - H|ZAL 22 Rt QLT AFQHS R ZAF AFRO]| whet

— We measure, we calibrate, we validate.
KOLAS = H|Zelwd7|et - ISO/IEC 17025

EElE - www.tessol.com TS-TL-PDL-014 128 /189


https://www.tessol.com/?utm_source=datasheet&utm_medium=pdf&utm_campaign=technical_library&utm_content=TS-TL-PDL-014

>
Z
(1]
2
Q
-
©
g
=
15
[¢]
(]
st
-
o
0
n
w
=

TS-TL-PDL-014

TESSOL

Technical Library

Specifications

Timestamping A, B, C

This function is only accessible via GPIB or
USB.

No absolute time exists, timestamp values
can only be wused for relative time
measurements.

Timestamps are taken of two consecutive
positive edges and two consecutive
negative edges (pos, neg, pos, neg or neg,
pos, neg, pos) and the number of positive
edges is counted.

Max. Frequency: 160 MHz
Min. Pulse Width: 2.5ns
Timestamp Reso-

lution: 70 ps rms
Max. Frequency to

catch each edge: 250 kHz

Auto Set / Manual Set

All measuring functions can be auto-set
using best settings for the individual
functions. This means e.g. an auto hysteresis
of 40% of Vp-p in frequency measurements,
an auto trigger at 50% of Vp-p with
minimum  hysteresis  incl.  hysteresis
compensation in time measure- ments, an
auto find of burst length and auto sync for
frequency burst measurements, etc.

NOTE: The frequency range for inputs A

& B, is up to 300 MHz for Auto trig, and

up to 400 MHz for Manual trig

Input and Output
Specifications

Inputs A and B

Alternative data within parentheses refer to
input attenuator setting x10.

Frequency Range

DC-coupled: DC - 400 MHz

AC-coupled: 10 Hz-400 MHz

Coupling: AC orDC

Rise Time: Approx. 700 ps

Impedance: 1 MQ/25 pF or 50
Q (VSWR < 2)

Trigger Slope: Positive or negative

Channels: Separate A & B

Max. Channel

Timing

Difference: 500 ps

Hysteresis

Window: Approx. 30 (300) mVp-p

Residual Hyster-
esis after Com-

pensation: 5 (50) mV (DC - 10 kHz)

Sensitivity

DC - 200 MHz: 15 mVrms

200 - 300 MHz: 25 mVrms

300 - 400 MHz: 35 mVrms

Auto Trig: 35 mVrms

Attenuation: x1, x10

Dynamic Range 30 mVp-p to 10 Vp-p within

(x1): +5 V window

Trigger Level Read-out on display

Resolution: 3 (30) mV

Uncertainty: 15 (150) mV = 1% of trigger
level

Auto trig: Automatically set to 50% of

input signal (10% and

90% for rise/fall time).
Relative level (in %) manually
adjustable when necessary.

Auto Hysteresis ~ Minimum hysteresis window
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TS-TL-PDL-014

TESSOL

Technical Library

Pendulum

Specifications
Time Meas. : (+compensation) Connector: Type N female
Freq. Meas. & 70 % and 30 % of input .
Per. Avg.: signal. Minimum hysteresis Input C (Optlon 13)
window if arming on Aor B is
activated. Freq. Range: 300 MHz - 8 GHz
Pri ler F r:
Freq. Range: up to 300 MHz escaler Factor: 256

Analog Noise
Reduction Filter:
Digital LP Filter:

Trigger Indicators:
Max. Voltage w/o
Damage

1 MQ

50 Q2

Nom. 100 kHz, RC type

1 Hz - 50 MHz using trigger
hold-off

LED

350 V (DC+ ACpk)@DC to
440 Hz, falling to 12 VRMS (x1)
and 120 VRMS (x10) @ 1 MHz

12 VRMs

Input C (Option 10)

Freq. Range:
Prescaler Factor:
Operating Input
Voltage Range
100 - 300 MHz:
0.3-2.5 GHz:
2.5-2.7 GHz:
2.7-3.0 GHz
Amplitude

Modulation

DC - 0.1 MHz
Modulation
Frequency:
0.1-6 MHz
Modulation
Frequency:

Impedance:

Max. Voltage w/o
Damage:

100 MHz - 3.0 GHz
16

20 mVrms -12 Vrms
10 mVrms -12 Vrms
20 mVrms -12 Vrms
40 mVrms -12 Vrms

Up to 94% depth

Up to 85% depth
Min. signal must exceed
min. oper. input voltage

50 Q nom. AC-coupled
VSWR < 2.5:1

12 Vrms, PIN diode prot.

Operating input
voltage range:
0.1-0.2GHz
0.2-0.3GHz
0.3-0.5GHz
0.5-3.0GHz
3.0-4.5GHz
45-6.0GHz
6.0 - 8.0 GHz

Amplitude
Modulation

DC-0.1 MHz
Modulation
Frequency:

0.1-6 MHz
Modulation
Frequency:

Impedance:

Max. Voltage w/o
Damage:

Connector:

100 mVrms -7Vrms
40mVrms-7Vrms
20mVrms-7Vrms
10mVrms-7Vrms
20mVrms-7Vrms
40mVrms-7Vrms
80mVrms-7Vrms

Up to 94% depth

Up to 85% depth
Min. signal must exceed
min. oper. input voltage

50 Qnom. AC-coupled
VSWR < 2.5:1

7 Vrms, PIN diode
protected

Type N female

Input C (Options 14 & 14B)

Freq. Range:

Prescaler Factor:
Operating input
voltage range:
0.25- 0.5 GHz
0.5-15GHz

14 - 17 GHz

17 - 20 GHz

250 MHz - 15 GHz (14)
250 MHz - 20 GHz (14B)

128

-21to +27 dBm
-27 to +27 dBm

-27 to +27 dBm (14B)
-21 to +27 dBm (14B)

HE Pendulum CNT-90XL AFEHEA - H|Z=A}
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TS-TL-PDL-014

TESSOL

Technical Library

Specifications

Pendulum

Typical sensitivity option 14B

dBm
o
&

AM tolerance
Burst
Minimum
Burst Length:

: - Up to 90% depth

Period x 257

Minimum Interval

Between Bursts:

Impedance:

Max. Voltage
Damage:
Connector:

10 ps

50 & nom. AC-coupled
VSWR < 2:1

w/o

+27 dBm, PIN diode prot.
Type N female

Rear Panel Inputs & Outputs

Ref. Input:

Ref. Output:

Arming Input (E):

Freq. Range:
Trigger Level:
Trigger Slope
Meas. Inputs:
Impedance:

Connectors:

1, 5 or 10 MHz;
0.1-5 Vs sinewave;
impedance >1 kQ

1x10 MHz, >1 Vrms into
50 Q load

Arming of all meas. func.
DC - 80 MHz

TTL, 1.4V nom.

: Positive or negative

A, B, C (option)

1 MQ/50 pF or 50 Q
(VSWR <£2:1)

BNC (SMA for Input C)
BNC (SMA for Input C)

Auxiliary Functions

Trigger Hold-Off
Time Delay
Range: 20ns-2s, 10 ns resol.

External Start/Stop Arming

Modes:

Input Channels:
Max. Rep. Rate

Start arming, stop arming,
start and stop arming

A, B, E (EXT ARM)

for Arming Signal

Channel A, B:
Channel E:

160 MHz
80 MHz

Start Time Delay

Range:

10 ns-2s, 10 ns resol.

NOTE: Stop arming has no delay setting.

Statistics
Functions:
Display:
Graphic:
Sample Size:

Max. Sample
Rate:

Limit Qualifier:

Maximum, minimum,
mean, Amax-min, Standard

deviation, Allan deviation

Numeric or numeric +
graphic

Histogram & trend plot,
auto scaled

2to2x10°

250 kSa/s measured,
2 kSals calculated,

depending on meas. function
and graphics

Off
Capture & store values above
limit 2

Capture & store values below
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Specifications

limit 1 Upper limit (limit 2)

Capture & store values inside Settings: off o
limits 1 and 2 Alarm !f value > I!m!t 2
Alarm if value < limit 1
Alarm if

limit 1 < value < limit 2
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Capture & store values outside

limits 1 and 2 Alarm if value > limit 2 or
Meas. Pacing value < limit 1
On Alarm: Stop or Continue
Time Range: 2ps-500s Display: Numeric + graphic
Equidistancy:  £(2 ps + 0.1% of pacing time) Numeric: Current measurement value
+ annunciator for limit alarm
Graphic: Horizontal line w.
. upper/lower limit markers +
Mathematlcs current value marker
Stored
Functions: K*X+L, K/IX+L, (K*X+L)/M, Instrument 20 complete setups can be
(K/X+L)M and X/M-1 Setups: saved and recalled from
X'is current reading. K, L and internal non-volatile memory;
M are constants, set via 10 can be user protected
keyboard or as frozen
reference value (Xp).
Display
Other Functions
Measuring Time: 20 ns - 1000 s for Period AVG, Type & Use: Graphics screen for menu
Frequency and PRF, 20 ns - 2 control, numerical readout (14
s for Freq. in Burst; Single cycle digits) and status info
for other meas. functions. Times Resolution: 320 x 97 pixels
>2 s are software controlled w. Technology: Monochrome LCD with white
reduced resolution and LED backlight
accuracy.
Timebase Internal, external or automatic
Reference: GPIB Interface
Display Hold: Freezes meas. result until a
new measurement is initiated Programmable
via Restart. Functions: All front panel accessible

Digit Blanking:  Removes (blanks) 1to 13 functions

digits from the calculated result Compatibility: ~ |EEE 488.2-1987,

before displaying it. SCPI1 1999
i . . . Modes: Native mode
Limit Alarm: Annunciator on display Agilent compatible mode
and/or SRQ via GPIB
Limit Values: Lower limit (limit 1)
8-9 USER MANUAL e CNT 9x Series e Rev.22 February 2020
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TESSOL

Technical Library

Pendulum

Specifications
Agilent HP 53131/132/181 com- Continuous Yes, from LF to 250 kHz
Compatibility: mands are emulated. Code Single Period:  repetition rate
and response format is
compat!g!ﬁt. NE‘ t|m|ngI . Waveform
compatibility. No resolution Capture:

compatibility
SH1, AH1, T6, L4, SR1,
RL1, DC1, DT1, E2

Interface Func-

tions:

Max. Meas. Rate

Via GPIB: 2000 readings/s (block)
350 readings/s (individual)

To Internal

Memory:

250 k readings/s
Internal Memory
Size:

Data Output:

Up to 750 k readings
ASCII, IEEE double precision
floating point

USB Interface

Version: 2.0, 12 Mb/s
Protocol: USBTMC-USB488
TimeView™

This software package is intended for ad-
vanced Modulation Domain analysis and
runs on any 32-bit Windows® system.

m Data Capture Modes &
Measurement Rate

Effective rate depends on measurement
function and internal data format.

Free-running

Measurement: 250 k readings/s
Repetitive
Sampling:
Up to 100 Msa/s equiv. sample

rate (10 ns between samples)

Data Analysis
Features:

Yes

Measurement data vs time
Cursor measurements
Distribution histogram

FFT graph w. Hamming,
Hanning and other relevant
filters

Smoothing

Zoom

Setup, measurement data
archive and printing
Zero dead time ADEV and

MADEV vs. 1

Battery Unit

Option 23/90

Battery Type: Li-lon, 22.2V, 90 Wh

Ext. DC Input: 12t0 18V, max 6 A

Connector: XLR male, 3-pin

Oper. & Charg.

Temp. Range: 0 to +40 °C

Storage: -20 to +60 °C (1 month)
-20 to +45 °C (3 months)
-20 to +20 °C (1 year)

Operating Time

(@ +25 °C): ON:>4.5h
Stby: >24 h

Charging: Automatic, when ext. AC or
DC is connected

Charging Time

(@ +25 °C): <8.5h

Status Indicator:

Weight:

On-screen w. low battery
warning

1.2kg
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Specifications

Measurement
Uncertainties

Random Uncertainties (10)
m  Quantization Error (Eq)

Eq =100 ps rms

m Start/Stop Trigger Error (Ess)
ESS = \"II.E:;—'OISE +E§fﬁur (S.)

I
o 2
P . + V. ;
\ noise — input noise — signal

= (3)

inp. sign. slew rate ('V/:. ) at irig. point

£ noise

Ejier= Single Period Jitter (rms) (s)

Vnoise-input: 500 UVms internal noise (200
uVrms typical)

Vnoise-signal: The rms noise of the applied
signal

Systematic Uncertainties

m Trigger Level Timing Error (E.)

Time Interval, Rise/Fall Time, Pulse Width,
Duty Factor, Phase (attenuator setting xl)

Ey = \ITLU + y» HystP* [(44)" +(}4,)°1[s]

where:

Sx = Slew rate at start trigger point (V/s) Sy =
Slew rate at stop trigger point (V/s) TLU =
Trigger level uncertainty (V) Hyst =

m Timebase Error (TBE)

TBE is the relative error of the timebase oscil-
lator (dimensionless) and depends on the actual
oscillator used. See Timebase Options on page
8-15.

Total Uncertainty (2c)

The general formula for all measurement
functions is:

! el
Ui =2%/(rand. uncert.) +(syst. uncert.)’

Time Interval, Pulse Width,
Rise/Fall Time

m  Random Uncertainty (rms)

AP 5 W N
["md =1 i‘.q+( StartTrig. Evror)”+(StopTrig. Error)
[s]

m Systematic Uncertainty

i

Ut =y 2% [Eq” (500 psY + (TBE* TIMEY |

where:

Eu= trigger level timing error

500 ps = maximum channel difference
TBE = timebase error

TIME = measurement result

Frequency & Period

m  Random Uncertainty (rms)

For measuring times <200 ms and if Smart
Freq = AUTO or OFF:

| x »
IE =+ 2% (Start Trigger Errar)”

) \ g
. . B el X
Hysteresis window (V) et Measuring Time
Hyst =30 mV + 1% of trig vl (DC to 1 kHz)
for Pulse Width & Duly Factor X Measurement Result [HZ or S]
Hyst=6 mV £ 1 % of trig Ivl (DC to 1 kHz)
for other measurement functions.
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Technical Library

Pendulum

Specifications

For measuring times >=200 ms and if Smart
Freq = AUTO or ON:

-
’ 2.:‘]!
Z"rnd =

) i
E q + 2% (Start Trigger Error)”
X

Measuring Time *+ N
X Measurement Result [HZ or S]

N = 800 /Measuring Time, however, 6 < N <

1000 and
N < (Freq/2) * Measuring Time - 2

m Systematic Uncertainty
U = ¥ {[TBE* MR 1 [(200 ps/ MT p MRT)[

Hz ors]

where:
MR = Meas. Result (Freq or Per)
MT = Meas. Time

Frequency Ratio f,/f,

m Typical Random Uncertainty (rms)

NOTE. Frequency Ratio is an auxiliary mea-
surement function, intended to give an indica-
tion, with no guaranteed specification.

Una =2% fi % 1;" ‘({ + E.s%su\_: + E§S|’fw]

[dimensionless, e.g. ppm]

Phase

m Typical Random Uncertainty (rms)

NOTE. Phase is an auxiliary measurement
function, intended to give an indication, with
no guaranteed specification.

r Fied > 2 B
U, = y Eg + (Strt Trg Err)” + (Siop Trg Err)” x
x Freq.x 360 []

m Systematic Uncertainty
Ut = 4*Ed” +(500ps) 1% Freq x360(°]

Duty Factor
m  Random Uncertainty (rms)

f
= .']‘_'g + {Strt Trg Err)z + (Stop Tre Err]2 x Freg.

or minimum: 1 ppm

m Systematic Uncertainty

Usgs =+ Vi*[Ed” +(200 psY1x Freq

[dimensionless, e.g. ppm]
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Pendulum

Technical Library
Specifications

Mode: Closed case, menu-con- Spec cat ons
trolled.

Calibration Input: A Environmental Data

Password

Protection:

ON or OFF Class: MIL-PRF-28800F, Class 3

Input Frequen- Operat. Temp 0°Cto+50°C

cies used for TB Storage Temp -40°Cto+71°C

Calibration: 1.0, 1544, 2.048, 5.0 or Humidity: 5-95 % @ 10-30 °C
10.0 MHz 5-75 % @ 30-40 °C

5-45 % @ 40-50 °C

Definition of Terms Max. Altitude: 4600 m

Calibration Ad- Vibration: Random and sinusoidal per

justment Toler- _ MIL-PRF-28800F, Class 3

ance: Shock: Half-sine 30G per
The maximum tolerated MIL-PRF-28800F; bench
deviation from the true 10 . handling
MHz frequency after Transit Drop Transport box tested according
calibration. If the timebase Test: to UN-D 1400 drop test program
frequency does not exceed 1. Heavy-duty transport case
the tolerance limits at the and soft carrying case tested
moment of calibration, an according to

. . MIL-PRF-28800F.
adjustment is not necessary.

Total Uncertainty: The total possible deviation Reliability: MTBF 30000 h, calculated
from the true 10 MHz Designed and tested for
frequency under influence of Measurement Category |,
frequency drift due to aging Pollution Degree 2, in ac-
and ambient temperature cordance with EN/IEC
variations versus the 61010-1:2001 and
reference temperature. The CAN/CSA-C22.2 No.
operating temperature range 61010-1-04 (incl. approval)
and the calibration interval are Safety:
part of this specification.

EMC: EN 61326 (1997) A1 (1998)

See also timebase specifications on page 8-15.

increased test levels per EN
50082-2, Group 1, Class B, CE

Power Requirements

Line Voltage: =~ 100-240 Vac, 50-400 Hz (Nom.)
Power
Consumption: <40W

8-13

USER MANUAL e CNT 9x Series ® Rev.22 February 2020

= Pendulum CNT-90XL A HEE A - M|Z=AL AE Kt2YL|CH AFL2 RIZAFAPEO| wh2f HEE 5 AEL[C

— We measure, we calibrate, we validate.

KOLAS 2X 29I

7|2k - 1ISO/IEC 17025

FElE - www.tessol.com

TS-TL-PDL-014

136 /189


https://www.tessol.com/?utm_source=datasheet&utm_medium=pdf&utm_campaign=technical_library&utm_content=TS-TL-PDL-014

>
Z
(1]
2
Q
-
©
g
=
15
[¢]
(]
st
-
o
0
n
w
=

TS-TL-PDL-014

TESSOL

HE Pendulum CNT-90XL AFEHEA - H|Z=A}

Technical Library Pendulum
Specifications
Dimensions & Weight Optional Accessories
Option 11/90:  Rear panel inputs
. Option 22/90:  Rackmount kit
Width: 172 x 19" (210 mm) Option 23/90:  Battery supply unit Carrying
Height: 2U (90 mm) Option 27: case
Depth: 395 mm Option 27H: Heavy-duty hard transport
Weight: Net 2.7 kg (5.8 Ib) case
Shipping 3.5 kg (7.5 Ib) Optlon 29/90: TimeView for CNT-90,
modulation domain analysis
SW
Option 90/01:  cal. certificate w. protocol;
O rd e ri n g ) standard oscillator
Option 90/06:  Cal. certificate w. protocol;
H oven oscillator
I nfo rm atl O n Option 90/00:  Cal. certificate w. protocol;
Hold-over frequency ag-ing/
Basic Model week
CNT-90: 400 MHz, 100 ps Option 95/05: 5 years extended warranty
Timer/Counter including
§tandard timebase and GPIB Printed Manuals:
interface
Included with In- 36 months product warranty,
strument: line cord, brochure with CNT-90 &
important information; 'getting CNT-91(R) & Getting Started Manual
started' manual, user's CNT-90XL
manual, and programmer's CNT-90 &
handbook on CD; Certificate CNT-91(R) &
of Calibration. CNT-90XL User's Manual
RF Input Options 8“1:8?(% &
Option 10: 3.0 GHz Input C CNT-90XL Programmer's Handbook
Option 13: 8 GHz Input C
Option 14: 15 GHz Input C
Option 14B: 20 GHz Input C
Timebase Op-
tions
Option 19/90: Medium stability OCXO
Option 30/90: Very high stability OCXO
Option 40/90: Ultrahigh stability OCXO
USER MANUAL e CNT 9x Series ® Rev.22 February 2020 8-14
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: Timebase Options
8 Product Family '9X'
o Option | Standard Option 19/90 Option 30/90 | Option 40/90
= Timebase Type UCXO OCXO OCXO OCXO
Uncertainty due to:
-Calibration adjustment tolerance @ +23
°C + 3°C <1x10® <5x10°® <1x10® <3x10°
-Aging
per 24 h 1) A<5x10° A<5x10™" 9<3x10™°
per month <5x10” <6x10® <1x10°® <3x10°
per year <5x10° <2x10” <5x10® <1.5x10°®
“Temperature variaton 0°C-50°C <1x10°® <5x10°® <5x10° <2.5x10°°
20 °C - 26 °C (typ. values) <3x10° <2x10° <1x10° <4x107°
-Power voltage variation: +10% <1x10™° <5x10” <5x107"° <5x107"°
Short term stability:
R Allan Vari
(Root Allan Variance) s not specified 10 o s
= <1x X X
Typical valuest=10s <1x10™ 1x10™" 5x107"2
Power-on stability: 1)
-Deviation versus final value after 24 h <1x107 <1x10° <5x107
on time, after a warm-up time of: 30 min 30 min 10 min 10 min
Total uncertainty, for operating
temperature 0°C to 50 °C, @ 2 o (95 %)
confidence interval:
-1 year after calibration <1.2x10° 2.4x107 <6x10% <1.8x10°
-2 years after calibration <1.5x10° 4.6x107 <1.2x107 <3.6x10°
Typical total uncertainty, for operating
temperature 20°C to 26 °C, @ 2 ¢ (95 %)
confidence interval:
-1 year after calibration <7x10° <2.4x107 <6x10°® <1.7x10°®
-2 years after calibration <1.2x10° <4.6x107 <1.2x107 <3.5x10°

Explanations

! Negligible in comparison with the deviation caused by 1 °C temperature change.

2 After 1 month of continuous operation.

NOTE: Electrical adjustment by means of tuning voltage from DAC; no potentiometer trimming.
Serial interface to all optional oscillators for closed-case calibration and status reporting.

UCXO: Uncompensated Crystal Oscillator
OCXO: Oven Controlled Crystal Oscillator
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TESSOL  echnical Library Pendulum

Period A, B, C Average

Measurement = Range:
i Input A, B: 3.3ns-500s
FunCtlons IantC(27 GHz): 37ps-3.3ns
(40 GHz): 25ps-3.3ns

>

o Specifications

Q

i

E Introduction = Display:

c

5 Only values with tolerances or limits are Main Parameter:  Frequency in burst

ﬂ guaranteed data. Values without tolerances are Aux. Parameters:  PRF & number of cycles in
0 informative data, without guarantee. burst (Ch A or Ch B only)
o

0

n

w

-

Refer to page 8-24 for uncertainty information. (46 GHz): 22ps-3.3ns

. (60 GHz): 17ps-3.3ns
Inputs A and B can be swapped in all modes Acquisition: Auto or Manual
except Rise Time and Fall Time. (within 40 MHz)

Acquisition Time: 25 msin Auto (typ.)

Display: All t: displayed with o
isplay measurements are displayed wi Resolution: 12 digits/s

a large main parameter value and smaller
auxiliary parameter values (with less

resolution). Some measurements are only u Display:
available as auxiliary parameters.

Input A, B

Frequency A, B, C Main Parameter: ~ Period
Aux. Parameters: Vmax, Vmin, Vp-p
Input C

= Range: Main Parameter:  Period

Input A: 0.002 Hz - 400 MHz Aux. Parameter:  PowerindBm

Input B: 0.002 Hz - 400 MHz

Input C: 0.3 - 27 GHz (CNT-90XL-27G) . .

0.3 - 40 GHz (CNT-90XL-40G) Period A, B Single

0.3 - 46 GHz (CNT-90XL-46G)

0.3 - 60 GHz (CNT-90XL-60G) Range A, B: 3.3ns-1000s

Acquisition i

‘ Resolution: 100 ps
Time: 25 ms in Auto (typ.) esoltion P
Resolution: 12 digits/s n Display:

Note: Some frequencies may not be
acquired correctly with Auto Acquisition.
If so, switch to Manual Acquisition

Main Parameter: Period
Aux. Parameters: V max, V min, V p-
P

instead.
Ratio A/B, B/A, C/A, C/B
i . Range: 10° to 10" (one-pass
= Display: . measurem., values < 1 with
Inputs A & B Main reduced resolution)
Parameter: Frequency Freq Range A,B: 100 Hz to 400 MHz
Aux. Parameters:  Vmax, Vmin, Vp-p Freq Range C: Fullinput C range
Input C Main
Parameter: Frequency . )
Aux. Parameter: Powerin dBm = Display:
Frequency Burst A, B Main Parameter: Ratio

o, . . : Freq1, Freq2
Frequency and PRF of repetitive burst signals Aux. Parameters:  Freq 1, Freq

can be measured without external control
signal and with selectable start arming delay. Time Interval Ato B, Bto A, A

toA,BtoB
Functions: Frequency in burst (Hz) Range (normal
PRF (Hz) calculation): Onsto+10¢s
Number of cycles in burst Range (smart
calculation): -10%to +10° s
Range A, B: See Frequency A, B Resolution
Min. Burst Single Shot: 100 ps
Duration: 40 ns (80 ns > 160 MHz) Input Frequency:  Up to 160 MHz
Min. No. of Pulses Min. Pulse Width: 1.6ns
in Burst: 3 (6 above 160 MHz) Smart Calculation: Smart Time Int. w. 4 time
PRF Range: 0.5Hz - 1 MHz stamps (2 consecutive Trig A
Start Delay plus 2 consecutive Trig B) to
Range: 10 ns - 2 s, resolution determine sign (A before B
10ns or A after B)
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>
o Specifications
Q
i
© .
o m Display: Vmax, Vmin, Vp-p A, B
c . L
c Alternative data within parentheses refer to
& Main Parameter: ~ Time interval input attenuator setting x10.
= Aux. Parameters: None
= . Range: 5Vto+5V
o Pulse Width A, B (-50V to +50 V)
0 Range: 25ns-10°s | )
= . nput Frequency: DC, 1Hz - 300 MHz,
T Input Frequency:  Upto 200 MHz 100 Hz - 300 MHz default
Modes: Pos. pulse width or (higher LF limit means
neg. pulse width higher meas. speed)
Mode: Vmax, Vmin, Vp-p*
m Display: Resolution: 3(30)mv
Accuracy (typ.)*:
) i DC 1% + 15 (150) mV
Main Parameter: Pulse width 1Hz-1kHz 1% £ 15 (150) mV
Aux. Parameters: Vmax, Vmin, Vp-p 1 kHz - 20 MHz 3% 15 (150) mV
20 - 100 MHz 10% + 15 (150) mV
100 - 300 MHz 30% + 15 (150) mV

Rise and Fall Time A, B

1.5ns-1000s *V p-pis calculated as Vmax - V min, which

means that the maximum absolute error will

Range:

Input Frequency: Up to 160 MHz (square

Trigger Levels:

Min. Pulse Width:

Modes:
Min. Amplitude

m Display:

Main Parameter:

Aux. Parameters:

Phase A Rel.

Range:
Resolution:

Input Frequency:

Min. Pulse Width:

m Display:

Main Parameter:
Aux. Parameters:

wave)

Default 10% and 90%
Manually adjustable

1.6 ns
Rise or fall time
100 mVp-p

Rise or fall time
Slew rate, Vmax, V min

B, B Rel. A

-180° to +360°
0.001°to 10 kHz
0.01°to 1 MHz

0.1° to 10 MHz

1° >10 MHz Resolution
can be improved by
averaging (Statistics)
Up to 160 MHz

1.6 ns

Phase
Freq (prim. channel),
VA/VB (in dB)

Duty Factor A, B

Range:
Input Frequency:

Min. Pulse Width:

Modes:
m Display:

Main Parameter:
Aux. Parameters:

0.000001 to 0.999999
0.1 Hz - 200 MHz
25ns

Pos. or neg. duty factor

Duty factor
Period, pulse width

be +30 (300) mV.

u Display:

Main Parameter: Vmax or Vmin or Vp-p
Aux Parameters:  Vmin, Vp-p or Vmax,
Vp-p or Vmin, Vmax

Power C
Range:
Power: -35to +10 dBm
Frequency: 0.31027, 40, 46
or 60 GHz dep. on model
Resolution: 0.01 dBm @100 ms measuring
time
Accuracy: +1 dBm typ. to 27 GHz
+2 dBm typ. to 40 GHz
+3 dBm typ. to 60 GHz
Acquisition: Auto or Manual

(within 40 MHz)

Acquisition Time: 20 to 30 msin Auto (typ.)

Aux. Parameter:  Frequency C
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(Option 28 only)
Frequency range: 0.3 to 27/40/46/60 GHz
Pulse ON voltage range:

0.4 to 40 GHz: -15 dBm to +13 dBm

(-20 dBm typ. to +13 dBm)

40 to 46 GHz: -10 dBm (typ.) to +13 dBm
46 to 60 GHz: 0 dBm (typ.) to +10 dBm
Min ON/OFF ratio: 15 dB

Pulse Width

Range: 30 ns to 1 sec.
Resolution: 200 ps rms
Accuracy: <10 ns+TBE*P_width

PRI (pulse repetition interval)

Range: 60 ns to 1 sec.
Resolution: 200 ps rms
Accuracy: <2 ns +TBE*PRI*

PRF (pulse repetition frequency)

Range: 1 Hz to 16.7 MHz (20 MHz typ.)
Resolution: (200ps/Meas_time)*PRF Hz

Frequency in Burst

Range: 400 MHz to 60 GHz

Pulse width: down to 100 ns

Resolution: (50ps/\N/Gate_time)*FREQ Hz*
Acquisition: Manual

Peak Power in Burst

Range: - 20dBm to +10 dBm

Pulse width: down to 50 us

Acquisition: Manual

Resolution: 0.1 dBm < Ims pulse
0.01 dBm>1ms pulse

* N = number of RF pulses during fofal measurement
* TBE=number of RF pulses during fofal measurement (e.g. 6E-8)
* Gate=meas. fime inside each RF pulse

Timestamping A, B

This function is only accessible via GPIB or
USB.

No absolute time exists, timestamp values can
only be used for relative time measurements.

Timestamps are taken of two consecutive
positive edges and two consecutive negative
edges (pos, neg, pos, neg or neg, pos, neg, pos)
and the number of positive edges is counted.

Max. Frequency: 160 MHz
Min. Pulse Width: 2.5ns
Timestamp

Resolution: 70 psrms
Max. Frequency to

catch each edge: 250 kHz

Auto Set / Manual Set A, B

All measuring functions can be auto-set using
best settings for the individual functions. This
means e.g. an auto hysteresis of 40% of Vp-p

50 % of Vp.p with minimum hysteresis incl. hysteresis

compensation in time measurements, an auto find of burst length
and auto sync for frequency burst measurements, etc.

NOTE: The frequency range for inputs A & B, is up to 300 MHz
for Auto trig, and up to 400 MHz for Manual trig

Input and Output
Specifications

Inputs A and B

Alternative data within parentheses refer to
input attenuator setting x10.

Frequency Range

DC-coupled:
AC-coupled:
Coupling:
Rise Time:
Impedance:

Trigger Slope:
Channels:
Max. Channel

Timing Difference:

Hysteresis
Window:

Residual
Hysteresis after
Compensation:
Sensitivity

DC - 200 MHz:
200 - 300 MHz:
300 - 400 MHz:
Auto Trig:
Attenuation:
Dynamic Range
(x1):

Trigger Level
Resolution:
Uncertainty:

Auto trig:

Auto Hysteresis
Time Meas. :
Freq. Meas. &
Per. Avg.:

Freq. Range:
Analog Noise
Reduction Filter:
Digital LP Filter:

Trigger Indicators:
Max. Voltage w/o
Damage

1 MQ

50 Q

DC - 400 MHz

10 Hz-400 MHz
ACorDC

Approx. 700 ps

1 MQ /25 pF or 50 Q
(VSWR <2)

Positive or negative
Separate A & B

500 ps

Approx. 30 (300) mVp-p

5 (50) mV (DC - 10 kHz)

15 mVrms
25 mVrms
35 mVrms
35 mVrms
x1,x10

30 mVp-pto 10 Vp-p
within £5 V window

Read-out on display
3(30)mV

+15 (150)mV £ 1% of
trigger level

Automatically set to 50% of
input signal (10% and 90% for
rise/fall time).

Relativelevel (in %) manually
adjustable when necessary.
Minimum hysteresis window
(+compensation)

70 % and 30 % of input signal
Minimum hysteresis window if
arming on A or B is activated.
up to 300 MHz

Nom. 100 kHz, RC type

1 Hz - 50 MHz using trigger
hold-off

LED

350V (DC+ACpk)@DC to
440 Hz, falling to 12 Vrws (x1)
and 120 Vs (x10) @ 1 MHz
12 VRMS
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Specifications

Pendulum

Input C

Freq. Range:

Operating Input
Power Range
0.3-18 GHz:
18-20 GHz:
20 - 27 GHz:
27 - 40 GHz

40 - 46 GHz

46 - 60 GHz
AM Tolerance:

FM Tolerance
Man:
Auto:

Impedance:
VSWR:

Max. Power w/o
Damage:
O-load indicator:
Connectors’ :

Note:

0.3-27 GHz (-27G)
0.3 - 40 GHz (-40G)

0.3 - 46 GHz (-46G)
0.3 - 60 GHz (-60G)

-33to +13dBm

-29to +13dBm

-27 to +13 dBm

-23to +13dBm

-17 to +13dBm

-15to +10 dBm

Any modulation index as long
as the minimum signal
amplitude exceeds the
sensitivity limit.

50 MHzpp @ f>3.5 GHz
30 MHzpp @ f<3.5 GHz
20 MHzpp for modulation
frequency >0.1 MHz

50 Q nom. AC-coupled
<2.0:1@0.3-27 GHz (typ.)
<2.5:1@27-46 GHz (typ.)
<3.0:1@46-60 GHz (typ.)
+25dBm

ON @ Pin > +10dBm

SMA (-27G)
2.92 mm (-40G & -46G)

1.85mm (-60G)

1 all field replaceable female
‘sparkplugs'

Rear Panel Inputs & Outputs

Ref. Input:

Ref. Output:

Arming Input (E):
Freq. Range:
Trigger Level:
Trigger Slope:

1,50r10 MHz;0.1-5
Vms sinewave; impedance
>1kQ

1x10 MHz, >1 Vs into 50
Q load

Arming of all meas. func.
DC - 80 MHz

TTL, 1.4V nom.

Positive or negative

Auxiliary Functions

Trigger Hold-Off

Time Delay
Range: 20ns-2s, 10 ns resol.

External Start/Stop Arming

Modes: Start arming, stop arming,
start and stop arming

Input Channels: A, B, E (EXT ARM)

Max. Rep. Rate

for Arming Signal

Channel A, B: 160 MHz

Channel E: 80 MHz
Start Time Delay
Range: 10ns-2s, 10 nsresol.

NOTE: Stop arming has no delay setting.

Statistics

Functions: Maximum, minimum, mean
Amaxmin, Standard deviation
Allan deviation

Display: Numeric or numeric + graphic

Graphic: Histogram & trend plot, auto

scaled

Sample Size: 2 to 2x10°
Max. Sample

Rate: 250 kSa/s measured, 2 kSa/s
calculated, depending on meas.
function and graphics

Limit Qualifier: Off

Capture & store values above

limit 2 Capture & store values

below limit 1

Capture & store values inside

limits 1 and 2 Capture & store

values outside limits 1 and 2
Meas. Pacing

Time Range: 2ps-500s

Equidistancy: +(2 ps + 0.1% of pacing time)
Mathematics

Functions: K*X+L, KIX+L, (K*X+L)/M,

(K/X+L)/M and X/M-1 X is
current reading. K, L and M are
constants, set via keyboard or
as frozen reference value (Xo).

Other Functions

Measuring Time: 20 ns - 1000 s for Period AVG,
Frequency and PRF, 20 ns - 2
s for Freq. in Burst; Single
cycle for other meas. functions.
Times >2 s are software
controlled w. reduced
resolution and accuracy.

HE: Pendulum CNT-90XL AFE M A - M|EAL R|E IFERL|CE AFF2 HZ=AAHE
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TS-TL-PDL-014

TESSOL

Technical Library

Specifications

Pendulum

Timebase
Reference:

Display Hold:
Digit Blanking:

Limit Alarm:

Limit Values:

Settings:

On Alarm:
Display:
Numeric:
Graphic:
Stored

Instrument
Setups:

Display

Type & Use:

Resolution:
Technology:

Internal, external or automatic

Freezes meas. result until a
new measurement is initiated
via Restart.

Removes (blanks)1to 13
digits from the calculated result
before displaying it.
Annunciator on display
and/or SRQ via GPIB

Lower limit (limit 1)

Upper limit (limit 2)

Off

Alarmif value > limit 2
Alarm if value < limit 1

Alarmif limit 1 < value < limit
2

Alarmif value > limit 2 or
value < limit 1

Stop or Continue

Numeric + graphic

Current measurement value
+ annunciator for limit alarm
Horizontal line w.
upper/lower limit markers +
current value marker

20 complete setups can be
saved and recalled from
internal non-volatile memory;
10 can be user protected

Graphics screen for menu
control, numerical readout (14
digits) and status info

320 x 97 pixels
Monochrome LCD with
white LED backlight

GPIB Interface

Programmable
Functions:

Compatibility:
Modes:

Agilent
Compatibility:

Interface
Functions:

Max. Meas.
Rate

Via GPIB:

To Internal
Memory:
Internal Memory
Size:

Data Output:

All front panel accessible
functions

IEEE 488.2-1987,
SCPI1999

Native mode

Agilent compatible mode

HP 53131/132/181 commands
are emulated. Code and
response format is compatible
No timing compatibility. No
resolution compatibility

SH1, AH1, T6, L4, SR1,
RL1,DC1,DT1, E2

2000 readings/s (block)
350 readings/s (individual)

250 k readings/s

Up to 750 k readings
ASCII, IEEE double precision
floating point

USB Interface

Version:
Protocol:

TimeView™

This software package is intended for advanced

2.0,12 Mb/s
USBTMC-USB488

Modulation Domain analysis and runs on any
32-bit Windows® system.

m Data Capture Modes & Measurement

Rate

Effective rate depends on measurement
function and internal data format.

Free-running
Measurement:
Repetitive
Sampling:

Continuous
Single Period:

Waveform
Capture:

Data Analysis
Features:

250 k readings/s

Up to 100 Msal/s equiv
sample rate (10 ns between
samples)

Yes, from LF to 250 kHz
repetition rate

Yes

Measurement data vs time
Cursor measurements
Distribution histogram

FFT graph w. Hamming,
Hanning and other relevant
filters

Smoothing

Zoom

Setup, measurement data
archive and printing

Zero dead time ADEV and
MADEV vs. t

Battery Unit

Option 23/90

Battery Type:
Ext. DC Input:
Connector:

Oper. & Charg.
Temp. Range:
Storage:

Operating Time
(@ +25 °C):
Charging:
Charging Time

(@ +25 °C):
Status Indicator:

Weight:

Li-lon, 22.2'V, 90 Wh
12t0 18V, max6 A
XLR male, 3-pin

Oto +40°C
-20 to +60 °C (1 month)
-20 to +45 °C (3 months)

-20to +20 °C (1 year)

ON:>4.5h
Stby: >24 h

Automatic, when ext. AC or
DC is connected

<8.5h
On-screen w. low battery
warning

1.2kg

8-21
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TS-TL-PDL-014

TESSOL

Technical Library

Specifications

Pendulum

Measurement
Uncertainties

Random Uncertainties (10)
m  Quantization Error (Eq)

Eq = 100 ps rms

m Start/Stop Trigger Error (Ess)
Egs :\'Ihfm:c | ﬁ_ ()

ly2 V2
\ neise — input noise — signal

bnufse s . V/ . : 5
inp. sign. slew rate (/) at Irig. point

Ejiver = Single Period Jitter (rms) (s)

Vnoise-input: 500 uVms internal noise
(200 uVrms typical)

Vnoise-signal: The rms noise of the
applied signal

Systematic Uncertainties

m Trigger Level Timing Error (E,)

Time Interval, Rise/Fall Time, Pulse Width,
Duty Factor, Phase (attenuator setting xlI)

Ey =\ITLU + o> HystT*[(Y%)" +( %,V 11s]

where:

Sx = Slew rate at start trigger point (V/s)
Sy = Slew rate at stop trigger point (V/s)
TLU = Trigger level uncertainty (V)
Hyst = Hysteresis window (V)

Hyst = 30 mV + 1% of trig vl (DC to 1 kHz)
for Pulse Width & Duty Factor

Hyst = 6 mV £ 1 % of trig Ivl (DC to 1 kHz)
for other measurement functions.

m Timebase Error (TBE)

TBE is the relative error of the timebase
oscillator (dimensionless) and depends on the
actual oscillator used. See Timebase Options
on page 8-29.

Total Uncertainty (20)

The general formula for all measurement
functions is:

Ui =28 “-;(':'arrd. uncert.) +(syst. uncert, )
Time Interval, Pulse Width,
Rise/Fall Time

s Random Uncertainty (rms)

{ 9 ) o)
("'rm ;= \ }-_'[;—( Start Trig. Error)”+(StopTrig. Errar)”
[s]

m  Systematic Uncertainty

Usst = %% [Es* +(500 ps)’ +(TBEs TIMEY ]

where:

Eu = trigger level timing error

500 ps = maximum channel difference
TBE = timebase error

TIME = measurement result

Frequency & Period A, B

= Random Uncertainty (rms)

For measuring times <200 ms and if Smart
Freq = AUTO or OFF:

2 7
\:Eq— + 2% (Start Trigger Error)”
U, =

#id Measuring Time

X Measurement Result [Hz or s]
For measuring times >=200 ms and if Smart
Freq = AUTO or ON:

. . 2
2.5\;1'." 4 + 2% (Start TriggerError)”
x

Measuring Time =¥ N

¢ :l'rl(“’ =

x Measurement Result [Hz or ]

N = 800 /Measuring Time, however, 6 < N <
1000 and
N < (Freq/2) * Measuring Time - 2

m Systematic Uncertainty
U = V% {[TBE* MR’ + [(200 ps/ MT y MR}
[Hz or s]

where:
MR = Meas. Result (Freq or Per)
MT = Meas. Time

Frequency & Period C

m  Random Uncertainty (rms)

2

[roo1y ¢ F=s50ps
Tma =+| —= | +| ——

\omr)  Mmr J
where:

F = Meas. Result expressed as frequency
rounded up to the nearest whole GHz.

Example: 14.2... GHz should be inserted as
15*10°

m  Systematic Uncertainty

/ 2
| el g o B
Uga = 'I];(IBE* F)- |[ ‘J."?_J

\ 3\ MT

F is calculated as under Random Uncertainty
above.
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>

c Specifications

Q

i

© Frequency Ratio fa/fs or fs/fa Duty Factor

c

c m Typical Random Uncertainty m  Random Uncertainty (rms)
[¢]

& (rms) Uia = \;E‘:% + (Strt Trg JT'.'r'r]2 +{Stop Trg Err )2 X ."‘t‘cq.
_ NOTE: Frequency Ratio is an auxiliary

8 measurement function, intended to give an

@ indication, with no guaranteed or minimum: 1 ppm

[ specification.

m  Systematic Uncertainty

Una =2 fi %y E; +Efsiry + Edsigsy ; g p———h
R BT U =y %% [E* +(200 ps)] x Freg

[dimensionless, e.g. ppm]

fi is the higher of the two frequencies. [dimensionless, e.g. ppm]

Calibration

Frequency Ratio fc/fa or fc/fs

NOTE: See preceding note. Mode: Closed case,
menu-controlled.

m Typical Random Uncertainty Calibration Input: A

(rms) Password

O R — = Protection: ON or OFF
Vg =+ _’ VOO +( fe*25ps) + fin(E, + 2E0) Input
where: - Frequencies
. used for TB

Eug = Trigger Error Calibration: 1.0, 1.544,2.048, 5.0 or
10.0 MHz

Phase

m Typical Random Uncertainty Definition of Terms

(rms)

NOTE. Phase is an auxiliary measurement Calibration The maximum tolerated

function, intended to give an indication, Adjustment deviation from the true 10

ith d R . Tolerance: MHz frequency after
with no guaranteed specification. calibration. If the timebase
: ) 2 ) ot frequency does not exceed

Usss =y Eq + (Sirt Trg Err)” + (Siop Trg Err)” x the tolerance limits at the

% Freg.x 360 [°] moment of calibration, an
adjustment is not necessary.

m Systematic Uncertainty Total Uncertainty: The total possible deviation

from the true 10 MHz
frequency under influence of
frequency drift due to aging
and ambient temperature
variations versus the
reference temperature. The
operating temperature range
and the calibration interval are
part of this specification.

Uper = \;,‘/:“‘ [E.’ +(500ps)*] % Freg x360 7]

See also timebase specifications on page
8-29.

8-23 USER MANUAL e CNT 9x Series e Rev.22 February 2020

= Pendulum CNT-90XL A HEE A - M|Z=AL AE Kt2YL|CH AFL2 RIZAFAPEO| wh2f HEE 5 AEL[C

<
-
7
|
a]
o
|
7
(]
-

— We measure, we calibrate, we validate. EEE - www.tessol.com TS-TL-PDL-014 146 /189
KOLAS = H|Zelwd7|et - ISO/IEC 17025



https://www.tessol.com/?utm_source=datasheet&utm_medium=pdf&utm_campaign=technical_library&utm_content=TS-TL-PDL-014

TESSOL  echnical Library Pendulum

>
o Specifications
Q
i
TU -
i General Ordering
c .gn . .
5 Specifications Information
[9)
-
- Basic Models
-
5 Environmental Data ONT.80XL.27G\
) \40G\46G\60G:
ﬂ Class: MIL-PRF-28800F, Class 3 iﬂz::)?lv:/i/ﬁ?eir:ncy
— o o
Operat. Temp: 0°Cto+50°C > i
o ° Counter/Analyzer includin
Storage Temp: -40°Cto+71°C i stabﬁ ooxo 9
Humidity: 5-95% @ 10-30°C ! y
5-75 % @ 30-40°C timebase
5.45% @ 40-50°C Included with
45 % - .
. Instrument: 36 months product warranty,
\I\;I?)x. Altitude: éeozm " ol line cord, brochure with
ibration: andom and sinusoidal per important information;
MIL-PRF-28800F, Class 3 o , ’
Shock: Half-sine 30G per L?:eﬁrl':::nsetli::? amnznual,
MIL-PRF-28800F; bench .
handling programmer's handbook on

Transit Drop CD; Certificate of Calibration.

RF Input Versions
Test: Transport box tested according

-27G: 27 GHz InputC

t1o UN-D 1400 drop test program _40G: 40 GHz Input C
) -46G: 46 GHz Input C
Heavy-duty transport case and 60G: 60 GHz Input C

soft carrying case tested

according to MIL-PRF-28800F. Timebase Options*

Reliability: MTBF 30000 h, calculated Option 30/90: Very high stability OCXO
Safety: . Designed and tested for Option 40/90: Ultrahigh stability OCXO
y: Measurement Category | * Option 19/90 Medium Stability OCXO timebase is
Pollution Degree 2, in ' the standard oscillator in all CNT-90XL models

accordance with EN/IEC

61010-1:2001 and Pulsed RF Option

CAN/CSA-C22.2 No. Option 28: Pulsed RF measurements
61010-1-04 (incl. approval) i
EMC: EN 61326 (1997) A1 (1998), Optional
Accessories

increased test levels per EN

50082-2, Group 1, Class B, CE Option 22/90:  Rackmount kit

Option 23/90: Battery supply unit

Option 27: Carrying case
Power Requirements Option 27H: Heavy-duty hard transport
Line Voltage: 100-240 Vac, 50-400 Hz (Nom.) case
Power Option 29/90:  TimeView modulation
ian- domain analysis SW for
Consumption:  <40W CNT-90XL
Dimensions & Weight Option 90/01:  Cal. certificate w. protocol;
Width: % x 19" (210 mm) standard oscillator
Helght.: 2U (90 mm) Option 90/06:  Cal. certificate w. protocol;
Depth: 395 mm oven oscillator
Weight: Net 2.7 kg (5.8 Ib)
Shipping appr. 3.5 kg Option 90/00:  Cal. certificate w. protocol;
(7.51b) hold-over frequency
aging/week
Option 95/05: 5 years extended warranty
Printed Manuals:
GS-90-DE * Getting Started German
GS-90-ENG * Getting Started English
GS-90-FR * Getting Started French
OM-90 * User's Manual
PM-90 * Programmer’s Handbook
SM-90 Service Manual
* Included as PDF-file upon shipment
USER MANUAL e CNT 9x Series ® Rev.22 February 2020 8-24
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2
E
Q ™ .
= Specifications
©
2
c
c . .
0 Timebase Options
-
|
(0] Product Family|
)
m Option Option 19/90 Option 30/90 Option 40/90
- Timebase Type OCXO0 OCXO0 OCXO0
Uncertainty due to:
-Calibration adjustment tolerance
| @ +23 °C £ 3°C <5x10% <1x10% <3x10°¢
-Aging per 24 h| 2)<5x109 2)<5x10-10 2)<3x10-10
per month <6x10° <1x10° <3x107
per year] <2x107 <5x108 <1.5x10¢|
-Temperature variation:
0 °C - 50 °C <5x108 <5x10 <2.5x10°)
20 °C - 26 °C (typ. values)| <2x10® <1x10°9 <4x107°
-Power voltage variation: +10% <5x10° <5x10-1° <5x10-1°
Short term stability:
(Root Allan Variance)
t=1s <1x107} 1x10} 5x109
Typicalvaluest=10s <1x10-1° 1x10-" 5x10-12
Power-on stability:
-Deviation versus final value after 24 h <1x107 <1x10% <5x10¢
on time, after a warm-up time of: 30 min 10 min| 10 min,
Total uncertainty
Operating temperature 0°C to 50 °C,
@20 (95 %) confidence interval: , .
-1 year after calibration 2.4x10° <6x10 <1.8x10°
-2 years after calibration 4.6x107] <1.2x107] <3.6x10°¢|
Typical total uncertainty
Operating temperature 20°C to 26 °C,
@25 (95 %) confidence interval:
-1 year after calibration <2.4x107 <6x10 <1.7x10°%
-2 years after calibration <4.6x1077] <1.2x10-7] <3.5x10%

Explanations
D Standard timebase oscillator in the CNT-90XL.

2 After 1 month of continuous operation.
NOTE: Electrical adjustment by means of tuning voltage from DAC; no potentiometer trimming.

Serial interface to all optional oscillators for closed-case calibration and status reporting.

OCXO: Oven Controlled Crystal Oscillator
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TESSOL

Technical Library

Specifications

Introduction

Only values with tolerances or limits are
guaranteed data. Values without tolerances
are informative data, without guarantee.

Measurement
Functions

Refer to page 8-11 for uncertainty
information.

Inputs A and B can be swapped in all
modes except Rise Time and Fall Time.

Display: All measurements are displayed
with a large main parameter value and
smaller auxiliary parameter values (with
less resolution). Some measurements are
only available as auxiliary parameters.

Frequency A, B, C

= Range:
Input A: 0.001 Hz - 400 MHz
Input B: 0.001 Hz - 400 MHz
Input C: 100 MHz - 3 GHz (Opt. 10)

300 MHz - 8 GHz (Opt. 13)

200 MHz - 15 GHz (Opt. 14)

200 MHz - 20 GHz (Opt. 14B)
Resolution: 12 digits/s (smart frequency)

11 digits/s (normal and back-back)
m Display:

Main Parameter: Frequency
Aux. Parameter(A, Vmax, Vmin, Vp-p
B):

Frequency Burst A, B, C

Frequency and PRF of repetitive burst
signals can be measured without external
control signal and with selectable start
arming delay.

Functions: Frequency in burst (Hz)
PRF (Hz)
Number of cycles in burst
Range A, B, C: See Frequency A, B, C
Min. Burst
Duration: 40 ns (80 ns > 160 MHz)

Min. No. of Pulses
in Burst (Inp A, B): 3 (6 above 160 MHz)
(Inp C): 3 x prescaler factor

PRF Range (see

also Inp C spec): 0.5Hz-1MHz

Start Delay

Range: 10 ns - 2 s, resolution
10 ns

m Display:

Frequency in burst
PRF & number of cycles in
burst (Ch A or Ch B only)

Main Parameter:
Aux. Parameters:

Period A, B, C Average

= Range:

Input A, B: 33ns-500s

Input C (3 GHz): 330ps-10ns
(8 GHz): 125 ps - 3.3 ns
(15 GHz): 72ps-5ns
(20 GHz): 50ps-5ns

Resolution: 12 digits/s

m Display:

Main Parameter: Period

Aux. Parameter(A,  Vmax, Vmin, Vp-p

B):
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rfssnl Technical Library

2
e
Q0
: Iy .
® Specifications
O
fi Period A, B Slngle stamps (2 conS(.ecutive. Trig A
o plus 2 consecutive Trig B) to
» determine sign (A before B or A
o Range A, B: 3.3ns-1000s after B)
& Resolution: 50 ps rms typical
Ly -
m Display:
m Display:

Main Parameter: Time interval

- N
Main Parameter: Period Aux. Parameters: None

Aux. Parameters: V max, V min,

V p-p Pulse Width A, B
. Range: 25ns-10°%s
Period A, B Back-to-Back InpugtJ Frequency:  Up to 200 MHz
Modes: Pos. pulse width or neg.
Range A, B: 4ns-500s pulse width
Resolution: 50 ps rms typical
m Display:

m Display:
play Main Parameter: Pulse width

. . Aux. Parameters: V max, V min, V p-p
Main Parameter: Period

Aux. Parameters: V max, V min,

V pp Rise and Fall Time A, B
P Range: 1.5ns-1000s
Ratio AIB’ BIA’ C/A’ C/B Input Frequency:  Up to 160 MHz (square
Range: 107 to 10" (one-pass . _ wave) . \
measurem., values < 1 with Trigger Levels: ,\Dﬂzf:ﬁét”;gﬁjj;iag/"
reduced resolution) Min. Pulse Width: 1.6 ns
Freq Range A,B: 100 Hz to 400 MHz Modes: Rise or fall time
FreqRange C:  Fullinput C range Min. Amplitude 100 mVp-p
m Display: m Display:

Main Parameter: Rise or fall time

i - Ratio
Main Parameter: Aux. Parameters: Slew rate, Vmax, V min

Aux. Parameters: Freq 1, Freq2

Time Interval Ato B, Bto A, A
toABtoB

Range (normal
calculation): Onsto+10°s
Range (smart
calculation): -10%to +10°% s
Resolution
Single Shot: 50 ps rms typical
Input Frequency: Up to 160 MHz
Min. Pulse Width: 1.6 ns
Smart Calculation: Smart Time Int. w. 4 time
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= Specifications
O
c
S
2 Time Interval Error (TIE) A, B _
, m Display:
8 Normalized Period Back-to-Back measurements,
H calculated as: Main Parameter.  Phase
= TIE(K) = k x Trer — Z‘f:.r Aux. Parameters:  Freq (prim. channel), VA/VB
im1 (in dB), based on
Ti = individual period back-to-back and TREF = peak-to-peak meas.

reference period value.

Duty Factor A, B

Range: +1x10" s
Resolution: 50 ps rms typical
Freq. Range: 1 Hz to 250 MHz Range: 0.000001 to 0.999999
Signal Type: Clock only Input  Frequency 0.1Hz-200 MHz
Mode: Auto or manual freq. set. Min. Pulse Width 2.5ns

Auto Mode: Measures freq. of the first two Smart Calculation: One-pass meas. of pulse

width + single period, made
with 3 time stamps, 2
consecutive pos trig A + 1
neg trig A.

Modes: Pos. or neg. duty factor

samples, rounded to 4 digits.
m Display:

Main parameter: TIE value
Aux. parameter: Clock signal frequency

Phase A Rel. B, B Rel. A

m Display:

Main Parameter: Duty factor

Range: -180° to +360° Aux. Parameters: Period, pulse width
Resolution: 0.001° to 10 kHz 0.01° to 1
MHz 0.1° to 10 MHz 1° Vmax, Vmin,Vp-p A, B

>10 MHz Resolution can

: , Alternative data within parentheses refer to in-
be improved by averaging

put attenuator setting x10.

(Statistics)
Input Freque.ncy :J%to 160 MHz Range: -5Vto+5V
Min. Pulse Width 1.6ns (-50 V to +50 V)

Smart Calculation: One-pass meas. of time
interval + single period
between two continuous
signals with frequency f;
&f,, where fi/f,=Nor!/N.N
is an integer. The meas. is
made with 4 time stamps, 2
consecutive trig. A + two
consecutive trig. B to
determine sign of phase.
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TS-TL-PDL-014

rfssnl Technical Library

Specifications

Input Frequency: DC, 1Hz- 300 MHz,
100 Hz - 300 MHz default

(higher LF limit means higher
meas. speed)

Mode: V max, V min, V p-p*
Resolution: 1(10) mV
*Accuracy (typ.):

DC 1% + 15 (150) mV
1Hz-1kHz 1% £ 15 (150) mV

1 kHz - 20 MHz 3% £ 15 (150) mV
20 - 100 MHz 10% £ 15 (150) mV
100 - 300 MHz 30% + 15 (150) mV

*V ppis calculated as Vmax - V min,which means
that the maximum absolute error will be £30
(300) mV.

m Display:

Main Parameter; ‘max  or Vmin or Vp-p

Aux Parameters: Vmin, Vp-p or Vmax,
V p-p or Vmin, Vmax

Totalize A, B, A+B, A-B, A/B

Inp. Freq. A, B: 0- 160 MHz
Inp. Freq. E (arm): 0-80 MHz
Range A, B: 0 to 2%%-1 (>4.2*10°)

*Main Parameters: A, B

*Calc. Parameters: A+B, A-B, A/B

Modes: Manual, Gated,
Start/Stop or Timed

*If A or B is the main parameter, A-B and A/B
will be displayed as aux. parameters.

If one of the calculated parameters is the main
parameter, A and B will be displayed as aux.
parameters.

NOTE: MANUAL controlled by front panel pust
button HOLD/RUN. Statistics and pac
ing inhibited.

GATED, START/STOP and TIMED
controlled by setting arming conditions
on the free input channels. Statistics
and pacing allowed.

Timestamping A, B

This function is only accessible via GPIB or
USB.

No absolute time exists; timestamp values can
only be used for relative time measurements.

Timestamps are taken of two consecutive pos-
itive edges and two consecutive negative
edges (pos, neg, pos, neg or neg, pos, neg,
pos) and the number of positive edges is
counted.

Max. Frequency: 160 MHz
Min. Pulse Width: 2.5ns
Timestamp Reso-

lution: 50 ps rms
Max. Frequency to

catch each edge: 250 kHz

Auto Set / Manual Set

All measuring functions can be auto-set using
best settings for the individual functions. This
means e.g. an auto hysteresis of 33% of Vp-p
in frequency measurements, an auto trigger at
50 % of Vp_p with minimum hysteresis incl.
hysteresis compensation in time measure-
ments, an auto find of burst length and auto
sync for frequency burst measurements,
etc.NOTE: The frequency range for inputs

A & B, is up to 300 MHz for Auto trig, and
up to 400 MHz for Manual trig
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TS-TL-PDL-014

TESSOL

Technical Library

Specifications

Input and Output
Specifications

Auto Hysteresis

Relative level (in %) manually
adjustable when necessary.

Time Meas. : Minimum hysteresis window
Inputs A and B (+compensation)
Alternative data within parentheses refer to Freq. Meas. &
input attenuator setting x10. Per. Avg.: 70 % and 30 % of input
signal. Minimum hysteresis
Frequency Range window if arming on A or B is
DC-coupled: DG - 400 MHz activated.
AC-coupled: 10 Hz-400 MHz
Coupling: ACor DC Freq. Range: up to 300 MHz
Rise Time: Approx. 700 ps Analog Noise
Impedance:
P 1 M0 /25 pF or 50 0 Reduction Filter:  Nom. 100 kHz, RC type
. (VSWR<2:1) Digital LP Filter: 1 Hz - 50 MHz using trigger
Trigger Slope: Positive or negative hold-off
Channels: Separate A& B Trigger Indicators: LED
Max. Channel Max. Voltage w/o
Timing Damage
Difference: 500 ps
Hysteresis 1 MQ 35226 (E'C; /ﬁCpk) @% SVC
. . to z, falling to RMS
Window: Approx. 30 (300) mVp-p (X1) and 120 VRMS (X10) @ 1
Residual Hyster- MHz
esis after Com-
pensation: 5 (50) mV (DC - 10 kHz) 500 12 VRMS
Sensitivity Connector: BNC
DC - 200 MHz: 15 mVrms
200 - 300 MHz: 25 mVrms ]
300 - 400 MHz: 35 mVims Input C (Option 10)
Auto Trig: 35 mVrms
Attenuai1t|on: x1, x10 Freq. Range: 100 MHz - 3.0 GHz
Dynamic Range Prescaler Factor: 16
(x1): 30 mVp-p to 10 Vp-p Operating Input
Trigger Level Read-out on display 100 - 300 MHz: 20 mVrms- 12V ms
Resolution: 1(10) mV 0.3-2.5GHz 10mVms-12Vrms
Uncertainty: £15 (150) m V £ 1% of trigger 25-27GHz:  20mVrms-12Vms
level 2.7-3.0 GHz 40 mVrms -12 Vrms
Auto trig: Automatically set to 50% of
input signal (10% and
90% for rise/fall time).
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&
= Specifications
9
IS Amplitude -
; Modulatio Input C (Options 14 & 14B)
y DC-0.1 MHz
0 Modulation Freq. Range: 250 MHz - 15 GHz (14) 250
3 Frequency: Up to 94% depth MHz - 20 GHz (14B)
- 0.1-6 MHz Up to 85% depth Prescaler Factor: 128
Modulation Min. signal must exceed min. Operating input
Frequency: oper. input voltage voltage range:
Impedance: 50 Q nom. AC-coupled VSWR 0.25-0.5 GHz -211to +27 dBm
<251 0.5-15GHz -27 to +27 dBm
Max. Voltage w/o 14 -17 GHz -27 to +27 dBm (14B)
Damage: 12 Vrms, PIN diode prot. 17-20GHz AM 2110 +27 dBm (14B)
Connector: Type N female Typical sensitivity option 148
5 /
Input C (Option 13) !
20 J
Freq. Range: 300 MHz - 8 GHz § o) =
Prescaler Factor: 256 Y e
Operating input w0 sl
voltage range: >
0.2-0.3GHz 40 mVrms-7Vrms 0 s R 2 2
0.3-0.5GHz 20mVrms-7Vrms g e p——
0.5-3.0GHz 10mVrms-7Vrms
3.0-4.5GHz 20mVrms-7Vrms tolerance: Burst ~ Up to 90% depth
4.5-6.0 GHz 40mVrms-7Vrms Minimum Burst
6.0 - 8.0 GHz 80mVrms-7Vrms Length: Minimum  Period x 257
Amplitude Interval Between
Modulation Bursts: 10 us
DC-0.1 MHz Impedance: 50 Q nom. AC-coupled
Modulation VSWR < 2:1
Frequency: Up to 94% depth Max. Voltage w/o
0.1-6 MHz Up to 85% depth Damage: +27 dBm, PIN diode prot.
Modulation Min. signal must exceed min. Connector: Type N female
Frequency: oper. input voltage
Impedance: 50 2 nom. AC-coupled Rear Panel Inputs & Outputs
VSWR < 2.5:1
Max. Voltage w/o  7Vrms, PIN diode Ref. Input:: 1.50r 10 MHZ 0.1-5
Damage: protected Vo si . d
ms SIN€wave; Impeaance
Connector: Type N female 1 KO
Ref. Output: 1x10 MHz, >1 Vrms into
50 Q load
Arming Input (E): Arming of all meas. func.
Freq. Range: DC - 80 MHz TTL,
Trigger Level: 1.4V nom. Positive
Trigger Slope: or negative A, B, C
Meas. Inputs: (option)
Impedance: 1 M Q//50 pF or 50 Q
(VSWR < 2:1)
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TESSOL  echnical Library Pendulum

3
E
Q0
: . .
= Specifications
O
c
1=
o Pulse Output il :
. Mode: Auxiliary Functions
0 Pulse Out, Gate Open, Alarm
a Out
w -
= Trigger Hold-Off
Period: 20 ns - 2 s in 10 ns incr.
Pulse Width: 10 ns -2 sin 10 ns incr TTL Time Delay
Output Level:  levelsin 50 Q,2n's rise time Range: 20ns-2s, 10 ns resol.
BNC (SMA for Input C)
Connectors: External Start/Stop Arming
Modes: Start arming, stop arming, start
and stop arming
Input Channels: A, B, E (EXT ARM)
Max. Rep. Rate
for Arming Signal
Channel A, B: 160 MHz
Channel E: 80 MHz
Start Time Delay
Range: 10 ns-2s, 10 ns resol.
Stop Time Delay*
20ns-2s, 10 ns resol.
Range:
* Stop Time Delay can only be used in
conjunction with the non-manual Totalize
Functions.
Statistics
Functions: Maximum, minimum, mean,
Amax-min, Standard deviation,
Allan deviation
Display: Numeric or numeric +
graphic
Graphic: Histogram & trend plot, auto
scaled .
Sample Size 210 2*10
Max. Sample 250 kSals measured, 2 kSals
Rate: calculated, depending on
meas. function and graphics
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TS-TL-PDL-014

TESSOL

Technical Library

Pendulum

Specifications

Limit Qualifier:

Meas. Pacing
Time Range
Equidistancy:

Mathematics

Functions:

Off

Capture & store values
above limit 2

Capture & store values
below limit 1

Capture & store values inside
limits 1 and 2

Capture & store values
outside limits 1 and 2

2us-500s
+(2 ps + 0.1% of pacing time)

K*X+L, K/IX+L, (K*X+L)/M,
(K/X+L)/M and X/M-1 X is
current reading. K, L and M are
constants, set via keyboard or
as frozen reference value (Xo).

Other Functions

Measuring Time:

Timebase

20 ns - 1000 s for Smart Period
AVG & Smart Frequency; 20 ns
- 2 s for PRF, Freq. in Burst,
normal Period AVG & normal
Frequency; 4 us - 500 s

for TIE, Freq.& Period
back-to-back; Single cycle for
other meas. functions. Times
>2 s are software controlled w.
reduced resolution and
accuracy

Alarm if value < limit 1

Alarm if
limit 1 < value < limit 2
Alarm if value > limit 2 or value

< limit 1

On Alarm: Stop or Continue

Display: Numeric + graphic

Numeric: Current measurement value
+ annunciator for limit alarm

Graphic: Horizontal line w. upper/lower
limit markers + current value
marker

Stored Instrument 20 complete setups can be

Setups: saved and recalled from

internal non-volatile memory;
10 can be user protected.
Stored Datasets: In statistics mode w. HOLD
activated, 8 datasets w. max.
32000 samples can be saved
and recalled from internal
non-volatile memory.

Display

Type & Use: Graphics screen for menu
control, numerical readout (14
digits) and status info

Resolution: 320 x 97 pixels

Technology: Monochrome LCD with
white LED backlight

GPIB Interface

Programmable Al front panel accessible

Internal, external or automatic Functions: functions
Reference: Compatibility: IEEE 488.2-1987,
Display Hold: Freezes meas. result until a SCP11999

new measurement s initiated Modes: Native mode

I
Digit Blanking: ~ Removes (blanks) 1 to 13 digits Cgl en N od Cod °°rzma" s

from the calculated result ompatibility: are emutated. O. ean .

. L response format is compatible.

before displaying it. No fimi tibility. N
Limit Alarm: Annunciator on display and/or reosollr:tlir(])?\ zzn;zz;iblillit); °
Lt Values,  navia 8PIB Interface Func-  SH1, AH1, T6, L4, SR,

. Lower limit (I|m|t 1) tions: RL1, DC1, DT1, E2
Upper limit (limit 2) )
Lo Max. Meas. Rate

Settings: oft Via GPIB: 15 k readings/s (block)

Alarm if value > fimit 2 650 readings/s (individual)
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TS-TL-PDL-014

TfSSﬂl Technical Library

Pendulum

Specifications
4 k readings/s (talk only) . .
TimeView™
To Internal 250 k readings/s, 100 k ) o
Memory: readings/s w. calibr. on This software package is intended for ad-
Internal Memory  >3.9 M readings w. calibr. vanced Modulation Domain analysis and runs
Size: off on any 32-bit Windows® system.
Data Output: ASCI|, IEEE double precision
floating point m Data Capture Modes &
Measurement Rate
USB Interface .
Effective rate depends on measurement
] function and internal data format.
Version: 2.0 Full Speed, 12 Mb/s
Protocol: USBTMC-USB488 _
Free-running
Measurement: 250 k readings/s
Repetitive Up to 100 Msal/s equiv.
Sampling: sample rate (10 ns between
samples)
Continuous Yes, from LF to 250 kHz
Single Period: repetition rate
Waveform
Capture: Yes
Data Analysis Measurement data vs time
Features:
Cursor measurements
Distribution histogram
FFT graph w. Hamming,
Hanning and other relevant
filters
Smoothing
Zoom
Setup, measurement data
archive and printing
Zero dead time ADEV and
MADEV vs. ©
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TS-TL-PDL-014

rfssnl Technical Library

Specifications

Measurement
Uncertainties

Random Uncertainties (1c)

m Quantization Error (Eq)

Eq =65 ps rms
(<50 ps rms typical)

m Start/Stop Trigger Error (Ess)
E'i“i = \.';I.Er%:n.wa +E_§xﬂer (S}

f
7= . . LV :
\ noise —input * " noise —signal

e &
“noise (s)

inp. sign. slew rate J’X'} at trig. point

Eji,»= Single Period Jitter (rms) (s)

Vhoise-input: 500 puVms internal noise
(<200 pVrms typical)

V hoise-signal: The rms noise of the
applied signal

Systematic Uncertainties

m Trigger Level Timing Error (E)

Time Interval, Rise/Fall Time, Pulse Width,
Duty Factor, Phase (attenuator setting xl)

Eq =ITLU + %% Hyst P [(4) +(¥%, V1 15]

where:

Sx = Slew rate at start trigger point (V/s) Sy =
Slew rate at stop trigger point (V/s) TLU =
Trigger level uncertainty (V) Hyst = Hysteresis
window (V)

Hyst = 30 mV + 1% of trig vl (DC to 1 kHz)
for Pulse Width & Duty Factor

Hyst=6 mV + 1 % of trig Ivl (DC tol kHz) for
other measurement functions.

Example for phase with sinewave signals and 0
V trigger levels (attenuator setting x1):

Ed = [0.001/Vpiea) + 0.001/VpkeB)|° | where

Vpka) = Inp A peak voltage in V, and
Vpk@®)= Inp B peak voltage in V.

m Timebase Error (TBE)

TBE is the relative error of the timebase oscil-
lator (dimensionless) and depends on the actual
oscillator used. See Timebase Options on page
8-44.

Total Uncertainty (2c)

The general formula for all measurement
functions is:

U =2% y(rand. uncert.)’ +(syst. uncert.)’

Time Interval, Pulse Width,
Rise/Fall Time

m  Random Uncertainty (rms)

Um d= \Iu"E 5«—( Start Trig. Ermr_)g—:—{ StopTrig. Error )2

[s]
m Systematic Uncertainty
U =y Y4* [Ed* +(500 ps)? +(TBEx TIMEY']

where:

Eu= trigger level timing error

500 ps = maximum channel difference
TBE = timebase error

TIME = measurement result
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TESSOL

Technical Library

Pendulum

Specifications

Frequency & Period

m  Random Uncertainty (rms)

Smart Mode

For measuring times <200 ms and if Smart
Freq = AUTO or OFF:

[ 2 %
\{Eg + 2% (Start Trfggerﬁ'rmr)z
U =

Measuring Time
X Measurement Result [HZ or S]

For measuring times >=200 ms and if Smart
Freq = AUTO or ON:

2 ) .2
250E T+ 2% (Start Trigger Error)”

Urfm’ = !
Measuring Time =+ N

X Measurement Result [HZ or S]

N = 800 /Measuring Time, however, 6 < N <

1000 and
N < (Freq/2) * Measuring Time - 2 & N <
Measuring Time / 8 s

Normal Mode

i 2 2
.‘ll Eq + 2% (Start Trigger Error)”
¥ —_

= X
“rad

Measuring Time
X Measurement Result [HZ or S]

m Systematic Uncertainty

Both Modes
Ugs = \;' s ([TRE* MRT +[(200 ps/ MT ¥ MR]* Y[

Hz or s]

where:
MR = Meas. Result (Freq or Per)
MT = Meas. Time

Frequency Ratio f,/f,

m Typical Random Uncertainty (rms)

NOTE. Frequency Ratio is an auxiliary mea
surementfunction, intended to give an indica
tion, with no guaranteed specification.

| -2 s 2
Uwa =2% fi % v Ey + Esseny + Essny

[dimensionless, e.g. ppm]

Phase

m Typical Random Uncertainty (rms)

NOTE. Phase is an auxiliary measurement
function, intended to give an indication, with no
guaranteed specification.

[ 3 2
Ui =\ Eq + (Strt Trg Err)” + (Stop Trg Err)” x
x Freg.x 360 [°]

m Systematic Uncertainty

U =y 7% [Ei* +(500ps)* ]x Fregx360[°]

Duty Factor

m  Random Uncertainty (rms)
|r -

Una =y EG + (Strt Trg Err)* + (Stop Trg Err)? x Freq

or minimum: 1 ppm

m Systematic Uncertainty
U =y %*[E,* +(200 ps)? ] x Freg

[dimensionless, e.g. ppm]
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TESSOL

Technical Library

Specifications

Pendulum

Calibration

Mode:

Calibration Input:
Password
Protection:

Input Frequen-
cies used for TB
Calibration:

Closed case, menu-con-

trolled.
A

ON or OFF
1.0, 1.544,2.048, 5.0 or 10.0
MHz

Definition of Terms

Calibration Ad-
Toler-

justment
ance:

Total Uncertainty:

The maximum tolerated
deviation from the true 10 MHz
frequency after calibration. If
the timebase frequency does
not exceed the tolerance limits
at the moment of calibration, an
adjustment is not necessary.
The total possible deviation
from the true 10 MHz
frequency under influence of
frequency drift due to aging
and ambient temperature
variations versus the reference
temperature. The operating
temperature range and the
calibration interval are part of
this specification.

See also timebase specifications on page 8-44.

General
Specifications

Environmental Data

Class:

Operat. Temp:
Storage Temp:

Humidity:

Max. Altitude:
Vibration:

Shock:

Transit Drop
Test:

Reliability:
Safety:

EMC:

MIL-PRF-28800F, Class 3

0 °C to +50 (+45)* °C

-40 °C to +71 °C, non-condensing,
@ <12000 m

5-95% @ 10-30 °C

5-75 % @ 30-40 °C

5-45 % @ 40-50 (45)* °C
4600 m

Random and sinusoidal per
MIL-PRF-28800F, Class 3
Half-sine 30G per
MIL-PRF-28800F; bench
handling

Transport box tested according to
UN-D 1400 drop test program 1.
Heavy-duty transport case and
soft carrying case tested
according to

MIL-PRF-28800F.

*CNT-91R only
MTBF 30000 h, calculated

Designed and tested for
Measurement Category |,
Pollution Degree 2, in ac-
cordance with EN/IEC
61010-1:2001 and
CAN/CSA-C22.2 No.
61010-1-04 (incl. approval)

EN 61326 (1997) A1 (1998),
increased test levels per EN
50082-2, Group 1, Class B, CE
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Power Requirements
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i . 100-240 Vac, 50-400 Hz (Nom.
I'_Dlne Vogage- ac z (Nom.) Option 19/90: Medium stability OCXO Very
; cC)Jr\:ver onsump- Option 30/90: high stability OCXO
CNT.91: <aow 8p::22;0/90: Ultrahigh stability OCXO
CNT-91R: <60 W prona. .
Accessories

Dimensions & Weight

Option 11/90:

Rear panel inputs

Option 22/90: Rackmount kit
Width: 1/2 x 19" (210 mm) Option 27: Carrying case
Height: 2U (90 mm) Option 27H: Heavy-duty hard transport
Depth: 395 mm case
Weight: Option 29/90: TimeView for CNT-90/91,
CNT-91: Net 2.7 kg (5.8 Ib) modulation domain analysis
CNT-91R: Shipping 3.5 kg (7.5 Ib) sSwW

Ordering

Option 90/01:

Option 90/06:

Option 90/00:

Cal. certificate w. protocol;
standard oscillator

Cal. certificate w. protocol;
oven oscillator

Cal. certificate w. protocol;

I n fO I'm atl O n Hold-over frequency ag-ing/

week

Basic Models ]

CNT-91: 400 MHz, 50 ps Option 95/05: 5 years extended warranty
Timer/Cot,.lnter including Printed Manuals: Cetting Started Manual
standard timebase and GPIB
interface CNT-90 &

CNT-91R: 400 MHz, 50 ps CNT-91(R) & User's Manual
Timer/Counter including CNT-90XL Programmer's Handbook
rubidium timebase and GPIB CNT-90 &
interface CNT-91(R) &

Included with In- 36 months product warranty, CNT-90XL

strument: line cord, brochure with CNT-90 &
important information; 'getting CNT-91 (R) &
started' manual, user's manual, CNT-90XL
and progranjr.ner's handt?ook SW Driver on
on CD; Certificate of Calibra-
tion. Request: LabView

RF Input Options

— We measure, we calibrate, we validate.
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Option 10: 3.0 GHz Input C
Option 13: 8 GHz Input C
Option 14: 15 GHz Input C
Option 14B: 20 GHz Input C
Timebase Op-
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TS-TL-PDL-014

TESSOL

Technical Library

Specifications

Timebase Options CNT-91

Product Family '9X'
Option Standard Option 19/90 Option 30/90 Option 40/90
UCXxo OCXO OCXO OCXO
Timebase Type
Uncertainty due to:
-Calibration adjustment tolerance @ +23
°C £ 3°C <1x10°® <5x10° <1x10°® <3x10°
-Aging
per 24 h 1) A<5x10° 9<5x107° 2<3x107°
per month <5x107] <6x10% <1x10® <3x10?
per year <5x10° <2x10” <5x10” <1.5x10°
-Temperature variation:
0 °C - 50 °C <1x10° <5x10° <5x10° <2.5x10°
20 °C - 26 °C (typ. values) <3x10° <2x10°® <1x107 <4x107"°
-Power voltage variation: +10% <1x10° <5x10~ <5x107"° <5x107"°
Short term stability:
R Allan Vari
(Root Allan Variance) .= 1| notspecified <1x10™ xio™ 5x10™
Typical valuest=10s <1x10™° 1x10™" 5x10™"?
Power-on stability: 7.
-Deviation versus final value after 24 hon 1) <IX1078u <1x10° <5x107°
time, after a warm-up time of: 30 min min 10 min 10 min
Total uncertainty, for operating
temperature 0°C to 50 °C, @ 2 ¢ (95 %)
confidence interval: . 5 . 7 -8
-1 year after calibration <.z 2.4X10 <6x10° <1.8x10
-2 years after calibration <1.5x10° 4.6x107 <1.2x107 <3.6x10°®
Typical total uncertainty, for operating
temperature 20°C to 26 °C, @ 2 c (95 %)
confidence interval: . 7 8
-1 year after calibration <7x10° s2.4x10 <6x10® <1.7x10
-2 years after calibration <1.2x10° <4.6x107 <1.2x107 <3.5x10°®

Explanations

! Negligible in comparison with the deviation caused by 1 °C temperature change.

2 After 1 month of continuous operation.

NOTE: Electrical adjustment by means of tuning voltage from DAC; no potentiometer trimming.
Serial interface to all optional oscillators for closed-case calibration and status reporting.

UCXO: Uncompensated Crystal Oscillator
OCXO: Oven Controlled Crystal Oscillator

USER MANUAL e CNT 9x Series ® Rev.22 February 2020
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Timebase Explanations
. - ! After 3 months of continuous operation.
Specifications i T
) After 1% year, aging during 1% year:

C NT'91 R <5x107'%; long-term <2 x 10/ 10 years.
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Product Family '9X' Rubidium 3)After 1 year of operation. Uncertainty
Timebase Type <6x107' the first year of operation.
Uncertainty due to: Calibration Adjustment Tolerance is the
ga":;a“g" ag’ftmem tolerance 61072 maximum tolerated deviation from the true
+23 °C * 3° <6X . .
Aging: 10 MHz frequency after a calibration. When
per24hl 8:?1' the reference frequency does not exceed the
per month ) -10 tolerance limits at the moment of calibration
per year <2x10 0l ce S € moment o1 C on,
-Temperature variation: 0°C - 45 °C <1x10®| | an adjustment is not needed.
20 °C - 26 °C (typ. values) <1.2x10™" . .
—Power voltage variation: £10% <1x10" NOTE: Electrical adjustment by means o
Short term stability: tuning voltage from DAC; no potentiomete:
(Root Allan Variance) o1 <10 trimming.
Typical values t=10s <3x10™" Serial interface for closed-case calibration
Power-on stability: and status reporting.
-Deviation versus final value after 24 h on
time, after a warm-up time of 12 min: <5x107"°
Time to lock @25 °C appr. 5 min
Total uncertainty, for operating
temperature 0°C to 45 °C, @ 2 o (95 %)
confidence interval: -10
-1 year after calibration 3)<3X1010
-2 years after calibration <5x10
Typical total uncertainty, for
operating temperature 20°C to 26 °C,
@ 2 o (95 %) confidence interval: 10
-1 year after calibration <32-5X10 10
-2 years after calibration )<5x10°
8-45 USER MANUAL e CNT 9x Series e Rev.22 February 2020
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CNT-91R/71B
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= Specifications

£

3 Introduction Frequency Burst A, B, C

é Frequency and PRF of repetitive burst signals

g Only values with tolerances or limits are can be measured without external control
guaranteed data. Values without tolerances sig-nal and with selectable start arming delay.
are informative data, without guarantee.

Functions: Frequency in burst (Hz) PRF

(Hz)
Range A, B, C: See Frequency A, B, C

Measurement Min. Burst

Duration: 40 ns (80 ns > 160 MHz)

Functions Min. No. of Pulses

in Burst (Inp A, B): 3 (6 above 160 MHz)
(Inp C): 3 x prescaler factor

Befer to page 8-40 for uncertainty informa- PRF Range (see
tion. also Inp C spec): 0.5Hz-1MHz

. Start Dela 10 ns - 2 s, resolution
Inputs A and B can be swapped in all modes Range: y 10 ns
except Rise Time and Fall Time.
Display: All measurements are displayed m Display:
with a large main parameter value and Main Parameter:  Frequency in burst
smaller auxiliary parameter values (with less Aux. Parameters:  PRF & number of cycles in
resolution). Some measurements are only burst (Ch A or Ch B only)

available as auxiliary parameters.

Period A, B, C Average
Frequency A, B, C

m Range:
m Range: 9
Input A 0.002 Hz - 400 MHz Input A, B: 3.3ns-1000s
Input B 0.002 Hz - 400 MHz Input C (3 GHz): 330 ps-10ns
Input C: up to 3 GHz Resolution: 12 digits/s
Resolution: 12 digits/s (smart frequency) m Display:

11 digits/s (normal and back-back) Main Parameter: Period

Aux Parameter (A V max, V min, V p-p
m Display: B):

Main Parameter: Frequency
Aux. Parameter (A
B):

’ Vmax, Vmin, Vp-p

8-47 USER MANUAL e CNT 9x Series ® Rev.22 February 2020
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TS-TL-PDL-014

TESSOL

Technical Library

Specifications
Period A. B S|ng|e to determine sign (A before
’ B or A after B)
Range A, B: 3.3ns-1000s Display:
Resolution: 50 ps rms typical m Display:
m Display: Main Parameter: Time interval
Aux. Parameters: None
Main Parameter: Period
Aux. Parameters: V max, V min, ]
V p-p Pulse Width A, B
Period A, B Back-to-Back Range: 2.5ns - 10°s Up to
Input Frequency: 200 MHz Pos.
Range A, B: 4 us-1000s Modes: pulse width or neg.
Resolution: 50 ps rms typical pulse width
m Display: m Display:
Main Parameter: Pulse width

Period
V max, V min, V p-p

Main Parameter:
Aux. Parameters:

Ratio A/B, B/A, C/A, C/B

107 to 10" (one-pass
measurem., values < 1

with reduced resolution)
0.1 Hz to 400 MHz
100 MHz to 3 GHz

Range:

Freq Range A,B:
Freq Range C:

m Display:

Main Parameter: Ratio
Aux. Parameters: Freq1, Freq 2

Time Interval Ato B, Bto A, A
to A, Bto B

Range (normal

calculation): Onsto+10°%s
Range (smart

calculation): -10%to +10° s
Resolution Single

Shot: 50 ps rms typical

Input Frequency:  Upto 160 MHz

Min. Pulse Width: 1.6 ns

Smart Calculation: Smart Time Int. w. 4 time
stamps (2 consecutive Trig
A plus 2 consecutive Trig B)

Aux. Parameters: V max, V min,
V p-p
Rise and Fall Time A, B
Range: 1.5ns-10°s
Input Frequency:  Up to 160 MHz (square
wave)

Default 10% and 90%
Manually adjustable

Trigger Levels:

Min. Pulse Width: 1.6 ns

Modes: Rise or fall time
Min. Amplitude 100 mVp-p

m Display:

Main Parameter: Rise or fall time
Aux. Parameters: Slew rate, Vmax, V min
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: . .
= Specifications
O
c
5
e Time Interval Error (TIE) A, B with 4 time stamps, 2
_ consecutive trig. A + two
o Normalized Period Back-to-Back measurements, consecutive trig. B to
@ calculated as: determine sign of phase.
k
TIE(k) =kxTree — . Ti
i= m Display:
Ti = individual period back-to-back and TREF =
reference period value. Main Parameter. Phase
, Aux. Parameters: Freq (prim. channel), VA/VB
Range: ¥x10°s (in dB), based on
Resolution: 50 ps rms typical peak-to-peak meas.
Freq. Range: 1 Hz to 250 MHz
Signal Type: Clock only
Mode: Auto or manual freq. set. DUty Factor A’ B
Auto Mode: Measures freq. of the first two Range: 0.000001 to 0.999999
samples, rounded to 4 digits. Input Frequency 0.1 Hz-200 MHz
Min. Pulse Width 2.5ns
m Display: Smart One-pass meas. of pulse
_ Calculation: width + single period, made
Main parameter: TIE value with 3 time stamps, 2
Aux. parameter: Clock signal frequency consecutive pos trig A + 1
neg trig A.
Phase A Rel. B’ B Rel. A Modes: Pos. or neg. duty factor
Range: -180° to +360° m Display:
Resolution: 0.001° to 10 kHz
0.01°to 1 MH .
° z Main Parameter:. Duty factor
0.1° to 10 MHz Aux. Parameters: Period, pulse width
1°>10 MHz .
, , Vmax, Vmin, Vp-p A, B
Resolution can be improved
by averaging (Statistics) Alternative data within parentheses refer to in-put
Input Frequency Up to 160 MHz attenuator setting x10.
Min. Pulse Width 1.6ns
Smart Calculation: One-pass meas. of time Range: SVto+5V
interval + single period (-50 V to +50 V)
between two continuous
signals with frequency f; &f,,
where f,/f,=N or 1/N. N is an
integer. The meas. is made
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TS-TL-PDL-014

TESSOL

Technical Library

Specifications

DC, 1Hz- 300 MHz,

100 Hz - 300 MHz default
(higher LF limit means higher
meas. speed)

Input Frequency:

Mode: Vmax, Vmin, Vp-p*
Resolution: 1(10) mV
*Accuracy (typ.):

DC 1% % 15 (150) mV
1Hz-1kHz 1% £ 15 (150) mV
1 kHz - 20 MHz 3% £ 15 (150) mV
20-100 MHz 10% £ 15 (150) mV
100 - 300 MHz 30% + 15 (150) mV

*V p-pis calculated as Vmax - V min, which
means that the maximum absolute error will
be £30 (300) mV.

m Display:
Main Parameter:
Aux Parameters:

Vmax or Vmin or Vp-p
V min, V p-p or

V max, V p-p or

V min, V max

Totalize A, B, A+B, A-B, A/B

Inp. Freq. A, B: 0- 160 MHz

Inp. Freq. E (arm): 0-80 MHz

Range A, B: 0to 2%-1 (>4.2*10°

*Main Parameters: A, B

*Calc. Parameters: A+B, A-B, A/B

Modes: Manual, Gated,
Start/Stop or Timed

* If A or B is the main parameter, A-B and
A/B will be displayed as aux. parameters.

If one of the calculated parameters is the main
parameter, A and B will be displayed as aux.
parameters.

NOTE: MANUAL controlled by front panel push
button HOLD/RUN. Statistics and
pacing inhibited.

GATED, START/STOP and TIMED
controlled by setting arming conditions
on the free input channels. Statistics
and pacing allowed.

Timestamping A, B

This function is only accessible via GPIB or
USB.

No absolute time exists; timestamp values
can only be wused for relative time
measurements.

Timestamps are taken of two consecutive
positive edges and two consecutive negative
edges (pos, neg, pos, neg or neg, pos, neg,
pos) and the number of positive edges is
counted.

Max. Frequency: 160 MHz
Min. Pulse Width: 2.5ns
Timestamp Reso-

lution: 35 ps rms
Max. Frequency to

catch each edge: 250 kHz

Auto Set / Manual Set

All measuring functions can be auto-set
using best settings for the individual
functions. This means e.g. an auto hysteresis
of 33% of Vp-p in frequency measurements,
an auto trigger at 50 % of Vp.p with
minimum hysteresis incl. hysteresis
compensation in time measurements, an auto
find of burst length and auto sync for
frequency burst measurements, etc.

NOTE: The frequency range for inputs A &
B, is up to 300 MHz for Auto trig, and up to
400 MHz for Manual trig
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TS-TL-PDL-014

TESSOL

Technical Library

Specifications

Input and Output
Specifications

Inputs A and B

Alternative data within parentheses refer to

input attenuator setting x10.

Frequency
Range
DC-coupled:
AC-coupled:
Coupling:
Rise Time:
Impedance:

Trigger Slope:
Channels:
Max. Channel
Timing
Difference:
Hysteresis
Window:

Residual Hyster-
esis after Com-
pensation:
Sensitivity

DC - 200 MHz:
200 - 300 MHz:
Auto Trig:
Attenuation:
Dynamic Range
(x1):

Trigger Level
Resolution:
Uncertainty:

Auto trig:

Auto Hysteresis

DC - 400 MHz

10 Hz - 400 MHz
ACorDC

Approx. 700 ps

1 MQ /25 pF or 50 Q
(VSWR <2:1)
Positive or negative
Separate A& B

500 ps

Approx. 30 (300) mVp-p

5 (50) mV (DC - 10 kHz)

15 mVrms

25 mVrms

35 mVrms

x1, x10

30 mVp-p to 10 Vp-p within £5
V window

Read-out on display

1(10) mV

+15 (150) mV £ 0.6% of trigger
level

Automatically set to 50% of
input signal (10% and 90% for
rise/fall time). Relative level (in
%) manually adjustable when
necessary. Minimum
hysteresis window

Freq. Range:
Analog Noise
Reduction Filter:
Digital LP Filter:

Trigger
Indicators:
Max. Voltage
w/o Damage
1 MQ

50 Q
Connector:

Input C

Freq. Range:
Prescaler Factor:
Operating Input
Voltage Range

100 - 300 MHz:
0.3-2.5 GHz:
2.5-2.7 GHz:
2.7-3.0 GHz
Amplitude
Modulation

DC - 0.1 MHz

Modulation
Frequency:
0.1-6 MHz

Modulation
Frequency:

Impedance:

up to 300 MHz

Nom. 100 kHz, RC type

1 Hz - 50 MHz using trigger
hold-off

LED

350V (DC+ ACpk)@D C

to 440 Hz, falling to 12 VRMs
(x1) and 120 VRMS (x10) @ 1
MHz

12 VRMS

BNC

100 MHz - 3.0 GHz
16

20 mVrms-12V rms
10mVms-12Vrms
20 mVrms-12V rms
40 mVrms -12 Vrms

Up to 94% depth

Up to 85% depth
Min. signal must exceed
min. oper. input voltage

50 @ nom. AC-coupled
VSWR <2.5:1

Time Meas. : (+compensation)
Freq. Meas. & 70 % and 30 % of input signal.
Per. Avg.: Minimum hysteresis window if
armina on A or B is activated.
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TS-TL-PDL-014

TESSOL

Technical Library Pendulum

Specifications

Auxiliary Functions

Max. Voltage w/o

Damage: 12 Vrms, PIN diode prot.
Connector: Type N female
Trigger Hold-Off
Time Delay 20ns-2s, 10 ns resol.

Rear Panel Inputs & Outputs Range:
Ref. Input:: 1, 5 or 10 MHz; .

AR , External Start/Stop Arming

- ms Sinewave;

impedance >1 kQ Ref. Modes: Start arming, stop arming,
Output: 1x100kHz, 1x1MHz, start and stop arming
Outputs: 1x5MHz and 2x10 MHz Input Channels: A, B. E (EXT ARM)
Output level: >1 Vp-p into 50 O load 1 Max. Rep. Rate for

Vims typical Arming Signal
Arming Input (E): Arming of all meas. func. Chanr?el A? B: 160 MHz
Freq. Range: DC - 80 MHz Channel E: 80 MHz
TriggerLevel: - TTL, 1.4V nom. Start Time Dela
Trigger Slope: Positive or negative Range: y 10 2510 |
Pulse Output Pulse Out, Gate Open, ge: ns-2s, 10 ns resol
Mode: Alarm Qut _ Stop Time Delay*
Period: 20 ns-2sin 10 ns incr. 20ns-2s, 10 ns resol.
Pulse Width: 10 ns-2sin 10 ns incr. Range:
Output Level: TTLlevelsin50Q,2ns '

ise t
Connectors: Sffc'me * Stop Time Delay can only be used in

conjunction with the non-manual
Totalize Functions.

Statistics

Functions: Maximum, minimum, mean,
Amax-min, standard deviation,
Allan deviation

Display: Numeric or numeric +
graphic

Graphic: Histogram & trend plot, auto
scaled

Sample Size: 2t0 2*10°

Max. Sample
Rate:

250 kSals measured, 2 kSals
calculated, depending on meas.
function and graphics
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TESSOL

Technical Library

Specifications

Pendulum

Limit Qualifier:

Off

Capture & store values above
limit 2 Capture & store values
below limit 1

Capture & store values inside
limits 1 and 2 Capture & store

Alarm if value > limit 2
Alarm if value < limit 1

Alarm if limit 1 < value < limit 2

Alarm if value > limit 2 or value
< limit 1

values outside limits 1 and 2

. On Alarm: Stop or Continue

Meas' Pacing Display: Numeric + graphic

Tlmg . Range 2ps - 500s o Numeric: Current measurement

Equidistancy: #(2 ps + 0.1% of pacing time) value + annunciator for limit
alarm

Mathematics Graphic: Horizontal line w.
upper/lower limit markers +

Functions: KEX+L, KIXHL, (K*X+L)M, current value marker

Stored Instrument
Setups:

20 complete setups can be
saved and recalled from
internal non-volatile memory;
10 can be user protected.

In statistics mode w. HOLD
activated, 8 datasets w. max.
32000 samples can be saved
and recalled from internal
non-volatile memory.

(K/X+L)/M and X/M-1 X is
current reading. K, L and M
are constants, set via
keyboard or as frozen

reference value (Xo). Stored Datasets:

Other Functions
Measuring Time: 20 ns - 1000 s for Smart Period
AVG & Smart Frequency; 20 ns
- 2 s for PRF, Freq. in Burst,
normal Period AVG & normal

Display

Type & Use: Graphics screen for menu
Fi ;4 us - 500 s fi i
T:;ql;‘:gci P::od sTor control, numerical readout (14
' Trea . digits) and status info
back-to-back; Single cycle for Resolution: 320 x 97 pixels
other meas. functions. Times Technology: Monochrome LCD with

>2 s are software controlled w.
reduced resolution and
accuracy.

white LED backlight

Timebase Internal, external or automatic GPIB Interface
Reference:
Display Hold: Freezes meas. result until a Programmable All front panel accessible
new measurement is initiated Functions: functions
via Restart. Compatibility: IEEE 488.2-1987,
Digit Blanking: Removes (blanks) 1 to 13 digits SCPI1 1999
from the calculated result Modes: Native mode
before displaying it Agilent compatible mode
Limit Alarm: Annunciator on display and/or Agilent o HP 53131/132/181 com-
. Compatibility: mands are emulated. Code
SRQ via GPIB d ; i
Limit Values: Lower limit (limit 1) an response orm_a 1
Upper limit (limit 2) compatible. No timing
compatibility. No resolution
Settings: Off compatibility.
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TESSOL  echnical Library Pendulum

2
E
Q0
: Iy .
® Specifications
O
E Interface SH1, AH1, T6, L4, SR1, . .
< ™
S Functions: RL1,DC1, DT1, E2 TimeView
y Max. Meas. Rate 15 k readings/s (block) 650 This software package is intended for ad-
7 Via GPIB: reag!ngs;s Eltnldklwdra)l) 4k vanced Modulation Domain analysis and runs
w readaings/s (talk only . .
= To Internal 250 k readings/s, 100 k on any 32-bit Windows® system.
Memory: readings/s w. calibr. on
Internal Memory ~ >3.9 M readings w. calibr. m Data Capture Modes &
Size: off Measurement Rate
Data Output: ASCII, IEEE double precision

Effective rate depends on measurement func-

floating point tion and internal data format.

USB Interface

Free-running

] Measurement: 250 k readings/s
Version: 2.0 Full Speed, 12 Mb/s Repetitive Up to 100 Msals equiv.
Protocol: USBTMC-USB488 Sampling: sample rate (10 ns between
samples)
Continuous Yes, from LF to 250 kHz
Single Period: repetition rate
Waveform
Capture: Yes
Data Analysis Measurement data vs time
Features: Cursor measurements
Distribution histogram FFT
graph w. Hamming, Hanning
and other relevant filters
Smoothing Zoom
Setup, measurement data
archive and printing Zero dead
time ADEV and MADEV vs. ©
USER MANUAL e CNT 9x Series e Rev.22 February 2020 8-54
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TfSSﬂl Technical Library Pendulum

U nce rtai nties Hyst=6 mV = 1 % of trig vl (DC to 1kHz) for

other measurement functions.

>

':g Specifications

£

v Hyst = 30 mV =+ 1% of trig Ivl (DC to 1 kHz) for
; Measurement Pz}tllse Width & Duty Factogr ( :

(%]

0

-

Example for phase with sinewave signals and 0

Random Uncertainties (1c) . )
V trigger levels (attenuator setting x1):

= Quantization Error (Eq) Eu=1[0.001/Vpka)+ 0.001/Vpk®)l°, where
Eq = 65 ps rms Vpk(a)= Inp A peak voltage in V,and
(<50 ps rms typical) V@)= Inp B peak voltage in V.

m Timebase Error (TBE)

TBE is the relative error of the timebase oscil-

lator (dimensionless) and depends on the actual

— 5 oscillator used. See Timebase Options on page
8-59.

_IE = . P -
\ noise — input roise — signal (s)
Vo= §
noise . , 7/ ’ .
. inp. sign. slew rate ([/‘ﬁ) at wig. point

m Start/Stop Trigger Error (Ess)
Eb'é' = \;E.f?oise I E?.f'aer_('f)

Total Uncertainty (20)

Ejin, = Single Period Jitter (rms) (s)
The general formula for all measurement

Vnoise—input: 500 uVms internal noise functions is:

(<200 pVrms typical) U =2% \:( rand, uncert,)* +(syst, uncert. )
Vhoise-signal: The rms noise of the

applied signal . .

Time Interval, Pulse Width,

Systematic Uncertainties Rise/Fall Time
m Trigger Level Timing Error = Random Uncertainty (rms)
(Ed) Time Interval, Rise/Fall Time, o B e e e s D
Pulse Width, Duty Factor, Phase i & \.' ..-q+(L art Trig. Error)”H StopTrig. Error)
(attenuator setting xI) [s]

m Systematic Uncertainty

Eq = [TLU +¥* HystF* [(%)° +( )] [s] { _
Uy =4/ %% [Eq” +(500 psy +(TBE* TIMEY |

where:
Sx = Slew rate at start trigger point (V/s where:
Sy = Slew rate at stop trigger point (V/s Eu= trigger level timing error
TLU = Trigger level uncertainty (V) 500 ps = maximum channel difference
Hyst = Hysteresis window (V) TBE = timebase error
TIME = measurement result
8-55 USER MANUAL e CNT 9x Series ® Rev.22 February 2020
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TESSOL

Technical Library

Pendulum

Specifications

Frequency & Period

m  Random Uncertainty (rms)

Smart Mode

For measuring times <200 ms and if Smart
Freq = AUTO or OFF:

)

.\{ E gd + 2% (Start Trigger Error )2

U, = X
rnd Measuring Time

X Measurement Result [HZ or S]

For measuring times >=200 ms and if Smart
Freq = AUTO or ON:

I

| 2 ]
25 {Eq“ + 2 (Start TréggerErmr}z

( ‘

.
/ —
“rand } N —
Measuring Time * NN

X Measurement Result [HZ or S]

N = 800 /Measuring Time, however, 6 < N <
1000 and

N < (Freq/2) * Measuring Time - 2 & N <
Measuring Time /8 us

Normal Mode

[ 2
[E = = 2% (Start Trigger Ermr}z
LF ‘[ q )

rud

Measuring Time
X Measurement Result [HZ or S]

m Systematic Uncertainty

Both Modes
Ue :\:" Vo {[TBE= MR]" + [(200 ps / MT y MR]")[

Hz or s]

where:
MR = Meas. Result (Freq or Per)
MT = Meas. Time

Frequency Ratio f,/f,

m Typical Random Uncertainty (rms)
NOTE. Frequency Ratio is an auxiliary mea

surement function, intended to give an indica-
tion, with no guaranteed specification.

r - [ 12 -2 7
Upa =2% fi X v E; + Essy + fi:.s‘.,m

[dimensionless, e.g. ppm]

Phase

m Typical Random Uncertainty (rms)

NOTE. Phase is an auxiliary measurement
function, intended to give an indication, with no
guaranteed specification.

7 -2 2 2
Upd= \Eq +(Strt Trg Err)™ + (Stop Trg Lrr)™ x
% Freg.x 360 [?]

m Systematic Uncertainty
Usee = Yo* [Ed> +(500ps)* | x Freq 360 ]

Duty Factor
m Random Uncertainty (rms)

; f 2 2
Upa = VvE 5 + (Strt Trg Err)™ + {Stop Trg Err)™ x Freq.

or minimum: 1 ppm

m Systematic Uncertainty

Usyse =+ V¥ [Ed* +(200 ps) | x Freg

[dimensionless, e.g. ppm]
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TS-TL-PDL-014

TESSOL

Technical Library

Pendulum

Specifications

Calibration

Mode: Closed case, menu-con-
trolled.

Calibration Input: A

Password

Protection: ON or OFF

Input Frequencies 1.0, 1.544,2.048, 5.0 or 10.0

used for TB MHz

Calibration:

Definition of Terms

Calibration Ad- The maximum tolerated

justment Toler- deviation from the true 10

ance: MHz frequency after
calibration. If the timebase
frequency does not exceed
the tolerance limits at the
moment of calibration, an
adjustment is not necessary.

Total Uncertainty: The total possible deviation
from the true 10 MHz
frequency under influence of
frequency drift due to aging
and ambient temperature
variations versus the
reference temperature. The
operating temperature range
and the calibration interval
are part of this specification.

See also timebase specifications on page
8-59

General
Specifications

Environmental Data

Class: MIL-PRF-28800F, Class 3

Operat. Temp: 0°C to +50 (+45)* °C

Storage Temp: -40 °C to +71 °C, non-con-
densing, @ <12000 m

Humidity: 5-95% @ 10-30 °C 5-75 % @
30-40 °C 5-45 % @ 40-50 (45)*
°C
4600 m

Max. Altitude: Random and sinusoidal per

Vibration: MIL-PRF-28800F, Class 3

Shock: Half-sine 30G per
MIL-PRF-28800F; bench
handling

Transit Drop Transport box tested according to

Test: UN-D 1400 drop test program 1.
Heavy-duty transport case and
soft carrying case tested
according to MIL-PRF-28800F.
*CNT-91R only

Reliability: MTBF 30000 h, calculated

Safety: Designed and tested for

Measurement Category |,
Pollution Degree 2, in ac-
cordance with EN/IEC
61010-1:2001 and
CAN/CSA-C22.2 No.
61010-1-04 (incl. approval)
EMC: EN 61326 (1997) A1 (1998),
increased test levels per EN
50082-2, Group 1, Class B, CE

8-57 USER MANUAL e CNT 9x Series ® Rev.22 February 2020
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TESSOL  echnical Library Pendulum

>
z Specifications
o
£ Power Requirements
(V]
K
5 Line Voltage: 100-240 Vac, 50-400 Hz (Nom.)
o Power Consump-
- tion CNT-91: <40 W
CNT-91R: <60 W
Dimensions & Weight
Width: 1/2 x 19" (210 mm)
Height: 2U(90 mm)
Depth: 395 mm
Weight:
CNT-91: Net 2.7 kg (5.8 Ib)
CNT-91R: Shipping 3.5 kg (7.5 Ib)
USER MANUAL e CNT 9x Series @ Rev.22 February 2020 8-58
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TS-TL-PDL-014

TESSOL

Technical Library

Specifications

Timebase
Specifications
CNT-91R/71B

Timebase Type Rubidium
Uncertainty due to:
-Calibration adjustment tolerance
@ +23 °C + 3°C <6x10"2
-Aging:
per 24 h Y <3x10™°
per month 2 <5x10™
per year ¥ <3x107°
-Temperature variation:
0 °C - 50°C <1x10°™°
20 °C - 26 °C (typ. values) <2x10™"
-Power voltage variation: +10% <1x10™"
Frequency retrace
after 24h OFF time
- after 1 h ON time <1x1071°
- after 24h ON time <5x10™"
Phase noise stability: <-140 dBc
at 1kHz offset from carrier
Short term stability:
(Root Allan Variance)
t=1s <1x10™
Typical values t=10s <1x10™"
Power-on stability:
-Deviation versus final value after
24 h on time, after a warm-up time
of 12 min: <5x10™"
Time to lock @25 °C appr. 5 min
Total uncertainty, for operating
temperature 0°C to 45 °C,
@20 (95 %) confidence interval:
-1 year after calibration <3x10™"°
-2 years after calibration <5x107"°
Typical total uncertainty, for
operating temperature 20°C to 26 °C,
@20 (95 %) confidence interval:
-1 year after calibration <2.5x107"°
-2 years after calibration <5x107"°

Explanations

y After 24 hours of continuous operation, and
at a quasi-constant temperature of = s°c within
the operating range

» After 3 months of continuous operation.

s After 1% year, aging during 1% year:
<5x10"; long-term < 2 x 10™ / 10 years.

» After 1 year of operation. Uncertainty
<6x107'"° the first year of operation.

Calibration Adjustment Tolerance is the
maximum tolerated deviation from the true 10
MHz frequency after a calibration. When the
reference frequency does not exceed the
tolerance limits at the moment of calibration,
an adjustment is not needed.

NOTE: Electrical adjustment by means of
tuning voltage from DAC; no potentiometer
trimming.

Serial interface for closed-case calibration
and status reporting.

8-59
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Index

! B

11 cycle count error ..........ccocoecuvvnnneen. 4-9  Battery Supply
A checking .......cccceeeeevcieinnnnnnn, 7-13, 7-14
Burst
AC/DC coupling .......ccoeevuveriiiiiiiienne 3-3 Frequency (CW).....ccoceivieiininnnnne 4-5
Allan deviation ............cc.ccocuervverinnnne. 63 C
AM modulated signals ..............c.ooeee 4-8
Carrier wave frequency AM ................ 4-8
Aperture Carri ; EM 4
See Measuring time arrier wave frequency FM................. -6
Arming Channel
description.........coceveeeeeeeeeee. 5-5 See Input
examples..5-9, 5-10, 5-11, 5-12, 5-13, Confidence limits..............cccoeeeeeeee, 6-5
5-14 Count error, 21 cycle.......covecveeeunenne.. 4-9
manually......cccooeeeeieei, 5-6 _
stop delay......cccceoveeeuveennnnnee. 2-12, 5-3  Counting
SYNC. delay ......cocviveeeeeieeeeeeeen 5-7 (=T o1] o] (o Tox= | F 4-9
Attenuator CwW
usedtoreduce noise.......ccovveiiiii. 3-7 AM ., 4-8
AULO ONCE ..o 3-5 D
AULO Trig LOW FIeq....corovvsvesv 2-13 DC coupling ...ccccveeeiieieiiiieeiieeeiieeene 3-3
A I9QEr oo -8, 4- -
uto trigger 3-8, 4-19, 6-4 Delay
how to US€.....coovviiiiiiiie 3-8 _
arming SYNC. ...ccuvveeeeeeeeeiiiiinieeeeeeens 5-7
A ING oo 4-10, 6-2
veraging 9.6 Delayed timebase ...........ccccccceeeveennens 5-3
!I-D 1
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TS-TL-PDL-014

Pendulum

TESSOL  echnical Library
Digits BlanK............eevveiiiieiiiiieeenn. 2-17 7= 11 o T 4-4
Display contrast adjusting................. 2-8 Frequency versus time
See Profiling
DIStOrtion.........coveveveveeieieieeeeeeeieee, 3-8 Function
Drift 6-4 PEeriod ......coeeiiiiiie e 4-13
See Also Long time instability 7= 11 o T 4-4
Drift measurements..........ccccccuevenes 5-13 G
Duty cycle Gate
See Duty factor INAICALON.......veeieeeeeeeeeeee e 5-2
End of a measurement................... >-4 Harmonic distortion............cc..cceeeu..... 3-8
Erroneous counts............c.cooeiene. 3-7 HOI e 5-6
Error NOTRIG........ooi 4-10 Hold-Off
Examples checking .....ccvvveeiiiiiiiiieee. 7-10, 7-11
Arming......5-9, 5-10, 5-11, 5-12, 5-13, used as filter........ccoooiiiniiins 3-4
o-14 Hysteresis........ccccccvie 3-6,
Ext. Arm Input 4-18
Checking..ccooovveeeiiiiii 7-10 |
External gate.......ccccoeeveviiinn, 5-6
F Input C
ChecKing .....ccevvveiiiiiiiiiieeeee e, 7-12
Filter Input C Acquisition .........ccccccevvvvvnnnnes 2-13
ANal0G.....cooiiiiii 3-3 INStaIlitY .......cveveeeeeeeeeeeeeeeeeeeeee e 6-4
FIXGd trlgger |eve|S ........................... 3'5 Internal reference Output
FM signals.......ccccoeeeiiiniiiiiiiieeeee, 4-6 Checking .....oeevvvveiiiiiiiiiieeee, 7-9
Free-running Interpolatator Calibration.................. 2-13
measurements...................... 54, 5-13 J
Freezing the display
See hold/run Jitter 6-4, 6-5
Frequency...........cccooeii 4-3 |_
back-to-back...............cccceeee 4-14
DUISL ... 4-4, 4-5 LCD contrast
modulated signals................... 4-6, 4-7 adjusting......cceieiiiiiiiii, 2-8
range test.......coooo 7-5
2 E-L
22! Pendulum CNT-90XL AH A E A - HIZAL 12 A2 L|CH A RIZ=AL APE ol mat HAE 4 LT
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TS-TL-PDL-014

TESSOL

Pendulum

Technical Library

Limits ..o 6-6 N

LOCAL LOCKOUT mode.................... 2-8

LOCAL MO -..rvrererereroeeeeeeo 0g Notig

display message..........cccccevvevneenns 4-10

Long time instability ..........c.ccccvveiniiins 6-5 .

NOISE....coveieeee e 3-6

Low-pass filter
digital..........coo e 3-4 O

M O T T 2-18

Overdrive ......oooovvieeeiieeeeeeee e 4-18

Manual
=11 011 0T TR 5-6 F)

Mathematics Period 413 4-14
and Statistics together.................. 6-5 erio I& """"""""""""""""" o 4_13
CONSEANLS.....c.cveieeeceee 6-2 SINGIE & AVETAGE. -ovvvvrssrrnvenrinnes i
EXAMPIE .. 6-2 single back-to-back ..................... 4-14
fUNCHON o, 6-2 Phase. ..., 4-20

Mean.......oouvceeeeeeeeeee e 6-3 INACCUrACIES ......oocvvvviicne 4-21

Measurement Power Measurement
ENA . 5-4 CNT-Q0XL .o 7-13
free-running..........ccceeveeeeviennenne. 5-13  Prescaling
FAte. e 5-5 effectof ..o 4-11
Start .. 54 Processing a measuring result.......... 6-2
tiMiNg .o 5-4 -

Profiling .....cooooiieieee 5-9, 5-13

Measurement Errors............... 4-18, 4-19 transient ........oooeveeieee e 5-14

Measurementrate.............cccoeeeeeeeeen. 6-4 VCO step response..................... 5-14

Measurement time Pulse period.........ccccceeeiiieiiiie 4-13
Settlng ........................................... 5'2 Pulse rou ndlng .................................. 4_1 8

Measuring speed ....................... 4-10,6-4  p|Ise width

Measuring time ...........ccccoviieeene. 5-5 description........cccceveeeeiiieeciiiine, 4-17
influence by prescaling................ 4-11 R

MiSC e 2-17

Modulating frequency AM .................. 4.9 Rateof measurement................. 5-5

1Y/ o a1} (o] s o [ 6-2 Ratio

function.......ccccoeeii i, 4-4
Reciprocal counting ...........cccoeevvuvnieee. 4-9
Reference oscillators
M-R 3
212 Pendulum CNT-90XL AF2 M HAN - XA HE AP ALICEH AFE2 H| A APE O 2t 2 JASLC
— We measure, we calibrate, we validate. EE - www.tessol.com TS-TL-PDL-014

KOLAS Zr|3¢lung7|2 - ISO/IEC 17025

183 /189


https://www.tessol.com/?utm_source=datasheet&utm_medium=pdf&utm_campaign=technical_library&utm_content=TS-TL-PDL-014

Tfssnl Technical Library Pendulum

>
Z
(1]
2
Q
-
©
g
=
15
[¢]
(]
st
-
o
0
n
w
=

checking........cccceveveiiiiie e, 7-8 in phase measurements.............. 4-22
REStart .......c.ooveeeeeeeceeeeeeeeeeeee e 52 T
RF Inputs
T P 712 TIE oo 4-16
RISe/Fa” tlme ------------------------------------ 4_16 Tlme ................................................. 4-15
o . duty factor ........ccceeeiiiiiin, 4-17
Rubidium oscillator PENIOT ...ovvoeerreeeeeess e 4-13
checklng ........................................ 7-8 pulse WIAth o 4-17
S rise/fall .......cccoovviriiriieiieene. 4-16
time interval ..., 4-16
Sample-Hold..........ccooiiiiiiiis 4-10 time interval error (TIE) .............. 4-16
SENSHIVILY rvvooeveeeeeeeeeee e 4-18 to setup arming..............cooevevvvee. 5-9
checking.........coovoveveveeeeeeee. 7-5  Timeout..................... 2-13, 4-10
Setup time = (o [ Y 4-10
for arming ______________________________________ 5-9 Total ReSset ....ooueenieeeiee 2-16
Single ..o 4-10  Totalize .....ccovvvveieiiiiiien 4-24
Single-ShOt phenomena ______________________ 5-6 AManual.......coooevveiiiiiiiiii, 4-24
A/B Manual........cccccceeveeeiiiniinne, 4-25
Smart Frequency ..........ccccoevevvvvnneenn. 2-13 A+B Manual.... 4-24
Smart Time Interval ...............cc......... 2-13 A-BManual ........ccooeeiiiiiiiiiiiiines 4-25
Speed BManual.....c..cooiiiiiieee, 4-24
. Gated ....cooovieiiiii e 4-26
ArMING ..o 5-9 .
of measurement 4-10 ingeneral .......cooovveeeviieeeviieeinininnns 4-24
"""""""""""""" Start/Stop ....ccovveeeieeeieeceeen . 4225
Standard deviation............................. 6-3 TIME oo 4-26
Start Totalize & Arming..................... 4-25, 4-26
s;r;ﬂrr;%asurement ................... 55)-2 g-g Touch-hold
o meRSUEMEN : See Sample-hold
tatistics ...cooveeveieiee 6-3, 6-4, 6-5
o Transient profiling .........ccccccoeviiieeen. 5-14
and Mathematics together............. 6-5 _ 'ent profing
Stop TrigQer €rror...cccceeeeee e, 3-8
12111131 PRV 5-2. 5-6 Trigger Hold Off ..., 3-4
of measurement...................cooee. 5-5  Trigger hysteresis .........c.cccceveeveveeunn. 3-6
Synchronization of a measurement ..4-11  Trigger indicators checking............... 7-7

Syncronization delay
=14 0] o T R 5-7  Triggerlevel auto.........cccccvevvuenene.. 3-4
Systematic errors
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converting auto to manual............. 3-5
how o USE....cccovvvvriririii, 3-7
Manual ........ccceeeeveeeeeeieieeies 3-4
setting speed.........ccccceeieiiiiiiiinnee. 3-5
Units .o 2-17
VCO
step response profiling................ 5-14
Voltage ...ccceeveviiiiiii 4-27
checking .....ccccooeviiiiiiiiiinnnnns 7-6, 7-8
function ......oooooviiiii 4-27
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Chapter 10

Service
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Sales and Service Office

For additional product information, customer support and service, please contact
Pendulum Instruments at the following addresses:
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Pendulum Instruments Sp. z.0.0.

ul.Lotnicza 37
80-297 Banino
Poland

Office Address:

As above

Shipping Address:

As above

phone:+48 (58) 681 89 01

fax: +48 (58) 684 86 49

Internet:
www.pendulum-instruments.com

service@pendulum-instruments.com
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Chapter 11

Appendix

3
S
-
[a]
a
I_—I & Pendulum CNT-90XL AF2 A HA - HEAL | E X2 L CH AP M ZAFAPEO]| w2t HAE 4~ JAESLICH
")
-
— We measure, we calibrate, we validate. EEE - www.tessol.com TS-TL-PDL-014 188 /189

KOLAS = XSl w3 7|2 - ISO/IEC 17025



https://www.tessol.com/?utm_source=datasheet&utm_medium=pdf&utm_campaign=technical_library&utm_content=TS-TL-PDL-014

TESSOL  technical Library Pendulum

>
Z
(1]
2
Q
-
©
(%]
c
15
[¢]
(]
st
-
o
0
n
w
=

New Look

A new front panel design will be introduced
gradually starting with the model CNT-91R. It will
eventually be applied to all models in the '9X' series
of counters.

The fundamental layout is unchanged, so the
instructions given in the main manual are still valid.
The new look can be seen below.

CNT-91R  frequency calibrator/analyzer pendulu

megs
funt

° © 6 6 & o
©® o © 0 0 ©

inputA  inputB  settings math/lim  useropt  hold/run  restart SHvTmE- TG

The CNT-91R front panel.
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