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I | Overview

Ultra low temperature (ULT) freezers provide the extremely cold environment needed to preserve |
biological samples such as cancer cells, stem cells, cord blood, T-cells, or organ/ tissue cells,during m
long-term storage in research laboratories. These cells are valuable and difficult to replace if
damaged by a failure to maintain proper temperature. While ULT freezers are capable of operating
in the range of -86 to -40 degrees Celsius. The set point is typically -80 or -70 degrees Celsius,

depending on the type of cell.
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Bl set up

Proper use and maintenance begins immediately following delivery of a ULT. Carefully select the location of the unit
to avoid environmental conditions which can adversely effect the performance of the ULT.

= Choose alocation away from air currents, sources of heat, and HVAC vents. Environmental stability aids in minimiz-
ing frost and ice build up.

= Ambient temperature: 10°C to 32°C . The ideal temperature is 18°C to 25°C. If necessary, use an airconditioning system
to achieve the required ambient condition.

= Ambient humidity: less than 80%. At an environment of 32°C, humidity should be less than 57% RH.
= The intended location should be low in dust count.

= The intended location should be vibration and shock free.

* The highest elevation the unit can work safely: 2000m above sea level.

= Input voltage: within Rated Voltage +10 % .

= Avoid a location in direct sunlight.

= Provide appropriate power. A consistent source of proper voltage is key to longevity of the compressor. Low
voltagemay cause the compressor to overheat and prematurely fail. If your location has low-voltage power, a
voltage booster canbe installed to achieve the correct incoming voltage.

To reduce temperature fluctuations, users must minimize the length of time the unit's door is open. This means quick door
openings, quick interaction with the sample,and quick door closings.
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B | Eight Critical Preventive Maintenance Steps for ULT Freezers

A preventive maintenance (PM) checklist is animportant tool to aid in protecting both research and equipment.
Typically, the lab manager assigns PM tasks to personnel such as lab users, building maintenance employees, or
a contracted service.

B | Considerations for Training

When developing a training program, answer the following questions for each of the eight steps that follow the
questions:

= What task needs to be done?

= Whois assigned to complete the task?

* Whois trained or needs to be trained?

= What does the assigned person need to know to complete the task from start to finish?

= Whatis the frequency of the task?

* Howis the work documented?

= What types of concerns should be escalated (e.g., loud noise, door won't shut, alarm sounded)?

= Whatis the process for escalation of a concern?

1.Clean the condenser filter(once every one to 2.Clean the condenser coil (at least once per
three months) year)

The condenser is protected by a filter [A] which removes Dust and dirt buildup on the condenser coil surfaces [C]
dust and other particulate from the air passing over the reduces the efficiency of the condenser, making it more
condenser coils. Without this filter, a larger amount of debris difficult for the freezer to maintain the set operating
will accumulate on the coil surfaces, reducing efficiency, temperature. To avoid this, clean the condenser assembly
increasing power consumption, and reducing condenser at least once per year (depending upon the environmental
longevity. conditions).

The filter must be inspected monthly and cleaned once Caution:

every one to three months. The frequency of filter changes ULT coils are fragile and may be damaged by direct

depends on the amount of particulate in the surrounding air. contact. A vacuum can be used to remove debris.

Lower air quality requires more frequent filter cleaning.

The filter is located on the lower front of the freezer, and is
easily accessed for inspection and cleaning. The vent cover
[B] is attached magnetically and can be removed without
tools.
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3.Clean the door gaskets (minimum once per month) and scrape gaskets

(once per week)

Minimizing frost buildup on the gaskets is important. Gaskets wear out when frost builds up, the door seal
loosens, and warm air leaks in. The freezer then must work harder to maintain cooling, and the ice buildup
reduces the life of gaskets.

A common mistake occurs when users force the door to shut, instead of cleaning off the ice. This eventually
tears the gaskets, leading to even more frost buildup and ice problems because of the leaking. Eventually, /
the door latch can rip off completely.

To clean the gaskets, first check the door gaskets around the exterior door for punctures or tears. Next,
check for leaks. Leaks are indicated by a streak of frost that forms at the point of gasket failure. Use a cloth
or scraper to remove any frost buildup from the gasket and door(s). If dirt or excessive frost buildup
prevents the door from closing properly, increase the frequency of cleaning.

4.Defrost the chamber

Even with proper maintenance, the freezer will need to be defrosted when ice starts to build up inside. After

e — —

relocating samples to another freezer (follow documented procedures for this move), consider the following
process. Disconnect the freezer from power, open both inner and outer doors, and use a fan to direct room
temperature air into the chamber. The fan should hasten melting so that frost and ice can be removed in
larger pieces.

5.Backup battery replacement (once per two and a half years) and CO2 or LN2 pre-caustions for use

The temperature gauge and alarm controls on a ULT freezer require a redundant source of power. Should the main power
source fail, a battery in the unit powers the temperature gauge and alarm(s) to indicate an internal temperature above the
set operating range.

The backup battery must be replaced by a certified technician every two and a half years. Most modern ULT freezers have
a means to alert users of the need to replace the battery. In addition, remaining battery capacity can often be checked by
entering the proper control codes. A qualified technician can provide laboratory service personnel with a procedure to
check battery life.

Some ULT freezers have a factory -installed CO2 or LN2 kit as a backup to keep the chamber cold during a power outage.
The kits can also be purchased separately as an add-on.

Caution:

= Theinstallation place of any equipment using CO2 / LN2 must be in a well ventilated area. Increased CO2 in the air maybe harmful and even fatal. If the
ventilation is poor, another method should be considered in order to ensure a safeworking environment.

= IfaCO2/LN2 steel cylinder falls over or one of the valves is damaged, then the steel cylinder will be turned into an uncontrollable lethal projectile.

= The temperature of liquid CO2/LN2 is extremely low, which could cause frostbite. when replacing the cylinder, please always wear a pair of protective
glasses and protective clothes.
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6. Removal of frost and ice buildup (once per week)

Frost and ice will build up in the inner chamber as ULT freezer usage increases. It will be necessary to periodically scrape
frost and ice off doors and the inner chamber.

To minimize ice buildup inside of the freezer:

Locate the freezer away from drafts and air flow from heating/cooling vents

Minimize door openings

= Ensure the door latch secures the door tightly after closing

Periodically inspect door handles and latches to ensure proper closure and seal. If repeated attempts to forcibly close and
latch a door have been made when too much ice or frost buildup is present, door latches may have been bent or broken. A
latch failure may lead to costly loss of samples, and/or repairs.

A common user error is letting the ice or frost build up on theinside to the point where the freezer has very little room for
storage. A manual defrost is necessary at this point. The most effective way to avoid problems with frost or ice buildup is to
scrape the innner chambers weekly.

7. Monitor the vacuum relief port (once per use)

The vacuum relief port is a common feature on a ULT freezer. The purpose is to release the partial vacuum created in the
freezer interior after the door is closed. When the door is opened, ambient temperature air enters the chamber. Upon
closing, the door gaskets prevent pressure equalization as the air in the chamber cools and interior pressure lowers relative
to the surrounding environment. This pressure differential may make it difficult to open the door for several minutes. The
vacuum relief port enables users to quickly equalize the internal and external pressure so the door can be opened
immediately. - -

Ice can build up on the vacuum relief port over time. A visual inspection should

be completed every time the freezer door is opened. If necessary, ice buildup
must be scraped away. The port should be cleaned/scraped on the same
schedule as gaskets. The more the ULT freezeris used, the more frequently the
ice will build up. Users should also be made aware of the fragility of the vacuum
relief port, which is essentially a twist -off plug. This small piece of plastic can | §

easily be broken if the unit is pushed into a wall. i 1_'”
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8.Calibration service (once per year)

The purpose of calibration is to ensure the temperature gauge on the ULT freezer is accurate. This service Is recommended
once per year. A qualified service technician performs the test by placing an calibrated and accurate probe in the geometric
center of the chamber and verifying the temperature displayed on the unit matches that indicated by the internal
temperature probe.

Whether you are installing a new ULT freezer or reviewing your usage protocols and maintenance program, the criteria
above can guide the development of your training program. With proper usage and routine preventive maintenance, you
can keep your freezer running optimally, protect valuable research samples, and achieve high research productivity over an
extended life. The users can easily remove the frost or ice on the chamber and clean the condensor filter as often as
necessary.

ULT freezers generally have a service life of 12 to 15 years. The service life of a ULT freezer may be increased by following
the recommendations in this document for setup, operation, and preventative maintenance.

For arepair beyond the capabilities of users and maintenance personnel, a freezer technician should be consulted. To find
a freezer technicianin your area, visit website https://www.haiermedical.com.
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Clean Bench & Laminar NSF Series Biological
ULT Freezer Technical Bulletin: ULT Freezer Preventive Maintenance Flow(Horizontal) Safety Cabinet
About Haier Biomedical = .
Haier biomedical offers our customers a safer choice solution - [ —
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by minimizing human error and maximizing productivity through l = 1
unigue, quality, and innovative laboratory products with responsive, “
knowledgeable support throughout the life of our products. -
Haier Biomedical is a manufacturer of Biosafety Cabinets, : -

) ) ] CO2 Incubator Clean Bench & Lamina
Laminar Airflow works, CO2 Incubators, Centrifuges, Ultra Low Flow(Vertical)
Freezers, Pharmacy Refrigerator, Vaccine Refrigerator, Blood )
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Haier Biomedical Laboratory e
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Equipment -
Haier Biomedical manufactures ergonomically designed and LN2 Backup System Desktop High-speed
engineered scientic laboratory equipment providing personnel, Refrigerated Microcentrifuge
product and/or environmental protection in critical research
environments. Haier Biomedical extensive line of laboratory To learn more or to speak with someone at Haier
equipmentincludes: Biomedical, please visit www.haiermedical.com or

call +86 -532 -88935593
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